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ABSTRACT
Monodisperse lipid-coated microbubbles are a promising route to unlock the full potential of ultrasound contrast agents for medical diagno-
sis and therapy. Here, we present a stand-alone lab-on-a-chip instrument that allows microbubbles to be formed with high monodispersity
at high production rates. Key to maintaining a long-term stable, controlled, and safe operation of the microfluidic device with full control
over the output size distribution is an optical transmission-based measurement technique that provides real-time information on the pro-
duction rate and bubble size. We feed the data into a feedback loop and demonstrate that this system can control the on-chip bubble radius
(2.5 μm–20 μm) and the production rate up to 106 bubbles/s. The freshly formed phospholipid-coated bubbles stabilize after their formation
to a size approximately two times smaller than their initial on-chip bubble size without loss of monodispersity. The feedback control technique
allows for full control over the size distribution of the agent and can aid the development of microfluidic platforms operated by non-specialist
end users.
Published under license by AIP Publishing. https://doi.org/10.1063/5.0032140

I. INTRODUCTION

Contrast-enhanced ultrasound imaging relies on the use of
an ultrasound contrast agent (UCA), comprising a suspension
of stabilized microbubbles, that is injected intravenously into
the circulation to enhance the echogenicity of the blood pool.1
Microbubbles undergo volumetric oscillations when exposed to
ultrasound, thereby generating strong harmonic echoes.2 Key to
their efficient use as a contrast agent is the compressibility of
the microbubble gas core, which allows microbubbles to resonate
at the typical ultrasound frequencies used for medical imaging
(1 MHz–10 MHz).3 When a bubble is driven at its resonance fre-
quency, the relative volumetric oscillation amplitude is at the max-
imum, resulting both in a maximized nonlinear echo response and

a maximized mechanical effect on neighboring tissues.4,5 The char-
acteristic eigenfrequency of a bubble is, however, intimately linked
to its size,6 while commercial UCAs consist of a polydisperse sus-
pension of lipid-coated microbubbles with diameters ranging from
1 μm to 10 μm.7 As a result, only a small fraction of the contrast
microbubbles resonates to the driving ultrasound field,8 limiting the
sensitivity of contrast-enhanced ultrasound imaging and molecular
imaging with ultrasound,9–11 as well as the efficacy of theranostic
applications. Control over the size distribution of UCAs12,13 may,
therefore, open a route to unlock the full potential of novel medical
applications of microbubbles, including drug and gene delivery,14–17

blood–brain-barrier opening,18,19 sonothrombolysis,20 and sonopo-
ration,21,22 which all rely on the volumetric oscillation amplitude of
the bubbles.23,24
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Microbubble suspensions with a narrow size distribution can be
obtained from a native polydisperse size distribution by mechanical
filtration,25 decantation,26 centrifugation,27 and microfluidic acous-
tic or size-sorting.28,29 Microfluidics can furthermore be applied
to produce highly concentrated (1010 bubbles/ml) bubble sus-
pensions30 and sub-micrometer bubbles.31 Monodisperse bubbles
can also be directly synthesized in a microfluidic flow-focusing
device.32 Here, a gas thread is focused between an aqueous co-
flow through a constriction where the gas phase destabilizes and
pinches off to release monodisperse bubbles.33,34 The lipid coat-
ing material is typically dispersed in the aqueous phase35–39 from
which it can adsorb onto the gas–liquid interface.40,41 Recent
advances in the field of lipid-coated microbubble formation by
flow-focusing allow the synthesis of foam-free,42 highly concen-
trated (>200 × 106 bubbles/ml),43 and monodisperse bubble sus-
pensions with a high stability both in the collection vial and
upon dilution.41,43 These developments pave the road to transla-
tion from a scientific method to a (high-volume) industrial pro-
duction or (clinical-grade) bedside production facility for medical
bubbles.

Clinical and industrial translations both require long-term pre-
cise control over bubble size distribution and the production rate
together with a continuous monitoring of the on-chip bubble for-
mation process to guarantee the quality and clinical safety of the
product. However, flow-focusing devices are typically prone to clog-
ging and a slow drift in bubble size, requiring microfluidic expertise,
whereas clinical and industrial translations require a user-friendly
system accessible to non-experts. Microfluidic bubble synthesis plat-
forms will thus greatly benefit from a simple, safe, and reliable feed-
back system that allows adaptive flow control to maintain a constant
bubble size and production rate. This system can then stabilize the
bubble production against changes in flow conditions due to, e.g., a
passing dirt particle that escaped upstream on-chip filtering, result-
ing in an increased flow resistance or partial clogging. Furthermore,
changing wetting conditions of the channel walls over time results in
a noticeable change in the contact line position and curvature of the
gas jet in the gas inlet channel potentially affection the output bubble
size. Finally, using a feedback system will allow the non-expert user
with limited knowledge about the operating range of the employed
chip to simply set a bubble size and a production rate.

Feedback control of microfluidic droplet and bubble generators
has frequently been reported in the literature.44–50 Digital feedback
systems rely on the ability to accurately detect the formed bubbles
and droplets. Reported detection methods for lab-on-a-chip devices
include Coulter counter-like electrical sensing with integrated elec-
trodes46–52 and optical sensing, either using integrated on-chip opti-
cal waveguides53 or using an external light source.54 Furthermore,
high-speed imaging together with digital image processing has been
employed as a detection system for feedback-controlled microflu-
idic droplet generators.44,45,55 However, the reported feedback sys-
tems were operated at kHz production rates, whereas the present
application requires MHz detection and processing rates. Recently,
Xie et al.56 demonstrated feedback control of a flow-focusing device
using electrical on-chip sensing to dynamically monitor and regulate
the produced microbubble radius between 7 μm and 12 μm at a max-
imum rate of 105 bubbles/s with a proportional-integral feedback
control system.56 Electrical sensing methods are fast but present the
inconvenience of requiring a chip design that includes electrodes,

thereby increasing the cost and technical challenge involved in the
production of the chip. Moreover, electrical sensing methods require
a precise calibration in terms of electrical signal vs bubble size that
has to be performed for each type of liquid and channel geometry.
In contrast, a bubble detector placed outside of the lab-on-a-chip
device would increase the versatility of the detection system, and it
lowers the production cost of the chip since it can be operated using
various chips and device geometries.

Here, we propose a simple and fast optical detection method
and feedback system based on the decreased transmission of light
through the chip as newly formed microbubbles cross a low-
intensity focused laser beam. We show that this optical system can
measure both the production rate and the size of microbubbles pro-
duced in a microfluidic flow-focusing device in real-time. Produc-
tion rates exceeding 1 ×106 bubbles/s were readily measured for
clinically relevant bubble radii below 5 μm. We also show that this
system can be used as an input to a feedback system to control and
stably operate a bubble generator chip. Finally, we show that this sys-
tem is valuable for the expert user by offering a full characterization
of the performance of the lab-on-a-chip device much faster than any
other system known to the authors. This includes the possibility to
monitor transient states of the device.

II. METHODS
The performance of the system was measured using a generic

flow-focusing device with a narrow bubble formation channel, as
introduced by Castro-Hernández et al.57 Here, the chip was manu-
factured in glass with a bubble formation channel length L = 30 μm,
as described by Segers et al.58 This flow focusing chip geometry can
produce on-chip bubble sizes ranging from 2.5 μm to 20 μm in
radius.

The bubble detection system consists of a low power (5 mW)
laser module in which the elliptical beam was focused into a laser
sheet by a set of two cylindrical lenses, a spherical lens, and a
50×magnification microscope objective. The combination of lenses
allows us to control the width and thickness of the laser sheet in
order to maximize the signal-to-noise ratio (SNR) of the detection
system. The sheet geometry [Fig. 1(a)] provides a robust alignment
with the bubble stream. The transmitted light was received by a
fast photodiode (FDS100, Thorlabs, Si detector, 350 nm–1100 nm,
14 ns rise time, and 13 mm2 aperture) connected to a 100 Ω load
to optimize the trade-off between sensitivity and response time.
The output voltage of the diode was measured with a USB oscil-
loscope connected to a computer running MATLAB to download
the recorded waveforms (∼15 waveforms/s). The production rate
was calculated from the stored waveforms using a cross-correlation
method (three to five times faster than a Fourier transform method).
The passing time [Fig. 1(b)] of the bubbles was measured from the
waveforms using a slope-corrected thresholding and peak detection
method (see Appendix B).

In the first set of experiments, the liquid consisted of deminer-
alized water mixed with a surfactant (Tween 80, Sigma Aldrich).
The flow was controlled by a mass-flow controller (EL-FLOW series,
Bronkhorst, NL) with a typical flow rate of 10 ml/h. The gas flow
(typically 15 ml/h) was also mass-flow controlled, and the gas pres-
sure was measured in the gas supply tube by a pressure sensor
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FIG. 1. (a) Schematic representation of the optical bubble detection setup. A laser
sheet is formed using a cylindrical lens and positioned at the end of the bubble
formation channel. A fast reversed-biased photodiode was employed to measure
the change in light intensity observed when bubbles pass through the laser sheet.
(b) A typical output voltage of the photodetector for different bubble production
rates resulting in different passing times.

(Digitron). The mass-flow controllers were operated by a computer
running tailor-made software from which it was possible to program
fully automated sequences of mass-flow rates. The actual flow rates
were measured ten times per second from the mass-flow controller
I/O ports.

For the final set of experiments, a pressure controller (EL-
PRESS series, Bronkhorst, NL) was added to the initial setup
to decrease the response time of the system. The pressure con-
troller was included in the gas line in place of the mass-flow con-
troller for the gas. The final setup was built as a stand-alone sys-
tem in a self-contained box. This box, shown in Fig. 2 embeds
all the elements required for operation: mass-flow controllers, gas
pressure controller and the optical components, which included
a laser, laser optics, microscope objective, imaging lenses, and a
CCD camera (Lumenera LM165M). The stand-alone system is
connected to the control computer via USB. In this experiment,
we demonstrate the formation of monodisperse phospholipid-
coated microbubbles. Here, we use an aqueous phospholipid mix-
ture comprising DSPC and DPPE-PEG5000 mixed at a 9:1 molar
ratio, as in Ref. 43, at a total concentration of 12.5 mg/ml and
prepared as described by Segers et al.41 Microfluidically formed
lipid-coated bubbles decrease in size after formation by a fac-
tor of 2–3 until their stable size is reached.41,43 To allow for the
efflux of the microbubble filling gas without large foam bubble

FIG. 2. CAD drawing of the stand-alone monodisperse bubble production system.

formation through Ostwald ripening, the bubbles were filled with
a multi-gas-component mixture of a gas with a high aqueous solu-
bility and a gas with a low aqueous solubility. Here, we employed a
gas mixture of 12 vol. % of C4F10 in CO2. As demonstrated before,
using the present gas mixture, the gas in the stable bubbles is com-
posed of nearly pure C4F10 due to the rapid efflux of the CO2 gas
during bubble stabilization.42 The mixture was fed to the pressure
controller at a stable pressure by using two mass flow controllers and
a pressure sensor. The C4F10 mass flow was dynamically adjusted by
a closed-loop controller to ensure a stable mixing ratio.

Waveforms were acquired using a digital storage oscillo-
scope (PicoScope, 3403D). Ambient temperature in the stand-
alone system was controlled and stabilized at 55 ○C to allow for
the coalescence-free production of phospholipid-coated bubbles
containing gaseous perfluorobutane (C4F10) for increased stability
against dissolution.59 The elevated temperature dramatically reduces
the on-chip bubble coalescence probability.43 Another advantage of
the higher operating temperature is the corresponding increased
driving pressure of the C4F10 gas to 5 bars.42 The increased driv-
ing pressure allows monodisperse bubble production at high rates
not only in the present flow-focusing device where we used a max-
imum gas pressure on the order of 2 bars but also in devices with a
higher pressure drop, e.g., due to an increased length or a reduced
cross sectional area of the narrow channel in which the bubbles
are formed. Controlled heating was achieved using an Arduino
Nano, programmed to control a heating element via a 4 mA–20 mA
power regulator (SO445420, Celduc). The temperature in the self-
contained system was kept homogeneous using a set of fans. The
stand-alone system further embeds a power supply and is linked to
the control computer via a single USB cable.

III. RESULTS AND DISCUSSION
A. Transients

In the following, we will consider two sets of experiments pro-
ducing microbubbles. In the first, the liquid flow rate was changed

Rev. Sci. Instrum. 92, 035110 (2021); doi: 10.1063/5.0032140 92, 035110-3

Published under license by AIP Publishing

https://scitation.org/journal/rsi


Review of
Scientific Instruments ARTICLE scitation.org/journal/rsi

FIG. 3. Pressure in the gas line. (a) Vari-
ation of the pressure in the chip during
the transient time. Experimental reading
(blue curve) and theory (red curve) are
in good agreement. The measured pres-
sure rise is slightly slower than the sim-
ulated one. (b) Comparison between the
calculated and measured pressures.

in steps while maintaining a constant gas flow rate. In the second,
the liquid flow rate was kept constant and the gas flow rate was var-
ied. For each change in flow rate, we recorded the pressure change
in the gas line as a function of time. Using simple fluid dynamics
considerations detailed in Appendix A, we can show that a gas-
flow-rate-controlled chip driven at high pressure presents a typical
transient time

τ = 1
2

Vg(RH0 + K2QL)
Patm

(1)

for the pressure build-up. Note that the prefactor 1/2 becomes 1 in
the case of low flow rates (low pressure driving limit). The response
to a pressure change then writes

Pg(t) ≈ Pg,t=0 + (Pg,eq − Pg,t=0)(1 − e−t/τ), (2)

with

Pg,eq = 1
2
(κ +

√
κ2 + 2(RH0 + K2QL)QLPatm) (3)

and where

κ = Patm + (RH0 + K2QL)(QL + TrRgṁg

PatmM̃g
). (4)

In addition, these considerations show that the gas flow rate expe-
riences the same transient as the gas pressure. Equation (A11) in
Appendix A shows that the gas flow rate depends in a non-linear
way on the variations of the liquid flow rate. Thus, a constant input
gas flow rate does not necessarily imply a constant outlet gas flow
rate.

Figure 3(a) compares the measured gas pressure to the calcu-
lated gas pressure from the model. In Fig. 3(a), the pressure steps
are normalized to 1 and plotted as a mean. The error bars repre-
sent the standard deviation. The standard deviation in the theoretical
curve represents the spread in responses to different pressure steps.
The transients estimated from the simulation and the measured ones
are in good agreement. The slower pressure change observed in the
experiment can be attributed to an underestimation of the dead gas

volume (0.8 ml in our setup). A full comparison of the simulated
pressure with the measured one is displayed in Fig. 3(b), and here
again, good agreement is observed.

B. Bubble counting
To perform the bubble counting, the laser beam was positioned

at the end of the narrow bubble formation channel (see Fig. 4). Each
bubble passing through the beam results in a drop in transmitted
laser light. Example waveforms are shown in Fig. 1(b).

The results of two experiments where either the liquid flow rate
[Figs. 5(a), 5(c), and 5(e)] or the gas flow rate [Figs. 5(b), 5(d), and
5(f)] was varied are plotted in Fig. 5. Figures 5(c) and 5(d) display
the measured production rate qb and passing times Tpass of the bub-
bles. From the production rate and the corresponding passing time,
we can estimate the bubble size (see Sec. III C). The obtained bubble
radius over time is plotted in Figs. 5(e) and 5(f). In order to prove
the fast response time and the reliability of the system, the chip was
driven in extreme conditions in terms of gas pressure and liquid flow
rate. This resulted in a bubble production rate up to 106 bubbles/s.
Higher production rates are possible but were observed to have a
negative effect on the production stability of the chip. At production
rates exceeding 1.2 × 106 bubbles/s, an unstable position of the con-
tact line of the gas jet was observed, meaning that the gas jet pinning

FIG. 4. (a) Schematic overview of the microfluidic device with the relevant physical
parameters. (b) Magnification of the channel area in which the bubbles are formed
with the loss parameters K and RH accounting for the pressure drop. The laser
sheet, used for counting and sizing the bubbles, is positioned at the end of the
narrow bubble formation channel.
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FIG. 5. Measured inputs and outputs
of the chip. The inputs in (a) and (b)
are the liquid flow rate QL and the gas
flow rate Qg, respectively. In (a), the liq-
uid flow rate was varied, while the gas
flow rate was kept constant. In (b), the
gas flow rate was varied, while the liq-
uid flow rate was kept constant. The
directly measured outputs in (c) and (d)
are the production rate qb and the pass-
ing time Tpass of the formed bubbles. (e)
and (f) show the measured bubble size
(red) and the analytically calculated bub-
ble size (black) as a function of time for
the varying liquid flow rate, as shown in
(c), or the gas flow rate, as shown in (d).

line jumped back and forth resulting in unstable bubble production.
This instability may also be the result of the formation of cavitation
bubbles and resulting pressure fluctuations in the expanding outlet
of the chip at these high production rates.

In Figs. 5(c) and 5(d), it can be observed that the liquid flow
rate has a strong influence on the bubble production rate, whereas
the gas pressure does not. The production rate in Fig. 5(c) quickly
follows the change in liquid flow rate, followed by smaller variations
occurring on the timescale of the pressure transient. In Fig. 5(d),
the production rate only varies by a few percent, whereas the gas
flow rate varies by a factor 5. These detailed relations provide valu-
able insight into the fluid dynamics governing the bubble produc-
tion. For consistency with the concern of generality and simplicity,
we perform a straightforward scaling with the liquid flow rate, as
shown in Fig. 6. This scaling gives a good first-order result and
can be implemented in a computer model to give a direct predic-
tion for the production rate from the liquid flow rate. Note that
the measurement can be readily repeated on any different chip
geometry.

C. Bubble sizing
The bubble radius Rb is the second parameter required to con-

trol and characterize the bubble production in real time. In contrast
to the production rate, this quantity is not directly measured. The
bubble radius is a function of both the passing time of the bubble
Tpass [Fig. 1(b)] measured from the waveforms and the bubble veloc-
ity. In the chip presently investigated, the flow is not fully developed
at the end of the bubble formation channel (see Appendix B) where
the laser sheet was positioned. Therefore,

Rb = −Dlaser

2
+ βTpass

Qg +QL

S
, (5)

where β is a flow profile parameter that accounts for the undevel-
oped laminar flow. β can vary between β = 1 for a parabolic profile
and β = 1/2 for a flat profile, Dlaser is the thickness of the laser sheet,
Tpass is the passing time extracted from the waveforms, and the liquid
mass flow rate QL is measured directly by the mass-flow controller.
Qg follows from the set gas mass flow rate taking into account the
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FIG. 6. Measured production rate qb of the microbubbles vs the liquid flow rate QL.
The experimental data are displayed as the blue dots and the best fit is depicted
by the solid red line. The best fit is given by qb = 2.313Q1.96

L , with a coefficient of
determination of R2

= 0.99.

gas pressure (see Appendix A). Finally, Dlaser can be estimated from
the diffraction limit,60

Dlaser

2
≈ 1.22

λF
D
≈ 0.8 μm. (6)

Here, λ = 405 nm is the wavelength of the laser, F is the working
distance of the objective, and D the diameter of the beam enter-
ing the microscope. Note that the minimum detectable bubble size
is thus given by the laser sheet thickness, which in turn is gov-
erned by the diffraction limit. This result can easily be translated
to droplet sizing by considering the inner flow to be incompress-
ible, which reduces the prefactor of Eq. (B4) to 1 since in that case,
Q̄g = Qg .

The measured and calculated bubble sizes are shown in
Figs. 5(e) and 5(f) for the constant gas flow rate case [Fig. 5(a)]
and for the constant liquid flow rate case [Fig. 5(b)], respectively.
We find good agreement between the experimental and calculated
curves. Two main discrepancies can be pointed out that correspond
to a breakdown of the validity of our generic model. The first one
is visible in Fig. 5(e) when the bubble radius reaches a size of
20 μm. In this case, the gas flow rate to liquid flow rate ratio is
large and the influence of bubble compressibility on the flow can no
longer be neglected (as per our assumption). On the other hand, this
flow rate ratio regime, producing larger bubbles, is of lesser inter-
est for our clinical application. The second discrepancy appears in
Fig. 5(f) at early times. The gas flow rate is then dropping rapidly
from a very large initial value, which is a result from a startup
transient when the system is switched on before t = 0. While the
transient pressure recovery lasts for the first 1500 s, note that the
measured bubble size remains accurate. In practice, this difficulty
disappears if a feedback loop is implemented, as demonstrated in
Sec. IV.

IV. PERFORMANCE OPTIMIZATION
AND FEEDBACK LOOP

Variations in bubble size can be caused by external parameters
such as vibrations, dislodging dirt (a common issue in microflu-
idics), or aging of the chip. The latter can potentially result in a
change in wetting properties of the channel walls resulting from,
e.g., contact angle changes of plasma-treated PDMS61 or surfactant
adsorption to the channel walls.62 These disturbances decrease the
production stability and thereby degrade the bubble size distribu-
tion both on short timescales and on the long-term. In the experi-
ments presented before (see Fig. 5), the size of the produced bubbles
changes for hundreds of seconds after a step in the flow rate or gas
flow rate. An important reason for this slow response is the lag in the
gas pressure caused by dead volume and a continuous gas flow rate.
The bubble production size and production rate will keep chang-
ing until the pressure has reached its new equilibrium, which may
take several minutes. When implementing a feed-back control, the
precision of the controller becomes second to the response time. To
improve the response time, the gas mass flow controller has been
replaced by a pressure controller.

As illustrated in Fig. 7(a), the direct read-out of the bubble
size and of the production rate can be used in a feedback loop
and is stabilized by a classic proportional integral differential (PID)

FIG. 7. (a) Schematic representation of the active feedback loop for a liquid
flow rate and gas pressure driven system. Two PID controllers drive the liq-
uid flow rate and gas pressure until the set bubble size and production rate
are reached. (b) Bright-field microscopy recording of the flow-focusing device
producing phospholipid-coated microbubbles.
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controller to control and stabilize precisely and quickly the output
of the flow-focusing device. A bright-field example of the flow focus-
ing device producing phospholipid-coated bubbles at high speed is
shown in Fig. 7(b). This operation can be performed independently
of the microfluidic chip geometry used. This strategy uses the full
capability of the system and reduces the transient times to a mini-
mum by removing the explicit constraints on the flow and pressure
controllers by placing them on the output of the chip. The stability is
now only limited by the read-out and processing speed of the wave-
forms. Overall, an active feedback renders the system easier and is
more intuitive to operate.

Figure 8(a) demonstrates the stability of the feedback loop pro-
posed in Fig. 7(a) and implemented in our system. After 30 s, a sud-
den change in the flow properties of the chip (e.g., caused by a dust
particle) disturbs the ongoing bubble production in terms of both
production rate (green curve, bottom panel) and bubble size (blue
curve, bottom panel). The system immediately responds by chang-
ing the liquid flow rate (black curve, top panel) and the gas pressure
(red curve, top panel). Within 10 s, the bubble production is back
to the requested parameters. The constant drop in gas pressure after
this event further indicates that this event is not a temporary distur-
bance but requires a long-lasting and active correction (over 3 min).
The size distribution calculated from Fig. 8(a) is plotted in Fig. 8(b).
Despite the disturbance, the fast correction ensures a narrow size
distribution over time around the set radius of 2.7 μm. Size distribu-
tions of three bubble suspensions produced at different set radii of
2.7 μm, 3.2 μm, and 4.0 μm are shown in Fig. 8(c).

Besides active stabilization, the feedback system offers the pos-
sibility to synthesize bubbles at user-specified rates and sizes, as
shown in Fig. 9. Figure 9(a) shows the response of the system
after changing the requested production rate from 0.9 ×106 bub-
bles/s to 1.1 ×106 bubbles/s at t1 = 120 s. Both the liquid flow
rate and gas pressure go up to increase the production rate while

maintaining a constant bubble size. Figure 9(b) shows the comple-
mentary response of the system upon changing the requested bubble
radius from 3.0 μm to 3.9 μm at t1 = 120 s. When the larger bubbles
are requested, the gas pressure increases for ∼1 min until the pro-
duction stabilizes at the new bubble size. The liquid flow rate slightly
compensates to maintain the production rate. The small correction
required here is in line with Fig. 6 where we show that the gas flow
rate indeed has a minor effect on the production rate. Note that in
Fig. 9(a), the system also actively compensates for a sudden change
at t2 = 480 s while still adapting the chip output to comply with the
user-requested parameters.

Numerous chip designs are available in the literature, and many
more flow regimes are used to produce microbubbles or droplets.
Their relative efficiency is very often characterized in terms of
throughput and a polydispersity index (PDI). The PDI is typically
measured in the final product; however, it can also be directly mea-
sured within the chip using a high-speed camera. Such a camera
allows for the determination of a PDI a posteriori using (intensive)
image processing techniques. The analysis is, however, restricted to
a few hundred successive bubbles. The PDI is taken as the stan-
dard deviation (or 1/e half width) of the size distribution assuming
a Gaussian distribution. The outcome of such an analysis is often a
PDI of less than 1%.35,63 Figure 8(a) (bottom), however, shows that
there is a variation in produced bubble size on the timescale of sec-
onds. This is thus also a more relevant timescale to characterize a
PDI. To illustrate the discrepancy, the PDI evaluated on short times
(milliseconds) from Fig. 8(a) is lower than 1%. However, it jumps to
up to 3% when considered on a relevant duration (seconds) [see the
histogram of Fig. 8(b)]. This point is crucial not only for the char-
acterization of a microfluidic technology or operational regime but
also to form a realistic characterization of the suspension produced
by the microfluidic chip.36 For example, polydispersity is one of the
main measures to quantify the aging of a bubble/droplet population.

FIG. 8. PID controlled stable bubble pro-
duction. (a) The input (top) and output
(bottom) of the microfluidic chip at a set
production rate of 1.05 × 106 bubbles/s
and a bubble radius of 2.7 μm. The
inputs are the liquid flow rate and the gas
pressure. The outputs are the production
rate and bubble size. After 30 s, a dis-
turbance occurs (see arrow), the input
changes, and the output stabilizes to its
set rate and size within 10 s, even though
the input changes for a duration of 200 s.
(b) On-chip size distribution of the bub-
bles measured in Fig. 8(a). The dotted
line is the set on-chip radius of 2.7 μm.
(c) On-chip size distributions of different
bubble populations produced at set radii
of 2.7 μm, 3.2 μm, and 4.0 μm (dotted
lines).
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FIG. 9. User-selected production rate
and bubble size. (a) The response of
the system to a change in set production
rate from 0.9×106 bubbles/s to 1.0×106

bubbles/s at t1. Both the liquid flow rate
and the gas pressure increase to adjust
the production rate, while maintaining a
constant bubble radius of 2.5 μm. At t2,
the set production rate is reached and
the inputs stabilize. (b) The response of
the system to a change of the set radius
from 3.0 μm to 3.9 μm and back to
3.0 μm at t1 and t2, respectively. First,
the gas pressure is increased until the
larger bubble size is reached. When at
t2 the set bubble size is lowered, the gas
pressure drops. The set production rate
was kept constant at 1.1×106 bubbles/s.

A real-time system that can monitor continuously is thus a more
reliable way to obtain an accurate estimate of the PDI.

Rather than going into specific details of the response of the
particular chip used in the present work, we aimed at providing
equations that facilitate a general description applicable to a range
of different microfluidic chip geometries. Therefore, in the present
analysis, the considerations were kept simple and general, without
sacrificing the essence of the physics. The weak response in the pro-
duction rate to a varying gas flow is surprising and interesting for
further study. While the laws extracted for the production rate are
not universal, the strategy can be easily adapted to different chip
designs and different flow regimes. For the sake of simplicity, a
choice was also made to use the ideal gas law. This assumption may
give some error for high-molecular weight gases such as perfluoro-
carbons (typically used for ultrasound contrast agent microbubble
production). However, we do not expect this effect to be visible as
the proposed method uses the change in volume and pressure rather
than the absolute relation.

In Sec. IV, we have shown the response of the system when
using a pressure controller. It must be noted that the use of a pres-
sure controller creates, by default, a nonlinear response depending
on whether the pressure is increased or decreased. In the former
case, the response can be as fast as the controller itself if the sys-
tem does not contain an excessive dead volume, but in the lat-
ter case, the response is much slower since the excess pressure
has to dissipate through the chip. This issue can be remedied by
installing a small leak valve between the pressure controller and
the chip that will allow for the pressure to drop more quickly. A
leak valve is, however, not ideal when using high-molecular weight
(greenhouse) gases such as perfluorocarbons that are typically
expensive.

Microfluidically produced lipid-coated bubbles initially form
with a loosely packed lipid shell.40 The corresponding high surface
tension drives bubble dissolution that mechanically compresses the
lipid monolayer shell until the final stable bubble size is reached with
near-zero surface tension. The on-chip to final size ratio depends
on the lipid mixture and the addition of co-solvents to the aqueous

phase.40,41,43 For the present phospholipid mixture (DSPC/DPPE-
PEG5k, 9:1 molar ratio), we showed before that the bubble size
decreases by a factor of 2.2 during stabilization.43 Figure 10(a) shows
the on-chip size distribution as measured with the present optical

FIG. 10. (a) Comparison between an on-chip bubble size distribution measured
with the optical system (blue histogram) and the corresponding size distribu-
tion of the same bubble suspension after the bubbles have reached their stable
size (red curve) measured using a Coulter counter. The size decrease results
from bubble dissolution as a result of the loose packing of the lipid monolayer
around the freshly formed bubbles. (b) An optical microscope image of the stable
phospholipid-coated bubbles. The hexagonal packing confirms that the bubbles
are highly monodisperse.
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detection system (blue histogram) next to the size distribution of the
stable bubbles (collected as in the study of Segers et al.42) that was
measured using a Coulter Counter 15 min after bubble collection
(solid red line). Figure 10(b) shows a microscope image of the stable
bubbles. The size reduction in Fig. 10(a) amounts approximately to
the expected dissolution ratio. Furthermore, the ratio between bub-
ble concentrations off- and on-chip (production yield) may decrease
after bubble pinch-off through on-chip coalescence and foam for-
mation. However, when the present lipid mixture is used together
with the appropriate gas mixture, the bubble concentrations on- and
off-chip are identical.42 Therefore, using the available knowledge on
bubble stabilization,41,43 foam formation,42 and coalescence,41,43 the
present measurement method does provide concentration and size
data representative of the stable bubble suspension.

Here, we have focused on the production of bubbles because of
our intended application. However, the same technology can be used
for the production of droplets. In general, producing droplets using
microfluidics is significantly easier than producing bubbles owing
to incompressibility of the medium and increased long-term stabil-
ity of the droplets. Micrometer-sized droplets are also mostly unaf-
fected by dissolution. The only relevant change in the system when
using droplets is, therefore, the need for an intermediate pressurized
container that stores the liquid used for the inner phase.

We have made the choice to regulate independently the pro-
duction rate and the bubble size to demonstrate the potential of the
proposed method. In practice, control over the bubble or droplet
size is much more important than controlling the production rate.
A more robust version of the system can be obtained by setting a
constant gas pressure and by making a feedback loop between the
measured bubble size and the liquid flow rate. This approach was
also tested (data not shown), which requires no major change in the
system and improves the response time and precision while releasing
control over the production rate.

V. CONCLUSIONS
A bubble counter and sizer is proposed based on the optical

transmission of laser light through a microfluidic chip. We have
successfully measured production rates of 106 bubbles/s with bub-
ble sizes of the order of a few micrometers. This method only uses
basic knowledge of microfluidics, which makes it applicable to a
multitude of chip designs and platforms. It does not require any
intrusive features to be implemented in the design of the chip itself,
the requirement being optical transparency, a condition that is typ-
ically met in current lab-on-a-chip designs. We also show that this
real-time measurement can be used in a feedback configuration to
control, stabilize, and optimize the functionality of the microfluidic
platform. It has been successfully implemented in our stand-alone
device, controlled simply by a laptop. The proposed method can pro-
mote the use of microfluidic technologies to the inexperienced user
and, therefore, opens a route to industrial and bedside production of
clinical-grade ultrasound contrast agents.
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APPENDIX A: GAS PRESSURE
AND TRANSIENT FLOWS

To characterize the bubble production, we start by consider-
ing the properties of the on-chip fluid flows. Typically, microfluidic
flows are laminar, as can be shown from the low Reynolds number
Re = ρLūLℓ/μL, where ūL is the average flow velocity, ℓ the typical
length scale of the flow, here chosen to be the hydraulic diameter
(four times the area over the perimeter) of the smallest channel, ρL is
the density of the liquid, and μL is the viscosity of the liquid. During
the experiments, the average flow velocity never exceeded 10 m/s,
the hydraulic diameter was ∼18 μm, and water was used, resulting
in a maximum Reynolds number of 180, corresponding to a laminar
flow.64–66

Bubble formation is driven by the gas pressure at the focusing
region of the chip where the gas and liquid meet. The gas pressure in
the supply line can be considered homogeneous because of the low
viscosity of the gas, which results in negligible viscous dissipation.
The ideal gas law and mass conservation can, therefore, be used to
calculate the rate of change of the gas pressure Pg as follows:

Ṗg = 1
Vg
(TrRg

M̃g
ṁg −QgPatm), (A1)

where V g is the volume of the gas line, Tr is the ambient tempera-
ture, M̃g is the molar mass of the gas, Rg is the ideal gas constant, ṁg
is the gas mass flow rate at the inlet, Qg is the gas volume flow rate
at the outlet of the chip, and Patm is the atmospheric pressure [see
Fig. 4(a)]. The pressure drop over the outlet channel of the chip is
neglected since the outlet typically has a much larger cross section
than the rest of the chip geometry.

The pressure drop over the narrow channel in which the
bubbles are formed can be written as67,68

ΔP = Pg − Patm = 1
2

KiρLū2
L + 1

2
K(x)ρLū2

L + 1
2

KoρLū2
L + RH0ūLS,

(A2)

where K i characterizes the entrance losses due to the reduction of the
cross section of the microfluidic channel and Ko quantifies the losses
due to the increase in the cross section of the outlet channel. K(x) is
the Hagenbach factor and characterizes additional losses due to the
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development of a flat velocity profile into a parabolic Poiseuille pro-
file.67,68 Finally, S represents the cross section of the bubble forma-
tion channel (250 μm2 for the present chip) and RH0 represents the
hydraulic resistance [see Fig. 4(b)]. Across the channel in which the
bubbles are formed [red box, Fig. 4(a)], the pressure drops, result-
ing in an increasing volume gas flow rate due to the compressibility
of the gas. Q̄g can then be written as an average gas flow rate that
then needs to be quantified. The lower end (and more relevant) of
the range of Stokes numbers,

St = ūLRb
2ρL

4.5μLL
≈ 0.1 − 10, (A3)

is sufficiently low to say that the bubble velocity will be identical to
that of the surrounding liquid. In Eq. (A3), Rb is the bubble radius
and L is the length of the bubble formation channel. The average
velocity then takes the following shape:

ūL = Qtot

S
= QL + Q̄g

S
. (A4)

Furthermore, the inertial pressure drop depends on the density of
the fluid, here a mixture of gas and water. We therefore define the
density

ρm = ρL
QL

QL + Q̄g
, (A5)

where ρL = 103 kg/m3 is the density of the liquid phase. The precise
expression of each of the factors in Eq. (A2) depends on the geom-
etry of the chip. Using Eqs. (A4) and (A5), we rewrite Eq. (A2) in a
more generic form,

ΔP = Pg − Patm = RH0(QL + Q̄g) + K2QL(QL + Q̄g), (A6)

where RH0 and K2 are the linear hydraulic resistance and the
quadratic inertial loss coefficient of the chip, respectively. RH0 and
K2 can be calculated using the pressure measured in the gas line in
relation with the set flow rates.

As noted before, an assumption is needed to express the aver-
age gas flow rate Q̄g . The change in the gas volume flow rate while
crossing the channel requires a deeper knowledge of the local flow
behavior, which is difficult to translate from chip to chip (and for
the general application of this work undesirable). It is therefore
convenient to write a simple approximate relation,

Qg ≈ Qg

2
(1 + Patm

Pg
). (A7)

We will show later that this expression is in fact sufficiently accurate
for our purpose. Combining Eqs. (A1), (A6), and (A7) in the limit of
high pressure driving of the chip (Q̄g ≈ Qg

2 ) results in

Ṗg ≈ − 2Patm

Vg(RH0 + K2QL)Pg + TrRg

M̃gVg
ṁg

+ 2Patm
2

Vg(RH0 + K2QL) + 2
QLPatm

Vg
.

(A8)

Equation (A8) is a first-order differential equation that presents a
typical transient time

τ = 1
2

Vg(RH0 + K2QL)
Patm

. (A9)

Note that the prefactor 1/2 becomes 1 in case of low flow rates
(Q̄g ≈ Qg), implying that a strongly driven chip will respond faster
than a mildly driven chip. From Eqs. (A6) and (A9), one can deter-
mine an approximate solution for the response to a pressure change,

Pg(t) ≈ Pg,t=0 + (Pg,eq − Pg,t=0)(1 − e−t/τ), (A10)

with

Pg,eq = 1
2
(κ +

√
κ2 + 2(RH0 + K2QL)QLPatm) (A11)

and where

κ = Patm + (RH0 + K2QL)(QL + TrRgṁg

PatmM̃g
). (A12)

For a more precise characterization, i.e., an in-detail study of a new
chip design, the proposed reasoning can be repeated with added
details on the flow dynamics. One can then easily translate Eqs. (A1)
and (A6) to the gas flow rate,

Q̇g ≈ − 2Patm

Vg(RH0 + K2QL)Qg + 2TrRg

M̃gVg(RH0 + K2QL) ṁg − 2Q̇L.

(A13)
The gas flow rate thus experiences the same transient as the gas pres-
sure. It also becomes apparent that the gas flow rate depends on a
non-linear way on the variations of the liquid flow rate. Thus, a con-
stant input gas flow rate does not necessarily imply a constant outlet
gas flow rate.

APPENDIX B: BUBBLE SIZING

In contrast to the production rate, the bubble radius Rb is not
directly measured. The bubble radius is a function of both the pass-
ing time of the bubble Tpass [Fig. 1(b)] measured from the wave-
forms and the bubble velocity. The passing time of the bubbles is
measured as follows: First, the DC component of the waveform con-
taining several bubble shadows was subtracted from the waveform.
Every passing bubble corresponds to a decrease in intensity; there-
fore, each bubble relates to two zero crossings in the waveform. At
these zero crossings the local derivative was then taken. The inter-
sections of these two slopes with the maximum voltage correspond
to the entrance and exit time of the bubble into the laser sheet.
The maximum voltage was determined by finding the threshold that
contained 95% of the datapoints to be robust against noise. In the
laminar regime, flow develops from flat to parabolic over a typical
entrance length ℓe given by69

ℓe ≈ 6 ⋅ 10−2ReDh = 6 ⋅ 10−2 QDh
2ρL

μLS
. (B1)
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In the chip presently investigated (ℓe ≈ 200 μm), the flow is thus
not fully developed at the end of the bubble formation channel
(L = 30 μm), where the laser sheet was positioned. If we assume that
the bubbles do not to significantly influence the overall flow pro-
file and that they are positioned in the center of the flow profile, the
bubble velocity is

Vb = 2βV̄ , (B2)

where β is a flow profile parameter added to account for the undevel-
oped flow and it can vary between β = 1 for a parabolic profile and
β = 1/2 for a flat profile. Therefore,

Rb = −Dlaser

2
+ βTpass

Qg +QL

S
, (B3)

where Dlaser is the thickness of the laser sheet, Tpass is extracted from
the waveforms, and QL from the liquid mass flow rate is measured
directly by the mass-flow controller. Qg follows from the set gas mass
flow rate taking into account the gas pressure. Equation (A6) can be
rewritten in the following form:

Qg = 2
1 + Patm

Pg

( Pg − Patm

RH0 + K2QL
−QL), (B4)

where Pg follows directly from Eq. (A11). Finally, Dlaser can be
estimated from the diffraction limit,60

Dlaser

2
≈ 1.22

λF
D
≈ 0.8 μm. (B5)

Here, λ = 405 nm is the wavelength of the laser, F is the working
distance of the objective, and D is the diameter of the beam entering
the microscope. This result can easily be translated to droplet sizing
by considering the inner flow to be incompressible, which reduces
the prefactor of Eq. (B4) to 1 since in that case, Q̄g = Qg .

Note that a more simple approach consists in writing

Qg = 4
3

πRb
3 f b, (B6)

where f b is the microbubble production frequency, which is directly
measured from the waveforms. Equation (B3) then becomes a poly-
nomial of order 3 in Rb that can be solved to recover the bubble
radius. This approach, however, can give an ambiguous result as
there is no unique solution owing to the existence of multiple roots.
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