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Abstract— In this study, we present the conceptual design of
a fully-passive transfemoral prosthesis. The proposed design is
inspired by the analysis of the musculo-skeletal activity of the
healthy human leg. In order to realize an energy efficient device,
we introduce three storage elements, which are responsible of
the energetic coupling between the knee and the ankle joints.
Simulation results show that the power storage of the designed
conceptual prosthesis is comparable with the human gait.

I. INTRODUCTION

The main research challenges in the design of trans-
femoral prostheses are the efficiency with respect to the
metabolic/external energy consumption and the adaptability
to various walking conditions. In both literature and market,
different kinds of transfemoral prostheses are present and
they can be classified as follows:
• passive, i.e. not actuated - These prostheses can be

considered efficient from the mechanical point of view
but the overall efficiency is hampered by the consider-
able amount of extra metabolic energy consumption [1].
Moreover, due to the constant mechanical characteris-
tics, these devices can not adapt to different conditions.

• controlled by means of internal, intrinsically passive,
actuators - These prostheses use external power to adapt
their dynamics to different gait pattern. For example,
in [2] and [3], the dynamical behavior of the prosthesis
during walking relies on the control of a magneto-
rheological damper, which produces the required break-
ing torque for the knee joint.

• active (powered), i.e. actuated - These prostheses are
capable to inject power in order to provide active ankle
push-off generation, so to reduce the extra metabolic
energy consumption [4], [5], [6], [7].

Recently, some of the design studies have been focused on
the transfemoral prosthesis with energy storage capabilities
in order to reduce the power consumption. For example,
in [8], [9] and [10], energy storage and release are pro-
vided by using an adjustable spring. Electrically powered
transfemoral prostheses include a spring in parallel to the
ankle motor unit and initial tests have been reported in [11].
Additionally, the design studies on soft actuators have shown
that the energy efficiency of the system can be improved by
storing the energy during stance phase and by releasing it so
to provide active ankle push-off generation [12], [13].
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Fig. 1. The power flow of the healthy human gait normalized in body
weight in the knee (upper) and the ankle (lower) joints during one stride [15].
The areas A1,2,3 indicate the energy absorption, whereas G indicates the
energy generation. The cycle is divided into three phases (stance, pre-swing
and swing) with three main instants (heel-strike, push-off and toe-off).

In this paper, we propose a biomechanical conceptual de-
sign of a fully-passive energy efficient transfemoral prosthe-
sis. The concept is mainly based on mimicking the energetic
behavior of a human gait in terms of coupling the energy
absorption and generation of the knee and ankle joints by
means of three energy storage elements. This study has been
introduced in our previous work [14], and here we intend to
improve the working principle so to obtain a comparable
power storage capability between the human leg and the
proposed prosthetic device. Promising results that promotes
the conceptual design, have been obtained by simulation.

II. ANALYSIS OF THE HUMAN GAIT

In order to grasp the nature of walking, we analyze the
biomechanical data of the human gait, as been presented
by Winter in [15]. In particular, Fig. 1 depicts the power
flow at the knee (upper) and ankle (lower) joints during
one complete stride of a healthy human, normalized in body
weight. The figure highlights three instants, i.e. heel strike,
push-off and toe-off, and three main phases:

• Stance: the knee absorbs a certain amount of energy
during flexion and generates as much as the same
amount of energy for its extension. In the meantime,
the ankle joint absorbs energy, represented by A3 in the
figure, due to the weight bearing.

• Pre-swing: the knee starts absorbing energy, represented
by A1 in the figure, while the ankle generates the main
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part of the energy for the push-off, represented by G,
which is about the 80% of the overall generation.

• Swing: the knee absorbs energy, represented by A2 in
the figure, during the late swing phase, while the energy
rate in the ankle joint is negligible.

Note that, in the healthy human gait, the knee joint is
mainly an energy absorber whereas the ankle joint is mainly
an energy generator. Moreover, there is almost a complete
balance between the generated and the absorbed energy, since
the energy for push-off generation, i.e. G, is almost the same
as the total energy absorbed in the three intervals A1,2,3.

This means that, in order to design an energy efficient
transfemoral prosthesis, instead of providing all the energy
required for ankle push-off from the external actuators or
instead of dissipating the energy by using breaks, the design
should be such that the ankle directly exploits the energy
absorbed by both the knee and ankle joints during the gait.
Therefore, we can state that the efficiency of the mechanism
derives from an energetic coupling, i.e. an energetic transfer,
between the knee and ankle joints.

III. CONCEPTUAL DESIGN OF THE PROSTHESIS

In the proposed concept, we introduce three storage
elements, which are responsible for the three absorption
intervals A1,2,3 and the transfer of the energies A1 and A2
from the knee to the ankle joint. As summarized in Fig. 2,
our design relies on:
• One torsional elastic element C1 at the knee joint,

responsible for the absorption A1 and for its transfer
(during swing phase) to the elastic element C3.

• One linear elastic element C2, which physically con-
nects the upper leg, via a lever arm, and the foot.
Therefore, it couples the knee and ankle joints. This
element is responsible for the absorption A2 during the
swing phase and for a part of the absorption A3 during
stance phase.

• One linear elastic element C3, which physically con-
nects the lower leg and the foot and is responsible for
the absorption A1 (received from C1) and a part of A3
during stance phase.

It is assumed that the knee joint absorbs and generates the
same amount of energy during stance phase, therefore for
this phase, the knee joint is not considered as a contributor
to the ankle push-off generation. For this reason, an elastic
element to mimic this behavior is not included in the design.

A. Energy storage during swing phase

The swing phase of the human gait is an energy absorption
phase for the knee joint and, therefore, the energy absorbed
at the knee joint has to be transferred to the ankle joint.
For the storage purpose in the swing phase, all the three
elastic elements are employed, and their working principle
are depicted in Fig. 3 and Fig. 4.

Due to ankle push-off, the lower leg has an amount of
kinetic energy equal to A1, which is stored in the torsional
spring C1 during the backward swing of the lower leg. Once
the knee joint reaches full-flexion, the element C1 is locked

Fig. 2. Conceptual design of the proposed mechanism - The design consists
of three storage elements, the torsional spring C1 at the knee joint, the linear
spring C2 between the upper leg and foot (via a lever arm) and the linear
spring C3 between the lower leg and the foot. Both C2 and C3 are subjected
to configuration change.

and, therefore, disengaged from the knee joint without energy
dissipation, since the knee joint has zero velocity at this
instant. Simultaneously, the elastic element C3 is changing
the attachment point from P4 to P5, after it is unloaded for the
push-off (see Fig. 3a and 3b). After that, during the swing
phase, the state of the energy storage elements changes as
follows:

• The attachment point of the spring C2, which is un-
loaded, is changed from P1 (on the heel) to P2 (on
the upper foot) in order to store the energy A2. At
the beginning of the swing motion of the lower leg,
the element C2 also provides the necessary ankle dorsi-
flexion so to guarantee the ground clearance (see Fig. 4
- left).

• Once the ankle joint is fixed for the ground clearance,
the element C1 releases the energy A1 to the element
C3 by changing the attachment point P6 of C3 upward
along the lower leg (see Fig. 3c). This energy transfer is
realized via pulley by aligning the arm for zero torque
around the knee joint during swing phase. Therefore,
this transfer will not interfere the natural swing motion.
Since the design detail of the mechanism is out of scope
in this work, Fig. 3 is representing just an illustration
of the concept.

At the end of the swing phase, the attachment points of
the elements C2 and C3 are changed back to their initial
configuration at the heel, i.e. the attachment point of C2
moves back from P2 to P1 (see Fig. 4 - right) and the
attachment point of C3 moves back from P5 to P4 (see
Fig. 3d). These changes guarantee that the total energy A1
and A2 is stored in the elements C2 and C3 and, therefore,
it has been transferred to the ankle joint so to provide
support to the ankle push-off generation. Note that to have
an energy efficient transfer, the change of the configuration
of the elements C2 and C3 should be realized ideally without
any dissipation. Therefore, at the heel strike, the attachment
points are changed along proper defined trajectories, which
keep the length of C2 and C3 constant (without elongation
or compression).
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Fig. 3. Configuration change of the storage element C3 during swing phase
- (a) After push-off, the energy A1 is stored by loading the element C1 on
the knee joint. (b) At the full-flexion of knee joint, the energy storage is
completed and C1 is locked and disengaged from the knee joint. At this
instant, the attachment point of the unloaded element C3 is changed from P4
to the P5. (c) During swing motion the energy is transferred from C1 to C3
by changing upwards the position of the attachment point of C3 along the
lower leg (P6). (d) After the transfer has been completed, the position of P6
is fixed and the element C3 is brought back to stance configuration with the
heel-strike (change from P5 to P4). Note that the configuration changes of
element C3 take place over a predefined trajectory which keeps the length
of the element constant.

Fig. 4. Configuration change of the storage element C2 during swing phase
- After pre-swing phase, the attachment point of the spring C2 is changed
from the heel (P1) to the upper part of the foot (P2) (left). At the end of the
swing, the spring is loaded and its position changes back to the P1 (right).
The point P3 is the attachment point of the spring on the lever arm of the
upper leg. Note that the configuration changes of element C2 take place
over a predefined trajectory which keeps the length of the element constant.

B. Energy storage during stance phase

During the stance phase, the state of the energy storage
elements C2 and C3 changes as follows:
• The element C2, which is already loaded with the

energy A2, elongates and absorbs part of the energy A3.
• While the ankle joint is in dorsi-flexion motion, a

braking torque is applied to the ankle in order to bear the
weight of the body. Instead of dissipating the energy by
using a brake system, the storage element C3 provides
the brake torque and, therefore, stores the corresponding
energy A3.

This working principle during the stance phase is depicted
in Fig. 5.

At the end of the stance phase, the storage elements C2
and C3 are loaded and, therefore, are ready to release the
total energy of all absorption phases (A1,A2,A3) for the
ankle push-off. Note that, the first swing storage part C1
is only active during the swing phase. Therefore, there is no
undesirable interference of the storage parts during walking.

IV. DESIGN PARAMETERS
In this Section, we identify the storage element values by

using the biomechanical data for a human of 1.8 m height
and 80 kg weight [16].

Fig. 5. The working principle at stance phase - At the beginning of the
stance phase, both elements C2 and C3 are ready for the storage of the
energy A3 (left). At the end of the stance phase, both springs are loaded
(right).

The elastic constants of the springs employed for the swing
phase are derived from the energy values of the absorption
intervals A1 and A2. In particular, the elastic constant k1 of
the torsional spring C1 is determined from the absorption
interval A1, i.e.:

A1 =
1
2

k1δ s1
2

where δ s1 is the radial deflection of the torsional spring C1
and is equal to the variation of the knee angle, which is about
0.84 rad during this interval (between 52% and 72% of the
stride). It follows that k1 = 20.88 Nm/rad.

The elastic constant k2 of the linear spring C2 is deter-
mined from the absorption interval A2, i.e.:

A2 =
1
2

k2δ s2
2

where δ s2 is the deflection of the spring C2 and is given by

δ s2 =| PP3P2 | −s20

where the magnitude of PP3P2 is the length of the C2 element
when it is attached between P3 and P2 (see Fig. 4) and s20 is
its initial length, which is 0.43 m at the beginning of swing
(see Fig. 4 - left). It follows that k2 = 1925.6 N/m.

During stance phase, the energy is stored in both C2 and
C3. It should be noted that, this parallel structure leads to
smaller elastic constant for the element C3. During the stance
phase, the deflection δ s2 of the storage element C2 is given
by

δ s2 =| PP3P1 | −s20

in which the magnitude of PP3P1 is the length of the element
C2 when it is attached between P3 and P1 (see Fig. 4) and
s20 is its initial length, which is 0.52 m at the end of swing
(see Fig. 4 - right). The deflection δ s3 of the stance storage
element is given by

δ s3 =| PP6P4 | −s30

in which the magnitude of PP6P4 is the length of the element
C3, attached between P6 and P4 (see Fig. 5), and s30 is
its initial length, which is 0.16 m at the beginning of roll-
over (see Fig. 5 - left). The elastic constant k3 of the stance
storage element C3 can be found from the energy value of
the absorption interval A3, i.e.

A3 =
1
2

k2δ s2
2 +

1
2

k3δ s3
2
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where k2 is the elastic constant of the storage element C2.
It follows that k3 = 82500 N/m.

V. SIMULATION AND RESULTS

In this Section, we simulate the conceptual prosthesis
in Matlab/Simulink environment. The dynamic model has
been derived by using Kane’s method [17]. To demonstrate
the power absorption performance of the mechanism, the
simulation has been done for the swing and stance phases
separately. Note that, since the model has been built to see
the feasibility of the conceptual design, all the mechanical
losses and mass of the elastic elements are neglected.

For the simulation of the swing phase, we apply the
hip torque of a healthy human [15] to the device as an
external input, while for the simulation of the stance phase,
in addition to the hip torque, we apply the forces of the sound
leg [15] to the torso as an external input.

Fig. 6 illustrates the power storage profile of the concep-
tual mechanism (continuous lines) compared to the healthy
human gait (dashed line) [15]. The figure shows that the
profile of the power storage of the mechanism matches quite
well with the healthy human gait. The power analysis shows
that the 66% of the absorption interval A1, the 70% of the
absorption interval A2 and the 88% of the absorption interval
A3 can be stored with the proposed conceptual mechanism
during natural gait. Therefore, overall the 76% of the possible
amount of energy can be harvested from walking in order
to realize ankle push-off generation. On top of this energy,
extra energy should be injected to the system in order to
realize the ankle push-off generation. Since the system is
fully passive, this energy will be generated with extra torque
from the hip and the extra forces from the sound leg. The
application of the forces and torques to compensate this
energy is dependent on the human adaptation. Even though
there will be mechanical losses in the mechanism, the total
amount of energy that can be stored in the system indicates
significant support for the push-off, which will reduce the
metabolic energy consumption of the amputee.

VI. CONCLUSIONS AND FUTURE WORKS

In this study, we proposed a biomechanical conceptual
mechanism, inspired by the power flow in the human gait, for
a transfemoral prosthesis. The conceptual mechanism is build
up with three elastic storage elements, which properly create
a coupling between the knee and ankle joints so to obtain
an efficient energy transfer between the joints. The working
principle has been evaluated in simulation and the results
show that the power storage capability of the mechanism
is comparable with the healthy gait. Therefore, this study
shows the feasibility of the concept towards the realization
of an energy efficient transfemoral prosthesis.

Future work will focus on the design of the concept,
which will be improved by optimizing the design parameters
according the maximum power storage capabilities. Mini-
mum mechanical losses and control of the release rate of the
elastic elements will also be taken into account during the
realization of the prosthetic device.

Fig. 6. The power flow of the healthy human gait [15] (dashed line) and
the power flow for the conceptual mechanism (continuous lines for the three
storage elements) during one stride (for a human of 1.8 m height and 80 kg
weight [16]).
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