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Chapter 1

Introduction

There is a growing medical interest in the prediction of flow and forces inside cerebral

aneurysms [48, 103], with the ultimate goal of supporting medical procedures and deci-

sions by presenting viable scenarios for intervention. Theclinical background of cerebral

aneurysms and possible hemorrhages is well introduced in the literature such as [93, 101].

These days, with the development of high-precision medicalimaging techniques, the geome-

try and structure of blood vessels and possible aneurysms that have formed, can be determined

for individual patients. To date, surgeons and radiologists have to make decisions about pos-

sible treatment of an aneurysm based on size, shape and location criteria alone. In this thesis

we focus on the role of Computational Fluid Dynamics (CFD) for identifying and classifying

therapeutic options in the treatment of aneurysms.

CFD allows to add qualitative and quantitative characteristics of blood flow inside the

aneurysm to the complex process of medical decision making.We contribute to this by com-

puting the precise patient-specific pulsatile flow in all spatial and temporal details, using a

so-called ‘Immersed Boundary’ (IB) method. This requires anumber of steps, from preparing

the raw medical imagery to define the complex patient-specific flow domain, to the execution

of high-fidelity simulations. Subsequently, detailed interpretation of the consequences of the

flow should be given jointly by medical experts and CFD specialists in terms of flow visu-

alization and quantitative measures of relevance to medical practice. We compute the flow

inside the aneurysm to predict high and low stress regions, indicative of possible growth of

an aneurysm. We also visualize vortical structures in the flow indicating the quality of local

blood circulation. We show that, as the size of the aneurysm increases, qualitative changes

in the flow behavior can arise, which express themselves as high-frequency variations in the

flow and shear stresses. These rapid variations could be usedto quantify the level of risk

associated with the growing aneurysm. Such computational modeling may lead to a better

understanding of the progressive weakening of the vessel wall and its possible rupture.
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2 1 Introduction

Before presenting the content of this thesis, we will brieflydiscuss the medical motivation

of the problem, the various roles CFD can play and give an overview of numerical methods

being used for blood flow simulations. Subsequently, the focus points of each chapter will be

presented and finally the general outline of this thesis willbe given.

Cerebral Aneurysm. Medical motivation. The medical condition known as cerebral

aneurysm is one of the cardiovascular diseases that involves vessel walls of cerebral vessels.

Bulge formations might develop on the vessel walls, and overtime, under permanent pulsat-

ing forces, the aneurysm may grow further and even rupture. The degradation of endothelial

cells in the vessel walls is often associated with regions ofrelatively low shear stress [9]

while locations of relatively high shear stress could be important for initial formation of a

bulge [84]. Commonly, cerebral aneurysms are located in or near the Circle of Willis [101] –

the central vessel network for the supply of blood to the human brain. The risk-areas are at

‘T’ and ‘Y’-shaped junctions in the vessels [34]. Treatmentof cerebral aneurysms often in-

volves insertion of a slender coil. This coiling procedure represents considerable risk during a

surgical intervention, as well as uncertainty about the long-term stability of coiled aneurysms

[86, 94]. Blood vessels and aneurysms are rather complex by their structure and geometrical

shapes. The walls of blood vessels contain several layers ofdifferent types of biological cells,

which provide elasticity to the vessels and determine theircompliance [76]. The shape of

cerebral aneurysms developing in patients can be inferred by using several techniques such

as CTA (Computed Tomographic Angiography), DSA (Digital Subtraction Angiography) and

3DRA (Three-Dimensional Rotational Angiography) [64]. Inthese procedures a small part

of the brain is scanned, and aneurysms even of a size less than3 mmcan be observed [8, 95].

These techniques allow a reconstruction of three-dimensional arteries and aneurysms and

hence an approximate identification of the blood vessels andparts of the soft tissue in the

scanned volume.

Computational Fluid Dynamics. The tremendous potential of CFD in supporting medi-

cal decisions and proposing therapeutic options in the treatment of cerebral aneurysms, was

already anticipated in [57]. The value of numerical simulations for treating aneurysms will

likely increase further with better quantitative understanding of hemodynamics in cerebral

blood flow. A primary challenge for any CFD method, whether itis a body-fitted method [35]

or an IB method [37, 62, 73], is to capture the flow near solid-fluid interfaces. In this region

the highest velocity gradients may occur, leading to correspondingly highest levels of shear

stress, but also potentially highest levels of numerical error. In methods employing body-

fitted grids, the quality of predictions is directly linked to the degree to which grid-lines can

be orthogonal to the solid-fluid interface and to each other.Also, variation in local mesh sizes

and shapes of adjacent grid cells is a factor determining numerical error. The generation of a

suitable grid is further complicated as the raw data that define the actual aneurysm geometry
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often require considerable preprocessing steps before anygrid can be obtained. These steps

include significant smoothing, segmentation and geometricoperations eliminating small side

vessels that are felt not to be too important for the flow. On the positive side, the main benefit

of a body-fitted approach is that discrete variables are situated also at the solid-fluid interface,

which makes implementation of no-slip boundary conditionsquite straightforward. Hence, in

body-fitted approaches the no-slip property can be accurately imposed, but only on a ‘pre-

processed’ smoothed and often somewhat altered geometry [15, 24]. These finite element or

finite volume based approaches can be used to predict the patient’s main flow structures of

clinical value as suggested by [14, 15, 34, 39].

Numerical method. Immersed Boundary Method.A significant amount of work has

been done on simulation of flow in the brain and in the cardiovascular system [6, 14, 28,

38, 48, 71, 76]. As an alternative to the body-fitted approach, the IB method was designed

primarily for capturing viscous flow in domains of realisticcomplexity [73]. In the IB ap-

proach which we adopt, the actual geometry of the aneurysm can be extracted directly from

the voxel information in the raw medical imagery, without the need for smoothing of the ge-

ometry. Grid generation is no issue for IB methods since the geometry of the flow domain is

directly immersed in a Cartesian grid. The location of the solid-fluid interface is known only

up to the size of a grid cell, and the shape of the interface is approximated using a ‘staircase’

representation, stemming from the fact that any grid cell islabeled either entirely ‘solid’ or

entirely ‘fluid’. Refinements in which a fraction between 0 and 1 of a cell can be fluid-filled

[18] are not taken into consideration here. The medical imagery from which we start has a

spatial resolution that is not too high when small-scale details are concerned. This calls for

a systematic assessment of the sensitivity of predictions to uncertainties in the flow domain

[61]. Using the staircase approximation, the problem of capturing near-interface properties

can only be addressed by increasing the spatial resolution.This also gives an insight into the

error-reduction by systematic grid-refinement for flow in complex geometries.

Thesis contents.In this thesis we present a numerical model for the simulation of blood

flow inside cerebral aneurysms. We illustrate the process ofpredicting flow and forces that

arise in vessels and aneurysms, starting from patient-specific data obtained using medical

imaging techniques. Once the three-dimensional geometry is reconstructed, we discuss fluid

properties of blood which allows to compute the flow. The flow of an incompressible Newto-

nian fluid in the human brain is simulated by using a volume penalizing IB method, in which

the aneurysm geometries are represented by the so-called masking function. We impose pul-

satile flow forcing, based on direct measurement of the mean flow velocity in a vessel during

a cardiac cycle and focus on effects due to changes in the flow regime. In slow or very viscous

flows the pulsatile forcing dominates the fluid dynamical response, while at faster or less vis-

cous flows the incompressible flow shows a transition to complex flow coined ‘turbulent’ by
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Ferguson [23]. The natural nonlinearity of the governing equations dominates the pulsatile

flow forcing at higher flow rates. We consider a full range of physiologically relevant condi-

tions and show high frequencies to emerge in the pulsatile response. The strong qualitative

transitions in flow behavior and shear stress levels inside an aneurysm cavity at increased

flow rates may contribute to the long-term risk of aneurysm rupture.

In brief, the main topics addressed in this thesis are:

• IB Method: development, validation, application to model geometries.A volume-

penalizing IB method for blood flow simulations inside the human brain is developed and

tested on the basis of simple model geometries. First, we validate our method for the clas-

sical case of Poiseuille flow in a cylindrical tube. Subsequently, we simulate the laminar

flow inside simplified model geometries, motivated by shapesof real cerebral vessels and

aneurysms. Blood is approximated as an incompressible Newtonian fluid, governed by the

Navier-Stokes equations. Numerically we solve the system by means of skew-symmetric

finite volume discretization, closely following [100]. A forcing term is added to the Navier-

Stokes equations to represent complex geometries by immersing the tissue-fluid interfaces

in the Cartesian grid. The key element of our IB method is the so-called ‘masking func-

tion’, which identifies fluid and solid parts of the computational domain. The masking

function is a binary function, taking values ‘0’ in the fluid (blood) part and ‘1’ in solid (tis-

sue) parts of the domain. Even with the coarse staircase representation of the boundaries,

reliable results can be obtained at grids with about 16 grid cells across a vessel opening.

The flow regime is characterized by the value of the Reynolds number (Re), which for

cerebral blood flow is aboutRe= 250. We present simulations at different Reynolds num-

bers, analyzing changes in the flow behavior in curved vessels and in modeled aneurysms.

We not only consider the developing velocity and pressure fields, but also compute shear

stresses that are important in relation to the possible development of aneurysms.

• Steady flow in realistic cerebral aneurysms, reconstructedfrom 3DRA data. Mov-

ing on to realistic aneurysms, we illustrate the process of reconstructing the 3D geometry

from medical images and assess the sensitivity of flow predictions to various steps of

this reconstruction. A segment of the cerebrovascular system of a person suffering from a

brain aneurysm was available from a recording obtained withthree-dimensional rotational

angiography (3DRA). The raw angiography data allows to define the masking function

that represents the vessel and aneurysm shape. We apply segmentation and simplification

processes to obtain the 3D geometry, containing the main vessel and an aneurysm on it.

Individual voxels in the digital data form the smallest unitof localization of the solid-

fluid interface. A computational cell is assigned to be ‘solid’ or ‘fluid’ on the basis of the

digital imagery - in this way we generate the masking function. Further, to obtain a ’sin-
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gle inflow/single outflow’ representation of the main structure, we cut away parts of the

geometry at some distance from the aneurysm bulge and connect the ends of the vessels

with a smooth connecting tube to achieve a setting in which periodic boundary conditions

can be imposed. We analyze the sensitivity of flow predictions to these cutting and con-

necting steps by computing the steady flow in the physiologically relevant flow regime at

Re= 250. We analyze the sensitivity of predictions by incorporating several geometries

that differ somewhat in the precise location of the cuts by which the relevant vessel seg-

ment is identified, or by the smoothness of the connecting vessel segment that is added,

i.e., a smoothly differentiable and a linear connecting vessel. Due to uncertainties in the

initial medical imagery we also assess the reliability of our numerical predictions by intro-

ducing ‘practical bounding solutions’. Next to the basic geometry, directly reconstructed

from the medical data, we consider a few slightly smaller andslightly larger bounding

geometries. Numerical solutions computed in these bounding geometries appear to also

bound a number of key properties of the basic solution computed in the basic geometry

from above and from below. The bounding solution approach allows to present not only

the basic solution but also the sensitivity range caused by limitations in the quality of the

medical images.

• Pulsatile flow simulations and pathological transition.Numerical simulation of real-

istic pulsatileflow in cerebral aneurysms is the next important step towardsmedical ap-

plication. This step completes a first, rough computationalmodel that connects medical

imagery to predictions of (some) clinical relevance. Pulsatile flow forcing is obtained by

incorporating direct measurements of the time-dependent averaged flow velocity over the

cross-section of a brain artery during a cardiac cycle. Transcranial Doppler (TCD) sonog-

raphy is a non-invasive technique, which can be used to measure the flow velocity near

the actual aneurysm [101]. This allows to complete a full patient-specific model as far as

vessel geometry and cardiac signature are concerned. We consider a full range of physio-

logically relevant conditions and show that the flow undergoes a transition from an orderly

state at low Reynolds numbers (Re= 100,200), in which the pulsatile forcing is closely

followed in time, to a complex response with strongly increased high-frequency compo-

nents at higher Reynolds numbers (Re= 400), i.e., at higher flow rates and larger aneurysm

sizes. The results obtained for the shear stress correspondto values found in literature

[29, 70], thereby providing an additional validation of thecomputational model. The nu-

merical reliability of the predicted transition is quantified on the basis of the bounding

solutions approach. We compute the spectrum of the responseof the flow by monitoring

the solution at various locations and flow conditions. We quantify the significant increase

of small-scale, high-frequency structures at higher Reynolds numbers. This observation of

complex flow transition in case aneurysms are involved was reported in a clinical study

[23]. It may have fast and inexpensive clinical screening applications in the future.
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Outline. The organization of the thesis is as follows. In Chapter 2 we present the compu-

tational model, based on the Navier-Stokes equations, discuss skew-symmetric finite volume

discretization and introduce the IB method for defining complex vessel and aneurysm geome-

tries. We focus on the validation of the numerical method forthe classical case of Poiseuille

flow in a cylindrical pipe and for model vessels and aneurysm geometries. We establish first-

order convergence with grid refinement. Also, numerical shear stresses are computed and

the simulations are validated also in this respect, i.e., with reference to the derivatives of

the velocity, next to validation in terms of the velocity itself. The process of reconstruction

of the geometry from medical imagery is presented in Chapter3. We illustrate steady flow

inside a realistic aneurysm geometry and discuss the sensitivity of flow predictions to the

reconstruction steps. In Chapter 4 we present the inclusionof realistic pulsatile flow in the

computational model. We consider different flow regimes, which correspond to physiolog-

ically relevant situations ranging from ‘normal’ to unhealthy, high Reynolds number flow

conditions. We show a strong transition from simple laminarflow with a small relevant fre-

quency content to complex flow with many high frequencies as the Reynolds number, i.e., the

flow velocity or aneurysm size, increase sufficiently. Concluding remarks and an outlook for

further research are given in the last chapter.



Chapter 2

Immersed boundary method for the computation of
flow in vessels and cerebral aneurysms

Abstract

A volume-penalizing immersed boundary method is presentedfor the simulation of lam-

inar incompressible flow inside geometrically complex blood vessels in the human brain.

We concentrate on cerebral aneurysms and compute flow in curved brain vessels with and

without spherical aneurysm cavities attached. We approximate blood as an incompressible

Newtonian fluid and simulate the flow with the use of a skew-symmetric finite-volume dis-

cretization and explicit time-stepping. A key element of the immersed boundary method is

the so-called masking function. This is a binary function with which we identify at any loca-

tion in the domain whether it is ‘solid’ or ‘fluid’, allowing to represent objects immersed in

a Cartesian grid. We compare three definitions of the maskingfunction for geometries that

are non-aligned with the grid. In each case a ‘staircase’ representation is used in which a grid

cell is either ‘solid’ or ‘fluid’. Reliable findings are obtained with our immersed boundary

method, even at fairly coarse meshes with about 16 grid cellsacross a velocity profile. The

validation of the immersed boundary method is provided on the basis of classical Poiseuille

flow in a cylindrical pipe. We obtain first order convergence for the velocity and the shear

stress, reflecting the fact that in our approach the solid-fluid interface is localized with an ac-

curacy on the order of a grid cell. Simulations for curved vessels and aneurysms are done for

different Reynolds number (Re). The validation is performed for laminar flow atRe= 250,

while the flow in more complex geometries is studied atRe= 100 andRe= 250, as suggested

by physiological conditions pertaining to flow of blood in the Circle of Willis.

2.1 Introduction

Healthy blood circulation depends on many factors among which are the properties of blood

itself, the size of the vessels through which blood flows and the general flow speed. The walls

7



8 2 Immersed boundary method for the computation of flow in vessels and cerebral aneurysms

of the blood vessels may become hard or weak over time, injured or infected and this can

lead to different diseases such as atherosclerosis, the formation of aneurysms, thrombosis,

stroke and others. Forces on vessel walls play a role in the progress of the disease, especially

in the injured vessels [13]. The prediction of the flow and stresses in the course of a gradually

developing disease constitutes a challenging multiscale problem. This ranges from an analysis

of short-time pulsatile flow to long-term medical prognosis. We are interested particularly

in flow inside small cerebral vessels and aneurysms which maygradually develop due to

weakening of the vessel walls. In this chapter we show the useof an immersed boundary

method to simulate incompressible Newtonian flow in complexvessels and aneurysm models.

We identify resolution requirements such that numericallyreliable results can be obtained for

a range of physiologically relevant conditions.

Understanding flow patterns inside an aneurysm may help to describe long-term effects

such as the likelihood of the growth [9] or even rupture [84] of the aneurysm, or the acceler-

ated deterioration of the vessel wall due to low shear stress[21]. Such capability would allow

a more complete planning of surgery and predict the effectiveness of certain procedures,

and compare different options. Treatment of cerebral aneurysms often involves insertion of a

slender coil. This procedure represents considerable riskand uncertainty about the long-term

stability of coiled aneurysms [86, 94]. Numerical simulation could support decisions regard-

ing, whether, which and how much coil to insert. It could alsohelp in a follow-up monitoring

of a patient.

A significant amount of work has been done on Computational Fluid Dynamics (CFD) of

flow in the human brain and in the cardiovascular system [6, 14, 28, 38, 48, 71, 76]. As a

numerical approach, the finite element method is most commonly used to represent geome-

tries of blood vessels. Often, the data are obtained from rather coarse biomedical imagery.

The highly complex geometry is defined with some uncertaintyby this imagery, and some

smoothing and interface approximation need to be included to allow simulation with a body-

fitted approach [6, 15, 24]. As an alternative approach the immersed boundary (IB) method

was designed primarily for capturing viscous flow in domainsof realistic complexity [73]. In

particular, we consider a volume penalization method. In this method, fluid is penalized from

entering a solid part of a domain of interest by adding a suitable forcing term to the equa-

tions governing the fluid flow [42]. This method is also known as ‘fictitious domain’ method

[1] and physically resembles the Darcy penalty method [79] or the Navier-Stokes/Brinkman

equations for flow in porous domains [97]. Here, we consider in particular the limit in which

the porous domain becomes impenetrable and flow in complex solid domains can be repre-

sented. This method is discussed as one of the ‘immersed boundary’ methods in the recent

review paper by [62], and in the sequel will be referred to as ‘volume penalization immersed

boundary method’, a label that was also adopted in [41].

Originally, the main motivation and application for IB methods was in simulation of the

human heart by Peskin (a complete review is in [73]). Further, the IB method was widely ap-
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plied in the bio-medical area. Among such applications are the modeling of biofilm processes

[20], arteriolar flow [2], swimming organisms [19] and cell growth [51]. Another main sector

of application of the IB method is in engineering, where classical problems are flow around

a cylinder and around a road vehicle, flow in a wavy channel or inside a stirred tank [37],

aerodynamics and parachute simulation by [43], acoustic waves by [81], and many others.

We present the development and application of an IB method for computing flow and shear

stresses in cerebral aneurysms. As a numerical method we usethe finite-volume discretization

with a skew-symmetric treatment of the nonlinear convective fluxes. Flow is simulated at

various flow conditions in several vessel geometries with and without aneurysm attached and

shown to yield reliable results already at modest resolution. We concentrate on a generic

model aneurysm with which the flow and forces are studied at a range of physiologically

relevant Reynolds numbers.

The shape of cerebral aneurysms developing in patients can be inferred by using three-

dimensional rotational angiography [64]. In this procedure a small volume of brain tissue

can be scanned, and aneurysms even of a size less than 3mm can be depicted [95]. This

technique allows a reconstruction of three-dimensional arteries and aneurysms and hence an

approximate identification of the fluid and the solid parts inthe scanned volume. A volume-

penalization IB method is applied to represent the aneurysmgeometry. In the IB approach the

domain is characterized by a so-called masking function, which takes the value ‘0’ in the fluid

part and ‘1’ in solid parts of the domain. The raw angiographydata allows for a simple ‘stair-

case approximation’ of the solid-fluid interface that defines the vessel and aneurysm shape.

Individual voxels in the digital data form the smallest unitof localization of the solid-fluid

interface. This raw information specifies the masking function in the sense that a computa-

tional cell is assigned to be ‘solid’ or ‘fluid’ on the basis ofthe digital imagery. We will adopt

the ‘staircase’ geometry representation in this chapter and do not incorporate any additional

smoothing of the geometry or sophisticated reconstructionmethods.

For a more complete modeling of the dynamics in the vessel system, flow-structure in-

teraction often plays a role [76]. In that case also parameters and models that characterize,

e.g., mechanical properties of arterial tissue, influence of brain tissue and the influence of the

cerebrospinal fluid are required. The amplitude of the wall motion in intracranial aneurysms

was found to be less than 10% of an artery diameter. Despite the rather modest motion of the

vessel, effects may accumulate over long time. Even modest movement can affect the vessel

walls, which might play a role in possible aneurysm rupture as was hypothesized in [68]. For

realistic pulsatile flows some movement of the aneurysm walls was observed during a cardiac

cycle [69]. In this chapter we take a first step and restrict todeveloping the IB approach for

rigid geometries. This allows to obtain the main flow characteristics inside relatively large

cerebral aneurysms for which the relative wall movement canbe neglected [48].

The type of blood flow and the resulting forces on vessel wallsdepend largely on the shape

of the vessel and on the viscosity of blood. These elements vary from one person to another,
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which makes the precise blood flow per heart beat a patient-specific characteristic that is

hard to obtain. Rather, the patient’s main flow structures that characterize the general type of

blood motion and associated forces appear accessible by simulation and modeling. These are

computational predictions, leading to patient-specific results of clinical value as suggested by

[14, 15, 34, 39]. The distribution of shear stresses at the vessel wall and the flow pattern inside

the aneurysm are considered to be relevant to characterizing the general quality of circulation.

Regions of high and low shear stress are often visualized as potential markers for aneurysm

growth. High shear stress levels were reported near the ‘neck’ of a saccular aneurysm, and

may be relevant during the initiating phase [84]. Low wall shear stress has been reported to

have a negative effect on endothelial cells and may be important to local remodeling of an

arterial wall and to aneurysm growth and rupture [9]. A low wall shear stress may facilitate

the growing phase and may trigger the rupture of a cerebral aneurysm by causing degenerative

changes in the aneurysm wall. The situation is, however, more complex, as illustrated by the

phenomenon of spontaneous stabilization of aneurysms after an initial phase of growth [44]. It

is still very much an open issue what the precise correlationis between shear stress patterns

and general circulation on the one hand, and developing medical risks such as aneurysm

rupture, on the other hand. In this complex problem, hemodynamic stimuli are but one of

many factors.

Cerebral aneurysms are most often located in the Circle of Willis – the central vessel

network for the supply of blood to the human brain. Common risk-areas are at ‘T’ and ‘Y’-

shaped junctions in the vessels [34]. This motivates to analyze the flow in basic vessels and

aneurysms by modeling them as curved cylindrical tubes to which spherical cavities are at-

tached. This choice is not restrictive for the development of the computational approach;

rather it constitutes a stepping stone problem toward simulation of actual patient-based ge-

ometries. The computational model for the simulation of blood flow through the larger vessels

in the human brain is based on the incompressible Navier-Stokes equations. In this chapter

we illustrate the IB approach by predicting flow in basic curved cylindrical and spherical

geometries.

A primary challenge for any CFD method, whether it is a body-fitted method [35] or an IB

method [37, 62, 73], is to capture the flow near solid-fluid interfaces. In this region the high-

est velocity gradients may occur, leading to correspondingly highest levels of shear stress,

but also potentially highest levels of numerical error. In our IB approach, the actual geome-

try of the aneurysm can be extracted directly from the voxel information in the raw medical

imagery, without the need for smoothing of the geometry. Thelocation of the solid-fluid inter-

face is known only up to the size of a grid cell, and the shape ofthe interface is approximated

using a ‘staircase’ representation, stemming from the factthat any grid cell is labeled either

entirely ‘solid’ or entirely ‘fluid’. The problem of capturing near-interface properties can only

be addressed by increasing the spatial resolution. In this chapter we study for curved vessels

and model aneurysms the error-reduction upon increasing the spatial resolution. We establish
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first order convergence of both the velocity field and its spatial derivatives for Poiseuille flow.

Convergence is also assessed more qualitatively by systematic grid-refinement for flow in

complex geometries.

Numerical accuracy was investigated extensively for a second-order IB method in [32,

50]. Simulation results for sufficiently smooth solutions were analyzed and actual second

order convergence for the velocity and pressure fields was observed. No results were included

for convergence of the gradient of the velocity. For a volumepenalizing IB method applied

to Stokes flow, i.e., very viscous, smooth flow, it was shown rigorously in [65] that first-

order convergence of the velocity field can be expected, which was actually achieved in test

simulations. In case the solid-fluid interface is allowed tobe smoothed, or if it is already

sufficiently smooth by itself, a so-called ghost-cell IB method can be shown to yield first

order [7] or in selected situations second order [25] converging velocity fields for flow over

an undulating channel [89]. In this reference, a direct comparison between a body-fitted and

an IB method was also made for the shear stress at a selected flow condition - the results

were found to be nearly identical. A comparable result may befound in [40] where a study

is made of the accuracy with which turbulent wall pressure fluctuations can be predicted for

sufficiently smooth surfaces. In this chapter we extend the convergence study and show first-

order convergence of velocity and shear stress in complex domains also in combination with

the staircase approximation of the interfaces.

The quality of predictions depends strongly on the spatial resolution that can be adopted.

From a study of Poiseuille flow we will show that about 16 grid points across a velocity profile

suffice to obtain reliable flow predictions, e.g., yielding an L2-norm of the error with respect

to the exact solution less than 10%. For general geometries that are not aligned with the

underlying Cartesian grid, first order convergence upon grid-refinement is established. Using

an energy-conserving skew-symmetric discretization by [100] the IB approach was found to

provide the main flow structure and associated stress levels. Flow emerging from a steady

pressure drop was investigated and the laminar velocity field and shear stress distribution

were computed. Flow in curved vessels and model aneurysms isconsidered atRe= 100 and

Re= 250 to comply with clinical data in [39, 76]. At the higher Reynolds number the flow

displays some unsteadiness, consistent with findings of [24], associated with the nonlinearity

in the Navier-Stokes equations, even at constant flow rate.

The organization of this chapter is as follows. In Section 2.2 we present the computational

model, based on the IB method and we discuss the strategies togenerate the masking function.

We validate the IB method for Poiseuille flow in Section 2.3 and discuss the convergence of

numerical predictions. An analysis of shear stress levels in model vessels and aneurysms is

given in Section 2.4. Concluding remarks are in Section 2.5.
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2.2 Computational model for flow inside cerebral aneurysms

In this section we first present the incompressible Navier-Stokes equations as the mathemat-

ical model describing the flow of blood inside the human brain(Subsection 2.2.1). Then we

describe the numerical method to perform simulations of theflow (Subsection 2.2.2). A key

element of the adopted IB method is the ‘masking function’, which identifies for each point

in space whether it is ‘solid material’ or ‘fluid domain’. In Subsection 2.2.3 we look into how

masking functions are generated and introduce the model geometries.

2.2.1 Incompressible flow in complex domains

There are various approaches to model flow of blood in the human brain. A comprehensive

overview is given by [76]. In one approach, the blood is approximated as a Newtonian fluid

[14]. More refined models, e.g., the Carreau-Yasuda model, include the shear-thinning behav-

ior of blood and allow to capture non-Newtonian rheology [6,28, 38]. Under physiological

flow conditions in sufficiently large arteries the non-Newtonian corrections were found to be

quite small [15, 28, 38, 71]. The main flow characteristics appeared to be the same as for a

Newtonian fluid at somewhat different stress and velocity levels. In this chapter we concen-

trate on arteries of the Circle of Willis. Typical fine-scalestructures in the blood are on the

order of 10−6 m. A length-scale that characterizes the cross section of a typical cerebral ves-

sel inside the Circle of Willis is on the order of 10−3 m [39]. This difference in length-scale of

three orders of magnitude motivates to approximate blood asan incompressible Newtonian

fluid [76].

A common location of cerebral aneurysms within the Circle ofWillis is on the in-

ternal carotid artery (ICA), where a typical volumetric flow-rate is reported to beQ∗
r =

245±65ml/min [34], while the diameter of the ICA is approximatelyD∗ = 0.42±0.09cm

[39], leading to a reference velocityU∗
r = 0.2947m/sand a corresponding Reynolds number

estimated asRe= 177 computed byRe= U∗
r L∗

r /ν∗
r in which we used as reference length the

radius of the arteryL∗
r = R∗ = D∗/2 and a kinematic viscosityν∗

r = 3.5·10−6 m2/s [76]. The

Reynolds numberReis the only parameter which is required to specify the flow conditions.

It quantifies the ratio between the magnitude of the (destabilizing) convective transport and

the (stabilizing) viscous processes. It is well known that for relatively low Reynolds numbers

flow is laminar and steady [106] under steady boundary conditions, which implies a smooth

velocity and pressure field. With increasing Reynolds number the flow can develop more

detailed vortical structures, e.g., associated with separated flow near abrupt changes in the

shape of a vessel. A further increase inReusually implies that the flow becomes unsteady

even under steady boundary conditions and the range of vortices becomes much wider [106].
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The range of Reynolds numbers arising in the flow in the Circleof Willis, as estimated above,

corresponds to laminar, possibly unsteady flow.

The Navier-Stokes equations provide a full representationof Newtonian fluid mechanics,

expressing conservation of mass and momentum. The total physical domainΩ , consists of a

fluid partΩ f and a solid partΩs. The interface between the two will be identified as∂Ω at

which no-slip conditions apply. The governing equations are given in dimensional form by:

∂u∗

∂ t∗
+u∗ ·∇∗u∗ = −∇∗(

P∗

ρ∗ )+ ν∗∇∗ 2u∗ +
f∗

ρ∗ (2.1)

∇∗ ·u∗ = 0 (2.2)

Hereu∗ is the velocity of the fluid,ρ∗ is the mass density,P∗ is the pressure andf∗ is a forcing

term that will play a central role in this chapter as it is usedto represent the impenetrability of

complex shaped solid vessel walls, i.e., the no-slip condition. By choosing reference velocity

U∗
r and reference lengthL∗

r we can express in a standard way reference time ast∗r = L∗
r /U∗

r .

Throughout this thesis we work with a computational domain endowed with periodic

boundary conditions for the velocity components. The pressure is not periodic as we allow

for a mean pressure gradient to drive the flow according to an imposed flow rate. For that

purpose, we decompose pressureP∗ in a strictly periodic componentp∗ and a linear spatial

dependence with amplitudea∗ a function of time. This approach was pioneered, e.g., in [63].

When imposing a pressure difference, e.g., in thex-direction, this decomposition implies

P∗ = p∗ + a∗(t∗)x∗. The amplitude of the mean pressure gradienta∗(t∗) is adapted continu-

ously to maintain the prescribed flow rate. The gradient of the pressure is∇∗P∗ = ∇∗p∗+a∗.

Using reference densityρ∗
r = ρ∗ we find as reference scale for the pressurep∗r = (U∗

r )2ρ∗
r

and for the mean pressure gradienta∗r = (U∗
r )2ρ∗

r /L∗
r .

For the forcing term we select a direct volume penalization in which

f∗

ρ∗ = − 1
ε∗

Hu∗ (2.3)

whereε∗ is a forcing time scale andH is the masking function:H(x) = 1 if x ∈ Ωs and

H(x) = 0 if x ∈ Ω f . Based on the reference velocity and length we set the reference forcing

time scale asε∗r = L∗
r /U∗

r = t∗r , which suggests that by settingε ≪ 1 the dimensional control

parameterε∗ = ε∗r ε ≪ ε∗r = t∗r , i.e., much smaller than the reference time scale.

After choosing all reference parameters we obtain the non-dimensional form of the Navier-

Stokes equations:

∂u
∂ t

+u ·∇u = −∇P+
1
Re

∇2u− 1
ε

Hu (2.4)

∇ ·u = 0 (2.5)

In this chapter we will consider only stationary, i.e., non moving walls. By adding the forcing

to the incompressible momentum equations we formally arrive at the Brinkman equation for
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flow in a porous medium with permeability related to the parameterε [52]. Note that, with

the inclusion off as in (2.3) we arrive at a one-velocity field model for the flow in the entire

domainΩ .

The basis of the volume penalization method is the masking function which distinguishes

fluid parts from solid parts of the domain. In regions whereH = 0 the Navier-Stokes system

is solved. In the solid regionsH = 1 and the forcing is dominant if the non-dimensional

parameterε is very small. As a result, the governing equation reduces to∂tu ≈ −u/ε if

|u| ≫ ε in the solid domain. Hence, any nonzerou is exponentially sent back to0 on a time-

scaleε. If |u| ≤ ε the forcing is not dominant in the solid, but control over|u| is already

obtained, i.e.,|u| takes on negligible values in the solid. We takeε = 10−10 relative to the

dimensionless time-scaleLr/Ur in the sequel. Such low values of the control parameterε
imply that the forcing term effectively yields a Brinkman equation in which ‘porous’ regions

are virtually impenetrable, i.e., solid material. The detailed specification and the ways of

generating the masking function are presented later in Subsection 2.2.3.

2.2.2 Numerical method for simulating incompressible flow with an
immersed boundary approach

In this subsection we sketch the numerical method used for the simulation of flow through

complex shaped domains. First, we describe the direct numerical simulation approach and

specify the volume penalization IB method afterwards.

We employ a staggered allocation of the flow variables(u, p) = (u,v,w, p) as basis for

our flow solver [27]. In two dimensions this is sketched in Figure 2.1, where a primary grid

cell with the pressure defined in the center and the Cartesianvelocity components at the cell

surfaces is presented. The locations at which the velocities and the pressure are stored are

referred to as the velocity- and the pressure-points, respectively. In addition, we introduce

the corner-points of the primary grid cells as relevant locations for the definition of the IB

method later on.

The principles of conservation of mass and momentum as expressed in (2.4) and (2.5),

form the basis for the discrete computational model that is used for the actual simulations.

In the Navier-Stokes equations (2.4) the rate of change of momentum is obtained from the

nonlinear convective flux, the linear viscous flux, the gradient of the pressure and the con-

tribution from the forcing term. These contributions to thetotal flux each have a particular

physical character that needs to be represented properly inthe discrete formulation. In par-

ticular, the convective flux is skew-symmetric, implying that this flux only contributes to the

transport of kinetic energy of the solution in physical space; it does not generate nor dis-

sipate this energy. This property of the convective flux was the point of departure in [99]

in which (then called) ‘anti-symmetric’ convective discretization was developed and applied
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Fig. 2.1 Sketch of a primary grid cell in 2D with staggered allocationof the variables. The pressurep is in

the middle of the grid cell, while the velocities (u andv) are defined at the centers of the faces.

to perform direct numerical simulation of turbulent flow at reduced computational effort.

An important, and probably independent, contribution to second-order skew-symmetric dis-

cretization of the convective terms in the Navier-Stokes equations is in the work of [66]. Here

we follow the formulation chosen in [100]. These discretization methods are examples of a

more general philosophy of developing discretization schemes which ‘respect’ basic proper-

ties of the underlying system of equations, known as mimeticdiscretization [83]. Likewise,

the viscous flux contributes only to dissipation of energy, which has to be strictly maintained

in a numerical method. We motivate this in some more detail next.

Starting from the original momentum equation without the forcing term

∂u
∂ t

= −(u ·∇)u−∇P+
1
Re

∇ ·∇u (2.6)

we are interested in the kinetic energy, given by

E =
1
2

∫

Ω
dV|u|2 =

1
2

∫

Ω
dVu ·u =

1
2
(u,u) (2.7)

whereu ·u is the vector inner product and(u,u) is the corresponding ‘function inner product’

in terms of the velocity fieldu. Note, that in (2.7) we effectively integrate only overΩ f as

u = 0 in Ωs. The evolution of the kinetic energy follows from

dE
dt

=

∫

Ω
dVu · ∂u

∂ t
(2.8)
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In order to obtain the integrand in (2.8) we multiply the Navier-Stokes equation (2.6) byu.

Integrating by parts we can derive the contribution of each of the fluxes in (2.6). In fact, the

convective and pressure terms do not contribute to the evolution of energy, and we find

dE
dt

= − 1
Re

∫

Ω
dV(∇u : ∇u) ≤ 0 (2.9)

where∇u : ∇u = ∂iu j∂iu j in which we sum over repeated indices. This suggests that the

energy of any solution decreases in time because of viscous fluxes only.

A more elaborate derivation can be found in [100], which departs from the expressions

E =
1
2
(u,u) and

dE
dt

=
1
2

d
dt

(u,u) (2.10)

where energy is written in terms of the function inner product (u,u) as defined in (2.7). This

yields the symmetric expression

dE
dt

= −1
2

(

((u ·∇)u,u)+ (u,(u ·∇)u)
)

− 1
2

(

(∇P,u)+ (u,∇P)
)

+
1

2Re

(

(∇ ·∇u,u)+ (u,∇ ·∇u)
)

(2.11)

Since(∇P,u) = −(P,∇ ·u) and the skew-symmetry((u ·∇)v,w) = −(v,(u ·∇)w) holds we

obtain again (2.9), i.e., no contribution from pressure andthe convective flux. This is the basis

for the discretization.

In a discrete setting the Navier-Stokes equations in matrix-vector notation are written as

ΛΛΛ
duh

dt
= −Cuh−Duh +MTPh (2.12)

Muh = 0 (2.13)

whereuh is the vector containing the discrete velocity solutionsu(h)
i , Ph is the discrete pres-

sure,ΛΛΛ is a matrix with the volumes of the grid cells on its diagonal,C andD are the coef-

ficient matrices corresponding to the discretization of theconvective ((u ·∇)u) and diffusive

(−∆u/Re) operators, respectively. The discretization of the pressure gradient is given by

−MT , while the coefficient matrixM itself represents the discretization of the divergence

operator, integrated over the control volumes [100].

The discrete approximation for the kinetic energy can be given using the midpoint rule, as

Eh = uT
h ΛΛΛuh (2.14)

Similar to the continuous case (2.11) we compute the evolution of the energy in the discrete

model as

dEh

dt
= −uT

h (C+CT)uh−uT
h (D+DT)uh +uT

h (MTPh)+ (MTPh)
Tuh (2.15)
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For a discrete solution we also require the convective conservation of energy, which implies

skew-symmetry of the matrixC of the convective operator:C+CT = 0. The two terms related

to the numerical pressure gradient can be rewritten as

uT
h (MTPh)+ (MTPh)

Tuh = (Muh)
TPh +PhMuh = 0 (2.16)

where the numerical divergence operatorM satisfies equation (2.13). Thus, pressure terms

also cancel and do not influence the stability of the spatial discretization. By comparison

with the expression for the energy evolution (2.9), the second term in the right-hand side of

(2.15) should provide a strict decrease of the energy:

dEh

dt
= −uT

h (D+DT)uh ≤ 0 (2.17)

This implies that the coefficient matrixD of the diffusion operator is a positive-definite ma-

trix. Thus, discretely we obtain the same properties for theenergy decay as in the continuous

case.

In this chapter we closely follow the symmetry preserving finite volume discretization as

put forward by [100]. We use central differencing of second order accuracy, which maintains

explicitly the skew-symmetry in the discrete equations. Since the energy is preserved under

the convective operator the skew symmetric discretizationallows to obtain a stable solution

on any grid. For proper capturing of the solenoidal property(2.5) of the velocity field we

approximate the gradient operator by the transpose of the numerical divergence operator.

The contributions of the convective, viscous and pressure-gradient fluxes are integrated in

time using a generalization of the explicit second order accurate Adams-Bashforth method.

Care is taken of accurately representing the skew-symmetryalso in the time-integration. Full

incorporation would require an implicit time-stepping, which, however, is computationally

too demanding. Instead, time-integration starts from a modification of the leapfrog method

with linear inter/extrapolations of the required ‘off-step’ velocities and an implicit treatment

of the incompressibility constraint. Optimization for largest stability region of the resulting

scheme yields a particular so-called ‘one-leg’ time-integration method, with a mathematical

structure that is akin to the well-known Adams-Bashforth scheme. More details can be found

in [100].

A special role is played by the forcing term in the Navier-Stokes equations (2.4), which

represents the volume penalization accounting for solid objects inside and at the boundaries

of the flow domain. The role of the forcing term is to yield an accurate approximation of the

no-slip condition at solid boundaries. In conventional computational fluid dynamics such a

forcing term is not needed since the flow domain is endowed with a body-fitted grid on which

the equations are discretized. The grid-lines in such casesare defined such that they either

closely follow the contours of the solid boundaries, or theyare (preferably) at right angles

with them. In such a discrete formulation the no-slip boundary condition can be imposed eas-
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ily. The body-fitted grid is efficient if the fluid domainΩ f is not too complex and does not

contain too many separate objects around which the fluid should flow [46]. For considerably

more complex flow domains or in case the location of the solid-fluid interface is not perfectly

known, as in case of medical imagery, the body-fitted grid approach is limited by the gen-

eration of suitable meshes. These should not only align withthe solid boundaries, but also

be sufficiently smooth near these boundaries to allow an accurate solution in the boundary

layers [53]. In our discrete model the forcing term contributes strongly to the stiffness of the

equations. When an explicit time-stepping method would be adopted for the forcing term, as

is done for the other dynamic contributions, this would result in extremely small time-steps

in view of numerical stability. Therefore, the linear forcing term is integrated in time using

the implicit Euler scheme [54].

2.2.3 Masking function strategy

In this subsection, we first consider three options for creating a general masking function and

illustrate these for a circle on a 2D Cartesian grid. We also present the procedure with which

the specification of the masking function of any curved cylindrical 3D-tube was taken up.

The validation and comparison of the masking strategies will be presented in Section 2.3.

(a) (b)

Fig. 2.2 Sketch of complex flow domain (a) (grey area). On a Cartesian grid the definition of the masking

function can be based, e.g., on the ‘material’ (‘solid’ or ‘fluid’) found at the cell center (b).

The masking function technique is a simple and fast way to indicate the location of an

object. Illustration of the masking function for a flow domain is given in Figure 2.2. A simple

approach to distinguish which grid cells are inside the solid domain and which are outside is
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the following: if the center of the grid cell is of type ‘solid’ or ‘fluid’, then that entire grid cell

is taken to be of that type. Figure 2.2(b) illustrates how, based on this rule, some cells become

internal (hatched) and others are outside the fluid part of the domain.

(a) (b)

(c)

Fig. 2.3 Strategies to define a masking function for a grid cell on a Cartesian grid. For convenience we

illustrate here 2D grid cells. We propose three ways to definefluid cells (hatched) and thus the fluid domain.

The ‘basic’ strategy (a) is the one where the property at the center of the cell defines that of the whole cell.

The two other strategies differ in the number of corner points that are inside the fluid domain. Thus we obtain

the so-called ‘inner’ strategy (b) when the cell is denoted to be ‘fluid’ if all its corners are inside the fluid

domain and the ‘outer’ strategy (c) when we call the cell ‘fluid’ if at least one of its corners belongs to the

fluid domain.

In three-dimensional domains we formulate the problem in a rectangular block of size

Lx×Ly×Lz that is large enough to contain the flow domain of interest. A uniform Cartesian

grid with mesh-spacingshx,y,z = Lx,y,z/Nx,y,z for the three coordinate directions is defined,

usingNx,y,z grid cells in each direction. In our basic method, if the center of a cell is solid

(fluid) then we take the whole cell to be solid (fluid) andH = 1 (H = 0) (Figure 2.3(a)). Next

to this basic method we can introduce two closely related methods based on the corner-nodes
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of a grid cell. We consider 3D cells and first determine the solid or fluid property for every

corner point of the cell. Then, in one strategy we denote a grid cell as fluid if all eight of its

nodes are fluid. This is illustrated for 2D cells in Figure 2.3(b) (fluid cell is hatched). Another

strategy assigns for the whole cell the value ‘fluid’ if at least one of its corners is in the

fluid part of the domain (Figure 2.3(c)). In the sequel, we will refer to these three strategies as

‘basic’, ‘inner’ and ‘outer’ respectively. The ‘inner’ strategy has the tendency to produce flow

domains that are slightly smaller than the ‘basic’ approachwhile the ‘outer’ strategy is likely

to yield slightly larger flow domains. In the next section we will validate these three masking

function strategies for Poiseuille flow in a straight cylindrical pipe, showing the sensitivity

of predictions to details of the geometry definition. The possible application of the ‘inner’

and ‘outer’ masking strategies was presented in [61], where‘inner’ and ‘outer’ solutions

were considered as numerically bounding the ‘basic’ solution and some of its important flow

characteristics.

The masking strategies define the masking function in the middle of the grid cell, i.e., in

Hp points of a staggered grid. GivenHp, we can extractHu, Hv andHw for the staggered grid.

We assign the value of the masking function at a cell face as the maximum of theHp values

of the neighboring grid cells. In Figure 2.4 we illustrate for 2D grid cells the mechanism of

extracting staggered masking values at the grid faces. Thus, Hu(i, j) = max(Hp(i, j),Hp(i +

1, j)) andHv(i, j −1) = max(Hp(i, j),Hp(i, j −1)).

To obtain a masking function according to one of the above strategies for a smoothly

curved cylindrical tube we use the smallest distance approach to specify for every point in

the computational domain its ‘type’, i.e., solid or fluid. Infact, we determine the minimum

distance to the centerline of the curved vessel and then check the condition whether this

distance is smaller or greater than the radius of the desiredcylindrical tube. We apply the

smallest distance approach to the centers of the cells in the‘basic’ strategy and to all eight

nodes of the 3D cell in the ‘inner’ and ‘outer’ strategies.

We consider the centerline of the tube in parametric form, as(x(s),y(s),z(s)) where 0≤
s≤ 1. For every point(X,Y,Z) in the computational domain we may determine whether or not

the minimal distance to the centerline is smaller than the radius of the desired cylindrical tube.

If so, then the point is in the fluid domain, otherwise it is in the solid domain. Specifically,

we consider the distance vector

d =
(

X−x(s),Y−y(s),Z−z(s)
)

(2.18)

and obtain the square of the Euclidean distance as the inner product

D ≡ d ·d = |d|2 (2.19)

For every(X,Y,Z), D is a function of the parameters only. We require the global minimum

of the functionD, which implies at least the first order condition
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Fig. 2.4 The process of defining masking function in the staggered locations (squares, triangles), based on

the values in the middle of the cell (circles). We choose the maximum value of twoHp values of neighboring

cells sharing a common face and assign this value to the staggered masking functionHu or Hv. This reflects

the choice that if a solid and a fluid cell come together in a face then the face is solid as well.

D′ = 2d ·d′ = 0 (2.20)

where the prime indicates differentiation with respect tos. This optimality condition specifies

that in the optima the distance vectord is perpendicular to the tangential vectord′ at the

centerline, which has an obvious geometric interpretation. The equation for an extremum is
(

X−x(s)
)

x′(s)+
(

Y−y(s)
)

y′(s)+
(

Z−z(s)
)

z′(s) = 0 (2.21)

which can be solved numerically to obtain local (and global)extrema for 0≤ s≤ 1. In the

sequel we consider planar curves as centerline. In that casey′ = 0 andx(s) = Lxsso that

−L2
xs+

(

Z−z(s)
)

z′(s) = −XLx (2.22)

As a particular case we takey(s) = Ly/2 and choose the centerline to be sinusoidal

z(s) = Lz/2+Csin(2π(s−1/4)) (2.23)

whereC is called the ‘curve-parameter’, for simplicity.
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In order to specify the ‘type’, i.e., solid or fluid, of a givenpoint (X,Y,Z) we need first to

determine the parameter-values at which the global minimum of (2.21) is attained. Numer-

ically, this can be implemented in two stages: first, we coarsely sample the square distance

function (2.19) in 2k steps to obtain a ‘candidate’ interval and second, we refine this interval

to obtain the global minimum using simple bisection. After some experimentation we found

that coarse sampling atk = 6 is suitable for mildly curved vessels. Once the optimals∗ is

determined for a given(X,Y,Z), we can compute the smallest distanced ats∗. If this smallest

distanced ≤ R then(X,Y,Z) is of type ‘fluid’, and it is of type ‘solid’ otherwise.

In this chapter we consider two basic geometries motivated by medical application: curved

vessels and model aneurysms. Three dimensional shapes are illustrated in Figure 2.5. The

curved vessel is a cylindrical tube, with a sinusoidal centerline (Figure 2.5(a)) with curve-

parameterC = 2 in (2.23). The model aneurysm (Figure 2.5(b)) is the ‘extension’ of this

curved vessel by merging it with a sphere, with radiusRsphere= 3Rvessel(Figure 2.5(b)).

(a) (b)

Fig. 2.5 Basic geometries in 3D. The curved vessel (a) is a cylindrical tube with a sinusoidal centerline, while

the model aneurysm is composed of a curved vessel and a sphereattached to it (b).

2.3 Validation of the IB method

In this section we analyze the capabilities of the IB method in capturing steady flow in non-

aligned geometries and show the results of computations fora number of basic geometrical

shapes such as a straight cylindrical vessel and smoothly curved cylindrical vessels. In the

first subsection we focus on Poiseuille flow in a straight vessel and provide an assessment of

the accuracy of the IB method. In this illustration and in allother flows the initial condition
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is taken as(u,v,w) = (1,0,0), presenting a strict test for the IB method as the velocity inthe

solid has to adapt fully to the no-slip condition. The total IB method is shown to have first

order convergence. Subsequently, we propose a qualitativeview of the flow inside curved

vessels, showing the flexibility of the IB approach in predicting flow in more complex flow

domains, and quantify the level of convergence by monitoring the pressure drop over the

vessel at a range of resolutions.

2.3.1 Flow in straight vessels

A fully developed, incompressible, laminar flow through a straight circular tube of constant

cross section is known as Poiseuille flow [4]. The exact analytical solution for this type of

flow can be written as(u,v,w) = (u,0,0), whereu(r) = 1− r2 in terms of the radial coordinate

r. This corresponds to a volumetric flow rateQ = π/2.

The IB method is validated by comparing the numerical results with the analytical solution

for cylindrical pipe flow. We consider flow atRe= 250 and assume that thex-domain is from

−L/2 to L/2 with center of the tube atx = 0, and likewise for they andz-domain ranging

from −3R/2 to 3R/2 with center aty = 0 andz= 0. Since we adopt a non-dimensional for-

mulation, the validation of the numerical method with reference to laminar Poiseuille flow

can be executed at any value ofReas long as the parabolic velocity profile is stable. Identical

results can be obtained when validation is done at lower Reynolds numbers. To test the ap-

plication of the method at physiologically relevant conditions, we setRe= 250; at this flow

condition a longer simulation time is required compared to,e.g.,Re= 1, to reach the final

steady state that we want to test against the analytical solution. This provides as additional

result a test of the time-stepping method under realistic conditions.

Numerically, we define the flow to have reached the steady state once the pressure drop

over the computational domain needed to maintain the desired flow rate has converged to

within 10−11 at Re= 1 and within 10−5 at Re= 250. This steady state was reached already

at t ≈ 2.5 for the lower Reynolds number while atRe= 250 the indicated steady state is

obtained only aftert ≈ 5. During the simulations we verified that the flow is independent of

the axial coordinate, as required by the analytical solution.

We investigate numerical velocity profiles for a number of grid resolutions. We use

4×N×N grid cells in thex, y andz directions respectively, whereN = 8,16, ...,256. As

was already mentioned in Subsection 2.2.3 we may create masking functions in three differ-

ent ways. In order to investigate the accuracy and robustness of the IB method we validate

each of these masking strategies. Figure 2.6 illustrates velocity profiles for all three mask-

ing strategies. The solid line denotes the analytical solution, all dashed lines are approaching

this solution from above or below, depending on whether the numerical representation of

the circular cross section is slightly smaller or slightly larger than the actual cross-section,
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respectively. Combination of the ‘inner’ and ‘outer’ masking strategies provides a practical

manner to arrive at lower and upper bounding solutions between which the analytical solu-

tion is contained. This was exploited and presented in [61].The visual convergence check

will next be quantified and the order of accuracy of the IB method inferred.
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Fig. 2.6 Velocity profiles for three different masking function strategies (‘basic’ (a), ‘inner’ (b) and ‘outer’

(c)). The total flow domain ranges from−3/2 ≤ y ≤ 3/2, −3/2 ≤ z≤ 3/2, of which the profile atz = 0

and |y| ≤ 1 is shown. Profiles are obtained at grid resolutions 4×N×N in (x,y,z) with N = 8,16, ...,256.

Solutions at increasing resolutions are identified by the sequence of dashed lines which converge to the solid

line representing the analytical solution for Poiseuille flow.

There are several ways to define the difference between analytical and numerical solu-

tions. For estimating the convergence of the velocities we compare numerical results with the

analytical solution directly in the grid points and computethe discreteL2-norm along a line at

z= 0 andx= 0, i.e., along a vertical line in the middle of the domain. Thedifference between

the analytical and a numerical solution appears as
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δu =

√

1
Ny

∑
j
(uNx/2, j ,Nz/2−Uex, j)2, (2.24)

whereuNx/2, j ,Nz/2 = u(Nx/2, j,Nz/2) andUex, j = (1− y j)
2 for grid points|y j | ≤ 1. We also

analyze the convergence of the pressure differences over the computational domain, by com-

puting the absolute value of the difference between the numerical and the analytical pressure

differences. The reduction of the error for velocity and pressure difference is presented in Fig-

ure 2.7 for all the masking strategies. Solid lines show slopes at−1 and−2 as reference. The

marked lines are for the three masking strategies. As we can observe, for all masking strate-

gies the numerical method converges to first order. This basically reflects the non-alignment

of the cylinder wall with the Cartesian grid, leading to inaccuracies in the solid-fluid interface

definition. It appears in this case that the ‘inner’ masking strategy is most accurately repre-

senting Poiseuille flow closely followed by the ‘basic’ strategy. For further computations we

will use the ‘basic’ masking function based on the pressure-points (Figure 2.3(a)), as this is

most straightforward.
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Fig. 2.7 Convergence of the numerical solution for streamwise velocity (a) and pressure difference (b) for

Poiseuille flow. The difference for the velocities is measured in terms of the discreteL2-norm δu, while for

the pressure difference we consider the absolute difference between analytical and numerical solutions. Solid

lines without markers denote slopes−1 and−2 respectively. The line marked with circles (◦) corresponds to

the ‘inner’ strategy, the line with stars (∗) is for the ‘basic’ strategy, the line with squares (�) is for the ‘outer’

strategy for generating the masking function.
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Fig. 2.8 Velocity vector fields atRe= 1 in middle cross-sections of sinusoidally curved cylindrical vessels at

increasing values of the curve-parameter in (2.23):C = 1 (a),C = 2 (b),C = 5 (c) andC = 10 (d). Simulations

employed a resolution of 64×16×32 for (a),(b) and 64×32×64 for (c),(d).
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Fig. 2.9 Profiles of the streamwise velocity componentu at Re= 1. Parameters as in Figure 2.8.

2.3.2 Flow in curved vessels

In the previous subsection we assessed the numerical methodfor a basic case of flow in a

straight cylindrical tube. The validation shows first orderconvergence for laminar Poiseuille

flow. In this subsection we show the flexibility of the IB method to capture flow in curved

vessels even at fairly modest resolutions. The steady velocity field that develops atRe= 1
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is shown in Figure 2.8 for curved vessels with curve-parametersC = 1, C = 2, C = 5 and

C = 10 in (2.23). Simulations show that the laminar flow closely follows the shape of the

vessel. Near the vessel wall we recognize the coarseness of the ‘staircase’ representation.

This effect is seen to be only very local and can be reduced by increasing the resolution.

The velocity profiles along the curved tubes depend on the actual shape of the vessel.

The profiles follow the contours of the vessel and at certain locations along the centerline

the local profiles differ considerably from the simple Poiseuille profile that was considered

earlier. This is shown in Figure 2.9. Already at relatively coarse grids the numerical solution

appears to capture the flow quite reliably.

The convergence of the IB method for curved vessels and modelaneurysms can be further

quantified. We consider the pressure difference over the flowdomain in thex-direction that is

required to maintain the imposed volumetric flow rate. In Figure 2.10 we display the devel-

opment of this pressure difference for two flows, i.e., atRe= 1 (Figure 2.10(a)) andRe= 100

(Figure 2.10(b)) for a curved vessel at curve-parameterC = 2. We observe a clear conver-

gence in the pressure evolution by comparing results obtained upon doubling the resolution

several times. AtRe= 1 andRe= 100 we quite closely recover first order convergence. In

fact, we consider the convergence ratioq = ((∆ p)2N − (∆ p)N)/((∆ p)4N − (∆ p)2N) for the

three finest grids with number of grid pointsN, 2N and 4N. At Re= 1 we find att = 0.1;

q = 2.2 and atRe= 100 andt = 5; q = 1.8. Both are quite close to the value of 2 that would

imply first order convergence. The flow at both Reynolds numbers approaches a steady state.
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Fig. 2.10 Convergence of the IB method for flow inside a curved cylindrical vessel, at curve-parameterC = 2

in terms of the evolution of the pressure difference over thestreamwise extent as a function of time. Simula-

tions are done atRe= 1 (a),Re= 100 (b) at several grid resolutions: 32×8×16 (dash), 64×16×32 (dot),

128× 32× 64 (dash-dot) and 256× 64× 128 (solid). With increasing resolution the numerically obtained

solution is seen to converge to a grid independent result.
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2.3.3 Flow in a model aneurysm

In this subsection we present the velocity vector field and pressure differences for the flow

inside the model aneurysm. The simulations are performed atReynolds numbersRe= 100

andRe= 250. The velocity field distributions inside the model aneurysm are presented in

Figure 2.11. Previously, we showed the flow in a curved vessel, which is laminar and steady

at both Reynolds numbers. The addition of an aneurysm cavityrenders the flow slightly

unsteady for an extended period atRe= 100. Some vortical flow structures are seen inside

the aneurysm. We observe quite similar flow patterns albeit with more pronounced vortices

inside the flow field atRe= 250.

0 2 4 6 8 10 12
0

2

4

6

8

10

12

x

z

(a)
0 2 4 6 8 10 12

0

2

4

6

8

10

12

x

z

(b)

Fig. 2.11 Snapshot of the developing flow inside a model aneurysm atRe= 100 (a) andRe= 250 (b).

The flow is visualized in a cross section through the geometry, by plotting the in-plane velocity vectors at a

characteristic time. Results are shown for grid resolution64×32×64.

In Figure 2.12 we consider the pressure drop required to maintain the flows atRe= 100

(Figure 2.12(a)) andRe= 250 (Figure 2.12(b)) through the model aneurysm. AtRe= 250 the

result appears to indicate first signs of sustained unsteadiness while the solutions atRe= 100

becomes steady after a long time. For this case only three refinements were included in view

of computational time. With increasing grid resolution thecomputed flow converges for both

flows, roughly expressing the first order convergence shown previously for Poiseuille flow.

The convergence rateq was also computed for both Reynolds numbers and it takes values

q = 1.86 atRe= 100 andq = 3.05 atRe= 250 att = 50.



30 2 Immersed boundary method for the computation of flow in vessels and cerebral aneurysms

5 10 15 20 25 30 35 40 45 50
0

0.01

0.02

0.03

0.04

0.05

0.06

0.07

0.08

0.09

0.1

t

∆
P

(a)
5 10 15 20 25 30 35 40 45 50

0

0.01

0.02

0.03

0.04

0.05

0.06

0.07

0.08

0.09

0.1

t

∆
P

(b)

Fig. 2.12 Convergence of the IB method for flow inside a model aneurysm in terms of the evolution of the

pressure difference over the streamwise extent as a function of time. Simulations are done atRe= 100 (a) and

Re= 250 (b) at several grid resolutions: 16×8×16 (dash), 32×16×32 (dash-dot) and 64×32×64 (solid).

2.4 Shear stress in curved vessel and model aneurysm

In this section we focus on the shear stress which develops inside the flow domain and at

the vessel walls as a result of the blood flow inside. We first illustrate the IB approach for

the shear stress associated with Poiseuille flow in a straight cylindrical pipe. This extends the

validation study shown in the previous section by establishing the accuracy with which also

the gradient of the velocity can be obtained numerically. Subsequently, we apply our method

to compute shear stress in a curved ‘sinusoidal’ vessel and in the model aneurysm.

2.4.1 Validation of the IB computed shear stress

The main challenge for any IB method is to capture the flow nearsolid-fluid interfaces. In this

region the highest velocity gradients may occur, leading tocorrespondingly highest levels of

numerical error. During the initiating stages of an aneurysm, local high pressure and shear

stresses may contribute to the growth, while in developed stages low shear stress levels may

contribute to degenerative changes [84, 9]. This makes the shear a quantity of relevance for

understanding the often slow growth of an aneurysm [13], as well as a key component in

mechanisms involved in sometimes much more rapid aneurysm development [21].

We define the shear stress in terms of the gradient of the velocity as follows. The rate-of-

strain tensorS is given by

S=
1
2
(∇u+ ∇uT) (2.25)
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The shear stressτ is a measure for the gradient of the velocity and we formulateit in terms

of the components ofSas follows:

τ ≡ 1
Re

√
2S: S (2.26)

The normal stresses are contained on the diagonal elements of the tensorSand the tangential

(shear) stresses are defined by the off-diagonal elements ofS [75]. As point of reference for

our numerical approach, we compute analytically the shear stress that results from (2.26) for

the classical cases of a channel flow and a pipe flow. We obtain from (2.26)

τ =
1
Re

∣

∣

∣

∣

∂u
∂y

∣

∣

∣

∣

(2.27)

for channel flow (in Cartesian coordinates) and for pipe flow in cylindrical coordinates [106].

In Section 2.3 we discussed laminar Poiseuille flow showing parabolic velocity profiles.

Here, we extend the validation to shear stress, and expect linear profiles forτ. Within the

velocity field(u,v,w) = (1− r2,0,0) we findS: S= 2r2 and hence obtain

τ =
2
Re

|r| (2.28)

We validate the shear stresses for steady flow atRe= 250 and compare numerical solutions

for the three masking strategies with the analytical resultin (2.28).

Profiles of the shear stress distribution inside the cylindrical tube are collected in Fig-

ure 2.13. The solid line is the analytical result for the cylindrical tube. With increasing grid

resolution the numerical solution is seen to converge to theanalytical shear stress. To assess

the order of convergence we computed the difference inL2 norm (see Figure 2.14). We ob-

serve that the convergence of the shear stress is similar to that of the velocity predictions. For

the ‘outer’ strategy the convergence appears somewhat slower than for the ‘inner’ and ‘basic’

methods. The resolution beyond which first order convergence is quite established appears to

be higher than was required for the velocity predictions (Figure 2.7(a)).

The first order convergence of the shear stress, i.e., the derivative of the velocity, on the

basis of a numerical solution for the velocity that itself converges to first order may appear

somewhat surprising. However, an argument why such first-order convergence for the deriva-

tive should arise can briefly be sketched as follows. We use a 1D setting for convenience and

denote the approximation of the exact solutionU in the pointx j by u j . Assuming first-order

convergence implies

u j = U(x j)+a jh+ ... (2.29)

wherea j denotes the coefficient for the first order error term andh denotes the grid spacing.

Using a simple discretizationδx for the first derivative, this implies
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Fig. 2.13 Shear stress profiles for Poiseuille flow in a cylindrical tube for ‘basic’ (a), ‘inner’ (b) and ‘outer’

(c) masking strategies. Numerical solutions (dashed lines) converge to the exact solution (solid line) with

increasing grid resolution. Shear stress profiles are obtained for a number of different grid resolutions 4×N×
N with N = 8,16, ...,256. Simulations are done for laminar flow atRe= 250.

δxu j ≡
1
h
(u j+1−u j) =

{1
h
(U(x j+1)−U(x j))

}

+(a j+1−a j)+ ...

=
{

U ′(x j)+O(h)
}

+(a j+1−a j)+ ... (2.30)

The term between brackets in (2.30) contains the exact derivativeU ′(x j) and a first order

correctionO(h) associated with the use of the simple finite differencingδx to approximate

the derivative. In addition, a terma j+1−a j appears from the error term in the approximation

of the solution. This term seems to imply ‘zero-order’, i.e., no convergence of the numerical

derivative. However, if the error term is differentiable, i.e., if we assumea j+1 = a j + a′jh+

... we obtain first-order convergence of the derivative, also ifthe accuracy with which the

solution itself is approximated is of first order. For the Poiseuille case, the (slow) first order
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Fig. 2.14 Convergence of shear stress for Poiseuille flow measured in terms of the discreteL2 normδτ . Solid

lines without markers denote slopes−1 and−2 respectively. The line marked with circles (◦) corresponds to

the ‘inner’ strategy, the line with stars (∗) is for the ‘basic’ strategy, the line with squares (�) is for the ‘outer’

strategy for generating the masking function.

convergence as illustrated in Figure 2.14 appears to underpin the differentiability of the error

term.

2.4.2 Analysis of the shear stress distribution inside curved vessel and
model aneurysm

In this subsection we consider shear stresses in a curved vessel and a model aneurysm. We

present the distribution of the shear stress first in two-dimensional cross sections of both

geometries and later focus on 1D shear stress profiles.

In Figure 2.15 the distribution of the shear stress is shown as a contour plot of a two-

dimensional cross section along the middle plane inside both geometries. We normalize the

shear stress field by its maximum value to emphasize the main patterns. High shear stress

values are represented as dark areas. We observe that insidethe aneurysm cavity a detached

jet forms, which impinges on the wall to create a region of locally intensified shear stress.

The shear stressτ is also quite large near ‘extremities’ of the curved cylindrical tube that is

connected to the sphere. At the higher Reynolds numberRe= 250 the results are qualitatively
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Fig. 2.15 Cross-sectional slices of the normalized shear-stress distribution inside a curved vessel (a) and a

model aneurysm (b). The shear stress atRe= 100 is shown. High shear stress values are found near the walls

of the vessel and near the rims of the attached spherical cavity (dark areas). The spatial resolution that was

adopted is 128×32×64 for the curved vessel (a) and 64×32×64 for the model aneurysm (b).

similar to the ones atRe= 100. In case of the spherical aneurysm we observe a significant

separated vortex which dominates the stress distribution on the cavity wall (Figure 2.15(b)).

To consider the accuracy with whichτ is predicted in more details, we perform a grid-

refinement study and present 1D shear stress profiles. In Figure 2.16 a characteristic stress

profile is presented as function ofz taken at(x,y) = (Lx/2,Ly/2) at various resolutions. We

plot the quantity(Reτ) in order to compare the convergence of the shear stress quiteinde-

pendently of flow conditions.

For each model geometry at both Reynolds numbersRe= 100 andRe= 250 we notice

better capturing of the shear stress profile with increasinggrid resolution. Due to the computa-

tional time the shear profiles for the model aneurysm are collected at lower resolution (along

x-axis) than for the curved vessel. Inside both geometries weobserve a complex spatial de-

pendence with peaks near the walls. The value(Reτ) stays approximately the same when

the Reynolds number changes in the steady flow regime. This means that with increasing

Reynolds number, the shear stressτ decreases, as was also seen for Poiseuille flow in (2.28).

We also notice that in the curved vessel the maximum value of the shear stress is about twice

as high compared to the model aneurysm. This suggests that having an aneurysm leads to a

decrease in the local shear stresses inside the vessel; relocating local maxima partially into

the aneurysm body. This was also observed by [84] who reported average wall-shear stress

levels about a factor of two lower in the aneurysm than in the nearby vessel region. Although

convergence is not complete with our current method, at the resolutions studied, we obtain a

reliable impression ofτ throughout the domain. Further refinement of the grid was notprac-

tical at the adopted Reynolds numbers with the current single CPU implementation of the
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Fig. 2.16 Shear stress profiles in a curved vessel (a,b) and a model aneurysm (c,d). AtRe= 100 (a,c) and

Re= 250 (b,d) we show the shear stress profile at different grid resolutions: curved vessel grid resolutions:

32×8×16 (dot), 64×16×32 (dash) and 128×32×64 (solid), model aneurysm grid resolutions: 16×8×16

(dot), 32×16×32 (dash) and 64×32×64 (solid). For the curved vessel (model aneurysm) we use as domain

[Lx,Ly,Lz] = [12,4,8]([12,8,13]).

simulation software. In order to simulate long enough untilsatisfactorily reaching the steady

state atRe= 250, we face computing times on the order of 100 hours on a modern CPU for a

single geometry. Since we employ explicit time-stepping, an increase in resolution by a factor

of 2 in each direction, would increase the computing time by afactor of about 16, making

the endeavor unfeasible. Current efforts are in the direction of parallel implementation of the

flow solver. Linking to existing literature, we can further underpin the reliability of the pre-

dictions. The work reported by [89] showed that IB methods are capable of capturing shear

stresses throughout the domain with an accuracy that is comparable to that of conventional

body-fitted finite-volume discretization. This puts the results in Figure 2.16 into perspective.

We expect first order convergence to be maintained also in case of smoothly curved ves-
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sels and the model aneurysms, although a strict underpinning with numerical results was not

provided in view of the limitations in the spatial resolution that could be employed.

2.5 Concluding remarks

In this chapter we presented a basic immersed boundary (IB) method and its application to

the simulation of blood flow in models for cerebral aneurysms. We first described the med-

ical condition and possible ways of diagnostics and treatment of aneurysms. This motivates

ways in which mathematical modeling might be applied for surgical support. We introduced

a computational model, based on the incompressible Navier-Stokes equations, in which an

additional forcing term determines the complex geometry. The masking function assigns to

every grid cell the property ‘fluid’ or ‘solid’. Based on the property in the center of a cell, or

associated with the corner points, we arrive at three slightly different strategies, called ‘basic’,

‘inner’ and ‘outer’, to define complex-shaped fluid domains.On a 3D Cartesian grid, for any

non-aligned geometry we obtain a staircase representationof the fluid-solid boundaries.

The IB method as developed here offers the potential of a moredirect computational chain

from the raw, somewhat coarse biomedical imagery of cerebral vasculature to a CFD analysis

of the flow and shear stresses. In conventional body-fitted methods a time-consuming process

of segmentation, smoothing and grid generation has to be incorporated in order to prepare the

rough data for such a computational analysis. The IB approach could be less user-intensive

and offer the opportunity to develop an automated analysis of the hemodynamics in diseased

areas.

A detailed validation analysis of the IB method was providedfor Poiseuille flow in a tube

with a circular cross section, showing first order global convergence of the numerical solution

as well as of its gradients. In particular, we showed the influence of the masking function

strategies on the level of accuracy of the numerical flow solution. Based on the validation

analysis we choose the ‘basic’ masking strategy for furthersimulations.

We applied our method to different geometries, motivated bymedical conditions. We in-

cluded a curved vessels and a model aneurysm. The curved vessel is a cylindrical tube with

a sinusoidal centerline, while the model aneurysm is simplified to a sphere merged with the

curved vessel. For these geometries we computed velocity fields to understand the behavior

of the flow. For different Reynolds numbers we presented a grid refinement study for some

flow characteristics and showed convergence of the method.

We also presented shear stresses, as these are often associated with possible rupture of

aneurysms. The shear stress distribution in curved vesselsand model aneurysms was dis-

cussed on different levels: general, 2D cross-section and 1D profiles to quantify the results.

We observed the locations of higher shear stresses near the walls as well as near the region

where the neck of the aneurysm is connected to the vessel. We noticed that the presence of
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an aneurysm causes the shear stress levels to be reduced, compared to the situation without

spherical cavity. This is in line with findings reported by [84], who reported a reduction by

a factor of two in the average shear stress in the aneurysm, compared to the flow in the con-

necting vessels. Moreover, we noticed that the peak values of the shear stress are relocated

into the aneurysm cavity.

Now, that we established the basic method and its performance, the next step toward a

realistic application of computational modeling for flow inaneurysms is to consider actual

patient-specific geometries. How to reconstruct the vasculature of patients from medical data

and predict flow in complex domains is the topic of the next chapter.





Chapter 3

Flow in cerebral aneurysms derived from 3D
rotational angiography

Abstract

In this chapter we present an immersed boundary (IB) method for the simulation of steady

blood flow inside a realistic cerebral aneurysm. We reconstruct a segment of the cere-

brovascular system that contains an aneurysm, using medical images obtained with three-

dimensional rotational angiography (3DRA). The main focusis on evaluating the sensitivity

of flow predictions to the various steps of the vascular reconstruction process. Starting from

the raw medical data, we analyze the fluid-mechanical consequences of the steps needed to

generate the IB masking function for our simulations. We illustrate the IB method by applying

it to a realistic aneurysm and investigate the role of (i) numerical resolution of the geome-

try, (ii) the selection of the specific vascular segment usedin the simulations, and (iii) the

influence of the smoothness of the periodic vessel extensionto complete the computational

model. Due to an unavoidable degree of uncertainty in the medical images, the geometry of

the vessels and the aneurysm can be reconstructed only approximately. We also incorporate

these slight uncertainties in the masking function by introducing inner and outer ‘bounding’

geometries and analyze the sensitivity of the flow predictions to these variations in the mask-

ing function. The numerical solutions computed in the innerand outer bounding geometries

provide practical upper and lower bounds for basic flow properties thus quantifying the relia-

bility of the numerical solution, subject to uncertaintiesin the geometry of the flow domain.

3.1 Introduction

In the diagnostics and treatment of cerebral aneurysms medical imagery plays an important

role [57]. Surgeons and neuroradiologists currently make decisions about possible treatment

of an aneurysm relying in their judgement on size, shape and location of the aneurysm alone.

With computational modeling we propose to support the medical decision process by predict-

39
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ing the numerical flow inside cerebral aneurysms. Numericalmethods, which are commonly

used for simulation of blood flow in cerebral aneurysms, are mainly based on complex body-

fitted meshing for a detailed representation of the geometryof cerebral vessels and aneurysms

[17]. However, generating such meshes is a complicated process, during which additional ar-

tificial elements arise, e.g., smoothing and simplificationof the original image to obtain a

‘workable’ shape of the vessel [24]. We present an alternative method for reproducing com-

plex geometries – an Immersed Boundary (IB) method, which allows direct transformation

of the gray scale voxels from the medical imagery into the geometry of the local vascula-

ture. In the IB approach this complex shape is placed on a Cartesian computational grid. In

this chapter we illustrate step by step the reconstruction of the aneurysm geometry from the

medical imaging data, obtained using 3D Rotational Angiography (3DRA) and assess the

sensitivity of the flow predictions to these steps. We compute steady flow through a realistic

cerebral vessel structure under physiologically realistic conditions. The sensitivity analysis

will include grid refinement, selection of the particular segment of the vessel structure that is

used in the flow analysis and effects of smoothness of the connecting vessel in the definition

of a periodic simulation model.

There are several different medical imaging techniques to visualize human cardiovascular

and cerebrovascular systems. Depending on the location in the human body and physical

sizes of the organs and structures which are being investigated, one or the other imaging

procedure is chosen. We focus on cerebral aneurysms, which are commonly located in the

Circle of Willis – a central formation in the blood supply to the brain. Complex structure and

tiny sizes of these brain aneurysms require detailed scanning possibilities in order to detect

even the smallest changes in the geometries. For cerebral aneurysms the most commonly used

techniques are 3D computed tomographic angiography (CTA),rotational digital subtraction

angiography (DSA) and three-dimensional rotational angiography (3DRA). The voxel size

varies from one imaging technique to another. Typically reported values are of the order

0.16mm−0.535mm[8, 17, 24, 72, 74, 84, 86]. In addition uncertainty is increased because

of slight movement of the patient and external noise influencing the recording of the images.

A comparison study between CTA and DSA techniques is presented in [72], where DSA

is found to be more accurate than CTA for reproducing the shape of a comparably large

aneurysm and its relationship to the parent artery. In [95] it is shown that detection of much

smaller aneurysms (even with a diameter less than 3mm) is best performed on the basis of

3DRA. From a statistical point of view, in the clinical comparison study described in [96]

78% of the smaller aneurysms were missed using DSA compared to scans employing 3DRA.

Another study reported in [11] shows the benefits of 2D DSA over 3DRA in terms of the

capability to evaluate the dome-to-neck ratio of intracranial aneurysms, which is an important

factor influencing current decisions about endovascular treatment. This hints at a degree of

complementarity in the clinical use of DSA and 3DRA. Recently, the differences between

CTA and 3DRA techniques were analyzed by comparing CFD computed flow and wall shear
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stresses in selected aneurysm geometries reconstructed from each of these techniques [26].

It appeared that the general flow patterns and complexity of the flow were captured with

comparable reliability, however the geometry reconstructed from 3DRA data contained more

vessels of smaller diameter, which could not be detected with CTA.

In this chapter we describe the process of reconstruction ofthe aneurysm geometry from

raw medical data obtained using 3DRA. We first consider segmentation and simplification

processes and then discuss additional steps turning the geometry into the masking function

required by the IB method that we adopt for the simulation of the blood flow. The numerical

method that we employ in this chapter for illustration of theoverall approach operates for

convenience on periodic computational domains. The initial aneurysm data should be pre-

processed such that a mapping onto the periodic setting is achieved. This requires a few

steps. In particular, a segment of the local vessel geometryshould be selected, by cutting it

from the original data. Subsequently, the selected segmentneeds to be extended to fit the

periodic boundary conditions, by including a smooth connecting tube between outflow and

inflow. The aneurysm region of interest should be placed properly separated from the periodic

boundaries [12, 17], thereby leading to an accurate model for the flow, without the need to

introduce further approximations through actual inflow andoutflow conditions [17, 24]. The

only external information that is required is the volumetric flow-rate, which can be determined

clinically on the basis of transcranial Doppler measurements [78], thus closing the definition

of the computational model. The total geometry might be furthermore rotated in order to

possibly reduce the numerical effort in case the rotated geometry fits in a smaller domain

than the non-rotated original. Rotation could also be beneficial by enhancing the general

alignment of the geometry with the underlying Cartesian grid, possibly leading to improved

accuracy. In this chapter we will concentrate on two geometry definition ‘tools’: cutting and

connecting. We will investigate the effects of applying these tools on the prediction of the

total flow, much in the same vein as the comparative CFD study in [26].

Under physiological flow conditions we quantify the size of the original vasculature

around the aneurysm that needs to be retained in the computational domain in order to find

reliable predictions in the vicinity of the bulge. We focus on three geometries: two ‘long’

geometries (with the recorded vessel cut quite far away fromthe aneurysm bulge) with dif-

ferent connecting vessels to obtain a periodic flow model, i.e., a smooth connector between

outflow and inflow, based on cubic spline interpolation and a straight connector, and a ‘short’

geometry (with recorded vessels cut considerably closer tothe aneurysm bulge) supplied

with a smooth connector. In this case study the aneurysm bulge has a length of about 2-3

vessel radii. The ‘short’ geometry retains in total a segment of the vasculature of about 6

radii, while the ‘long’ geometries contain about 10.5 radiiof the real vessel shape around the

aneurysm. We observe no significant differences in the flow inand near the aneurysm bulge

when comparing these geometries. In fact, comparing the flowin the ‘long’ geometry with

smooth connector to the flow in the ‘long’ geometry with straight connector, shows relative
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differences inL2-norm of less than 10−5. Smooth and straight connectors influence the result-

ing flow only to some extent (relative differences about 1%) in the actual connecting parts,

but this effect is found to remain well localized and separated from the bulge area itself. Flow

in the short geometry corresponds to that in the long geometry in the aneurysm bulge up to

10−4 relative deviation inL2 norm and differs only in the connector parts of the vessel. In

total, a comparison of these three cases hints at the need to retain a length of the original vas-

culature of about 3-5 times the length of the aneurysm bulge to obtain flow predictions near

the aneurysm that are virtually independent from ‘manufactured’ details of the flow domain

further up- and downstream. This degree of insensitivity togeometry preparation is beneficial

for enhancing the reliability of flow predictions.

The capability to simulate the main flow structures in a realistic aneurysm can also be

applied to understand the effect of coiling of patients froma fluid-mechanical point of view.

The aim of the coiling procedure is to change the pattern of the flow such that the stream of

blood is (largely) prevented from entering the weakened area of the vessel. This is approached

by filling the bulge of the aneurysm with a slender coil. More recently, this goal is also

pursued using flow diverting stents [90]. Since coiling is anoperation with some risk to

the patient one would like to predict the minimal amount of coiling that would be needed

to achieve the required qualitative change in the flow. We illustrate the changes in the flow

pattern inside and near a realistic aneurysm bulge that arise when partially filling it with a coil

and observe the disappearance of the separated vortical flowpattern with increasing fraction

of coiled volume in the bulge.

From medical images the geometry of brain vessels and aneurysms can be reconstructed

only with a certain accuracy [72, 95]. We may define a ‘basic’ geometry on the basis of

the segmented raw data. For this basic geometry we compute flow and forces. It is essen-

tial to know how reliable these predictions actually are. Inorder to quantify uncertainties

in the predictions due to uncertainties in the precise vessel volume we propose to apply the

method of practical bounding solutions [61]. Next to the basic geometry we consider also

slightly smaller and slightly larger geometries in the sense of general cross-sectional area,

and establish the sensitivity of a range of flow properties tothese uncertainties in the problem

definition. It appears that flow properties such as velocity profiles, pressure drops over parts

of the vessel structure and shear stresses, as computed in ‘inner’ and ’outer’ bounding ge-

ometries are also bounding the corresponding properties obtained in the basic geometry from

below and above. This is helpful to quantify the sensitivityto small changes in the geometry.

The organization of this chapter is as follows. In Section 3.2 we present the numerical

model for the simulation of blood flow inside cerebral vessels and describe the process of

constructing the masking function from the raw medical data. We also introduce cutting and

connecting as elementary operations to define the masking function. In Section 3.3 we define

the reference aneurysm geometry and discuss properties of the blood flow, by comparing

results at different spatial resolutions. Sensitivity of flow predictions to elementary operations
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on the masking function is presented in Section 3.4. The method of bounding geometries

and the corresponding quantification of the numerical results to uncertainties in the precise

geometry definition are described in Section 3.5. Concluding remarks are in Section 3.6.

3.2 Computational model for blood flow in cerebral aneurysms

In this section we present the computational model for simulating blood flow inside cerebral

aneurysms. We first introduce an immersed boundary method torepresent complex vessels

and aneurysm geometries. Then, in Subsection 3.2.2, we describe the process of the recon-

struction of a realistic aneurysm geometry from raw medicaldata obtained using 3D rota-

tional angiography. Subsequently, in Subsection 3.2.3 we introduce additional procedures

that can be used for the construction of the masking functionas used in the IB method.

3.2.1 Navier-Stokes equations and immersed boundary method

There is a number of different approaches to model flow of blood in the human brain. A

comprehensive overview is given in [76]. One such approach is to represent blood as an

incompressible Newtonian fluid with a constant viscosity [14]. We consider vessels of the

Circle of Willis with diameters of 2−4 mm[39], while the typical size of the structures in

blood is 6− 17 µm. In fact, blood cells are mainly red blood cells and white blood cells,

whose diameters are found to be 6−8 µm and 12−17 µm respectively [88, 105]. Based on

the differences in scale of about 3 orders of magnitude, we approximate blood in cerebral

vessels as a Newtonian fluid. Comparative studies were presented in [15, 24, 28, 38], where

non-Newtonian corrections were found to be not the major limitation for the overall accuracy

of the computational model.

The incompressible Navier-Stokes equations, completed with a no-slip boundary condi-

tion on the vessel walls are given by:

∂u
∂ t

+u ·∇u = −∇P+
1
Re

∇2u+ f (3.1)

∇ ·u = 0 (3.2)

whereu is the velocity of the fluid in the domainΩ f and it is understood thatu = 0 on the

vessel walls at∂Ω f which are taken as rigid in this study (extensions to slightly moving

vessel walls were investigated in [69]). In addition,P is the pressure andRe= UrLr/νr is

the Reynolds number, in terms of a reference velocityUr , a reference length scaleLr and

the kinematic viscosityνr . We take as length scale the sizeR of the vessel connecting to an

aneurysm cavity. The reference velocity is taken asUr = Qr/Ar in terms of the volumetric
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flow-rateQr and the cross-sectional area of the non-diseased part of thevesselAr close to the

aneurysm bulge.

The velocity inside the tissue regions and at the wall shouldvanish in view of the adopted

no-slip condition and the rigidity of the interface. The forcing termf in the volume penaliza-

tion IB method represents this impenetrability of the solid[62] and is given by

f = −1
ε

H(x)u(x,t) (3.3)

The control parameterε = 10−10 as proposed in [54] andH(x) is the so-called ‘masking

function’: if x belongs to a fluid partΩ f the masking functionH(x) = 0 and it is 1 otherwise.

Correspondingly, around a fluid location the Navier-Stokessystem is employed. The forcing

inside the solid domain dominates all other fluxes in the Navier-Stokes equations in case the

velocity would be large compared toε. As a result, inclusion of the forcing term renders

the velocity negligible in the solid part of the domain if we chooseε sufficiently small. In

the region near the vessel walls the velocity field is forced to negligible values within a very

thin strip of the solid-fluid interface. The vessel wall itself is represented by a ‘staircase’

geometry. In fact, a grid cell is allowed to be either ‘solid’or ‘fluid’. Refinements involving

smooth reconstruction of the vessel walls are not incorporated in this study, primarily because

the raw medical imagery does not allow a robust, more sharplylocalized geometry definition

without a strong element of potential ‘user-influence’. Thespatial localization of the fluid-

solid interface, after segmentation, is hence given by the mesh-size of the Cartesian grid that

is adopted.

The Navier-Stokes equations are treated with a finite-volume discretization that preserves

the skew-symmetry of the nonlinear convective fluxes and thepositive-definite dissipative na-

ture of the viscous fluxes [100]. A second order accurate method for the fluxes is employed,

implemented on a staggered grid. The contribution of the forcing termf is integrated implic-

itly in time, which overcomes stability problems that wouldarise with explicit methods as

ε ≪ 1. The total computational domain is endowed with periodic boundary conditions.

There are many ways of generating a masking function. For some model geometries the

masking function can be specified analytically as a combination of simpler geometrical fig-

ures, as was shown in the previous chapter, where flow in a cylindrical tube, curved vessel

and curved vessel with a spherical cavity on it were discussed. In case of realistic aneurysm

geometries the masking function is extracted from the medical images, obtained during di-

agnostic procedures. We create a computational domain which contains the scanned volume.

For every grid cell (voxel) we determine whether it belongs to the brain tissue (solid) or to the

blood vessel (fluid). Applying this to all locations in the Cartesian grid, we can characterize

a point as ‘solid’ or ‘fluid’. This can be done, e.g., for the center of the cell as well as for

its 8 corners. To define the value of the masking function in that particular cell, we translate

the information contained in these 1+8 numbers into a singledecision about fluid (value ‘0’)

or solid (value ‘1’). In this way, 9 slightly different masking functions can be created. For
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example, we can call the cell ‘solid’ already if only one or two of its corner points are solid.

This will ‘favor’ the decision for ‘solid’ over ‘fluid’ in theresulting definition of the masking

function. Another example could be that a cell gets the value‘1’ only if all 8 of its corner

points are solid. In that case there will be fewer solid cellsand more fluid cells. Thus, the

amount of solid corner points between 1 and 8 leads to 8 possible geometries. The 9th option

is based on the center of the cell, when we define the masking function of the whole cell by its

value in the center. We will refer to the latter as the basic geometry, while the 8 other geome-

tries we call bounding geometries, as they actually bound the volume of the basic geometry

from the ‘inside’ or the ‘outside’. All in all, these 9 possibilities will differ only slightly in the

resulting masking function - the solid-fluid interface willbe defined within one grid cell vari-

ation, i.e., ideally an uncertainty of one voxel. The main question is how sensitive predictions

are to these small differences.

3.2.2 Segmentation of 3D rotational angiography data

3DRA is a modern imaging technique, which allows to visualize vessel structures in the

human brain [17, 95]. This method of imaging is a cone-beam computed tomography imag-

ing modality present on Philips rotational angiography systems (Integris BN 3000 Neuro;

Philips Medical Systems, Best, the Netherlands). During diagnostics or while coiling a brain

aneurysm, the position of the catheter is often guided by X-rays, mounted, e.g., on a C-arm

system. In 3DRA the C-arm is rotated around the patient whileiodinated contrast agent is

being injected. This technique allows to obtain acquisitions over 180 degrees. The projection

images are then transformed back to a 3D volume using a cone-beam algorithm based on a

modified filtered back projection [104]. The average number of images per investigation of

a patient is about 100, with a frame rate of 12.5 frames per second during a total acquisition

time around 8 seconds [95].

The vessel geometry that is used to illustrate the simulation methodology in this chapter

is from a 3DRA scan of the Circle of Willis in a patient suffering from a brain aneurysm

(St. Elisabeth hospital, Tilburg, The Netherlands). A sample of the raw data is shown in

Figure 3.1, displaying cross-sections through the recorded volume, with vessel structures

highlighted in white. The 3D volume data is first segmented toobtain the vessel geometry

and it is simplified later to allow flow simulations. We discuss the main steps next.

Gray scale images of every 2D slice of the scanned volume represent areas of contrast fluid

and soft tissue in the brain. Every pixel has a gray shade and contains intensity information

- a value in the range between 0 (black) and 1 (white). Depending on the input parameters

for the scanning procedure and expectations of the output, one can visually recognize vessels

with contrast fluid and different types of soft tissue aroundthem. For cerebral aneurysms the

main interest is in those pixels which are ‘colored’ by contrast-fluid values, as they represent
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(a) (b) (c)

Fig. 3.1 Cross sections through raw medical data obtained from 3DRA,provided by W.J. van Rooij and

M. Sluzewski (St. Elizabeth Hospital, Tilburg, The Netherlands). The chosen geometry is shown in cuts in

three mutually perpendicular planes in (a), (b) and (c). Thelighter colored regions correspond to fluid filled

vessels while the darker regions identify the ‘solid’ impenetrable domains. The real size of these images is

3.10528cmon the side of each square. The scan resolution is 256 points per direction leading to a uniform

voxel size of 0.1213mm.

the blood flow and hence the shape of the vessel. For the 3D reconstruction of the vessel

geometry the decision for every voxel, whether it has contrast fluid or represents tissue, has

to be made. For this purpose a thresholding procedure is adopted, in which a threshold value

defines the ‘border’ intensity for tissue and hence also for the contrast fluid. A value 0.7 was

used as a threshold value, which implies that all voxels withan intensity value less than 0.7

will be interpreted as tissue (black) and otherwise the voxel will become fluid (white). In this

way we obtain a binary set of data which represents the shape of blood vessels.

The output thresholded image may contain ‘holes’ arising from projection errors of pos-

sibly recorded noise, or limited spatial resolution. For reconstructing the vessel shapes this

would mean that inside the blood vessel non-realistic areasof tissue would appear or inversely

small non connected parts of blood vessels would erroneously appear located in the tissue.

These problems can be solved by simplifying the geometry, following standard techniques in

digital image processing [30].

In Figure 3.2 we illustrate all reconstruction steps for thevessel system. The initial gray

scale image is introduced in Figure 3.2(a). After thresholding it changes into black and white

(Figure 3.2(b)), with some ‘holes’ (or extra noise) inside the vessel. Then, by filling the holes

we arrive at Figure 3.2(c), which is already a binary image with an exact vessel geometry.

For simulation of the flow inside cerebral aneurysms we restrict ourselves to the main vessel

containing the aneurysm, and do not include the small branchvessels. Corrections due to

inclusion of secondary side branches were recently considered by [77]. Allowing the single

inflow/single outflow approximation, the geometry is further simplified. We erode the im-

age (Figure 3.2(d)) and label all the connected objects [33](Figure 3.2(e)). We keep only the

largest object from Figure 2(e), which corresponds to the main vessel structure (Figure 3.2(f))

and apply dilation for reconstructing the original shape ofthe main vessel structure (Fig-
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(a) (b)

(c) (d) (e)

(f) (g)

Fig. 3.2 Two-dimensional schematic illustration of vessel definition from raw data: initial image (a), after

thresholding (b), with filled holes (c), eroded image (d) from which small side branches are deleted, labeling

of the connected regions (e), selection of the largest object (f), dilated final image (g) containing the main

vessel and the selected aneurysm bulge, free of side branches.

ure 3.2(g)). In morphological image-processing ‘erosion’and ‘dilation’ are two more or less

complementary operations. While erosion of the image removes features which are smaller

than a chosen reference scale (referred to as the ‘structuring element’ [30]) from the image,

dilation of the image allows to ‘expand’ the volume again returning to the original size, but

without adding small-scale details. More details and mathematical description of the steps in

this reconstruction process can be found in [30]. The application of this series of steps leads

to the complete geometry as shown in Figure 3.3(a). This shows the complex vessel structure

with the main cerebral vessel, which contains an aneurysm, and several small branch vessels

up- and downstream of the aneurysm. Removal of the side branches and reconstruction of the

main vasculature leads to Figure 3.3(b), which forms the starting point for further systematic

numerical analysis.

The choice of the threshold value introduces some uncertainty in defining the exact ge-

ometry [10]. Moreover, the choice of parameters during the simplification process [30] also

introduces some potential ‘user-related’ variability in the geometry definition. In this chapter
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(a)

1cm

(b)

Fig. 3.3 The segmented geometry (a) and the simplified geometry without side branches (b). The physi-

cal length scale is shown to give a rough indication of the actual size of the chosen vascular segment. The

aneurysm bulge is about 1 cm in length, while the vessel diameters are varying approximately from 3 to 5

mm.
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we do not look into the differences in geometry generated during segmentation and sim-

plification processes. Instead we consider bounding geometries, which illustrate the whole

range of possible slightly larger and smaller geometries within an uncertainty of the order of

a voxel grid cell in the computational model. In this way we will analyze the effect of the

reconstructed geometry on the computed flow. This approach can readily be extended to also

address effects from segmentation and simplification - however, this is beyond the scope of

the present chapter.

3.2.3 Elementary operations on the masking function

After the segmentation and simplification processes the geometry obtained is presented in

Figure 3.3(b). This geometry can be used to finalize the definition of the masking function.

Important remaining steps are (a) the selection of the appropriate segment for which the fluid-

mechanical analysis will be conducted and (b) the incorporation of this flow problem in the

periodic setting. In order to optimize the definition of the masking function we require the

ability to respectively perform ‘cutting’ and ‘periodic re-connection’ of the masking function.

We address these basic operations next.

(a) (b)

Fig. 3.4 Masking function of the realistic aneurysm geometry: the first option is shown in (a), cut farthest

from the aneurysm bulge and the second option is in (b), cut closer to the aneurysm.

Cutting. We start from the geometry, illustrated in Figure 3.3(b) andas first basic opera-

tion introduce ‘cutting’. This is done simply by cutting thevessel in a plane at constantx. We

make sure that only the connecting vessel is affected and notthe main bulge. In Figure 3.4(a)

we cut the vessels from both sides of the aneurysm bulge. In order to define the reference

geometry we cut away as far as possible from the bulge, all theway to the bifurcation of the

vessels downstream of the aneurysm (Figure 3.4(a)) consistent with the single inflow, single
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outflow restriction that was selected. This choice of location at which to cut the geometry is

quite arbitrary - hence, to assess the influence of the selection of the particular segment of the

vessel on the flow predictions we will also cut the geometry more tightly, i.e., from both sides

closer to the aneurysm. The second cut geometry is plotted inFigure 3.4(b). We will refer to

these geometries later as the ‘long’ and the ‘short’ geometry respectively.

A
C

D
B

E

F
A’

x

L

x(A) x(B) x(A’)

Fig. 3.5 Schematic illustration of the periodic extension of a cylindrical tube segment AB to period L. The

original tube section AB is shown with solid lines, the smooth connector that is added is shown dashed. On

each cross section a number of nodes is added at the location of the vessel wall - the nodes in each cross

section are labeled clockwise. To define numerical directional derivatives the cross-sections nearest A and B

are indicated as well, C and D respectively. To create a periodic extension consistent with period L, the cross-

section A is translated over L to form A’ and a spline (linear or cubic) is drawn between ‘corresponding’

points on B and A’, where ‘corresponding’ refers to the same label of a node in clockwise direction in a

cross-section. One corresponding point is marked by an asterisk on every cross-section. Sample intermediate

cross-sections are indicated by E and F.

Connecting.After cutting, the geometry needs to be prepared for the periodic flow model.

We periodically ‘connect’ the ends of the cut geometry by adding a section of continuous

connecting vessel. A schematic illustration for a cylindrical tube is given in Figure 3.5. We

start from the recorded cut vessel endsA andB and consider cross-sectional contours in theyz

plane. On every contour representing the vessel we introduce a large number of ordered nodes

M, typically several hundred. These nodes are placed on the contour separated by a small

angleα = 360/M in degrees. We call nodes at the same angle ‘corresponding’ nodes. The

geometry is translated over one streamwise period of lengthL, such that the inflow contourA

is translated intoA′. The challenge is to generate ‘intermediate’ connecting cross sections of

a numerical vessel that links the outflowB to the translated inflowA′. For this we adopt two

options, i.e., linear or cubic spline interpolation between each pair of corresponding nodes.
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Interpolation based on a cubic spline requires the nodes on the outflowB and translated

inflow cross-sectionsA′, the length of the connecting partx(A′)−x(B) and the tangent vectors

at the outflow/inflow nodes, specifying the orientation of the cut vessel ends in 3D space.

Typically we add a piece of interpolated vessel of the same length as was taken away during

the cutting operation. In the numerical setting it implies that if k grid cells in x-direction

were cut away during the cutting step, then exactlyk newly generated slices (yzplanes) will

be added to the cut geometry. In this way we keep the initial physical sizes of the 3D brain

segment of the same size.

The cubic Hermite polynomials is defined as

s(ξ ) = (2ξ 3−3ξ 2+1)s0+(ξ 3−2ξ 2+ ξ )m0+(−2ξ 3+3ξ 2)s1 +(ξ 3− ξ 2)m1

whereξ ∈ [0,1], s0 is the start point atξ = 0 ands1 its corresponding end point atξ = 1, m0

andm1 are start and end tangents respectively. We consider two adjacent slices from each end

of the original vesselC andD to define the required tangents in each of the inflow/outflow

nodes. Specifically, to compute tangent vectorsmj = [mx j,my j,mz j] at all pointsj on contour

A, we define

mx j = (x(C) j −x(A) j)/(x(C) j −x(A) j) = 1 (3.4)

my j = (y(C) j −y(A) j)/(x(C) j −x(A) j) (3.5)

mz j = (z(C) j −z(A) j)/(x(C) j −x(A) j) (3.6)

This is the basis for the interpolation. We determine the cubic Hermite polynomial associated

with every set of corresponding points on the contoursB andA and generatek interpolated

points in between. In this way we obtain new contours containing M points, which allow to

connect outflowB with the translated inflowA′. In Figure 3.5 in the interpolated part of the

tube between outflowB and translated inflowA′ we also illustrate intermediate interpolated

contoursE andF . For linear interpolation we operate only with points on contoursB andA′

and connect corresponding points on them by a straight line,which leads to a straight tube as

connector.

Applying the connecting operation to the aneurysm geometrywe obtain a continuously

differentiable tube in case of cubic spline interpolation and a straight continuous tube for

linear interpolation. In Figure 3.6 we show an example of theinterpolated connector between

the outflow and the translated inflow for a particular pair of corresponding points on theB, A′

contours for cubic spline interpolation (Figure 3.6(a)) and linear interpolation (Figure 3.6(b)).

The 3D masking functions for both cases are presented in Figure 3.7. We illustrate two long

geometries with different connectors and a short geometry with smooth connector.

In Section 3.4 we will analyze the effect of the discussed ‘tools’ of cutting and connecting

by simulating steady flow in the obtained geometries and analyzing flow properties. In the
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Fig. 3.6 Example of interpolated vessel between ends of the cut cerebral vessel. For cubic spline interpolation

(a) vectorsm0 andm1 indicate the direction of the tangent and hence the local orientation of the vessel in space.

In (b) we show linear interpolation between the two end points. Nodes with markers indicate original nodes

on the first, second, last but one and last slices of cut-vessel (two from each side).

next Section we first turn attention to the actual flow that develops in the selected reference

geometry at realistic flow conditions.

3.3 Flow in a realistic aneurysm

In this section we present numerical results for the flow inside the realistic aneurysm geom-

etry that was introduced in Subsection 3.2.2. We set up the reference case for our numerical

simulations and discuss the physiological conditions thatcharacterize the flow, in Subsec-

tion 3.3.1. Afterwards we perform simulations for a steady flow and present the numerical

solution (velocity and pressure) and its derivatives (in terms of the shear stress) in Subsec-

tion 3.3.2. Subsequently, we consider the general convergence of the predictions in terms of

the pressure drop, velocity and shear stress in Subsection 3.3.4.

3.3.1 Motivation and definition of the reference case

As reference case we choose the long geometry (Figure 3.4(a)). The ends of this segment

are connected by a cubic spline interpolation. The 3D masking function of the reference

geometry is shown in Figure 3.7(a). Before simulations can be done to understand the flow in

the aneurysm bulge, some further preparations are requiredto identify the relevant range of
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(a)

(b)

(c)

(d)

Fig. 3.7 Masking functions for connected geometries. The selected geometry is plotted in red, while the con-

nectors are shown in black. Reference geometry (long with a smooth connector) is presented in (a), the long

geometry with linear connector is in (b), the short geometrywith a smooth connector is in (c). A schematic

indicator of the different ‘original’ (gray) and ‘interpolated’ (white) segments is plotted in (d), where light

grey shows the borders of the short geometry and dark grey represents thex-range of the original part in the

long geometry. We will use this indicator in the sequel, which allows to interpret the simulation results more

easily.
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physiological conditions for blood flow inside the aneurysm. Subsequently, we will visualize

the solution in a number of qualitative ways to appreciate the complexity of the flow structures

that develop.

In order to specify the computational model we need to choosereference scales for length

and velocity, and specify the kinematic viscosity. These quantities allow to compute the

Reynolds numberRe, which is the only parameter that is required for the dimensionless for-

mulation. From literature one may find a range of values characteristic of these reference

scales, which implies some degree of freedom in setting the precise values that are physio-

logically relevant. We motivate our choices next to providea point of reference.

The raw data of the 3DRA scan of the aneurysm consists of a gridof 2563 voxels. The

voxel width is 0.1213 mm. This implies that the total physical length of the domain is

3.10528cm. As reference length we take a characteristic scale representative of the aver-

age radius of the cerebral vessel in this part of the Circle ofWillis. We extractR∗ = 1.94mm

from the 3DRA data. This value is quite similar to [24] who adopt 2.5 mm, and also consis-

tent with [39], who suggests a scale of 2.1±0.4 mm. Hence, in the non-dimensional setting

we work in a domain of total ‘length’ of 31.0528/1.94≈ 16. The computational domain,

enclosing the aneurysm geometry is in fact a rectangular block of size 16×8×16 in the non-

dimensional formulation. This size of the total computational domain is sufficient to enclose

the vessel geometry after segmentation and simplification -in thez direction a factor of two

could be saved because of the particular orientation of the initially provided geometry.

Next to the length-scale, also the viscosity and the velocity scales need to be set. From

literature we infer that the mass densityρ∗ is in the range 1025≤ ρ∗ ≤ 1125kg/m3, while

the dynamic viscosity of blood is reported to be 3·10−3 ≤ µ∗ ≤ 4 ·10−3 Pa s. Specifically,

choosing typical values for the mass density of bloodρ∗ = 1060kg/m3 and the dynamic

viscosity of bloodµ∗ = 3.2 · 10−3 Pa s implies a kinematic viscosityν∗ = µ∗/ρ∗ = 3.01·
10−6 m2/s. Finally, the reference flow-rate as proposed by [34] and [67] is 245±65ml/min,

showing an uncertainty of about 25%. This range of values wasobtained on the basis of either

3D MR angiograms or Doppler measurements. The corresponding range for the velocity

scale can be extracted from this asU∗ = Q∗/(π(R∗)2) = 0.345±0.09m/s. This is consistent

with the range 0.34±0.087m/s as obtained by [78] on the basis of Doppler measurements.

Combining these numbers yields a typical Reynolds number range of 175. Re. 300. For

convenience, we adoptRe= 250 in the sequel, which, in terms of the chosen reference length-

scale and kinematic viscosity, corresponds to a velocity scale ofU∗
r = 0.388m/s, well within

the quoted range found in literature. We will simulate steady blood flow atRe= 250. This

requires simulating an initial condition long enough untila steady state is approximated with

high accuracy. We simulate until the time at which the total pressure drop across the domain,

needed to maintain the imposed flow rate shows a relative variation of less than 10−3. This

was found to be adequate for predicting the steady conditions properly - we also considered
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as stopping criterion a 10 times lower tolerance and observed only negligible differences in

the solution.

3.3.2 Qualitative impression of flow and forces inside the aneurysm

In order to visualize the flow and forces that develop in the aneurysm geometry, a number

of options is available. We will start by choosing a more qualitative set of methods, i.e.,

three-dimensional and two-dimensional views of the velocity and shear stress. Here, we show

results obtained at a resolution of 128×64×128. A quantitative approach, showing the effect

of grid refinement will follow in the next subsection.

Numerically computed velocity streamlines for a steady flowatRe= 250 are presented in

Figure 3.8(a). By properly selecting the initial conditionfor the streamline at the inflow on the

left-hand side of the domain, we can achieve both streamlines that pass through the section

with the aneurysm, without actually entering the aneurysm bulge, as well as streamlines that

display the rather complex vortical pattern that appears within the aneurysm. The geometry

is colored with the value of the local pressure. A smooth transition from a higher pressure on

the left to a lower pressure on the right can be observed, driving the imposed volumetric flow

rate inside the geometry.

To get an alternative impression of the velocity field, in Figure 3.8(b) we present the veloc-

ity vector field in a few cross-sections along the aneurysm geometry. The cross-sections are

taken inyzplanes. The flow in more or less cylindrical tube sections of the local vessel system

shows similarity to a parabolic profile, reminiscent of Hagen-Poiseuille flow. We notice that

near the aneurysm bulge the dominant flow still follows what used to be the non-diseased

tract. However, also near the ‘neck’ and within the aneurysmthere is considerable dynamics,

showing regions of forward and backward flow, as illustratedin the velocity vectors. In the

middle cross-section atx= 0 this is nicely illustrated with flow entering as well as exiting the

aneurysm in a complex vortical sweep; the flow comes back fromthe aneurysm after having

circulated in it. The flow structure inside the aneurysm alsoleads to higher residence time of

red blood cells, and correspondingly a reduced quality of circulation that might even induce

the formation of small cloths. The flow structure in the aneurysm bulge is also correlated with

regions of lower levels of wall-shear stress, as the flow-intensity in the aneurysm is rather low

leading to gradual degeneration of endothelial cells [21].

A closer impression of the flow inside the aneurysm can be obtained by considering con-

tour plots of velocity components. In Figure 3.9 we show a particular contour of the stream-

wise velocity component atx = 0, which is through the actual aneurysm, i.e., a section

through the middle in Figure 3.8(b). We show a cross-sectionin the yz-plane at a number

of spatial resolutions. The grid refinement shows a clear qualitative convergence toward the

grid-independent solution. The resolution 32×16×32 is insufficient to capture the full com-
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(a)

(b)

Fig. 3.8 Three characteristic velocity streamlines (a) inside the aneurysm geometry. The geometry is colored

with the pressure field which shows a smooth transition from ahigh pressure (red) to a low pressure (blue).

In (b) we show the velocity vector field in a few cross-sections. The cross-sections are at severalx locations

in yzplanes, largely perpendicular to the flow direction. Grid resolution is 128×64×128.

plexity of the flow. However, the main features are already captured properly at a resolution

of 64×32×64, while high accuracy results can only be expected by further increase of the

resolution. We notice both dark and light colors in this contour plot, corresponding to pos-

itive and negative streamwise velocities. These show a region of recirculating flow in the

aneurysm, next to the main through-flow represented by the dark region in the lower left

corner of each contour plot. We also investigated the dependence of the flow prediction on

spatial resolution at other streamwise locations and foundsimilar qualitative convergence. A

more precise assessment of the level of convergence is considered momentarily.



3.3 Flow in a realistic aneurysm 57

y

z

5 4.5 4 3.5 3 2.5 2 1.5 1
5

5.5

6

6.5

7

7.5

8

8.5

9

9.5

(a) y

z

5 4.5 4 3.5 3 2.5 2 1.5 1
5

5.5

6

6.5

7

7.5

8

8.5

9

9.5

(b)

y

z

5 4.5 4 3.5 3 2.5 2 1.5 1
5

5.5

6

6.5

7

7.5

8

8.5

9

9.5

(c) y

z

5 4.5 4 3.5 3 2.5 2 1.5 1
5

5.5

6

6.5

7

7.5

8

8.5

9

9.5

(d)

Fig. 3.9 Contour plot of the streamwiseu-velocity in ayz cross-section in the middle of the geometry at

x = 0. Dark regions correspond to high positive velocities, while the lightest contours are related to regions

of negative velocity; we adopt the same color-coding for allfigures. The flow structures show a vortex inside

the aneurysm. We present the velocity contours in the same plane for different grid resolutions: 32×16×32

(a), 64×32×64 (b), 128×64×128 (c) and 256×128×256 (d).

Regions of relatively high and relatively low shear stress are considered important markers

for the risk of aneurysm growth. These can be obtained from the simulations as well, by post-

processing the velocity field. The shear stressτ is defined in non-dimensional form as

τ =
1
Re

√

2Si j Si j (3.7)

whereSi j = (∂iu j + ∂ jui)/2 denotes the rate of strain tensor. A global impression of the wall

shear stress distribution is given in Figure 3.10. Regions of high shear stress are concentrated

near relatively sharp bends in the vessel and near the ‘neck’of the aneurysm, where the bulge

connects to the previously unaffected vessel. Inside the aneurysm the shear stress is rather
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Fig. 3.10 Distribution of the wall shear stress, computed atRe= 250 at a grid resolution 128×64×128.

low, consistent with the rather low velocities that are observed inside the aneurysm bulge.

Such a region of low (wall) shear stress is reported to be connected to aneurysm growth,

associated with a slow degeneration of endothelial cells atthe vessel walls. Further research

in this direction is highly needed to clarify the precise mechanisms and to quantify possible

growth-paths of the aneurysm.

A more precise impression of the shear stress distribution can be obtained in terms of

contour plots. In Figure 3.11 we show the steady state shear stress distribution in ayz-plane

through the middle of the aneurysm atx = 0. We observe a qualitative convergence of the

shear stress; the degree of convergence seems to be slightlyless compared to the velocity

field as shown in Figure 3.9. For the shear stress we need to approximate the derivative of the

velocity, which is more demanding on the spatial resolution, especially close to the aneurysm

wall. The aneurysm region shows one focal point of somewhat higher shear stress near the

right boundary, while elsewhere in the bulge the level of theshear stress is seen to be rather

low. In addition, quite high shear stress levels are observed in the lower left corner of each

contour plot, corresponding to the main flow through what remains of the original vessel

structure prior to the development of the aneurysm.

3.3.3 Flow in partially filled cerebral aneurysms

With the IB method it is possible to generate various modifiedgeometries in a relatively

fast way, starting from the reference geometry. This allowsto investigate consequences for

the flow structure due to changes in the local vessel shape. Next to flow predictions in the

initially reconstructed vascular geometry we can also simulate flow in ‘nearby’ geometries
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Fig. 3.11 Contour plot of shear stressτ in a yz cross-section in the middle of the geometryx = 0. Dark

regions correspond to high levels of shear stress, while thelightest contours are related to low shear regions.

We present the distribution of stress contours in the same plane for different grid resolutions: 32×16×32

(a), 64×32×64 (b), 128×64×128 (c) and 256×128×256.

representing aneurysms that are ‘virtually filled’ with a slender coil. Such simulations can

help to understand how much coil is necessary to qualitatively change the flow structure in

the affected region, aimed at reducing the flow into the aneurysm bulge to make the situation

less risky. To illustrate the approach, we generated three virtual geometries which correspond

to partially or fully filled aneurysms. In these geometries we compute the blood flow and

observe changes in the vortical flow patterns when increasing the amount of coil in the bulge.

In Figure 3.12 we illustrate four masking functions which show possible stages during

a coiling procedure. We start with the reference geometry inFigure 3.12(a) and ‘coil’ the

aneurysm bulge in two steps (Figure 3.12(b,c)). The fully filled aneurysm is shown in Fig-

ure 3.12(d). Analyzing flow patterns we plot the velocity contours in the middle cross-section



60 3 Steady flow predictions in reconstructed cerebral aneurysm

(a) (b)

(c) (d)

Fig. 3.12 Masking functions for partially filled aneurysms. Startingfrom the reference geometry (a) we can

virtually fill the aneurysm with a coil and obtain the reducedshapes in (b) and (c). The fully coiled aneurysm

is shown in (d).

of the aneurysm, similarly to the location chosen in Figure 3.9. We observe qualitative differ-

ences in the flow patterns when comparing the reference case and the slightly coiled geome-

try (Figure 3.13(a,b)) with the further coiled and the fullycoiled aneurysm (Figure 3.13(c,d)).

These simulations show the disappearance of the large vortical structure seen in the first two

geometries - the backward flow is almost completely removed provided the amount of coil

is adequate, as seen in the last two geometries. These differences in flow pattern can be rel-

evant for decisions about the (minimal) amount of coil needed to achieve the required flow

deflection.

In order to quantify more precisely the level of convergence, in the next subsection we

consider the actual local solution obtained at increased spatial resolutions. For this purpose,

we concentrate on the reference geometry alone as this is characteristic also for partially filled

aneurysms.
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Fig. 3.13 Contour plot of the streamwise velocity in ayzcross-section in the middle of the geometry in par-

tially filled aneurysms. Dark regions correspond to high positive velocities, while the lightest (white) contours

are related to regions of negative velocity; we adopt the same color-coding for all figures. The flow structures

show a large vortex in the reference geometry of the aneurysm(a) and in the slightly coiled aneurysm (b),

while with increasing coiled volume the vortical pattern reduces considerably (c) and disappears in the fully

coiled case (d) approximately restoring the original non-diseased geometry. We present the velocity contours

in the same plane at grid resolution 64×32×64.

3.3.4 Reliability of IB predictions: a grid refinement study

First order convergence of the volume-penalization IB method was established on the basis of

laminar Poiseuille flow in a straight cylindrical tube in [61]. This confirms results obtained for

the plane channel flow in case the no-slip condition is imposed within a grid cell of the solid

wall [58]. The method was also tested for smoothly curved vessels with a constant circular

cross-section in the previous chapter.
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In this subsection we concentrate on a more quantitative analysis of the reliability of the

numerical flow prediction. We consider the convergence of the driving pressure drop as well

as profiles of velocity and shear stress at different grid resolutions: 256×128×256, 128×
64×128, 64×32×64 and 32×16×32.
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Fig. 3.14 Convergence of the pressure drop across the whole flow domain, computed at different grid resolu-

tions: 32×16×32 (dot), 64×32×64 (dash-dot), 128×64×128 (dash) and 256×128×256 (solid).

In order to maintain a constant mass flow rate through the aneurysm, a pressure drop∆P

needs to be supplied. In Figure 3.14 we show the evolution of the forcing pressure drop

at different spatial resolutions. The initial solution from which each simulation starts uses

u = 1 andv = w = p = 0. Hence, we deliberately set the streamwise velocity equalto unity

everywhere, i.e., also inside the solid part of the domain. This presents a strict test for the

robustness of the method, in which the solution has to adapt and reduce completely to zero

within the solid and a realistic flow in the fluid part needs to build up. There is considerable

difference between the solution at different spatial resolutions in the initial stage due to the

strong acceleration of the flow to rectify the non-physical aspects of the initial condition. As

the flow settles into the steady state we notice a convergencein time of the pressure drop

levels. Since the non-dimensional size of the domain is 16 and the velocity is maximally

around 0.7, a typical flow-through time, i.e., the time needed to pass from one side of the

domain to the other, can be expected to be in the range of 20 or more. To reach a fully steady

state, a simulation covering several flow-through times is needed. In Figure 3.14 we notice

close agreement for∆P at different spatial resolutions already after about half aflow-through

time.
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Fig. 3.15 Streamwise velocity (a) and shear stress (b) profiles as a function ofz, in the middle of the domain

at x = 0 andy = 4. The profiles were computed att = 14 using different grid resolutions: 32×16×32 (dot),

64×32×64 (dash-dot), 128×64×128 (dash) and 256×128×256 (solid).

To further assess the reliability of the solution we turn to profiles of velocity and shear

stress in a characteristic region in Figure 3.15. This provides a more quantitative measure for

the convergence of the numerical solution. We observe that at the coarsest resolution of 32×
16×32 we cannot capture more than the main flow pattern of recirculating flow. In fact, there

are only 6 grid cells per vessel cross-section at this resolution. For grid resolution 64×32×64

already 13 cells are fluid and further increasing of the grid resolution gives 25 and about 50

points per cross-section of the vessel. These latter three values correspond to resolutions used

in [58] at which asymptotic first-order convergence was observed for Poiseuille flow. Thus,

increasing the resolution allows a much closer correspondence between the different velocity

predictions. This is also seen in the profiles for the shear stress. The general agreement is

quite close, as long as we do not include the coarsest resolution. Convergence of the sharp

stress peak near the lower wall in this particular profile is seen to be most challenging to

our IB method. We also investigated convergence by considering profiles in a various other

locations and observed similarly close agreement of the numerical solution. This establishes

that a first quantitatively acceptable solution can be obtained using a grid of 64×32× 64,

while higher accuracy requires further refinement.

In the next section we will discuss how sensitive the numerical results are to the different

choices regarding the selection of the vessel segment for the flow simulation (’cutting’) and

the extension to a periodic flow model (’connecting’).
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3.4 Sensitivity of flow predictions to elementary operations on masking
function

We described the process of constructing a basic model for the simulation of flow in the

reference aneurysm geometry, starting from the simplified data presented in Figure 3.3(b).

The chosen reference geometry was illustrated in Figure 3.7(a). In this section we analyze the

effect of cutting and connecting for this geometry by considering the sensitivity of predictions

in the alternative geometries in Figure 3.7(b) and (c) relative to the reference geometry in

Figure 3.7(a). In a few questions we can describe the sensitivity analysis as follows. What

would be the influence on the flow predictions if we cut the initial geometry at a different

location? How important is the smoothness of the connector needed to obtain a periodic

flow model? Answers to these questions are obtained by computing the flow explicitly and

comparing the results for velocity profiles and pressure difference.

We simulate steady flow atRe= 250. Based on the convergence analysis in Subsec-

tion 3.3.4 for the reference geometry, we consider only one grid resolution 128× 64× 128

for the sensitivity analysis. We first present the results for the pressure difference to obtain

a general impression about the global convergence. Subsequently, we will illustrate velocity

profiles and assess the relative differences between flow computed in the reference geometry

and the flow computed in the other geometries.

In Figure 3.16(a) the pressure difference as a function of time is plotted. For flow com-

puted in the ‘short’ geometry, the pressure difference is lowest, as it is easier to flow through

it relative to the long geometries in view of the straightness of the connector. Comparing

the two long geometries we observe that the type of connectoris shown to be quite irrel-

evant. Further, in Figure 3.16(b) we analyze the averaged pressure per cross-section along

the aneurysm geometries at timet = 20. We plot the domain such that the center part of the

geometry containing the aneurysm bulge is located aroundx = 0. The aneurysm indicator is

included at the bottom of the figure to show the parts of the original geometry and the inter-

polated connector(s) in every case. In the part of the geometry containing the aneurysm all

simulations give virtually identical results, with some deviations near the regions where the

original geometry is connected to a numerically interpolated segment. Further, we observe

the very small differences when comparing different types of connectors for the long geom-

etry. At physiologically relevant flow conditions it appears that manipulating the geometry

by cutting at different locations and connection in different ways, has small effects which in

addition remain spatially well localized.

To evaluate consequences of the differences in the definition of the flow domain on the

flow profiles we show the streamwise velocity component at several locations along thex

axis for all geometries (Figure 3.17). At everyx location we choose they coordinate such

that the velocity profile as function of the vertical coordinatez is taken through the ‘middle’

of the cross-section. One dimensional profiles of the velocity components can be obtained
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Fig. 3.16 Pressure difference across the aneurysm geometries (a) is shown as a function of time for the refer-

ence geometry (solid), long geometry with linear connector(dash) and short geometry with smooth connector

(dash-dot). The general level of the pressure difference for the short geometry is lower, corresponding to an

easier flow through the smooth, rather straight connector, compared to flow through the curved original vessel

segment. The pressureP averaged overy and z is shown as function ofx in (b) at t = 20. Included is the

schematic indicator introduced in Figure 3.7 to view original vessel tract (gray) and connector vessel (white)

for the long (dark gray) and short (light gray) geometries. Simulations are atRe= 250 for grid resolution

128×64×128.

along this particularxy locus. The aneurysm indicator is included as well, allowingto better

interpret differences and similarities. We observe close correspondence in the middle part of

the computational domain, which contains the aneurysm bulge. For the long geometries the

differences in the connector, ‘downstream’ of the bulge, also induce small differences in the

velocity profile ‘upstream’ of the bulge, in view of the periodic boundary conditions. The

connector of the short geometry is located slightly higher than the connectors for the long

geometries, which is clearly seen from the velocity profiles. Comparing the velocity in the

short geometry with that in the longer ones, we observe virtually identical velocity profiles

in almost the entire part of the computational domain that isshared among these geometries,

consisting of the original vasculature. Near the edges of the retained segment of the vessel,

i.e, near the two cut locationsx ≈ −5 andx ≈ 1 we observe that differences in the velocity

disappear or build-up, respectively, over about one non-dimensional unit downstream of that

location.

Differences and similarities in the streamwise velocity solutions can be observed more

closely by ‘zooming’. In Figure 3.18 profiles are presented at 16 locations. Numbers in the

top right corner of every sub-plot show thex coordinate at which the profile was taken. We

appear to have only one profile atx = −2,−1,0, which means that all profiles are virtually

identical. Atx = −3,1 the differences are visible but still small, while at otherx values the

profiles differ more, as they are computed in physically different geometries. The ‘reliable’
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Fig. 3.17 Streamwise velocity profiles at several locations along theaneurysm geometry, shown as function of

zand taken at ay location indicating the middle of the vessel at the chosenx location for all three geometries:

reference geometry (Figure 3.7(a); solid), long geometry with linear connector (Figure 3.7(b); dash) and short

original geometry (Figure 3.7(c); dot). Simulations are atRe= 250 for grid resolution 128×64×128.

segment[−3,1] corresponds to the overlapping ‘original’ segment of the vessel among the

three geometries, minus a part of about unit length near the inflow of this section with the

bulge, as mentioned also above.

Finally, we analyze the sensitivity in a quantitative way bycomputing the relative dif-

ferenceδ between streamwise velocity profiles in theL2 norm, normalized by the maximal

streamwise velocity in the entire domain. The results for this relative deviation computed at

the same 16 locations at which velocity profiles were presented, are shown in Figure 3.19.

In the middle of the computational domain the differences inflow predictions obtained in

the reference and the alternative geometries are very small, while outside the original part

of the vessel somewhat higher levels of deviation are present. Turning to the comparison for

the short cut geometry, we notice maximal deviations on the order of 20 % in regions where

the quite different connectors are concerned, which rapidly reaches levels as low as 10−4 in

the relevant bulge region. The comparison of the long cut geometries is more favorable. The

maximal deviations reach about 10 % toward the end of the domain. These deviations reduce

to about 2 % in the segment upstream of the most striking bulgeformation and reduce to

levels as low as 10−5 in the actual bulge.
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Fig. 3.18 Streamwise velocity profiles at 16(x,y) locations along the aneurysm geometries for the reference

(solid), the long geometry with linear connector (dash) andthe short geometry (dash-dot). The number in the

top right corner of every figure corresponds to thex location at which the profile was taken. Simulations are

at Re= 250 for grid resolution 128×64×128.

3.5 Sensitivity of flow predictions in bounding geometries

In this section we discuss bounding geometries, which are used to quantify the sensitivity of

predictions for key flow properties to the quality of medicalimagery and spatial resolution,

particularly the cross-sectional sizes. We first describe the construction of bounding masking

functions at different grid resolutions. These are maskingfunctions that correspond to slightly

larger or slightly smaller fluid domains, thereby mimickingthe uncertainty in the precise do-

main definition due to the available accuracy in the raw medical imagery stemming from the

voxel size and/or slight motions of the tissue-vessel interface during recording. Subsequently,

we will use these bounding geometries to assess the reliability of the numerical solution by
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Fig. 3.19 The relative differences between streamwise velocity profiles comparing the reference geometry

with the long geometry with linear connector (solid◦) and the reference geometry with the short geometry

(solid �).

showing velocity profiles and the pressure difference across the geometry. Throughout, we

illustrate our findings with simulations of flow in the reference geometry.

3.5.1 Grid coarsening and bounding geometries

In Subsection 3.2.1 a brief introduction into bounding geometries was given. Here we will

discuss in some detail how the masking function associated with bounding geometries can be

extracted, while coarsening the grid.

Analyzing the convergence of the IB method (Subsection 3.3.4) we computed flow at

different grid resolutions and considered only basic geometries. In this subsection we will

also consider bounding geometries, which can be generated on every level of grid coarsening.

Thus, from 256×128×256 we generate bounding geometries on 128×64×128, 64×32×
64 and 32×16×32. From these geometries we not only extract convergence but also practical

bounding properties for pressure drop, velocities and stresses.

When coarsening the grid by a factor of 2 in every direction, the grid cells of the coarser

grid contain 8 grid cells from the finer resolution. This implies also that the center of the

coarser grid cell is at the intersection of corner points of 8finer grid cells which allows some

freedom in the way in which the masking function should be coarsened. The ‘basic’ strategy
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assigns to the whole cell a value to the masking function which is determined by the property

‘solid’ or ‘fluid’ in the center of the grid cell. However, when coarsening the grid the value of

the masking function in the center of the coarsened cell is not uniquely defined. We choose

to obtain it from the average value taken from the 8 neighboring cells of the finer grid that

are contained in one cell of the coarser grid. We compute the average value of the masking

function and obtain a value between 0 and 1. Then we apply a simple rule: if the average

value is equal to or more than a threshold value of 0.5 we call the coarser cell solid and give

it the value ‘1’, otherwise the cell is fluid and the corresponding coarsened masking function

is set to ‘0’ at the location. In this way we generate the so-called coarsened ‘basic’ geometry.

Repeating this construction for each coarsening by a factorof two, yields a set of coarsened

masking functions associated with the basic geometry.

We can readily extend this ‘basic’ construction and define masking functions for slightly

larger or slightly smaller geometries, We may apply the ‘basic’ coarsening rule also to the

8 corner points of a cell in the coarsened grid. These corner points are also at the center of

8 fine-grid cells and we may determine the average masking function and find whether the

average is equal to or more than 0.5. Having defined for each coarse grid cell the value of the

masking function in its 8 corner points we may apply the method sketched in Subsection 3.2.1

and arrive at eight bounding geometries.

We may assess the influence of redefining the masking functionin terms of the number

of fluid cells for every geometry. This is collected in Table 3.1. Bounding geometries are

numbered #1-#8 corresponding to the number of solid corner points needed to define the grid

cell ‘solid’, which is the criterion for bounding strategies as discussed in Subsection 3.2.1.

In particular, #1 contains the largest number of solid cellsand #8 the largest number of fluid

cells. We find that the basic geometry contains more fluid cells than geometries #1-#4 and

less than geometries #5-#8.

Grid resolution #1 #2 #3 #4 basic #5 #6 #7 #8

128×64×128 42134 44277 46828 49052 50844 52068 54533 57346 60058

64×32×64 4060 4513 5050 5564 6052 6317 6915 7646 8343

32×16×32 262 331 428 523 670 709 861 1038 1232

Table 3.1 Number of fluid grid cells in the generated geometries at a resolution of 128×64×128, 64×32×
64 and 32×16×32 with, respectively, 1048576, 131072 and 16384 grid cells. We include 8 bounding and 1

basic geometry at three grid resolutions where #i denotes the masking function obtained with the rule that a

grid cell is solid in casei of its corner points are solid.

Bounding geometries were already presented in [61], where numerical solutions in a cylin-

drical tube were compared to the analytical Poiseuille profile. In that case only three geome-

tries were considered: ‘basic’, ‘inner’ (#2) and ‘outer’ (#6). The basic solution was found to
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be bounded by the parabolic profiles obtained from the ‘inner’ and ’outer’ geometries at all

grid resolutions. With increasing grid resolution all profiles converge to the exact solution.

For the realistic aneurysm geometry we are interested in thebounding solutions, as they

give a quantification of the sensitivity of predictions, based on uncertainties in the initial

geometry. By using bounding geometries we may assess a rangeof numerical predictions

instead of only one. We present the numerical solutions in the next subsection.

3.5.2 Numerical bounding solutions

To illustrate bounding geometries we compute the flow atRe= 250 in all 9 geometries at

grid resolutions 128×64×128 and 64×32×64. We look into a streamwise velocity profile

in the middle of the aneurysm to obtain a local measure of sensitivity and also include the

evolution of the pressure differences for every geometry toconsider a global characteristic.

In Figure 3.20 the solution for the basic geometry is plottedas a solid line, while the 8 other

solutions corresponding to bounding geometries are shown dashed and dash-dotted according

to whether we consider a slightly smaller (‘inner’) or slightly larger (‘outer’) volume for the

flow domain, respectively. We observe that the pressure difference of the basic solution is

bounded by the other solutions from above and below. At both grid resolutions, the pressure

drop of the outer solutions (dash-dot), obtained by bounding the volume of the flow domain

from above, are shown to be closer to each other than the innersolutions (dash), obtained by

bounding the volume of the flow domain from below. The pressure drop for the inner solutions

shows more sensitivity to geometry variation than for the outer solutions, which might be

related to the relatively small number of grid points per vessel opening (6−10 for the coarser

resolution in Figure 3.20(a) and 12−20 in Figure 3.20(c)). If the variation in the bounding

geometry relative to the basic geometry is too large then theusefulness of the bounding

solutions is rather limited. Hence, for coarse grids only geometries that are sufficiently close

to the basic geometry should be included in a sensitivity analysis. The velocity profiles show

a similar behavior: for the 128× 64× 128 grid in Figure 3.20(d) the ‘bounding band’ is

relatively narrow, closely following the basic solution, while for the 64×32×64 grid some

of the inner solutions are at marginal spatial resolution, leading to physically wrong solutions.

For very small (inner) geometries, the sensitivity to the choice of masking function is high

if only a few grid cells are available to cover each velocity profile. Grey bands of bounding

solutions for the pressure difference show the most narrow bounding, associated with strategy

#4 and #5 in Table 3.1. For the velocity profiles the variationin the numerical solution due to

variations in the flow domain also indicate the degree of sensitivity. However, for the velocity

there is no uniform ‘lower’ or ‘upper’ profile that would bound everywhere the basic solution;

in some parts of the domain the velocity based on a certain perturbed masking function may
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be slightly larger than that obtained with the basic maskingfunction, while it is slightly lower

elsewhere to maintain the same overall flow rate.
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Fig. 3.20 Pressure difference (a,c) and streamwise velocity profilesin the middle of the aneurysm (b,d), com-

puted at grid resolutions 128×64×128 (c,d) and 64×32×64 (a,b) in basic (solid) and bounding geometries

for inner geometries approximating the volume of the fluid domain from below (dash) and outer geometries

approximating the volume of the fluid domain from above (dash-dot). Two grey bands in (a) and (c) show the

variability in the pressure difference associated with minimal variation in the bounding fluid domain.

The bounding solutions can be used for another practical purpose, i.e., we may predict

reliable bounds on flow properties at much reduced computational time. While coarsening

the grid resolution, every coarser domain contains 8 times fewer grid cells. For our numerical

method this implies that flow will be computed about 16 times faster, taking into account an

increase in the time-step with which the solution is computed. Thus, instead of simulating

the flow in the basic geometry at higher grid resolution, we can work with two bounding ge-
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ometries at a lower grid resolution. We analyze this approach for ‘couples’ of grid resolution

256× 128× 256 and 128× 64× 128, which will be 8 times faster taking into account that

we would like to compute two bounding solutions. Another ‘couple’ of grid resolutions is

256×128×256 and 64×32×64, which would imply a reduction of computational time by

a factor of 128.

In Figure 3.21 we illustrate the pressure difference computed for the basic geometry at

grid resolution 256× 128× 256 (solid) bounded by inner and outer solutions for strategies

#4 and #5 (see Table 3.1) computed at resolution 128×64×128 (dash lines; dark gray band)

and at resolution 64×32×64 (dash-dot lines; light grey band). In Figure 3.21(a) we observe

no bounding up to time≈ t = 3−4, caused by the initial conditions (u = 1 andv = w = 0)

which does not correspond to the physical flow and needs some time to adapt. Aftert = 4

we illustrate the bounding solutions in more detail in Figure 3.21(b). Coarsening the grid

by a factor of 2 in each direction allows to compute the band ofpossible solutions with a

relative variability of 10−12%, when coarsening by factor 4 in each direction the variability

increases to about 30%. Depending on the required level of accuracy, one can choose one of

the following options: expensive computations for the basic solution at high resolution, faster

computation of a tight bounding band with relative variability 10− 12% at 24/2 = 8 times

reduced computing time, or very fast computed wider bands with relative variability about

30% and a reduction in computing time by a factor of 44/2 = 128. Clinical practice needs to

be incorporated to guide sensible choices for a bounding strategy.
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Fig. 3.21 Pressure difference for the basic geometry (a) at grid resolution 256×128×256 (solid) with the

bounding solutions #4 (highest∆P) and #5 (lowest∆P) at lower grid resolutions: 128×64×128 (dash) and

64× 32× 64 (dash-dot). In a zoomed-in plot shown in (b) the width of each bounding band can be easier

assessed.
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3.6 Concluding remarks

We presented a computational model for simulation of blood flow inside cerebral aneurysms

that may form in the Circle of Willis. The medical interest isin understanding the flow and

forces that emerge in aneurysms and their relation to stabilizing or inversely to possible rup-

ture of cerebral aneurysms. We illustrated the modeling process starting from medical im-

agery of a realistic cerebral aneurysm, which was used as a case study in this chapter. We

concentrated on steady flow simulations and analyzed the sensitivity of the predicted blood

flow inside the aneurysm to the various modeling steps. We also showed convergence of the

numerical solution and illustrated the method of bounding geometries.

Taking data from literature we identified physiologically relevant flow conditions and their

general uncertainty. Data concerning sizes of vessels, kinematic viscosity of blood and flow

speeds in the region of the Circle of Willis are patient-specific and can not be obtained with

very high accuracy. This leaves considerable uncertainty as to the precise flow conditions. For

healthy conditions, the computed range of values for Reynolds number, which is the crucial

parameter for incompressible flow, is 175≤ Re≤ 300. This range suggests laminar flow.

However, in case of diseased vessels or if the blood properties are not standard,Recan be

much smaller or much higher, which will lead to noticeable changes in flow patterns to which

we will return in the next Chapter.

Settling forRe= 250 as characteristic point of reference, we analyzed a particular, realistic

cerebral aneurysm in detail. First, we considered the main flow features and the reliability of

predictions for steady flow at fixed volumetric flow rate. Thisis not a realistic flow condition,

as in reality interest is with pulsatile flow, but it does allow to investigate the sensitivity of the

predicted solution on things such as spatial resolution. Wevisualized both qualitatively and

quantitatively the steady flow in the aneurysm, as well as theshear stress field that emerges.

It was shown that the main flow follows a path that is close to what used to be the original

vessel before the formation of the aneurysm. Next to this ‘main’ flow, a complex circulation

was shown to develop inside the aneurysm bulge. We also illustrated the influence of partial

filling of the aneurysm bulge on the flow pattern that developsinside. This type of simulations

can support coiling procedures in taking a decision about the amount of coil that is required

to change the flow sufficiently to remove the problem for the patient. By considering contour

plots and also profiles of velocity and shear stress at different spatial resolutions, the degree of

convergence of the numerical simulation was discussed. Thecurrent IB method is first order

accurate. Developments in which sub-grid forcing is included [79] can be used to increase the

formal order of accuracy to two - this appears a relevant extension of the IB approach and will

be considered in more detail in the near future, allowing to cut down on the computational

cost and/or increase the accuracy of flow predictions.

The influence of the modeling steps on the predicted flow inside the aneurysm was an-

alyzed and compared for three different geometries. It was shown that inside the aneurysm
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bulge flow stays virtually the same in all geometries, while small differences occur in the

connecting parts. This test allows to conclude that under physiologically realistic conditions

the precise selection of the vessel segment and the formulation of a flow model with periodic

boundary conditions do not have a strong influence on the computed flow characteristics.

Moreover, the influence was found to remain very localized sothat ’downstream’ effects re-

main small. Thus, if the connecting part of the vessel is far enough from the aneurysm bulge,

there is no appreciable effect on the flow patterns inside theaneurysm bulge. Bounding solu-

tions were presented and shown to be a practical tool for fastassessment of the general flow

patterns. This method can be used to provide the to be expected range of possible solutions

due to uncertainties in the geometry definition before considering to compute the precise flow

at high resolution.

In this chapter we focussed on steady flow. To arrive at a first complete simulation model

it is essential to incorporate the pulsatile effect of bloodflow and investigate the dynamical

consequences of this time-dependent forcing. This is the subject of the next chapter



Chapter 4

Transition of pulsatile flow in cerebral aneurysms

Abstract

In this chapter we adopt a volume penalizing immersed boundary method for the simulation

of pulsatile blood flow inside cerebral aneurysms. We show that the flow undergoes a tran-

sition from an orderly state at low physiological Reynolds numbers, in which the pulsatile

forcing is closely followed in time, to a complex response with strongly increased high-

frequency components at higher physiological Reynolds numbers, i.e., at higher flow rates

and larger aneurysm sizes. The flow is computed by solving theNavier-Stokes equations for

incompressible flow. Geometric complexity of aneurysms in the cerebrovascular system is

captured by defining the fluid and solid domains using a so-called binary ‘masking function’,

which is a key element in the immersed boundary method. The pulsatile variation of the flow

rate is represented in terms of measured cross-sectionallyaveraged velocities in the vicinity

of the aneurysm, obtained by noninvasive Transcranial Doppler sonography. Transition of the

flow is found to arise in qualitatively the same way at all locations near the aneurysm bulge

quite independent of the solution component that is monitored. The numerical reliability of

the predicted transition is quantified on the basis of practical upper and lower bounding so-

lutions, expressing the sensitivity of the flow to uncertainties in the aneurysm geometry. We

compute the spectrum of the response of the flow at various locations and flow conditions and

quantify the transition in streamwise velocity. The significant increase of small-scale, high-

frequency structures at higher Reynolds numbers may have potential for clinical screening

application in the future.

4.1 Introduction

Prediction of blood flow inside cerebral aneurysms is a field of intensive research, aimed at

supporting medical decisions about possible treatment strategies [48, 103]. The cerebrovas-

75
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cular system has a complex geometrical structure, which varies from one person to another.

Also the properties of the blood flow, such as flow rate, viscosity and the actual profile of the

heart beat are patient-specific characteristics. These days medical imaging techniques such as

3D rotational angiography (3DRA) can be used for diagnosticpurposes, to visualize the vas-

cular structure of the human brain. Likewise, the actual pulsatile volumetric flow rate can be

measured in a non-invasive way using a Transcranial Doppler(TCD) Sonography technique,

which allows to record the time-dependent cross-sectionally averaged velocity in a chosen

cerebral artery near the aneurysm. Combining these two sources of medical data - geome-

try and pulsatile wave - we can develop new computational fluid dynamics (CFD) methods

to actually compute the detailed blood flow on a patient-specific basis and ultimately try to

understand hemodynamic aspects of slow aneurysm growth anddeveloping risk of rupture.

In this chapter we continue the development of a computational model for the flow of

blood by adding the element of pulsatile forcing. The model is based on a finite volume

discretization of the Navier-Stokes equations, while the geometry is represented using an

immersed boundary (IB) method. The pulsatile wave is imposed as a forcing to the flow

rate in the computational domain. With this new complete model it is possible to observe and

analyze the detailed flow. By changing the flow conditions within the physiologically realistic

range, we observe a striking transition from relatively smooth and regular flow that closely

follows the pulsatile forcing profile to highly complex erratic time-dependence that appears

much less connected to the regular forcing. To illustrate this transition we simulate the blood

flow under different Reynolds numbers. This yields dynamic behavior ranging from smooth

flow that closely follows the pulsatile forcing profile at thelower Reynolds range to very

complex flow at the higher Reynolds range that appears much less connected to the regular

forcing and displays significantly more contributions fromhigh frequencies. These might

be an indication of an increased size of the aneurysm, or morevigorous flow. The strong

transition that we observed was also reported earlier in clinical settings [23, 49], and may

be of medical use in rapid first monitoring of patients. In this chapter we will illustrate this

transition process for one particular patient’s aneurysm geometry. We also considered other

typical cerebral aneurysm geometries for which a similar transition was found in the same

Reynolds range.

Numerous studies involving computational modeling of cerebral aneurysms have been de-

veloped over the past decade [5, 9, 16, 24, 87]. The development process of numerical meth-

ods for simulation of blood flow typically goes through a number of stages: investigation of

model geometries, computation of model flow, inclusion of realistic geometries and simula-

tion of full-scale realistic flow yielding patient-specificresults. Modeling steps are necessary

to validate the method in order to be able to apply it reliablyto the realistic setting. For simu-

lating pulsatile flow one may start with validation based on periodic sinusoidal forcing of the

flow rate or other simplified forcing profiles [36, 92, 98]. Once the temporal accuracy is as-

sessed one may continue by imposing recorded volumetric flowrates per heart beat as inflow
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to the system [3, 56, 91]. The development of the IB method used in this chapter for capturing

flow in cerebral aneurysms also went through these stages [59, 60]. We validated our method

for Poiseuille type of flow and applied it to model geometriesin Chapter 2. Subsequently,

we arrived at a patient-specific aneurysm geometry for whichsteady flow was investigated

in Chapter 3. In this chapter we complete the development of afirst sequence of modeling

steps by incorporating realistic pulsatile flow in realistic cerebral aneurysm geometries. We

investigate the dynamic response of the flow in the aneurysm neighborhood and aneurysm

bulge, for a range of physiologically relevant conditions.

We simulate pulsatile flow for different flow regimes, which are specified by the Reynolds

number. It is well known that for small Reynolds number, flow is laminar and smooth, and

with the increase of the Reynolds number flow may undergo transition to become unsteady

with several smaller scale vortices. Further increase in the Reynolds number often leads to

turbulent flow [27]. A typical Reynolds number based on the radius of a cerebral vessel in

the Circle of Willis is around 250. Due to uncertainty in various parameters a physiologically

relevant rangeRe= 100−400 can be defended [23, 24, 82]. Under steady boundary con-

ditions, this range corresponds to smooth laminar flow. However, under unsteady boundary

conditions, at the higher end of the Reynolds range rapid variations of the solution in time,

sometimes wrongly referred to as ‘turbulent’ effects [4, 23] were observed. In such flow con-

ditions, diseased vessels support flows with rapid fluctuations, which could be detected via

non-invasive techniques. These so-called brain ‘bruits’ can be recorded and the spectrum of

frequencies can give some characterization of the shape andsize of the aneurysm, as well as

of the dominant flow regime [45, 49].

Simulating flow on the basis of an IB method allows to go from medical imagery to quan-

titative flow predictions. We compute pulsatile flow inside and near a cerebral aneurysm

and show that already at physiologically relevant flow conditions complex dynamics occurs.

Quantitatively the level of shear stresses that is found numerically corresponds to values

known from medical practice, thereby providing additionalvalidation for the computations.

With changing flow condition through increasing Reynolds number we observe transition in

all sorts of quantities such as velocity components, numerical pressure and shear stresses at

various locations inside the vessels and aneurysm bulge. While analyzing the spectrum of

the resulting numerical solution, the complex and more intense dynamics of higher Reynolds

flows can be clearly observed.

The organization of this chapter is as follows. In Section 4.2 we present the computational

model for pulsatile blood flow simulations inside cerebral vessels. We first introduce the

numerical method and aneurysm geometry, obtained from medical data. Then, we describe

the pulsatile wave, measured in an artery of the Circle of Willis and discuss the range of

realistic parameters for cerebral blood flow. Subsequently, we illustrate the solution computed

in the selected geometry under reference pulsatile flow conditions atRe= 250. In Section 4.3

we present results computed at different flow regimes and illustrate the transition arising in



78 4 Transition of pulsatile flow in cerebral aneurysms

all quantities and at various locations inside the vessel and the aneurysm. We discuss the

robustness of the transition phenomenon subject to uncertainties in the geometry definition

by computing upper and lower bounding solutions. Finally, we perform a Fourier analysis of

the pulsatile flow computed in different flow regimes. Concluding remarks are in Section 4.4.

4.2 Computational model of cerebral pulsatile blood flow

In this section we present the computational model for simulating blood flow inside cere-

bral vessels and aneurysms. We first discuss the Navier-Stokes equations and introduce the

IB method, which allows to capture flow in complex domains. Weillustrate this for a re-

alistic aneurysm geometry, reconstructed from medical data in Subsection 4.2.1. Later, in

Subsection 4.2.2, we concentrate on physiological aspectsof cerebral blood flow and spec-

ify the pulsatile forcing, extracted from TCD measurements. We also motivate the choice of

flow parameters that characterize physiological conditions as used in the simulations. In Sub-

section 4.2.3 we present the computed velocities at different locations along the aneurysm

geometry and also analyze flow at different stages of pulsatile heart beat.

4.2.1 Immersed Boundary method and aneurysm geometry

Modeling of blood flow in a human body can be performed in different ways depending

on the particular flow regime that is relevant to the medical problem. A broad overview of

models of the cardiovascular system is presented in [76]. Blood flow can be considered on

the macroscopic scale - the level of fluid patterns, as well ason much smaller microscopic

scales - blood cells and their bio-chemical transport processes. A first decision that is required

when developing a model is whether or not to approximate blood as a Newtonian or a non-

Newtonian fluid [6, 14, 24, 28, 38]. For cerebral flows taking into account physiological flow

conditions and sizes of arteries the non-Newtonian corrections were found to be quite small

[15, 28, 38, 71]. Flow patterns were found to be qualitatively the same, while local values of

velocities and pressures were found to differ by less than 20%.

In our numerical model blood is treated as an incompressibleNewtonian fluid, for which

the Navier-Stokes equations in 3D provide the conservationof mass and momentum. The

total physical domainΩ , consists of a fluid partΩ f that corresponds to the vessels containing

the blood, and a solid partΩs that contains the soft tissue material. The no-slip condition is

applied at the interface between fluid and solid parts inΩ . In non-dimensional form the

governing equations are given by:
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∂u
∂ t

+u ·∇u = −∇P+
1
Re

∇2u+ f (4.1)

∇ ·u = 0 (4.2)

whereu is the velocity of the fluid,P is the pressure,Re is the Reynolds number:Re=

UrLr/νr , based on the reference velocityUr , reference length scaleLr and reference kine-

matic viscosityνr . Finally, f is a forcing term that is used to represent the impenetrability of

complex shaped solid vessel walls. For the forcing term we select a direct volume penaliza-

tion in which

f = −1
ε

Hu (4.3)

whereε ≪ 1 is a forcing parameter. The forcing is defined in terms of themasking function

H, given byH(x) = 0 if x ∈ Ω f andH(x) = 1 if x∈ Ωs. In this form the forcing termf allows

to approximate the no-slip condition at the complex interface boundaries.

We solve the Navier-Stokes equations by employing symmetry-preserving finite volume

discretization, closely following [100]. Details about the numerical schemes and time step-

ping which we use, are in Chapter 2. Complex aneurysm geometries are represented by the

masking functionH, which is a key element of our IB method as it defines fluid and solid

parts of the computational domain. In fact, for those regions, whereH = 0 the Navier-Stokes

system is solved. In the regions whereH = 1 the forcing term provides control over the veloc-

ity in the tissue basically representing no-flow in the tissue. We adopt periodic conditions for

the total computational domainΩ , which implies proper connection of the ‘corresponding’

fluid parts of the domain effectively linking the outflow to the inflow of the geometry through

the introduction of a smooth segment of vessel that takes care of the flow feedback, much in

the same vein as the fringe region introduced in [85]. At places on the outer boundary ofΩ
whereH = 1, the velocity is near zero throughout - in that case adopting periodic conditions

has no actual consequences. At locations whereH = 0 on the outer boundary ofΩ , care

must be taken to connect properly to a ‘corresponding’ fluid part of the domain, thereby com-

pleting the periodic flow model - an analysis of sensitivity of flow predictions on geometry

reconstruction and domain definition was provided in Chapter 3.

In practice generating the masking function is a relativelyfast and simple process, that

requires a few steps to be performed. We start with the medical images obtained from the

3DRA procedure recording the local vessel structure and thepossible brain aneurysm. This

medical data-set consists of a very large number of parallel2D slices, separated only a few

micro-meters apart. The gray scale information contained in these 2D slices needs to be

segmented in order to define the shape of the vessels. By choosing a threshold value the set

of images can be converted into binary values from which the 3D geometry of the vessels and

aneurysms can be reconstructed. This process was describedin Chapter 3 for the aneurysm

reconstructed from 3DRA data.

To satisfy periodic conditions, additional operations were performed on the segmented

geometry. These involve isolating the relevant vessel segment by digitally cutting away parts
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of the vessel and then connecting the ends of the vessel with anumerical ‘connector’ which

restores periodicity of the computational flow model. We used two types of connectors: linear

and cubic spline connectors to connect ends of the cut vessel. The effects of these additional

steps in the geometry reconstruction on the flow inside the geometry were discussed in Chap-

ter 3. It was observed that the relevant flow in the vicinity ofthe aneurysm bulge can be ac-

curately simulated in the periodic flow model - the influence of ‘cutting’ and ‘re-connecting’

was found to be small, provided a sufficiently large part of the original domain is retained

near the bulge. We observed under normal physiological conditions that possible artificial ef-

fects of cutting and reconnecting vessels remain limited toa length of about one radius of the

vessel. The smoothness of the connector was found to have less influence on the flow in and

near the bulge. Since the medical imagery does not allow precise definition of vessel shapes

due to the limited spatial resolution of the imagery and possible movements during recording

of the data, we included bounding geometries, which are based on defining systematically

‘nearby’ masking functions. The main characteristics of the predicted flow appeared to be

also bounded by flow properties in the bounding geometries, which was presented for steady

flow simulations in Chapter 3.

In this chapter we work with a geometry, reconstructed from 3DRA data as shown in

Figure 4.1(a). The part of the original geometry that is retained in the computational model

is plotted in red, while the smooth connector based on cubic spline interpolation is shown

in black. The initial medical data of the 3DRA scan consists of 2563 voxels, with voxel

width 0.1213mm. This leads to a total physical length of the domain of 3.10528cm. For

numerical simulations it is convenient to work in the non-dimensional setting, for which all

values for length, velocity, time etc. are scaled by reference parameters. The system after

scaling remains a pure analogy of the physical system, and translations back and forward

are always possible. In case of vessels and aneurysms, the radius of the vessel is a suitable

reference length [24, 82]. We extractR= 1.94 mmfrom the 3DRA data, which brings us to

a domain of length 31.0528/1.94∼ 16 in the non-dimensional formulation. Moreover, for

the particular geometry we noticed that after segmentationand additional steps of cutting and

connecting, the vessels filled only half of the volume in they direction. This allows to remove

the 3D tissue-cells in half of the domain as there is no flow in this part of the computational

model. Thus, we arrive at a computational domain of lengthLx×Ly×Lz = 16×8×16 and

use grid resolution up tonx×ny×nz = 256×128×256 to represent the geometry.

For simulations of steady flow in Chapter 3 we considered alsocoarsened grids of reso-

lutions 128×64×128, 64×32×64 and 32×16×32. We analyzed the convergence of the

solution and could conclude that starting from a resolutionof 64× 32×64 reliable results

could be obtained. Under these resolution conditions a cross-section through a vessel is typi-

cally covered by about 15-20 grid cells in each coordinate direction. For Poiseuille flow it was

found that under these resolution conditions theL2-norm of the error in the velocity is maxi-

mally about 10 % - this level of accuracy is considered reasonable for our purposes - higher
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Fig. 4.1 3D masking function for aneurysm geometry (a) and typical streamlines with indication of the mon-

itoring points of interest (b). The cut part of the geometry is plotted in red, while the connecting vessel is

shown in black. Grid resolution is 256×128×256. Streamlines in (b) illustrate simulations of steady flow at

Re= 250.

accuracy requires a larger computational effort. During coarsening of the grid, bounding ge-

ometries can be systematically generated. These can be usedto obtain the range of variability

of the solution due to uncertainty in the precise flow domain,thereby further quantifying the

quality of the predicted flow. In this chapter we will simulate pulsatile flow at a grid resolu-

tion 64×32×64. Typical velocity streamlines following the main vesseland coming into the

aneurysm bulge are shown in Figure 4.1(b). We also display schematically the approximate

locations of several points of interest at which we will analyze the flow in more detail and in-

vestigate the transition. These points were chosen quite uniformly throughout the aneurysm

geometry to analyze the flow dynamics in the vessel before, after and inside the aneurysm

bulge.
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4.2.2 Flow conditions and pulsatile forcing

To complete the computational model we need to define flow conditions which are realistic

for blood flow in cerebral vessels and aneurysms and specify the pulsatile cycle in the flow-

rate which is used to force the flow. The only parameter which is responsible for specifying

the flow regime in (4.1) is the Reynolds numberRe= UrLr/νr , whereUr , Lr and νr are

reference velocity, length and viscosity correspondingly. The range of Reynolds numbers

characteristic of blood flow in the Circle of Willis, corresponds to laminar flow. To quantify

this, we estimate the Reynolds number for physiologically relevant conditions next.

The reference lengthL is chosen based on the average radius of the cerebral vessel in the

scanned part of the Circle of Willis. For the given geometryLr = 1.94 mm, which is con-

sistent with [39] who found a value of 2.1±0.4 mm. The reference kinematic viscosity of

the blood can be found as the ratio between the dynamic viscosity of human blood and the

mass density. These quantities differ from person to person. By choosing typical values for

the mass densityρr = 1060kg/m3 and the dynamic viscosityµr = 3.2 ·10−3 Pa swe arrive

at a kinematic viscosityνr = 3.01· 10−6 m2/s. To complete the estimate of the Reynolds

number, the reference velocity is taken as the ratio betweenthe average volumetric flow-rate

of the blood going through the vessel and an approximation ofthe area of a cross-section

through the vessel. The flow-rate for blood can be measured bymeans of 3D MR angiograms

[34, 67] in which valuesQ = 245±65 ml/min were found showing an uncertainty of about

25%. Based on the reference lengthLr and an assumed circular cross section as approxima-

tion, the range for the reference velocity isU = 0.345±0.09m/s. These values are in very

close agreement with the range 0.34± 0.087m/s as obtained by [78] on the basis of TCD

measurements. Combining these reference scales we computetypical Reynolds numbers to

be in the range of 175. Re. 300. As key reference Reynolds number we adoptRe= 250,

which in terms of chosen reference length and kinematic velocity corresponds to a velocity

scaleUr = 0.388m/s. Later we will vary the Reynolds number to investigate the quantitative

and qualitative sensitivity of the flow to this parameter. Wealso compute the flow atRe= 200

andRe= 300 as these reflect the differences in the blood viscosity, the sizes of the vessels

and/or the velocity scales, which were found in literature.In case of diseased conditions we

can expect an even wider range of Reynolds numbers, therefore we also compute the flow at

Re= 100 andRe= 400. The same range of Reynolds numbers was suggested in [24,82],

based on slightly different choices for diameters and bloodproperties.

In order to compute pulsatile flow we need to impose a pulsatile cycle for the volumetric

flow rate as an input for our numerical simulations. With the use of phase-contrast (MR) an-

giography [34, 67] or TCD sonography [78] the time-dependent cross-sectionally averaged

velocity of the blood flow in cerebral arteries can be measured. In the current study the ve-

locity was recorded in the middle cerebral artery by [22] using TCD. In Figure 4.2(a) we

plotted a segment of 10 seconds of the pulsating velocity. The mean velocity value, obtained
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Fig. 4.2 Pulsatile velocity measured in the human brain using TCD sonography. Ten seconds velocity signal

as measured in the MCA is presented in (a). The unit pulse (b) which was chosen from the original signal for

computations contains also 4 points of interest during the cardiac cycle:t1 = 0.112s, t2 = 0.324s, t3 = 0.416s

andt4 = 0.756scorresponding to peak systole, end systole, peak diastole and end diastole respectively.

by integrating this signal, is found to be 38.66cm/s, which is very close to the reference scale

selected above.

The computed pulsatile flow is maintained by using the actually recorded velocity sig-

nal as forcing. We choose a typical pulse (Figure 4.2(b)) andrepeat it periodically. We

illustrate 4 points of interest during the cardiac cycle (peak systole, end systole, peak di-

astole, end diastole) at which flow patterns will be analyzedin the next Subsection. For
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our computations, we convert the recorded velocity pulse into a time-dependent volumet-

ric flow rate. The selected pulse has a maximal velocityUmax≈ 67.94 cm/s, which corre-

sponds to a peak flow rate ofQmax≈ 8.033·10−6 m3/s, using the selected radiusR= Lr =

1.94 mmand assuming a perfectly circular cross section. If we take the reference velocity

Ur = 0.388 m/s corresponding to a Reynolds numberRe= 250, we find similarly as ref-

erence flow rateQr ≈ 4.59· 10−6 m3/s. For convenience, we split the forcing signal in the

non-dimensional formulation into a normalized flow rate pattern Q0 which varies between

0 and 1, and an amplitudeQmax/Qr such that the forcing used in the simulations becomes

Q(t) = (Qmax/Qr)Q0(t) ≈ 1.75Q0(t). The physical duration of one pulse ist = 0.82 s. The

reference time-scale can be computed astr = R/Ur = 0.005s. Thus atRe= 250 one pulse

requires 164 non-dimensional time units.

The procedure to define the pulsatile flow rate can be extendedto also address other

Reynolds numbers. We take as reference Reynolds numberReand fix the reference length-

scale toLr (since we consider the same geometry) and the kinematic viscosity to νr (since

we still consider the flow of blood). If we wish to simulate at another Reynolds numberRe′

this implies that the reference velocity scale is changed according toU ′
r = (Re′/Re)Ur . Cor-

respondingly, the time-scale changes intot ′r = (Re/Re′)tr and hence, the ‘new’ number of

dimensionless time-steps to take in order to complete one cycle of 0.82sof the pulsatile flow

decreases with decreasing Reynolds number. Another consequence of changing the Reynolds

number at constant length-scale and kinematic viscosity isthat Q′
r = (Re′/Re)Qr , as well

as Q′
max = (Re′/Re)Qmax. Hence, the dimensionless forcing does not alter with changing

Reynolds number and remains atQ(t) ≈ 1.75Q0(t). The factor 1.75 denotes the ‘contrast’ in

the pulsatile flow rate, i.e., the ratio between the maximal and the average velocity during a

cycle - this quantity varies from one person to another and even slightly per heartbeat. The

change inRecorresponds to a change inUr , which affects the scale for the shear stress which

is ρr(Ur)
2. The final result will be presented in dimensional form and include a wall shear

stress inPaand time measured ins, which allows a direct comparison with literature.

4.2.3 Reference pulsatile flow

For the reference case we perform pulsatile simulations atRe= 250 and first illustrate ve-

locity traces per cardiac cycle. In 16 points, illustrated in Figure 4.1(b) we compute the ve-

locity during one pulse and plot the results in Figure 4.3. Weobserve complex patterns of

the streamwise velocity at all locations. In some points theflow follows the pulsatile forcing

profile, as we would expect for laminar flow in roughly cylindrical vessels, e.g., points 1, 2,

12, 13, 15, 16. We also observe negative velocities, e.g., inpoints 4, 5, 8, which are related to

the recirculation of the flow.
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Fig. 4.3 Values of thex-wise velocity component during a heart beat atRe= 250 in 16 chosen locations along

the aneurysm geometry. The number on top of every sub-figure corresponds to the label of the point, whose

location is shown in Figure 4.1(b).

We next consider the pulsatile influence on the blood flow at characteristic stages during

a cardiac cycle. Schematic representation of 4 points of interest is shown in Figure 4.2(b).

The pulse duration is 0.82 s and we considert1 = 0.112 s, t2 = 0.324 s, t3 = 0.416 s and

t4 = 0.756 s corresponding to peak systole, end systole, peak diastole and end diastole re-

spectively. These times during one cardiac cycle were also analyzed in [3, 15, 56], as they

illustrate the typical behavior at peaks and minima during every stage.

In Figure 4.4 we present 2D velocity contour plots at 4 different cross sections along the

aneurysm geometry and at 4 different cardiac stages. Two cross sections (first and last rows)

were chosen in the vessel parts close to the ends of the selected domain atx = Lx/8 and

x = 7Lx/8. Two other cross sections (second and third rows) are takencloser to the aneurysm

bulge, atx = 0.4Lx and x = 0.5Lx. The latter cross section was also analyzed for steady
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flow in Chapter 3. The first column corresponds to the peak systole stage, which displays

a rather intense density of contour lines, indicating the wider range of values involved. The

second column as well as the fourth column correspond to the ends of systole and diastole

and display relatively more quiet flow patterns, while the third column is related to the peak

diastole stage, which is less vigorous than peak systole as seen from the reduced number of

contour lines compared to the first column. We plotted negative velocities as dashed lines,

which are clearly present in the second and third rows, displaying the circulation of the blood

flow near the aneurysm bulge. In the vessels far away from the aneurysm bulge (first and

fourth rows) the flow behaves much as Poiseuille flow and negative velocities are not present.

Similar results were obtained in [15] where the effect of flowrate during the cardiac cycle in

different aneurysm geometries was investigated.

4.3 Transitional pulsatile flow

In this Section we first show the occurrence of transition in pulsatile flow in case the Reynolds

number increases from the normal range aroundRe= 250 to the pathological range as high

as Re= 400 (Subsection 4.3.1). Then we establish the robustness ofthis phenomenon by

showing that it can be observed in a variety of flow propertiesand that it arises at basically

all locations in the domain (Subsection 4.3.2). This motivates to have a closer look at the

transition by considering the full dynamic spectrum of pressure and velocity response (Sub-

section 4.3.3).

4.3.1 Shear stress response in normal and pathological flow

Experimental observations of ‘turbulence’ inside cerebral aneurysms were presented in [23],

confirmed by clinical study where high frequency ‘bruits’ were measured by a phonocatheter.

Later, in [45] and [49] alternative clinical studies were presented, where in a non-invasive way

intracranial blood flow sounds were recorded and analyzed. It was shown that certain high

frequency sounds are present in patients with cerebrovascular diseases and not in healthy

people. This suggests that if a cerebral aneurysm is present, qualitative changes in the flow

may occur which lead to high-frequency bruits.

Is it possible to hear an aneurysm? Can one hear one’s own aneurysm? Can critical

aneurysms be detected by analyzing sound? Motivated by the experimental observations and

these questions, we decided to perform a set of simulations at different Reynolds numbers.

We consider the reference flow atRe= 250 to correspond to healthy cerebral blood flow cir-

culation. Next to this we also perform simulations at pathological flow conditions: at lower

Reynolds numbersRe= 100,200 and at higher Reynolds numbersRe= 300,400. The range
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Fig. 4.4 Velocity patterns at different stages during the cardiac pulse in four cross-sections along the

aneurysm geometry. The columns correspond to the stages of the cardiac cycle, related to peak systole, end

systole, peak diastole and end diastole respectively. The rows correspond to the different cross sections along

the aneurysm geometry. In the first and fourth rows we plot thecross sections atx = Lx/8 andx = 7Lx/8.

The second and third rows correspond to the flow nearer the aneurysm bulge atx = 0.4Lx and x = 0.5Lx.

Simulations are atRe= 250.
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Re= 100−400 was motivated in Subsection 4.2.2 as a physiologically realistic regime for

cerebral blood flow.

In Figure 4.5(a) we present the dynamic response of the maximum shear stress for 10

pulse cycles. We observe different levels of magnitude at different flow regimes as well as the

differences in the dynamical pattern of the computed results. To appreciate these differences

in more detail we show in Figure 4.5(b) only one pulse cycle (namely corresponding to the

third heart beat in these simulations). The mean value averaged over 10 pulses atRe= 250

is found to be around 1.4 Pawith peak values near 2.6 Pa. At higher (possibly pathological)

Reynolds numberRe= 400 we observe a change in mean value up to 2.5 Pa and a con-

siderable increase in peak values to 6.2 Pa averaged over 10 pulses. These values show the

same general magnitude as reported in [29, 70]. Transitional dynamics is clearly observed in

Figure 4.5(b). Slow viscous flows atRe= 100 andRe= 200 smoothly follow the pulsatile

forcing profile. AtRe= 250 more dynamics appears to happen especially during the systole

decay phase. The most interesting flows are atRe= 300 andRe= 400, where the nonlinear

consequences of Navier-Stokes dynamics are firmly present.Also the level of maximal mag-

nitude increases a lot and becomes slightly unsteady from one pulse to another atRe= 400

as can be seen from Figure 4.5(a). This transition was also observed in simulations of other

realistic aneurysms and even for the simplified model aneurysms consisting of a curved ves-

sel to which a spherical cavity was added [60]. Note, that these striking phenomena are not

due to the size of the time-step or spatial inaccuracies, as was verified by performing a set of

test simulations in which we reduced the time-step by a factor of two compared to the typical

value ofδ t = 10−4 as used in the reference case, and increased the resolution by a factor of

two to record the flow during part of a cycle.

In order to establish reliability of the transition we also recorded the response in nearby

inner and outer bounding geometries, which was found to givepractical bounding solutions

[61]. For pulsatile simulations we consider only nearby ‘inner’ and ‘outer’ geometries which

have a slightly smaller and slightly larger volume of flow domain. These bounding geometries

allow a narrow band of solutions, characterizing the sensitivity of the simulation results. In

Figure 4.6 we show the maximum shear stress during one cycle at three Reynolds numbers

- in each case we collect the basic solution together with itstwo bounding solutions. The

variability bands are plotted as grey shading allowing to appreciate better the dynamics of

the bounding solutions. Thus, atRe= 100 andRe= 250 bounding solutions closely follow

the basic solution, representing relatively narrow sensitivity bands with a general variability

range of 10-15 %. AtRe= 400 the transition is present also in bounding solutions, leading to

the wider variability band, with more increased peak valuesfor the inner geometry. Now that

we have transition established, we will consider the robustness of this phenomenon regarding

flow-quantity and physical location at which transition is measured.
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Fig. 4.5 Maximal shear stress for realistic pulsatile flow in the aneurysm geometry. The reference atRe= 250

is shown (bold, solid). Lower value are shown asRe= 200 (dot),Re= 100 (dash-dot), while higher values are

displayed asRe= 300 (dash) andRe= 400 (thin, solid). The average stress levels decrease with decreasing

Reynolds number.

4.3.2 Robustness of pulsatile transition

In this subsection we will establish the robustness of the transition phenomena observed in

the previous subsection. In particular, we will show that this phenomenon is equally present
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Fig. 4.6 Maximum shear stress at different Reynolds numbers, together with the variability bands computed

in bounding geometries. Smooth dynamics atRe= 100 (dash-dot) andRe= 250 (dash) next to the striking

unsteadiness atRe= 400 (solid). Transition is shown to be robust to small differences in geometries.

in a variety of flow properties such as the three velocity components and the pressure. This

shows transition to be independent of the quantity that is being monitored. Subsequently,

we will turn attention to the pressure response and show thatthe qualitative features of the

transition appear similarly at different measuring pointsin the flow domain. This shows an

independence of location.

In Figure 4.7 we show the velocity componentsu, v andw and the pressureP at point 11

(see Figure 4.1(b)) during one pulse at three Reynolds numbers. We observe clear transition

in all presented quantities. Not only levels foru,v,w andP are increasing withRebut also the

dynamic pattern of the response during one cardiac cycle is changing considerably. This illus-

trates that transition arises equally well in any of the flow quantities. Note that in Figure 4.7(d)

we present the ‘numerical pressure’P as obtained in the current flow solver. This numerical

pressure is not the same as the physical value for the pressure since no zero-pressure level

was fixed in the Poisson solver of the incompressible model.
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Fig. 4.7 Velocity componentsu,v,w andP at point 11 in the vessel opposite the aneurysm bulge. Transition

at different Reynolds numbers is present for all these quantities. Simulations are atRe= 100 (dash-dot),

Re= 250 (dash) andRe= 400 (solid).

4.3.3 Frequencies of the pulsatile solution

There are a few ways to measure the flow inside cerebral vessels and aneurysms: invasively,

measuring pressure directly by inserting a pressure sensoron a catheter and non-invasively

as, e.g., using TCD to obtain time-dependent mean velocity time traces in the arteries nearby

the scalp. Sounds inside cerebral vessels can also be measured in both ways: with a phono-

catheter [23] and with a sonic detector [45] or a transducer [49] which are applied close to

the head or even attached to the scalp. Afterwards the signals recorded by any of the above

listed techniques can be analyzed by considering their spectra.

We translate the numerical signals computed in the 16 monitoring points during several

cycles into the corresponding spectra. As was shown before,transition occurs quite inde-
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pendently of flow-quantity. Here, we concentrate on theu velocity and present the spectra

in four characteristic points along the aneurysm geometry,chosen from the 16 recorded sig-

nals. In particular, we choose one point at the beginning of the aneurysm geometry (point

1), where flow is close to a Poiseuille type flow. We also include point 11, located opposite

the aneurysm bulge. Two more points are 7 and 10, which are inside the aneurysm bulge

at different distances from the main vessel (see Figure 4.1(b)). Similar choices for points of

interest near and inside the aneurysm are shown in [3, 23]. Inthis way we not only obtain the

spectra ofu but also establish that transition arises at all locations in the flow domain.

In Figure 4.8 we show the Fourier transform of the time-traceof the u-velocity compo-

nent in point 11. We computed the spectrum over five full heartbeat cycles at three Reynolds

numbers and plot the results in Figure 4.8(a). On the vertical axis we plot the square of the

magnitude of the Fourier coefficients. The frequencies are represented inHzon the horizon-

tal axis. The main component due to the cardiac cycle at 0.82 s is clearly observed by the

peak at 1.22 Hz. Pronounced peaks arise at all harmonics of the basic heart beat, separated

by very low values for the sub-harmonics. The low sub-harmonic values illustrate the degree

of periodicity of the velocity trace at the different Reynolds numbers. In order to express the

dominant contributions to the spectrum more clearly we concentrate on the harmonics of the

heart beat only. This is shown in Figure 4.8(b) representingthe ‘envelope’ of the spectrum.

Markers are used to indicate the discrete frequencies. Transition in the flow due to increasing

Reynolds number is clearly observed by the much higher values for all frequencies. In partic-

ular, we notice an even stronger relative increase of the importance of the higher frequencies,

also in the audible range. In the sequel we will represent allspectra in terms of the harmonics

only.
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Fig. 4.8 Fourier transform of the streamwise velocity in point 11 at three different Reynolds numbers:Re=

100 (dash-dot),Re= 250 (dash) andRe= 400 (solid). In (a) all computed frequencies are shown, in (b) only

the harmonics of the heart beat at 1.22Hzare shown by markers.
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In Figure 4.9 the Fourier transform of theu velocity component is shown in the four

selected locations. The spectra clearly display transition with increasing Reynolds number,

independent of the physical location in the flow domain. At all locations the tails of the spectra

are well separated with increasingRe, showing the increased presence of components of high

frequencies. At lower frequencies the spectra also increase with increasingRereflecting the

increase in the flow velocity in this case.
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Fig. 4.9 Fourier transform of the streamwise velocity at three different Reynolds numbers in 4 points in the

vessel: at the beginning of the flow domain (point 1), close tothe aneurysm bulge (points 11) and inside the

aneurysm bulge (points 10, 7). Simulations are atRe= 100 (dash-dot),Re= 250 (dash) andRe= 400 (solid).

Only the harmonics of the heart beat at 1.22Hzare shown.
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4.4 Concluding remarks

In this chapter we presented a complete computational modelfor the simulation of pulsatile

blood flow in cerebral aneurysms. Based on the volume penalizing IB method, the current

model allows to compute flow and forces that emerge in aneurysms under pulsatile flow con-

ditions. We analyzed several solutions at different flow regimes and observed strong transition

to complex time-dependence at higher Reynolds number, which may be of interest for med-

ical monitoring. We emphasized this point in terms of presenting time-traces of the solution

as well as the corresponding spectra.

The aneurysm geometry considered in this study was reconstructed from 3DRA medical

data. The IB method allows a quite direct transformation of the gray scale voxels contained

in the images into fluid and solid 3D cells in the computational domain. Flow conditions cor-

responding to physiologically relevant cerebral flows wereestimated, based on data obtained

from literature. Numerous clinical studies show variability of the measured sizes of cerebral

arteries, ranges for blood flow velocity and viscosity. Combining the variability ranges of

these components we arrived at the approximate range of flow conditions, that would apply

for cerebral flow in the Circle of Willis. As a typical reference cerebral flow we considered

Re= 250. When taking into account all the uncertainties we obtained flows in a range of

100≤ Re≤ 400. At these different flow conditions we performed pulsatile flow simulations.

The main purpose of this study was not just to compute the flow with given parameters, but

to assess how the variability in the parameters translates into a confidence interval around the

basic final solution.

The imposed pulsatile profile was obtained from TCD measurements of the velocity of

the blood flow in the middle cerebral artery in the brain. We chose a typical pulse, normal-

ized it and translated this into the volumetric flow rate assuming a circular cross-section of

the vessel. We repeated this signal periodically as flow forcing which leads to a model for

the time-dependent pulsatile flow. We performed pulsatile simulations at different Reynolds

numbers and analyzed the main solution and its components. In particular, we considered

velocity, pressure and maximum shear stress.

Increasing or decreasing the Reynolds number has a marked effect on the dynamic re-

sponse. At the lower Reynolds numbers the response of the solution is seen to be smooth,

following the imposed pulsatile profile. At the higher Reynolds numbers the natural Navier-

Stokes nonlinearity seems to become dominant, which makes the numerical response lively

by the emergence of relatively high frequency components ofthe solution. In addition, the

amplitude of the solution components rises considerably, clearly expressing the transition to-

wards complex pulsatile flow in which much higher frequencies gain in dynamic importance.

We investigated in more detail this transition and showed that it is robust to choice of the

computed quantity and to the location in the aneurysm geometry. The method of bounding

solutions was employed to arrive at a confidence interval around the basic solution - this
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was illustrated for the time-dependent maximum shear stress. Furthermore, we looked into

the spectra for the streamwise velocity. Much higher levelsof both - high and low frequen-

cies arise at increased Reynolds number, which may be associated with an increased risks to

the patient. Recording the spectrum of frequencies and analyzing trends in their levels may

become relevant in medical practice and used as an easy monitoring procedure.





Chapter 5

Conclusions and Outlook

Overview of medical problem and role of CFD.These days several techniques are available

to visualize the cerebrovascular system from which one may reconstruct the 3D geometries

of a wide range of vessels. Starting from this capability, inthis thesis we formulated a precise

mathematical model with which the flow of blood inside the vessels can be predicted, thereby

enhancing the relevance of the medical imagery on a patient-specific basis. To simulate flow

in actual vessels, we developed and applied a numerical method with which the recorded 3D

geometries can be handled in terms of an Immersed Boundary (IB) method. The governing

equations for fluid flow were solved for the particular medical condition in which aneurysms

form on vessels in the Circle of Willis - the main blood supplying system of the human brain.

In this chapter we summarize the main findings of this thesis and sketch a number of further

developments that are desired before the flow simulation approach can be integrated in med-

ical practice.

Computational modeling becomes more and more important in the process of medical

decision making, e.g., dealing with the dilemma whether or not to embark upon a risky but

potentially life-saving surgery of a recorded aneurysm. Flow and forces associated with the

flow of blood through the vessels and the aneurysm can be assessed with steadily growing

reliability using Computational Fluid Dynamics (CFD). Theultimate problem is that of as-

sessing the risk of rupture of the cerebral aneurysm due to slow degradation of the tissue in

the vessel wall, and to weigh this risk against that of actualsurgery. Based on the size, shape

and location of the detected aneurysm, neuroradiologists currently need to advice on the best

way of treatment. In practice there are two procedures to treat an aneurysm: direct clipping

of the aneurysm near its neck, which requires to create access to the deeper structures in the

brain, or applying a coiling procedure during which the aneurysm cavity is being filled with

a thin flexible coil. In both cases the direct goal is to try to block further blood flow to enter

the aneurysm bulge and to prevent its rupture. However, bothprocedures are highly risky and

a further medical interest therefore lies in the ‘third option’, i.e., that of postponing surgery

97
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and continuing to monitor the development of the aneurysm. In order to take this option

with some confidence, prediction of the expected development of the aneurysm starting from

the actual state of the patient is the key challenge. This requires knowledge of the pulsatile

flow through the local vasculature and the flow-vessel wall interaction that emerges from it

since this is at the root of possible further degradation of endothelial cells in the lining of the

wall. Such information can only be accessed by mathematicalmodeling and flow simulation

as non-intrusive measurements of the flow profile and vessel wall response are not possible

on the scale of cerebral aneurysms. This puts computationalmodeling of flow in cerebral

aneurysms in its timely context - only because of the combination of modern medical imag-

ing techniques and image processing, with high-performance flow simulation of the emerging

blood flow, we can now understand the hemodynamics in detail on a patient-specific basis.

Contribution of this thesis. In order to actually simulate flow in complex vessel domains

a number of steps need to be taken. These were discussed in separate chapters in this thesis.

To be more precise: the development of the IB method including its validation was taken

up, subsequently, an extension was made to complex flow domains extracted from medical

imagery, such as obtained using 3DRA, and finally pulsatile flow variations were imposed

as measured using Transcranial Doppler (TCD) Sonography, to be able to track the precise

evolution of the flow under transient conditions. These three main steps will be summarized

in some more detail next.

• Immersed Boundary Method. Masking strategies.We started with the introduction of

a computational model, based on the incompressible Navier-Stokes equations, in which

an additional forcing term determines the complex geometryin our IB method. Numer-

ically we solved the Navier-Stokes using a skew-symmetric finite volume discretization

closely following [100]. A key element of the IB method is theso-called masking func-

tion. This is a binary function with which we identified at anylocation in the domain

whether it is ‘solid’ or ‘fluid’, allowing to represent objects immersed in a Cartesian grid.

Based on the property in the center of a cell, or associated with the corner points, we ar-

rived at a number of slightly different strategies, to definecomplex-shaped fluid domains.

The geometry obtained on the basis of fluid/solid propertiesin the center of the cell was

referred to as ‘basic’, while other geometries were called ‘bounding’. The bounding ge-

ometries were further divided into ‘inner’ and ‘outer’ geometries, depending on whether

the fluid part of the domain is generally smaller or larger than the basic flow domain.

Each cell was allowed to be either solid or fluid, giving rise to a staircase representation

of the fluid-solid interface in our method.

A detailed validation analysis of the IB method was providedfor Poiseuille flow in a tube

with a circular cross section. We found first order convergence of the numerical solution
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as well as of its gradients. Reliable findings with relative error below 10 % were obtained

with this IB method, already at fairly coarse meshes with about 16 grid cells across a ve-

locity profile. We also showed the influence of the masking function strategy on the level

of accuracy of the numerical solution. Next, we applied our method to curved vessels

and a model aneurysm, for which we studied the flow at different conditions, character-

ized by the values of the Reynolds numberRe= 100 andRe= 250. These values for the

Reynolds numbers were suggested by physiological conditions corresponding to flow of

blood in the Circle of Willis. For these model geometries we computed velocity fields to

understand the behavior of the flow, and shear stresses, which are related to the growth

and possible rupture of aneurysms. High shear stress areas were observed near the rims of

the geometry, e.g., in the region where the aneurysm is connected to the vessel and inside

the aneurysm bulge, where the flow develops a vortex. Comparing two cases - flow in a

curved vessel and in a model aneurysm - we noticed that the presence of an aneurysm

leads to reduction of shear stress levels, which is consistent with observations in [84].

• Realistic geometries. Reconstruction.Next, we moved on to the application of the

IB method to realistic aneurysm geometries. The segment of the cerebrovascular sys-

tem that contains an aneurysm was reconstructed using medical images obtained with

three-dimensional rotational angiography (3DRA). We focused on the sensitivity of flow

predictions to the various steps of the vascular reconstruction process from the 3DRA

data. After standard segmentation and simplification processes we considered the main

steps needed to generate the masking function for our simulations. We illustrated the IB

method for a realistic aneurysm and analyzed the role of (i) numerical resolution of the

geometry, (ii) the actual choice of the vascular segment that is used in the flow simula-

tions, (iii) the outflow/inflow ‘connector’ used to embed therecorded vessel geometry in

the periodic flow domain and (iv) bounding geometries motivated by the inherent uncer-

tainty in the medical images. We simulated steady flow for a reference geometry in which

a cubic spline interpolation was used to define a smooth connector vessel atRe= 250 and

visualized the complex vortical flow that develops in the aneurysm and its coupling to

the simpler flow structure in the upstream and downstream connecting vessels.

To quantify the sensitivity of the findings, we included two additional simulations: one

in which the connector is a straight segment of pipe and one inwhich a shorter segment

of the original recorded vessel was retained as part of the flow domain. We observed

that the smoothness of the connector affects the flow only by asmall amount of a few

percent relative error in the added connector parts. More importantly, the differences re-

mained spatially localized and virtually did not influence the flow in and near the actual

aneurysm bulge with relative deviations reducing to 10−5 between the reference geom-

etry and the geometry with straight connector. Likewise, wenoticed that the use of a
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considerably shorter segment of the original vessel geometry around the aneurysm bulge

hardly affected the prediction of the flow in and near the aneurysm. Comparison of these

simulations showed that possible artificial aspects of ‘manufacturing’ a vessel structure

to embed the recorded vessel segment remained localized to about one vessel radius at

normal physiological conditions.

Practical bounding solutions were shown to yield clear reliability bands around the ref-

erence solution obtained with the basic masking strategy. This also motivated a fast and

simple method for accelerating computations of a wider reliability band, by including

coarser grids which allows to perform simulations up to around 128 times faster if bound-

ing solutions at four times reduced resolution would be sufficiently accurate for medical

practice. This approach which might be very helpful for supporting medical decisions.

• Pulsatile flow. Transition. Finally, to complete the computational model we turned to

simulations of pulsatile flow inside cerebral aneurysms. Weshowed that the flow under-

goes a transition from an orderly state at low physiologicalReynolds numbers, in which

the pulsatile forcing is closely followed in time, to a complex response with strongly in-

creased high-frequency components at higher Reynolds numbers, i.e., at higher flow rates

and larger aneurysm sizes. The pulsatile variation of the flow rate was modeled in terms

of measured vessel-averaged velocities in the vicinity of the aneurysm, using noninvasive

TCD sonography. We simulated the pulsatile flow at a range of flow regimes: as the ref-

erence physiologically relevant situation we chooseRe= 250. In order to capture differ-

ences due to changes in the flow regime, we also computed the flow atRe= 100,200,300

and 400. The computed velocity and stress levels were found to correspond to realistic

values. For flow atRe= 250 the average shear stress value was found to be 1.44Pa, with

peak value at 2.88 Pa. With increasing Reynolds number, the flow shows strong tran-

sitions whereby the hydrodynamic response displays additional high-frequency compo-

nents. The values for averaged shear stress increased up to 2.46Paand for the maximum

shear stress - up to 6.8 Pa whenRe= 400. The numerical reliability of the predicted

transition was quantified on the basis of practical upper andlower bounding solutions,

expressing the sensitivity of the flow to uncertainties in the recorded aneurysm geometry.

The transition was found to occur in all sorts of quantities such as velocity components

u, v, w and pressurep. We also showed that flow undergoes this transition independently

of the location at which we monitored the flow response in the flow domain embedding

the aneurysm geometry. Analyzing in more detail flow near theaneurysm and inside the

aneurysm bulge, we computed the spectrum of the velocity response. The significant in-

crease of small-scale, high-frequency structures at high Reynolds numbers was clearly

expressed by large changes in the tail of the velocity fluctuation spectra, linking our sim-

ulations to earlier clinical experiments reported in [23].The hydrodynamic transition in



5 Conclusions and Outlook 101

developing aneurysms as predicted by simulations may have clinical non-invasive, inex-

pensive and fast screening application in the future based on recording high-frequency

characteristics of ‘aneurysm bruits’ with acoustic means.This requires additional, tech-

nological investigations.

Outlook. The application of computational support in the monitoringand treatment of

cerebral aneurysms is a field of much research. Accessibility of time-dependent flow fields

in all relevant detail is a crucial point from which to departtoward developing predictive ca-

pability for the associated slow growth of the aneurysm bulge. In order to achieve a closer

connection with medical practice several computational modeling steps still need to be taken,

such as the development of higher order accurate methods, multi inflow/outflow configura-

tions, flow-structure interaction in which a full coupling to slow degenerative processes of

endothelial cells is made, as well as modeling of mechanicalproperties of brain tissue to

also address aneurysm compliance during the pulsatile cycle. This brief sketch shows both

the promise as well as the various developments that are still needed in order to make the

pathway from medical imagery to quantitative decision support, including analysis of various

scenarios of intervention, more reliable as well as fully automated. In more detail, we discuss

possible directions for improvements next.

• Numerical improvements.Although several steps in the development of an IB method

for prediction of blood flow inside cerebral aneurysms were made, many aspects require

further attention. From the numerical point of view, the method can be improved further

to obtain higher order accuracy. The current volume penalizing IB method is first order

accurate. Developments in which sub-grid forcing is included [79] to impose no-slip con-

ditions at fluid-solid interfaces, at scales smaller than a grid cell, can be used to increase

the formal order of accuracy to two - this appears a relevant extension of the IB approach

and should be considered in more detail in the near future, allowing to cut down on the

computational cost and/or increase the accuracy of flow predictions.

The reliability of simulations can be assessed not only for the classical case of Poiseuille

flow in a cylindrical pipe, but also with data from physical and medical experiments.

While performing physical experiments, care needs to be taken of the dynamic similar-

ity of the flow in the Circle of Willis and in the experimental model. This leads to a set

of possible values of diameter, viscosity and velocity in anexperimental scale model.

In order to maintain viscous flow, special liquids as glycerin can be involved. Pulsatile

flow experiments were presented in [23], where turbulent motions were observed inside

the aneurysm and high frequencies bruits were detected. We also developed a physical

experiment based on water as medium, for an aneurysm phantomwhich was about 10
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times the size of a typical aneurysm. However, measurementsat the low Reynolds num-

ber required by physiological conditions are very challenging and a proper development

in collaboration with an expert fluid dynamics laboratory isadvised. Complex structures

at rather high Reynolds number flows were easily observed inside the aneurysm cavity,

by visualizing them with ink as a tracer. Thinking of realistic blood flow circulation, car-

rying oxygen and other important chemical elements throughthe vessels, the comparably

long residence time of ink inside the aneurysm cavity may imply a mechanism that can

lead to the degradation of the endothelial layer of vessel walls and possible growth of the

aneurysm.

High performance computing is one of the main improvements needed, as the speed of

computations at present is not high enough to support medical decisions ‘on-line’ during

surgery or shortly after the diagnostics. We implemented OpenMP parallel processing,

which increased the speed of computations up to a factor around 20 on 32 CPU’s. How-

ever, for high grid resolution as for example needed in orderto simulate the flow in the

directly reconstructed geometries using 2563 voxels, pulsatile flow simulations corre-

sponding to one heart beat take approximately 150000 hours of total CPU time. This is

not yet practical. Turning to real high-performance computing in which a much larger

number of CPU’s can be used effectively, can significantly reduce the wall-clock time

of a computational analysis of a patient. This requires restructuring the current imple-

mentation and adopt, e.g., MPI (Message Passing Interface)as basis instead of OpenMP.

Another development involves the introduction of a block-structured flow solver so that

large numbers of grid points that now are in regions without flow can be eliminated from

the computational model. This combination of a block-structured approach and the IB

method with proper parallel performance, holds promise to yield the speed-up that is re-

quired to make integration in medical practice a reality.

• Model improvements.In order to bring our model to the hospital, we also need to im-

prove the model of blood flow. We approximated blood as a Newtonian fluid, while real

properties of blood suggest non-Newtonian corrections. Various numerical studies have

been done to compare these two approaches [6, 15, 24, 28, 38].General similarity in the

behavior of the blood flow and its main characteristics was observed with differences up

to 10% [24, 28]. For quantitative predictions it may be relevant to incorporate the non-

Newtonian model of blood flow in the future.

From a mechanical point of view, flow structure interaction (FSI) is an important element

of realistic modeling. Two types of FSI can be distinguished- per heart beat and over long

time. Currently, we simulate flow in the vessels with rigid walls and do not incorporate

any FSI properties. The geometry is defined via the masking function before starting the
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simulations. Experimental studies, e.g., based on measurements in medical images taken

at different stages during the pulsatile cycle by [69] showed that in the human brain the

movements of the arteries are rather small compared to the diameter of the cerebral ves-

sels. However, for realistic modeling movable walls shouldbe considered, which will

in practice mean that the masking function becomes solutiondependent and dynamic as

well. Another aspect of FSI is related to the multiscale aspect of the problem, relating

the ‘fast’ pulsatile flow scales to the long-term aneurysm development. An example of

such modeling of the aneurysm growth is presented in [102], where detailed mechanisms

for the interaction of blood flow with endothelial cells and tissues are incorporated in

the computational model. Validation of aneurysm growth models can be performed by

analyzing follow-up data of patients. In this way for different patients, and thus, different

aneurysm geometries and flow conditions, the model can be validated and optimized.

• Automation. The IB method allows for a direct link between the recorded medical im-

ages and the masking function. Considerable (human) time saving could be found from

an automated translation of the 3DRA data into the masking function. For this purpose

the one inflow - one outflow boundary condition approximationshould be changed into

many inflow - many outflow mode. In this way the complexity of cerebral vessels and

aneurysms can be fully reflected in the computational model and additional manual steps,

as cutting, connecting, possibly rotating, adjusting to the computational box, will not be

necessary anymore. Thus, complex geometries, e.g., the whole Circle of Willis can be

used for blood flow simulations. This is essential for understanding the global blood cir-

culation next to the localized analysis in the neighborhoodof an existing aneurysm.

The method of practical bounding solutions was put forward to quantify sensitivity of

flow predictions due to uncertainties in the precise vessel geometry. It can become part

of an automated process of generating masking functions andanalyzing patient-specific

cases. The direct transformation of voxels into the Cartesian grid cells leads to a staircase

approximation of vessel and aneurysms geometries. Smoothing of the geometry implies

approximating of the initial medical images, while on the other hand staircase walls of

the vessels are unrealistic. We proposed to keep the initialtransformation of voxels into

3D grid cells, and next to the basic geometry consider also slightly different geometries,

which bound the basic configuration from inside and outside.The corresponding numeri-

cal solutions appeared to be also providing a bounding band which identifies the relevant

range of simulation. Automatic generating of bounding geometries (also of lower grid

resolutions) next to the basic shape converted from the initial images, will be beneficial.

A first impression can be obtained very quickly at a lower gridresolution, while the pre-

cise solution can also be computed to give further details ofthe flow structures and an

error bar signifying the reliability of the predictions.
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This brief overview of future directions gives an impression of the complexity of the prob-

lem. Actual support of medical decisions in the treatment ofcerebral aneurysms is a long

term goal that requires involvement of experts from different disciplines. However, making

the model too complex should be avoided; a balance should be found between including re-

alistic properties and their simple approximation. After all, the variability of conditions for a

single patient is already considerable in the course of a daybecause of different activity levels.

This puts an interest in predicting a band of likely situations instead of fully detailed predic-

tions for one particular condition. The improved understanding of flow and forces inside an

aneurysm bulge that can now be obtained from simulation, mayalso stimulate research into

the reverse process in which the question could be whether small changes in the flow would

exist that can induce a process of gradual stabilization of the aneurysm, a form of self-healing

that halts the progress of the disease. Reliability of the support that can be given to the medi-

cal decision process should remain the most important factor, requiring a detailed study of a

sufficiently large set of patient-specific cases to reach confidence in the approach.
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Summary

The formation of aneurysms in the human brain is an importantcerebrovascular disorder

which affects a large number of people. In the US, for example, 2% of the population is es-

timated to have one or more cerebral aneurysms, which means 6million individuals. People

suffering from this condition develop a complex shaped bulge at a weak spot of the vessel

wall. Over time the aneurysm bulge may grow, thereby increasing the risk of rupture which

might lead to life-threatening intracranial hemorrhage. Diagnostic procedures available these

days allow to visualize cerebral vessels and to detect even very small aneurysms. Decisions

about treatment of a particular cerebral aneurysm are currently often made on the basis of

location, shape and size of the bulge alone, relying largelyon empirical knowledge and com-

mon practice.

Mathematical modeling and computational fluid dynamics cansupport the medical decision-

making process. Simulation may add qualitative and quantitative insight into the structure

of the flow and the pulsatile forces that develop. These predictions are obtained directly

on the basis of the medical imagery that is available on a patient-specific basis. The three-

dimensional geometry of the cerebral vasculature of a patient can be reconstructed from the

recorded medical images. This 3D geometry can be used as input for simulating the flow. Pa-

rameters characterizing the flow of blood in the human brain include bio-physical properties

such as viscosity, pulsation rhythms, flow rate and diameters of arteries in the area of inter-

est. Numerical simulations of realistic flow under physiological conditions allow to analyze

velocity patterns, pressure distribution and forces whichinfluence the growth and possible

rupture of the aneurysm.

In this thesis a computational model of blood flow in the humanbrain was developed and

applied to the simulation of pulsatile flow through a vessel segment containing a cerebral

aneurysm. The simulation strategy was developed in three main steps: (i) formulation of the

numerical method for incompressible flow and testing on model geometries, (ii) inclusion of

realistic flow domains obtained from segmented medical imagery and simulation of the sta-

tionary flow at physiologically realistic conditions and (iii) incorporation of realistic pulsatile
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variation of the flow-rate through the affected vessel segment. We briefly discuss these three

steps next.

The geometry of a segment of the cerebral vasculature is represented using an Immersed

Boundary (IB) method. The so-called masking function playsa key role identifying points in-

side the brain tissue and points inside a vessel. Defining themasking function on a Cartesian

grid yields a relatively fast way of distinguishing fluid andsolid cells in the total computa-

tional domain in 3D. The masking function is used to formulate a volume penalization term

in the Navier-Stokes equations, reminiscent of the Brinkman model for flow in porous media.

By considering the limit in which the solid porous material becomes impenetrable to flow,

an effective model for the complex vessel geometry in the brain is obtained. The IB method

was validated for Poiseuille flow in a cylindrical pipe, showing first order convergence of the

numerical solution to the analytical solution. The method was applied to curved vessels with

and without a spherical aneurysm attached to it. Results at increasing spatial resolution were

compared. It was observed that reliable predictions with a relative error of less than 10% in

the velocity can be arrived at when about 16 or more grid cellscover the width of a vessel

cross-section.

Simulating steady flow in realistic geometries requires themasking function to be recon-

structed from medical images obtained, e.g., by 3D Rotational Angiography (3DRA). To

define computational models for specific ‘suspect’ areas of specific patients, basic operations

such as ‘cutting’ and (smooth) ‘connection’ of segments of blood vessels were developed. At

a typical Reynolds number ofRe= 250 we observed complex vortical structures in the flow

inside and near the aneurysm bulge. We focused on the sensitivity of flow predictions on the

steps needed to formulate the flow domain. We found that numerical manipulations of the

domain, done sufficiently far from the region of interest, have a small influence on the com-

puted velocity and pressure distribution near the actual aneurysm. Computational models that

are about 2-3 times the size of the bulge upstream as well as downstream of the neck of the

aneurysm were found to give robust flow solutions in the region of interest. To quantify uncer-

tainty in the predictions due to uncertainty in the recordedimagery we introduced so-called

bounding geometries. These are obtained by incorporating slightly perturbed geometries, e.g.,

using different segmentation values or including perturbations due to small movements of the

patient during recording. We systematically generated bounding geometries leading to a set

of practical bounding solutions, which can be used to indicate outcome-intervals for pres-

sure and shear stresses. This idea can also be used to generate a robust, rough impression

of the flow properties, together with practical upper- and lower bounds, at strongly reduced

computational costs.

To complete the computational model we also included realistic pulsatile forcing. This

was based on variations in the flow rate during a heart beat, measured near the aneurysm

using Transcranial Doppler Sonography. We simulate pulsatile flow at different conditions by
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changing the Reynolds number, i.e., we change the velocity of the blood flow as we assume

the diameter of the artery and the viscosity of the blood to beconstant. We observe a strong

transition in the solution when increasing the Reynolds number in the physiologically realis-

tic range. This transition appears in all sorts of flow quantities such as velocity components,

pressure and shear stress and it is found to arise at any location in the selected vessel segment.

Not only the values of pressure, velocity and shear stress are higher at higher Reynolds num-

bers but also the dynamics of the flow is more lively, containing a larger contribution from

high-frequency variations. To quantify the transition we analyzed spectra of the computed so-

lutions at different Reynolds numbers. We observed the tailof the spectrum to clearly decay

less rapidly with frequency, at higherRe. Higher frequencies are absolutely but also relatively

stronger at increasedRe, which could point to the possibility of ‘hearing’ potentially ‘danger-

ous’ flows in already developed aneurysms. This appears a promising mechanism with which

fast scanning and monitoring of patients may be realized in the future.





Samenvatting

De vorming van aneurysmes in de hersenen is een belangrijk ziektebeeld dat tal van mensen

treft. In de Verenigde Staten alleen al heeft naar schatting2% van de bevolking één of meer

aneurysmes in de hersenen, waarmee zo’n 6 miljoen mensen gemoeid zijn. Mensen die aan

deze aandoening lijden ontwikkelen een ‘uitstulping’, meestal met zeer complexe vorm, nabij

een zwakke plek in een vaatwand. Deze uitstulping kan geleidelijk in omvang toenemen,

waarmee het risico van een breuk in de vaatwand toeneemt en daarmee de kans op een lev-

ensbedreigende bloeding in de hersenen. Tegenwoordig kunnen diagnostische procedures in

detail bloedvaten in de hersenen zichtbaar maken en zelfs dekleinste aneurysmes in kaart

brengen. Besluiten aangaande de behandeling van een bepaald aneurysme worden vaak nog

genomen louter op basis van de locatie, vorm en omvang van de uitstulping, waarbij men zich

veelal baseert op empirische kennis en praktijkervaring.

Wiskundige modellering en numerieke vloeistofdynamica kunnen het medische besliss-

ingsproces ondersteunen door zowel kwalitatieve als kwantitatieve inzichten in de structuur

van de stroming en de pulserende krachten te leveren. Deze computervoorspellingen kun-

nen direct op basis van de geregistreerde medische beelden van een specifieke patiënt worden

gedaan. De drie-dimensionale geometrie van de bloedvaten in de hersenen van een patiënt kan

in detail worden gereconstrueerd en als input dienen van de simulatie van de stroming. Param-

eters die de stroming van bloed in de hersenen karakteriseren zijn onder andere bio-fysische

eigenschappen zoals de viscositeit, het pulsatie ritme vanhet hart, het tijdafhankelijke de-

biet en de typische diameter van bloedvaten in het gebied rond het aneurysme. Numerieke

simulaties van de daadwerkelijke stroming onder fysiologische condities maken een analyse

van het snelheidsveld, de drukverdeling en de krachten op devaatwanden mogelijk en geven

daarmee een beter begrip van de groei en mogelijke breuk van een aneurysme.

In dit proefschrift is een computermodel ontwikkeld waarmee de stroming van bloed in de

hersenen kan worden gesimuleerd. Dit model is toegepast op de pulserende stroming in een

deel van een bloedvat waar zich een aneurysme heeft ontwikkeld. De totale simulatie aanpak

is in drie stappen ontwikkeld: (i) formulering van de numerieke methode voor incompress-
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ibele stroming en het testen ervan op een aantal modelgeometrieën, (ii) uitbreiding naar re-

alistische stromingsdomeinen die uit gesegmenteerde medische beelden zijn gereconstrueerd

en simulatie van de stationaire stroming onder fysiologisch realistische condities en (iii) op-

nemen van het effect op de stroming van een realistisch pulserend debiet door het aangetaste

segment van het bloedvat. Deze drie onderdelen zullen in meer detail worden besproken.

De geometrie van een deel van de bloedvaten in de hersenen is weergegeven met een Im-

mersed Boundary (IB) methode. Hierin speelt de zogenaamde masking functie een centrale

rol bij het identificeren van locaties die hetzij tot het hersenweefsel dan wel tot de bloedvaten

behoren. Wanneer de masking functie op een Cartesisch rooster wordt gedefinieerd verkri-

jgen we een efficiënte en snelle methode om ‘vloeistof’ en ‘vaste’ cellen in het totale 3D

domein aan te geven. De masking functie is gebruikt om een volume-penalisatie term in de

Navier-Stokes vergelijkingen te formuleren die veel gelijkenis vertoont met het Brinkman

model voor poreuze stromingen. Door de limiet te nemen waarin het poreuze model nage-

noeg ondoordringbaar wordt voor stroming kan men een effectjef model voor de complexe

bloedvatgeometrie in de hersenen afleiden. De IB methode is gevalideerd voor Poiseuille stro-

ming in een cilindrische pijp, waarbij eerste-orde convergentie van de numerieke oplossing

naar de analytische oplossing en zijn gradiënt is aangetoond. De methode is ook toegepast

op gekromde bloedvaten, zowel met als zonder een bolvormigeuitstulping. Resultaten bij

verschillende ruimtelijke resoluties zijn met elkaar vergeleken. Betrouwbare resultaten met

een relatieve fout van minder dan 10% kunnen worden verkregen wanneer zo’n 16 of meer

roostercellen worden gebruikt over de breedte van een dwarsdoorsnede.

Simulaties van stationaire stroming in realistische geometrieën vereisen dat de mask-

ing functie voor het stromingsdomein gereconstrueerd wordt uit de beschikbare medische

beelden, bijvoorbeeld verkregen met 3D Rotational Angiography (3DRA). Om computer-

modellen voor specifieke probleemgebieden van specifieke patiënten te definiëren zijn ba-

sisoperaties zoals het ‘snijden’ en het (glad) ‘verbinden’van stukken bloedvat ontwikkeld.

Bij een typisch Reynolds getal vanRe= 250 laten simulaties complexe vortex-structuren in

de stroming in en nabij de aneurysme uitstulping zien. We hebben de afhankelijkheid van nu-

merieke voorspellingen onderzocht ten gevolge van de verschillende stappen die genomen di-

enen te worden om tot de definitie van het stromingsdomein te komen. De resultaten laten zien

dat deze afhankelijkheid tamelijk gering is (relatieve afwijkingen minder dan 1% in de snelhe-

den) mits numerieke manipulaties van de medische beelden bij de domeindefinitie voldoende

ver van de locatie van het aneurysme zelf plaatsvinden. Computermodellen met een grootte

van ongeveer 2-3 keer de omvang van de uitstulping zowel in derichting stroomopwaarts

als stroomafwaarts geven een robuuste indruk van de stroming in en nabij het aneurysme.

Om de betrouwbaarheid van voorspellingen ten gevolge van onzekerheden in de medische

uitgangsbeelden te kwantificeren zijn zogenaamde ‘grensgeometrieën’ geı̈ntroduceerd. Deze

worden verkregen door nabije geometrieën te beschouwen, verkregen door kleine, systema-

tische veranderingen in de masking functie toe te laten. Dergelijke verstoringen kunnen op-
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treden, bijvoorbeeld door verandering van de segmentatie-parameters bij beeldverwerking,

of door kleine bewegingen van de patiënt gedurende de 3DRA opname. We hebben systema-

tisch grensgeometrieën gegenereerd en de daarbij behorende numerieke oplossingen geanal-

yseerd. Daarmee kunnen intervallen voor bijvoorbeeld drukval en maximale schuifspanning

worden aangegeven die de afhankelijkheid van geometrie-onbetrouwbaarheid karakteriseren.

Dit idee kan ook worden gebruikt om een robuuste, ruwe indrukvan de stroming, met prak-

tische boven- en ondergrenzen te verkrijgen tegen sterk gereduceerde rekenkosten.

Een compleet computermodel voor de doorstroming van aneurysmes verondersteld dat

ook de realistische pulserende aandrijving van de stromingwordt meegenomen. Deze aandri-

jving wordt gekarakteriseerd door variaties in de bloedstroomsnelheid tijdens een hartslag,

die gemeten kunnen worden met behulp van Transcranial Doppler Sonography. We hebben

de pulserende stroming onder verschillende condities gesimuleerd door het Reynoldsgetal te

variëren. Daarbij is alleen de stroomsnelheid veranderd omdat de diameter van het bloed-

vat en de viscositeit van het bloed constant worden verondersteld. We kunnen een sterke

transitie waarnemen in de oplossing wanneer het Reynolds getal, binnen het fysiologisch re-

alistische gebied, wordt verhoogd. Deze transitie treedt in allerlei stromingsgrootheden op,

zoals de snelheid, druk en schuifspanning, en wordt op alle locaties nabij het aneurysme

waargenomen. Bij deze transitie nemen niet alleen de amplitudes van druk en snelheden toe

maar ook wordt de dynamica van de stroming veel levendiger enbevat de oplossing een re-

latief grotere bijdrage van componenten met een hogere frequentie. Om de transitie te kwan-

tificeren zijn spectra van de numerieke oplossing bepaald bij verschillende Reynoldsgetallen.

We observeerden daarbij dat de staart van het spectrum een duidelijk minder scherpe afval

met frequentie laat zien wanneerRe toeneemt. Hogere frequenties zijn absoluut maar ook

relatief sterker bij hogere Reynoldsgetallen wat zou kunnen wijzen op de mogelijkheid om

‘gevaarlijke’ stromingen in reeds ontwikkelde aneurysmesin de hersenen te horen. Dit lijkt

een kansrijk mechanisme waarmee snelle scanning en monitoring van patiënten kan worden

gerealiseerd in de toekomst.
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