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Recent insights from scanning electron 
microscopic assessment of durable 
polymer-coated drug-eluting stents

 review

Research on drug-eluting stents (DES) has had to be highly dynamic because of the rapid modification of 
stent platforms and coatings, and even the development of completely new stent designs and concepts. 
Through various mechanisms, coating irregularities of DES might contribute to some of the remaining 
problems of DES, such as (late) stent thrombosis and (side-branch) restenosis. This article sheds light on 
recent bench-top testing of DES coatings, providing an update on the latest examinations of DES coating 
morphology with scanning electron microscopy. It also reviews the different methods used to quantify 
DES coating irregularities, and proposes stepwise examination of coatings of both customary and novel 
DES. There is still a need to carefully assess novel DES with scanning electron microscopy in order to obtain 
data that may complement preclinical and clinical studies. Stent manufacturers have a responsibility to 
continuously monitor the quality of their products and generally strive to perfect their devices. In addition, 
independent, external assessment of DES coatings was shown to provide valuable data that permit 
meaningful comparisons of different DES types. Likewise, interventional cardiologists may use such 
complementary information from bench-side research as one of the pieces of evidence available to tailor 
therapy in clinical practice.
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Drug-eluting stents (DES) were developed to 
improve invasive treatment of coronary artery 
disease by reducing the restenosis rate and the 
need for repeat revascularization procedures. 
This is achieved through antiproliferative drugs, 
which are carried and released from thin poly-
mer-based coatings covering the metallic stent 
platforms. Since their introduction in 2002 [1,2], 
DES have become one of the most widely used 
medical devices [3–8].

Widespread utilization of DES entailed exten-
sive clinical research, with the result that DES are 
one of the most examined medical devices in the 
clinical setting [9]. In addition, numerous labora-
tory examinations of DES, such as pre clinical 
studies in animal models and postmortem stud-
ies, have been reported [10–12]. More technical 
bench-side assessment of the components of DES 
are generally performed by the developing parties 
and are occasionally accessible to the public [13].

Although there is no doubt that the results of 
large clinical trials are most significant for the 
evaluation of the safety and efficacy of medical 
implants, postmarketing bench-side research 
may provide additional insights that could help 
to interpret clinical performance. One may 
argue that locally reduced polymer thickness 
could theoretically promote restenosis, while 

a local increase in thickness of DES coating 
may locally delay the endothelialization process 
[14]. In addition, clinicians may consider data 
from bench-side examinations as complemen-
tary information to help guide their choice of 
device in some challenging lesions; in addi-
tion, insights from bench-top experiments may 
help to improve stent implantation techniques. 
Recently, a number of novel bench-side stud-
ies with scanning electron microscopy (SEM) 
addressed the surface morphology of polymer-
based DES coatings [13–17]; in addition, some 
novel DES types have been introduced. This 
certainly justifies providing an updated overview 
of this particular field of research.

surface of des & rationale for 
morphologic assessment
The main function of a DES coating is to 
carry and deliver the antiproliferative drug to 
the vessel wall [9]. This is generally achieved by 
biodurable materials, which may also be called 
permanent polymers [18] or biodegradable poly-
meric layers [19], which need to be biocompatible 
and should maintain maximum physical integ-
rity during challenging percutaneous coronary 
interventions as performed in daily practice [3–8]. 
The homogeneity and physical integrity of DES 
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coatings may be important, as coating irregulari-
ties or defects might locally disturb drug-elution 
kinetics and elicit a neointimal response [20].

By use of SEM and other imaging tech-
niques, surface irregularities of DES have been 
documented [15,20–22,101]. These irregularities 
could theoretically impair DES performance 
through different mechanisms. DES efficacy 
may be locally reduced as a result of decreased 
thickness or absence of the coating. In addi-
tion, the displacement of coating, with or 
without embolization of fragments of a relevant 
size, could lead to vascular or microvascular 
obstruction and myocardial necrosis. Another 
potential mechanism is that increased rough-
ness of the DES surface may promote thrombus 
formation [22].

Initial observations of coating defects on 
dilated DES suggested that irregularities on 
DES coatings could be related to stent expan-
sion and/or implantation maneuvers, and that 

coating defects may vary among DES types [101]. 
For that reason, a stepwise approach, ranging 
from the examination of unexpanded DES to 
the assessment of aggressively postdilated stents, 
was considered most appropriate to correlate 
coating irregularities on various DES types with 
interventional maneuvers.

scanning electron microscopic 
assessment of des coatings
SEM has a 3D character and the capacity to 
obtain highly magnified high-resolution images 
[24], which enables identification, classification 
and quantification of DES coating irregulari-
ties [20]. SEM uses a finely focused high-energy 
electron beam across the sample, causing the 
material to emit secondary electrons. These 
secondary electrons, and also the backscattered 
electrons, are of the greatest interest because 
these vary primarily as a result of differences 
in surface topography. The secondary electron 

Table 1. Classification of irregularities of durable polymer drug-eluting stent 
coatings.

Categories Types (within individual categories); figure = typical 
example 

I. Irregularities with reduced 
thickness of coating

IA. Small or big areas with aspect of bare metal, not fulfilling criteria of 
IB or IC (Figure 7C)

IB. Cracks, that is, sharp-edged coating irregularity extending from the 
surface deep into the coating, sometimes with exposure of underlying 
stent/primer (Figure 7e, 7F, 6e, 6F)

IC. Reduced thickness of DES coating at strut crossings (Figure 8D; 
represented by *)

II. Irregularities with 
increased thickness of 
coating

IIA. ‘Auricle-shaped’ excess of coating (Figure 8g; represented by #)
IIB. Ridge-shaped excess of coating connecting two facets of a strut
IIC. Small rounded structure of excess coating
IID. Coarse irregular excess of coating

III. Irregularities with 
inhomogeneous coating 

IIIA. Crater-shaped irregularity with metal exposure, that is, circular or 
elliptical irregularity with centrally reduced thickness of coating 
(including bare metal areas) and increased thickness of coating at the 
peripheral zone (Figure 7H)

IIIB. Crater-shaped irregularity without metal exposure, that is, circular 
or elliptical irregularity with centrally reduced thickness of coating and 
increased thickness of coating at the peripheral zone (Figure 6D)

IIIC. Small crater-shaped irregularity, that is, irregularity with 
appearance of punched-out hole
IIID. Wrinkles, that is, shallow minimal linear irregularities (Figure 8A–D)

IIIE. Flattened coating enclosed between two linear thickenings of 
coating material

IV. Irregularities with 
displacement of coating 

IVA. Webbing with metal exposure (Figure 8e)

IVB. Webbing without metal exposure
IVC. Fragments of coating, that is, mostly detached pieces of coating 
which keeps loosely attached to the main coating
IVD. Torn webbing, that is, redundant piece of polymer with an 
irregular outer surface indicating rupture of a webbing (Figure 8g & 8H)

IVE. Peeling of polymer without bare metal exposure (Figure 6A)

IVF. Peeling of polymer with bare metal exposure (Figure 6B)

Reproduced with permission from [25].
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emission results in SEM images at a resolution 
of approximately the size of the focused beam 
(the maximum resolution is 100,000-fold) [24].

 n SEM & DES coating irregularities
SEM assessment of DES revealed various coat-
ing irregularities with diverse morphologies and 
a wide range of severity and dimensions. For a 
better understanding of these irregularities, our 
group has developed a SEM-based classification 
of DES coating irregularities [14,20,25]. This clas-
sification has recently been followed by others [17]. 
TABle 1 presents the most recent version of the SEM-
based classification of DES coating irregularities, 
as introduced by our research group [14]. Based on 
the thickness and/or displacement of the polymer 
coating, we classified coating irregularities into 
four main categories: reduced coating thickness; 
increased coating thickness;  inhomogeneous 
thickness of coating; and displaced coating.

 n Reporting on the frequency of DES 
coating irregularities & defects
Semiquantitative approaches have been used 
to distinguish between minor marks and very-
high-degree damage of DES coatings. Guérin 
et al., for instance, graded polymer coating dam-
age as: no significant lesion (0%); low degree of 
damage (25%); moderate damage (50%); high 
degree of damage (75%); or complete destruc-
tion of the polymer coating (100%) [16]. This 
semiquantitative approach is easily applicable, 
but lacks a categorization of lesion types.

Our group expressed the incidence of coating 
irregularities as the number of coating irregulari-
ties per 60-fold magnification SEM field to facili-
tate meaningful comparisons of coating irregular-
ities [20]. As the final magnification setting of the 
SEM changed slightly during focusing, correction 
factors were applied to adjust these slight differ-
ences in the size of the image field [20]. During our 
bench-side experiments, stents were partially post-
dilated with oversized balloons, which resulted in 
wider distances between stent struts (i.e., a lower 
strut density per image field) in the postdilated 
segments versus the nonpostdilated segments [26]. 
To permit meaningful comparisons between these 
stent regions, normalization of strut density was 
required. However, when comparing samples with 
a greater difference in strut density (e.g., unex-
panded stents versus expanded stents), normaliza-
tion would have carried a higher risk of distorting 
the results [25]. Therefore, in such instances we 
compared the incidence of coating irregularities 
per stent ring rather than applying the image-field, 
method outlined above [14]. However, different 

stent types may differ in the number of stent rings 
for the same length. This might limit the use of 
this method to compare different stent types. The 
use of normalization factors for the number of 
stents will facilitate comparisons between differ-
ent stent types.

 n DES coating morphology after 
gentle stent deployment
In this study, we performed SEM-based exami-
nations of several durable polymer-coated 
DES, including a meticulous assessment of the 

Figure 1. scanning electron microscopic images of Cypher select® stents. 
(A) Unexpanded Cypher Select stent. (B) Expanded Cypher Select stent. 
(C) Precursor of peeled polymer extending from stent struts to underlying balloon. 
(d) Peeled polymer; a high-magnification image of peeled polymer is provided in 
insert. (e & F) A crater lesion present on both unexpanded and expanded Cypher 
stents, respectively. (G & H) Cracks present on both unexpanded and expanded 
Cypher stents, respectively. A high magnification image of cracks is provided in 
insert. 
Reproduced with permission from [14].
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incidence and dimensions of coating irregulari-
ties [20]. Four commercially available durable 
polymer-coated DES were examined following 
gentle deployment at 14 atm in a water bath: 
paclitaxel-eluting stents with styrene-b-isobutyl-
ene-b-styrene coating (Taxus Liberté™; Boston 
Scientific Corp., MA, USA); Zotarolimus-
eluting stents with phosphorylcholine coating 
(Endeavor Sprint™; Medtronic Cardiovascular, 
CA, USA); zotarolimus-eluting stents with 
Biolinx™ coating (Endeavor Resolute™; 
Medtronic Cardiovascular); and everolimus-
eluting stents with a f luoropolymer coating 
(Xience V™; Abbott Vascular, CA, USA) [20].

All four types of DES demonstrated coating 
irregularities, but the incidence and size of irregu-
larities differed among the DES types examined. 

Some irregularities were located at characteristic 
spots of the stent that were exposed to increased 
mechanical stress during the process of stent 
expansion [26]. Cracks in the coating were found 
in phosphorylcholine-based Endeavor stents 
(referred to as Endeavor stents) and Endeavor 
Resolute, while Taxus Liberté was the only DES 
type that showed webbing with large bare-metal 
exposure [20]. Areas with bare-metal aspects were 
largest on Endeavor Sprint, while on Xience V the 
incidence of bare-metal areas was particularly low 
and their dimensions were small. The findings 
of this study suggested that there was on average 
an improvement in coating morphology from the 
early to the newer generation DES.

Each DES type showed some characteristic 
irregularities that were to some extent specific to 

Figure 2. scanning electron microscopic images of Taxus Liberté™ stents. (A) Unexpanded 
Taxus Liberté stent. (B) Expanded Taxus Liberté stent. (C & d) Thinning of polymer at strut crossing 
(white *) on both unexpanded and expanded stents, respectively. (e) Adhesion of polymer coating 
on two adjacent struts (arrow) on unexpanded Taxus Liberté representing a precursor of webbing. 
(F) Webbing on an expanded Taxus Liberté stent sharing the characteristic location with precursor 
seen in (e). 
Reproduced with permission from [14].
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that DES type. The geometry of the stent plat-
form, details of the process of coating the stent, 
and both composition and physical character-
istics of the coating (e.g., elasticity) may con-
tribute to the reproducible shape and location 
of certain irregularities [19].

 n Coating irregularities of 
unexpanded DES
Characteristic coating irregularities and their 
specific distribution patterns on different DES 
types, as reported above, raised the question of 
whether stent manufacturing and handling (e.g., 
the configuration of the stent in its folded state) 
might be involved in the formation of coating 
irregularities. For instance, adhesion of polymer 

coating to adjacent stent struts could promote 
certain irregularities and defects. We therefore 
examined both unexpanded and expanded 
samples of five contemporary DES with SEM 
to obtain insights into the potential mecha-
nisms of formation of coating irregularities [14]. 
A total of 1200 SEM images of 15 expanded and 
15 unexpanded stent samples of Cypher Select® 
Plus (sirolimus-eluting stents with PEVA/
PBMA copolymer-based coating; Cordis, NJ, 
USA), Taxus Liberté, Endeavor, Xience V and 
Endeavor Resolute were examined. Coating 
irregularities were identified on both unex-
panded and expanded stent samples. In addi-
tion, in unexpanded DES samples, characteristic 
spots (predilection sites) of coating irregularities 

Figure 3. scanning electron microscopic images of phosphorylcholine-based endeavor 
sprint™ stents. (A) Unexpanded stent. (B) Expanded stent. (C) Small bare-metal area (*) and crater 
lesion with bare-metal aspect (arrow) on unexpanded phosphorylcholine (PC)-based Endeavor stent. 
(d) Crater lesion with bare-metal aspect (arrow) on expanded PC-based Endeavor stent. (e) Mild 
cracks and adhesion of polymer coating on the apex of two adjacent bends on unexpanded PC-based 
Endeavor stent representing a precursor of crater lesions. (F) Crater lesions (arrowheads) seen at the 
apexes of a stent bend. 
Reproduced with permission from [14].
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were carefully examined, taking the known indi-
vidual distribution pattern of coating irregulari-
ties in the various DES types into account. We 
considered coating irregularities on unexpanded 
stents to be precursors to corresponding coat-
ing irregularities on expanded stents if they 
differed morphologically from those observed 
on the expanded samples, but shared the same 
characteristic location [14].

Assessment of unexpanded Cypher stents 
revealed (small) crater lesions and cracks 
together with precursors of ‘peeling’ (Figure 1). 
Unexpanded Taxus Liberté showed thinning of 
the polymer, small bare-metal areas, wrinkles 
and one type of precursor (Figure 2). Unexpanded 
Endeavor stents showed cracks, small bare-metal 
areas, crater lesions and their precursors (Figure 3). 
Assessment of unexpanded Xience V and 

Endeavor Resolute mainly revealed crater lesions 
and their precursors. Unexpanded and expanded 
DES did not significantly differ in the frequency 
of coating irregularities and precursors, with the 
only exception being more bare-metal areas on 
samples of expanded Taxus Liberté (Figures 4 & 5).

Notably, for 72% of the types of coating 
irregularities on expanded DES specimens, a 
matching irregularity and/or its precursor was 
observed on the unexpanded DES specimens [14]. 
This implies that most coating irregularities, or 
the potential to develop them, are inherent to the 
unexpanded DES. The configuration of unex-
panded stents, as well as the physical properties 
of DES coatings, may be important determinants 
of the formation of coating  irregularities. While 
crushing forces of the balloon during normal 
stent deployment do not play a major role.

Figure 4. scanning electron microscopic images of Xience V™ stents. (A) Unexpanded stent. 
(B) Expanded stent. (C) Crater lesion on unexpanded Xience V stent (arrow). (d) Crater lesion 
(arrow) on expanded Xience V stent. (e) A precursor of crater lesion (arrow) on unexpanded Xience V 
stent. (F) Crater lesion (arrow) on expanded Xience V stent seen at the same location as that of the 
precursor on (e).  
Reproduced with permission from [14].
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des coating integrity following stent 
postdilation maneuvers
As a following step, we then assessed the effect of 
postdilation on DES coating morphology [25]. In 
clinical practice, oversized postdilation of DES 
is performed in certain anatomical situations to 
avoid stent malapposition. Particularly in long 
lesions or major bifurcations, extremely oversized 
partial postdilation of stents may be required, 
which exposes DES coatings to extreme forces.

 n Effect of stent postdilation on 
frequency & extent of DES coating 
irregularities
Changes in stent geometry as a result of postdila-
tions can be well assessed with micro-computed 

tomography, a technique that has previously 
been established for stent examination by 
Ormiston et al., who used it for the investiga-
tion of bifurcation stenting [27]. This technique 
was also adopted by other research groups for the 
analysis of stent geometry [28,29]. Our group has 
used micro-computed tomography to assess the 
effect of aggressive partial postdilation of DES 
on stent geometry and to examine the poten-
tial relationship between SEM findings and 
stent deformation [26]. Partial stent postdilation 
resulted in the formation of three stent regions 
with different degrees of geometric deformation: 
the postdilated; nonpostdilated; and transitional 
stent region. Stent cells with the largest size were 
found in the transitional area for most DES 

Figure 5. scanning electron microscopic images of endeavor resolute™. (A) Unexpanded stent. 
(B) Expanded stent. (C) Crater lesions (arrows) on unexpanded Endeavor Resolute stent. (d) Crater 
lesions (arrowheads) on expanded Endeavor Resolute stent. (e) A precursor of crater lesions on 
unexpanded Endeavor Resolute stent at a contact point of two adjacent stent bends. (F) Crater lesions 
(arrowheads) on expanded Endeavor Resolute stent seen at the same location as that of the precursor 
on (e). Only in the expanded state were cracks seen at the inner curvatures of stent bends (d & F). 
Reproduced with permission from [14].
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types [26]. The different geometric deformations 
expose the DES coating to a variable amount 
of mechanical stress, which may promote the 
formation of dissimilar types and frequencies of 
coating irregularities on different types of DES.

Extremely oversized partial postdilation of 
3.5-mm stents (nominal size) with noncompli-
ant 5.0 mm balloons at 18 atm was performed in 
a total of 15 DES samples (Cypher Select Plus, 
Taxus Liberté, Endeavor, Endeavor Resolute, 
and Xience V; three samples each), followed by 
SEM assessment of shape and incidence of DES 
coating irregularities [25]. SEM examination of a 
total of 660 images demonstrated that shape and 
incidence of coating irregularities in the post-
dilated and/or transitional regions of the stents 
differed only mildly from the nonpostdilated 

regions. Cypher Select Plus showed more peeling 
without the bare-metal aspect in the postdilated 
and transitional regions, and cracks were wider in 
the postdilated and transitional regions (Figure 6). 
In Taxus Liberté, one additional type of irregu-
larity (torn webbing) and more wrinkles were 
observed. In Endeavor Resolute (Figure 7), wider 
cracks were found in the extremely postdilated 
region only; and Endeavor (Figure 7) and Xience V 
(Figure 8) showed no differences in the shape or 
incidence of coating irregular ities between over-
sized and nonoversized stent regions [25].

Thus, even very aggressive postdilation 
resulted in no more than mild differences in 
coating irregularities between postdilated and 
nonpostdilated regions of durable polymer-
coated DES [25]. As a consequence, examination 

Figure 6. scanning electron microscopy images of Cypher select® Plus. (A) Peeling of 
polymer without bare-metal aspect. (B) Peeling of polymer with bare-metal aspect. (C) Coarse 
irregular excess of coating. (d) Crater lesion. (e) Cracks in the nonpostdilated region of Cypher 
Select Plus. (F) Cracks in postdilated region of Cypher Select Plus. The cracks in the postdilated 
stent region are wider than those in the nonpostdilated region (see inserts for higher 
magnification). 
Reproduced with permission from [25].



www.futuremedicine.com 669future science group

Scanning electron microscopy assessment of durable polymer-coated drug-eluting stent  review

of less aggressive postdilation protocols would 
have been superfluous.

 n Examination of DES after bifurcation 
stenting & simultaneous kissing 
balloon inflations
Restenosis rates after treatment of bifurcation 
lesions have been reduced since the introduction 
of DES, but in bifurcation lesions the ostium of 
the side branch still remains a predilection site for 
the development of restenosis [30–33]. Damage to 
the coating of DES arising from maneuvers that 
are performed during bifurcation stenting could 
potentially promote restenosis. Various techniques 
of bifurcation stenting have been suggested and 
applied. The diversity of all of these techniques 
prevents comprehensive SEM assessment of all 
the approaches applied for bifurcation stenting 
and imposes a more focused assessment of the 
most frequently applied stenting procedures.

Postdilation of stents in a main branch and 
a side branch by simultaneous kissing balloon 
inflation is a frequently applied method that 
often leads to favorable acute results in both 
branches [34,35]. Guérin et al. recently reported 
SEM data on the consequences of simultane-
ous kissing balloon inf lations in five types 
of earlier generation DES (stent diameter of 
3.0 mm): Cypher, Cypher Select, Endeavor, 
Taxus Express and Taxus Liberté. In that study, 
stents were deployed at the nominal pressure in 
a nonconstrained fashion; then simultaneous 
kissing balloon inflations were performed with 
two semicompliant balloons of a nominal size 
of 3.0 mm. A semiquantitative analysis of coat-
ing damage demonstrated significantly greater 
damage to the coating on ostial struts in all 
DES evaluated [16]. Our group currently uses 
SEM to gain insight into the coating damage 
of several, mostly contemporary DES. Figure 9 

shows an example of the damaged stent coating 
on the ostial struts of an Endeavor stent after 
simultaneous kissing balloon inflations in a ves-
sel phantom, as compared with the intact coat-
ing on the corresponding struts of an Endeavor 
Resolute stent following the same maneuver (i.e., 
the novel DES type shows more favorable coat-
ing characteristics). Both Endeavor DES and 
Endeavor Resolute DES share the same Driver 
cobalt–chromium stent platform (Medtronic, 
Medtronic Cardiovascular), but each DES type 
is covered with different polymer coatings, which 
clearly suggests that the observed difference in 
coating irregularities on the depicted stents is 
most likely related to differences in polymer 
coatings, which we previously emphasized [36].

seM examination of novel des
Recently, further stent refinement resulted in the 
development of so-called third-generation DES, 
which offer increased stent flexibility. A greater 
flexibility of the stent platform facilitates not 
only stent delivery in lesions with challenging 
anatomy, but also improves DES apposition to 
the vessel wall [37–39]. This is expected to optimize 
drug delivery and may reduce the risk of stent 
thrombosis. However, the changes in stent geom-
etry and flexibility could perhaps also affect DES 

Figure 7. scanning electron microscopy images of endeavor® sprint and 
resolute™. (A) Endeavor Sprint with cracks in nonpostdilated region. 
(B) Endeavor Sprint with cracks in postdilated region. (C & d) Very similar incidence 
of bare-metal areas in nonpostdilated and postdilated regions of Endeavor Sprint, 
respectively. (e) Endeavor Resolute with cracks in nonpostdilated region. (F) Cracks 
and a crater irregularity on postdilated region of Endeavor Resolute. 
(G & H) Endeavor Resolute with similar incidence of crater-shaped irregularity in 
nonpostdilated and postdilated regions, respectively. 
Reproduced with permission from [25].
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coating morphology. Systematic SEM examina-
tion of these new DES and subsequent com-
parison with images acquired from predecessor 
stents may provide insights into the effect of the 
aforementioned modifications in stent geometry 
on coating morphology. Figure 10 displays SEM 
images from ongoing research of our own group 
in the contemporary durable polymer DES 
Xience Prime™ (Abbott Vascular), Resolute™ 
Integrity (Medtronic, Medtronic Cardiovascular) 
and Promus Element™ (Boston Scientific Corp.).

Limitations of bench-top research 
with seM
Bench-side studies do not exactly mimic condi-
tions in vivo. DES with a somewhat less favorable 
appearance at SEM assessment may be clinically 
highly efficacious and safe. For instance, a higher 
hydrophilicity of certain DES coatings may com-
pensate for a somewhat higher incidence of certain 
irregularities on these coatings [40]. The results of 
adequately powered comparative clinical stud-
ies are most important to form a prudent opin-
ion on a certain type of DES [3–7,41]. However, 
bench-side studies, such as the assessment of DES 
with SEM, may represent a valuable addition to 
clinical research. Bench-top studies with SEM 
may contribute to the overall picture of a DES, 
together with stent testing in animal models [42], 
and the examination of other components of DES 
[43], such as assessment of the metallic stent plat-
form with micro-computed tomography [13], or 
through computational methods [44]. Phantoms 
used in bench-side experiments are often made 
from silicon or Perspex, and do not perfectly 
resemble diseased coronary vessels. In clinical 
practice, potential shear between the abluminal 
surface of DES and the vessel wall during stent 
delivery may aggravate coating defects or lead to 
additional defects, depending on vessel tortuosity 
and calcification [45,46]. The avoidance of phan-
toms in unconstrained models eliminates the 
need for sample harvesting that could otherwise 
cause artificial defects, while possibly intensifying 
a few coating irregularities. However, the latter 
limitation may be more relevant for a DES coated 
with a biodegradable polymeric coating [47,101]. 
In a recent study, Yazdani et al. implanted a lim-
ited number of biodegradable and biodurable 
coated DES (n = 3 per group) in healthy porcine 
coronary arteries with subsequent harvesting 
of samples through enzymatic digestion of the 
coronary vessels. They compared DES coating 
defects after in vivo implantation to defects seen 
after expansion in vitro. In their study, 90% of 
the surface area of in vitro implanted samples 
demonstrated coating with defects versus 60% 
of the surface of the in vivo implanted stents, sug-
gesting that the in vitro methodology may some-
what overestimate irregularities in biodegradable 
coating DES compared with biodurable coating 
DES [47]. Although there is no direct evidence 
to suggest that coating damage is related to sub-
sequent neointimal proliferation or thrombus 
formation, there are adequate theoretical con-
cerns that hetero geneous drug distribution on 
disturbed polymer coating may potentially act 
as a focus for inflammatory responses [48]. These 

*

#

Figure 8. scanning electron microscopy images of Xience V® and Taxus® 
Liberté™. (A) Xience V showing wrinkles in nonpostdilated region. (B) Xience V 
with wrinkles in postdilated region. (C) Taxus Liberté in nonpostdilated region 
without wrinkles. (d) Taxus Liberté with wrinkles in nonpostdilated region. 
(d) Taxus Liberté with wrinkles in postdilated region, * = reduced thickness of 
coating at strut crossing. (e & H) Taxus Liberté with webbing with bare-metal 
exposure in nonpostdilated region (e), and examples of (F) partially torn webbing 
in transitional region, and (G & H) torn webbing in postdilated region. # in (G) = 
Auricle shaped excess of coating. 
Reproduced with permission from [25].
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concerns may be supported by the focal patterns 
of restenosis, as seen by intravascular ultrasound 
[49], and presence of thrombi, together with focal 
restenosis, as seen by angioscopy [50].

Future perspective
Progress in the development of durable coat-
ing DES has resulted in coating surfaces that 
show limited coating irregularities and that are 
robust in the setting of aggressive postdilation of 
stents [25]. SEM data suggested that many coat-
ing irregularities or their precursors are present 
on unexpanded DES samples [14]. This finding 
convinced us that many coating irregularities 
result from adhesion between coating material 
on adjacent stent struts, and for that reason, 
persistent attention to the process of loading 
coatings on stent platforms and the handling of 
freshly coated durable coating DES is warranted. 
Differences in the elastic properties of coatings 
on different DES may explain the generation 
of different coating irregularities as a result of 
shear stress or adhesion of adjacent stent struts. 
In certain types of DES coating, the presence 
of cracks at high shear-stress locations suggests 
that these particular coatings are less elastic than 
other DES coatings that show wrinkles at corre-
sponding sites. Moreover, highly elastic polymer 
coatings will develop only strands (webbing) at 
points of adhesions of coating on adjacent stent 
struts, while in DES with less elasticity of the 
coatings, adhesions may result in other forms 
of coating irregularities such as crater lesions. 
Nevertheless, without exact knowledge of all 
technical details of the complex process of DES 
production, it is very difficult to attribute all 
irregularities observed to a specific cause.

Early-generation biodegradable coating DES 
recently demonstrated favorable long-term results 
as compared with first-generation durable coating 
DES [51,52]. Similar to the progress in the field of 
durable polymer DES, innovations in DES with 
biodegradable coatings have been made [53,54], 
which may trigger further research with SEM.

We feel that there is still a need to carefully 
assess novel DES with SEM. Such research can 
provide valuable information that may comple-
ment preclinical and clinical studies. While stent 
manufacturers have the obligation to continu-
ously monitor the quality of their products and 
will generally strive to perfect their devices, SEM 
assessment as part of an external research pro-
gram has been shown to provide valuable addi-
tional data that allow comparison of different 
DES types [13]. In view of this, interventional 
cardiologists may use complementary informa-
tion from bench-side research as one of the pieces 
of available evidence to tailor therapy. 
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Figure 9. scanning electron microscopy of drug-eluting stent after kissing 
balloon postdilation. (A) Scanning electron microscopy image of a resolute stent 
after simultaneous kissing balloon postdilation in a bifurcation model with a 30° 
bifurcation angle demonstrating an intact polymer layer at the distal ostial struts 
(exposed to crushing forces between the two kissing balloons). (B) Scanning 
electron microscopy image of an Endeavor stent treated similarly to the stent in (A) 
demonstrating large areas with bare-metal aspect at the corresponding distal ostial 
struts.

Figure 10. scanning electron microscopic images of novel drug-eluting stents. (A) An 
expanded Xience Prime™ stent. (B) An expanded Resolute™ Integrity stent. (C) An expanded 
Promus Element™ stent.
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executive summary

Surface of drug-eluting stents & rationale for morphologic assessment
 � Coating irregularities or defects might locally disturb drug elution kinetics and elicit neointimal response.
 � Drug-eluting stents (DES) efficacy may be locally reduced as a result of locally decreased thickness or absence of the coating.
 � Displacement of coating could lead to (micro)vascular obstruction.
 � Increased roughness of the DES surface may be associated with increased thrombogenicity.

Scanning electron microscopic assessment of DES coatings
 � Scanning electron microscopy (SEM) is highly suitable for examination of DES coating morphology due to its 3D character and high 

resolution. 
 � Based on the thickness and/or displacement of coating, coating irregularities are classified into four main categories.
 � Full quantitative analysis of coating irregularities allows accurate comparison between different DES types. 
 � After gentle stent deployment DES coating morphology showed some characteristic irregularities that were, to some extent, specific to 

DES types. Data suggest improvement in coating morphology between early and newer generation DES.

Coating irregularities of unexpanded DES
 � For the majority of coating irregularities on expanded DES, a matching irregularity and/or its precursor was observed on the unexpanded 

DES samples. 
 � Most coating irregularities or the potential, to develop them, are inherent to the unexpanded DES.
 � The configuration (stent design) of unexpanded stents, as well as the physical properties of DES coatings, may be important for 

formation of coating irregularities.
 � Crushing forces of the balloon during normal stent deployment play no major role.

DES coating integrity following stent postdilation maneuvers
 � Very aggressive postdilation resulted in no more than mild differences in coating irregularities between postdilated and nonpostdilated 

regions of durable polymer DES.
 � Semiquantitative analysis of coating damage after simultaneous kissing balloon postdilation demonstrated a significantly greater 

damage to the coating on ostial struts in all early-generation DES evaluated.

SEM examination of novel DES
 � Stent refinement resulted in the development of third-generation DES with increased stent flexibility.
 � The effect of modifications in stent geometry on coating morphology may be examined by systematic SEM examination of novel DES 

and by comparing the findings with data from predecessor stents.

Future perspective
 � Continuous attention to the process of loading coatings on stent platforms and handling of freshly coated durable coating DES is 

warranted. 
 � Introduction of newer generation biodegradable coating-based DES may trigger further SEM research. 
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