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1
Introduction1

Ultrasound is the most widely used medical imaging modality. It offers
low-risk and portable imaging, it produces real time images, which can be
taken at bed-side, and it is inexpensive as compared to computed tomog-
raphy (CT) and magnetic resonance imaging (MRI). The working principle
is based on the scattering and reflection of transmitted ultrasound waves
at interfaces and tissue inhomogeneities with different acoustic impedances.
An ultrasound image can be constructed from the time of flight and the
intensity of the received echos. Typical ultrasound frequencies used are in
the range of 1 to 50 MHz, where the highest frequencies result in the high-
est spatial resolution due to its shorter wavelength. For higher frequencies,
however, the penetration depth is reduced as a result of attenuation, which
increases linearly with frequency. Therefore the optimum imaging frequency
is always a trade-off between resolution and imaging depth.

Tissues in the body contain acoustical inhomogeneities which scatter ul-
trasound and light up in an ultrasound images. On the other hand, blood
is a poor ultrasound scatterer and the visibility of the blood pool can be
enhanced by the use of stabilized microbubbles as an ultrasound contrast
agent (UCA). Ultrasound contrast agents consist of a suspension of stabi-
lized microbubbles with a size between 0.5 and 10 µm in diameter, so they
can safely pass even the smallest vascular beds. Bubbles are highly echogenic
due to the acoustic impedance mismatch with their liquid surrounding and
due to the resonance behavior of the bubble vibrations. The interaction of
bubbles and ultrasound and the influence of the stabilizing shell is subject of
extensive study, summarized in this chapter, and our improved insight into
the underlying physical mechanisms gives rise to increased performance of
ultrasound contrast agents and their use in medical imaging and therapy.

This chapter will give an overview of the applications and design consider-
ations of microbubbles for medical applications. First, the use of microbub-

1Published as: T. Segers, N. de Jong, D. Lohse, M. Versluis, Microfluidics for
medical applications, Microbubbles for medical applications, ISBN: 978-1-84973-637-4,
DOI:10.1039/9781849737593, RSC Nanoscience & Nanotechnology (2014)
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1.1 MICROBUBBLES FOR IMAGING

a b

Figure 1.1: Ultrasound contrast microbubble imaging of the kidney. Ultrasound
echo image of a rabbit kidney. a) Before arrival of the ultrasound contrast agent
and b) contrast enhancement due to presence of the ultrasound contrast agent2.

bles for imaging and therapeutic purposes is introduced. The physical char-
acteristics of microbubbles in a sound field are then described in order to
understand the processes by which microbubbles enhance ultrasound imag-
ing contrast. The third section explains that microbubbles may quickly
dissolve in the surrounding liquid and that they need to be stabilized by
a coating. The standard contrast agent production methods are given in
the fourth section as well as more recent methods to produce monodisperse
bubble suspensions using lab-on-a-chip devices. Finally, the dynamics of
coated bubbles is discussed and methods to characterize the dynamics are
presented.

1.1 Microbubbles for imaging

The mechanism by which the microbubbles enhance the contrast is twofold.
First, acoustic waves are scattered by the bubbles due to the large difference
in acoustic impedance between the gas and the surrounding liquid. Second,
the large compressibility of the gas bubbles results in radial oscillations of
the bubbles in response to the ultrasound pressure waves. The radial oscil-
lations are highly non-linear and produce non-linear sound waves which are
exploited in contrast-enhanced ultrasound imaging. The strong scattering
of the microbubbles allows for the visualization and quantification of blood
perfusion in organs, e.g. heart, liver or kidney1. Figure 1.1 shows an ultra-
sound image of a rabbit kidney before (A) and after (B) arrival of a bolus
injection of an ultrasound contrast agent.

The sensitivity of the bubble detection, down to a single bubble in-vivo,
facilitates targeted molecular imaging applications for the diagnosis of dis-
eases at the molecular level. Targeting ligands that bind specifically to
selective biomarkers on the blood vessel wall can be labeled to the micro-

2



1. INTRODUCTION
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Figure 1.2: a) Fluorescent microscopy image of microbubbles (MB) targeted to
a microvascular endothelial cell (MVEC)1. b) Microbubbles can be targeted to
a membrane in an experimental setting by labeling the bubbles with a PEG2000
spacer connected to streptavidin. A strong biotin-streptavidin bond between the
bubble and the membrane is utilized when the membrane is labeled with BSA
connected to FITC, anti-FITC and biotin5. c) A complex of microbubbles targeted
to a stem cell6. These complexes are echogenic and they can therefore be directed
using acoustic radiation forces towards diseased tissue to upregulate the therapeutic
targeting efficiency.

bubble shell3, see Fig. 1.2. The approach here is to inject targeted bubbles
intravenously, then to wait 5 to 10 minutes for the freely flowing bubbles
to be washed out by the lungs and the liver and then to image the ad-
herent bubbles using ultrasound. One other approach is to discriminate
acoustically between freely flowing and adherent bubbles through spectral
differences through a resonance shift of the adherent bubbles due to the
interaction between the bubble and the vessel wall4,5. This approach would
require that all bubbles have the same response to the ultrasound driving
signal which is up to now not possible because of the large size distribution
of the commercial agents. Recently microbubbles were targeted to stem
cells6 to produce echogenic complexes which can be directed towards dis-
eased tissue using acoustic radiation forces to upregulate the therapeutic
targeting efficiency (Fig. 1.2c).

1.2 Microbubbles for therapy

Contrast agent microbubbles can themselves serve as therapeutic agents.
Several configurations are possible here. First, a drug can be co-administered
with the bubbles while ultrasound-induced bubble oscillations close to cells
promote local drug uptake through mechanical stress to the adjacent cell
membranes, a process called sonoporation. Second, UCAs can be loaded

3



1.3 MICROBUBBLES FOR CLEANING

with drugs, e.g. for the local delivery of chemotherapeutic drugs1,3 with a
narrow therapeutic index, or for the delivery of genes, such as siRNAs7–9.
The payload can be directly incorporated in the bubble coating10, or in
the core of the bubble11,12, or in liposomes attached to the bubble shell13.
Drug-loaded microbubbles can be imaged at low acoustic pressures aiding
the guidance and realtime monitoring of the therapy, then at higher acous-
tic pressures rupture of the bubble shell triggers drug release. Ideally, the
release of such a payload follows a step response after passing an insonation
pressure threshold for the controlled release of the payload in a confined
and highly localized region determined by the position of the acoustic focus
and the position of the bubbles. The prime focus of such a local delivery is
to reduce the systemic exposure to toxic drugs and to increase the delivery
efficacy by preventing early capture of the drugs or genes by the systemic
system. Various therapeutic bubble systems are displayed in Fig. 1.3.

The mechanical stress exerted by the oscillating microbubbles leading to
sonoporation, i.e. the transient increase in cell membrane permeability,
can be caused by several mechanisms. Oscillating bubbles in close vicin-
ity to cells will cause palpation or normal stresses on the cell membranes
through the attractive secondary radiation forces between the bubbles and
the cells16,17. Furthermore, asymmetric bubble oscillation and oscillatory
translations may lead to the build up of acoustic streaming around the
bubble18, which will induce a shear stress on the cell membrane. More-
over, acoustic streaming will enhance the influx of fresh therapeutic agent
through local mixing. Driving the bubbles at higher acoustic pressures can
lead to asymmetric collapse of the bubble and the formation of a liquid jet,
a violent process called inertial cavitation19–21. The liquid jet can reach a
speed ranging from 10-100 m/s22,23, resulting in pore formation in the cell
membrane. Typically, short ultrasound pulses are used to avoid irreversible
membrane poration, leading to cell death. The interaction between oscil-
lating bubbles and the blood-brain barrier (BBB) has shown the ability to
transiently disrupt the tight junctional complexes, which normally prevent
the entry of therapeutic drugs into the brain24–26.

1.3 Microbubbles for cleaning

High-intensity focused ultrasound, or HIFU, utilizes long pulse ultrasound to
create thermal ablation for deep tissue surgery and is promoted by the use
of microbubbles27–29. In extracorporeal shockwave lithotripsy, cavitating
clouds of microbubbles created in the focus of a shockwave lead to mechani-
cal ablation to break kidney stones30,31. Each year many people suffer from

4



1. INTRODUCTION

DiI
Liposome

C4F10

DPPC

DSPE-PEG-Maleimide

2 µm 

5 µm

a

b c d e

f g h

Figure 1.3: a) Schematic representation of a typical drug-loaded fluorescently la-
beled phospholipid coated microbubble14. The drug is loaded in liposomes attached
to the bubble shell. b) A brightfield image of such a drug loaded microbubble14

and fluorescent images of c) bodipy-labeled liposomes and d) of the DiI-labeled
phospholipid shell. e) An overlay of the images shows that the loaded liposomes
are situated outside the bubble shell. f) A SEM image of a hard-shelled microcap-
sules15. g) These capsules can be filled with air or h) they can be filled with an oil
containing hydrophobic drugs.

a stroke. Ischemic stroke results from an occlusion of a major blood ves-
sel in the brain by a blood clot, which decreases or suppresses blood supply
downstream which may lead to long term disability or death. Contrast agent
microbubbles can be used in combination with ultrasound to lyse thrombi
in the blood vessel, restoring blood flow, a process termed sonothromboly-
sis32. The microbubbles can be injected next to the blood clot while being
insonified with ultrasound or, alternatively and in a more controlled man-
ner, IV-injected microbubbles targeted to the blood clot bind to the target
and are subsequently insonified with ultrasound. The microbubble oscil-
lations may lead to microstreaming and cavitation (microjetting) and the

5



1.4 MICROBUBBLE BASICS
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Figure 1.4: a) The scattering cross section of a bubble can be 1 billion times
larger than that of a solid particle of the same size33. In addition, the scattering
cross section of a bubble gains another two orders of magnitude if it is driven at its
resonance frequency. b) The bubble oscillations are highly non-linear, generating
harmonics of the fundamental driving frequency exploited to discriminate between
linear tissue echoes and harmonic bubble echoes34.

combined action of mechanical stress exerted, mixing of an anti-coagulant
such as rTPA, and flow may lead to a controlled disintegration of the blood
clot in such a high-risk area.

1.4 Microbubble basics

Contrast microbubbles produce a very strong echo, which can be 1 billion
times stronger than the echo of solid particles of the same size33, owing
to the large compressibility of the gas core of the bubbles, see Fig. 1.4.
In addition, the bubbles resonate to the driving ultrasound field, adding
another two order of magnitude to its scattering cross section. Finally,
the bubbles oscillate non-linearly, generating harmonics of the fundamental
driving frequency, which allows efficient discrimination of the linear tissue
echoes from the harmonic bubble echoes, boosting its contrast ability, which
is expressed in the contrast-to-tissue ratio (CTR).

1.4.1 Microbubble dynamics

The bubble dynamics is governed by the equation of motion for a spherical
bubble, known as the Rayleigh-Plesset (RP) equation35. The RP-equation
follows directly from Bernoulli’s principle (Newton’s 2nd law) and the con-
tinuity equation:

ρRR̈+
3

2
ρṘ2 = pi − pe (1.1)

6



1. INTRODUCTION

where ρ is the liquid density and R, Ṙ, and R̈ represent the radius of
the bubble, the velocity of the bubble wall, and the acceleration of the
bubble wall, respectively. pi is the bubble’s internal pressure and it depends
on the properties of the gas. pe is the external pressure and it includes
the pressure contributions of the ambient pressure, the interfacial pressure
and the driving pressure pA(t). Equation (1.1) is an ordinary differential
equation and its solution, given any driving pressure pulse pA(t), is the
radius of the bubble as a function of time, R(t). The nonlinear features
of the bubble response, or echo, originate directly from the nonlinearities
in the above equation. Once the radial dynamics is known, the pressure
emitted by the bubble, ps(t) (in medical ultrasound literature termed the
scattered pressure), can be calculated from the conservation of mass and
momentum36:

ps =
ρR

r
(2Ṙ2 +RR̈) (1.2)

where r is the distance to the bubble. Thus, for any given driving pressure
pulse pA(t) the nonlinear echo ps(t) can be calculated for an oscillating
spherical bubble.

To understand the resonance behavior of microbubbles it is insightful to
linearize the bubble dynamics equation. Assuming a sinusoidal pressure
pulse in addition to the ambient pressure, pe = p0 + pAsinωt, with angular
frequency ω = 2πf with f the ultrasound frequency, and assuming small
amplitude oscillations R = R0(1+x), where R0 is the ambient bubble radius
and x ≪ R0. Neglecting higher-order terms in x, Eq. (1.1) then reduces to
the classical differential equation of a simple driven harmonic oscillator37:

ẍ+ ω2
0x =

pA
ρR0

sinωt (1.3)

with a characteristic bubble oscillation eigenfrequency

ω0 =

√
3κp0
ρR2

0

, (1.4)

with κ the polytropic exponent of the gas. The analogy to a mass-spring
system is that the liquid surrounding the bubble acts as a mass, while the
gas acts as a spring. Thus, the bubble resonates to the driving pressure
field, and it has a resonance frequency fR where a maximum amplitude is
observed, see the resonance curve displayed in Fig. 1.10. Figure 1.10 will
be discussed in more detail later in this chapter. The system experiences
damping, which can be appreciated from the width of the resonance curve.
The energy loss mechanisms associated with damping can be attributed to

7



1.4 MICROBUBBLE BASICS

acoustic reradiation and following a more detailed analysis also from vis-
cous damping through the liquid viscosity and thermal damping due to the
build-up of a thermal boundary layer around the bubble38. The total dimen-
sionless damping constant, i.e. the sum of all the damping contributions,
for microbubbles of a typical size of 5 µm is 0.1, therefore the resonance fre-
quency is very close to the eigenfrequency of the bubble37, fR ≈ f0. Note
that the eigenfrequency is inversely proportional to the radius of the bubble,
through Eq. (1.4). For an air bubble in water the relation f0·R0 ≈ 3 µmMHz
applies, as was derived earlier by Minnaert39. Thus, a 3 µm diameter bub-
ble will have an eigenfrequency near 2 MHz, which is right at the heart of
clinical medical ultrasound imaging.

The way the bubbles are driven by ultrasound leading to an echo is de-
picted in Figure 1.5. A typical transmit pulse consists of a number of cycles
of ultrasound at a single frequency and propagates in the direction of the
focal region where the bubble is contained. The bubble is driven into oscil-
lation by the successive wave of high and low pressure. The radial response
of the bubble and the subsequent movement of the liquid surrounding the
bubble leads to a sound emission which is propagating spherically in all
directions36. The transducer will pick up the echo emitted within the re-
ceiving cone angle of the transducer. Given the nonlinear response of the
radial bubble dynamics the echo will also contain this particular nonlinear
signature and the fundamental frequency and its harmonics (second and
third harmonic and subharmonic) will be picked up by the receiving unit
within the available bandwidth of the transducer.

Harmonic imaging techniques make use of the non-linear bubble echo to
cancel the linear echoes originating from tissue42. The pulse inversion tech-
nique43 makes use of two ultrasound pulses with a 180◦ phase shift and adds
the two echoes to cancel out the linear tissue response. Power modulation
imaging44 is a pulse-echo scheme in which two pulses with different acoustic
pressure are emitted. The echoes acquired in receive mode are then scaled to
the transmit pressure and subtracted to cancel out the linear signal leaving
the non-linear signal originating from the bubbles. Finally, subharmonics of
the bubble echo45 are of interest to build up a contrast image, even though
it has a lower resolution due to its lower frequency. The reason is that the
transmitted ultrasound pulse may deform through nonlinear propagation,
forming higher harmonics, and tissue signal leaks into the harmonic bubble
signal through linear scattering. On the other hand this exact feature is
exploited in tissue harmonic imaging, without the use of contrast bubbles.

8



1. INTRODUCTION

f

Rayleigh-

Plesset

equation
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Figure 1.5: Microbubble modeling after Sijl et al.40. An ultrasound pulse PA(t)
of several cycles at a single frequency f drives radial bubble oscillations, R(t).
These can be modeled with a Rayleigh-Plesset-type model with the inclusion of
shell pressure terms resulting from the shell viscosity and shell elasticity parame-
ters41. The power spectrum of the radial bubble oscillations shows harmonics of
the fundamental driving frequency. The bubble oscillations lead to a sound wave
in the far field containing harmonics of the driving ultrasound frequency.

1.5 Microbubble stability

Microbubbles are inherently unstable as a result of the capillary force and
the resulting diffusion. The internal pressure of a bubble Pi is given by the
ambient pressure P0 plus the interfacial pressure contribution 2σ/R, with σ
the surface tension and R the radius of the bubble. For a 2 µm air bubble
in water the interfacial pressure amounts to 1 bar. Hence the gas is rapidly
squeezed out of the bubble and the bubble dissolves. The rate at which
dissolution occurs comes from a diffusive balance46:

Ṙ =
D(ci − cs)RgT

M(P0 +
4σ
3R)

(
1

R
+

1√
πDt

)
(1.5)

where R is the bubble radius, Ṙ the time derivative of the bubble radius,
D is the diffusivity constant for the interface at a given temperature and
pressure, ci the initial dissolved gas concentration in the liquid, cs is the gas
concentration at the bubble surface, Rg is the universal gas constant, T the
absolute temperature, σ the interfacial surface tension, R0 the initial bubble
radius, P0 the ambient pressure, M the molecular weight of the gas and t
is time. Figure 1.6 shows the fate of microbubbles. In this example it takes
a 5 µm diameter bubble approximately 90 ms to dissolve. Microbubbles of
a size of 3 µm and 1 µm in diameter take a considerably shorter time to
dissolve, 25 ms and 2 ms, respectively. Note that the bubbles follow the
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Figure 1.6: Microbubble dissolution curves46. A 5 µm air bubble in water dis-
solves in approximately 90 ms. A 3 µm and a 1 µm air bubble dissolve in 25 ms and
2 ms, respectively. Exchanging the gas core of the 3 µm bubble by a high-molecular
weight gas (SF6) shows a fourfold increase of its lifetime.

exact same dissolution curve once they reach the same size. In practice,
the dissolution rate is strongly dependent on the local gas fraction of the
surrounding liquid, ci, which may change in the medium surrounding the
bubble once the bubble dissolves and in the presence of flow, other bubbles
and solid and free interfaces. Thus, for the use of microbubbles for the
aforementioned medical applications, dissolution of the microbubble must
be prevented.

There are two ways to approach the dissolution problem: to add a coat-
ing to the interface of the bubble and to change the gas in the core of the
bubble. The first approach has two main effects. First, the addition of a
surfactant coating leads to a reduction of the surface tension, which will
decrease directly the dissolution rate. Second, the presence of a surfactant
layer at the interface will hinder dissolution through that interface. By
changing the gas in the core to an inert high-molecular weight gas with low
solubility, e.g. sulfur hexafluoride, SF6, or perfluorocarbons, e.g. octaflu-
oropropane C3F8 or perfluorobutane C4F10, the lifetime of the bubble can
be extended. Figure 1.6 shows the fourfold increase of the lifetime of the
3 µm bubble by exchanging the gas core of the bubble. With the above
approaches combined and implemented the total lifetime of the bubble can
be extended to 5–10 minutes following intravenous injection. It should also
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be noted that typically long-chain poly-ethylene glycol (PEG) spacers are
added to the bubble surface to improve circulation lifetime in-vivo. Perflu-
orocarbon gas-filled microbubbles can be stable for several days when kept
in a vial under protective gas cover and freeze-dried bubbles can be stored
for several years.

The very first class of stabilized microbubbles were coated by denaturated
human serum albumin. Agents in this category include air-filled Quantison
(Upperton Limited, Nottingham, UK) (Fig. 1.7A)47 and octafluoropropane-
filled Optison (GE Healthcare)48. The albumin coating results in a rela-
tively stiff shell49 and the stiffness of the shell can be tuned by the use
of coatings of different thickness. While the oscillation amplitude of hard-
shelled microbubbles is dramatically reduced, the mechanism of contrast
echo generation lies more in the bursting of the shell, leading to the release
of a free gas bubble, with limited lifetime, but long enough to generate an
echo above the noise level50.

Microbubbles can also be stabilized by the use of surfactants contain-
ing a hydrophobic tail and a hydrophilic head, which desorb and arrange
at the free interface of the microbubble. Soap detergent surfactants, such
as Tween and Dreft, are popular microbubble stabilizers for in-vitro use.
Clinically approved microbubble contrast agents use purified phospholipids
such as DPPC, also well-known pulmonary surfactants found in the alve-
oli, to cover and stabilize the interface. Unlike biological membranes and
liposomes, where these lipids form a lipid bilayer, these long-chain lipids
form a monolayer, which may change the bubble dynamics upon insonation
through its viscoelastic properties. The flexible nature of the monolayer
however retains much of its ability to oscillate. Interestingly, the nonlin-
ear effects introduced by the viscoelastic monolayer promotes the nonlinear
echo and therefore boosts the contrast-to-tissue ratio. Commercial agents in
this category include Sonovue (Bracco Suisse S.A.) (Fig. 1.7B)53, Definity
(Lantheus Medical Imaging)54 and Sonazoid (GE Healthcare)48.

For several reasons the use of serum albumin has been less desirable and
the coatings of the newer class of agents have now been replaced by bio-
compatible polymers, ranging from polyvinyl alcohol (PVA), polylactic acid
(PLA) (see Fig. 1.7C) and polylactic-co-glycolic acid (PLGA). This type of
polymeric microbubble is also popular as a drug delivery vehicle in the form
of acoustically triggerable capsules. The in-vitro use of thermoplastic-coated
microbubbles, e.g. with a PVC-AN shell55, remains popular for scientific
purposes. Agents of this type include nitrogen-filled Cardiosphere (Point
Biomedical) and perfluorobutane-filled Imagify (Acusphere)56.
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dc

50 μm
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Figure 1.7: Various types of encapsulated agents for imaging and drug-delivery
applications. a) Albumin-coated bubbles (Quantison) showing release of a free gas
bubble upon rupture of the shell47. b) Soft-shelled lipid-coated microbubbles (BR-
14 Bracco Research S.A.). c) monodisperse polymeric microbubbles51 (Image by
courtesy of Philips Research Laboratories Europe). d) DiI fluorescently labeled
lipid bubbles52.

1.6 Microbubble formation

Ultrasound contrast agents for medical use are widely available. Most of
them come in a vial and have to be resuspended to form a bubble suspension.
Typically one to ten billion bubbles in a volume of 1-2 mL are injected
in a human perfusion study. The traditional contrast agent production
methods are sonication and shaking of a solution of water-soluble surfactants
or polymers. Agitation of the fluid results in the inclusion of small air
bubbles in the fluid and subsequent diffusion of the coating material to
the gas-water interface results in stable microbubbles by a self-assembly of
the coating material13. The conventional processing techniques offer high
yield and low production cost but poor control over microbubble size and
uniformity.

12
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Figure 1.8: Membrane emulsification technology to make monodisperse polymeric
microbubbles59. a) A polymer dissolved in a solvent is emulsified by a Nanosieve
membrane (b) with mono-sized pores to make monodisperse polymeric emulsion mi-
crodroplets. c) SEM image of microcapsules formed after freeze drying the emulsion
droplets. Images by courtesy of Nanomi monosphere technology, The Netherlands.

Emulsification processes were also shown to lead to high-yield bubble pro-
duction methods. A polymer is dissolved in a solvent and mixed with water
by high shear emulsification57 resulting in micrometer droplets of dissolved
polymer in water. Hard-shelled water-filled microspheres are formed when
the solvent is evaporated. The capsules are then washed to remove ex-
cess solvent, then freeze-dried to produce gas-filled capsules58. A narrow
size distribution can be obtained by membrane emulsification of a premix
of polymer, polymer solvent and water through a mono-sized porous mem-
brane, see Fig. 1.8. The capsules can also be partly, or fully filled with oil by
these emulsification techniques to produce acoustically active hydrophobic
drug carriers15.

For therapeutic applications of microbubbles it becomes increasingly im-
portant to be able to predict the acoustic response of the microbubble or of
loaded microbubble suspensions which resulted in the development of new
production methods for even narrower size distributions. Inkjet printing
has been employed to improve microbubble uniformity51. Monodisperse
droplets of a polymer solution are printed in water from an ink-jet print-
head. Polymer-shelled microbubbles are then produced by evaporation of
the solvent in a similar way as the membrane emulsification method. While
lower in production rate, the ink-jet printing technique has the advantage of
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Figure 1.9: a) Flow-focusing geometry for monodisperse microbubble formation
by focusing a gas thread between two liquid co-flows through a narrow orifice69 at
a production rate of 300.000 bubbles per second. b) Harvested stable monodisperse
bubbles produced in a flow focusing device70.

being able to change the droplet size rather easily by changing the droplet
formation parameters online in the printhead.

Highly monodisperse droplets and bubbles can be produced using flow
focusing techniques60–63. Figure 1.9 shows how a central gas or a liquid
thread is focused in between two external liquid flows through an orifice,
where the thread is pinched off to form monodisperse bubbles or droplets.
This microfluidic technique offer advantages over methods such as piezo ink-
jet printing in that bubbles can be formed in a single step without the need
for further processing steps, e.g. to remove solvents. Flow focusing tech-
niques have also shown to be able to produce concentric bubbles with an
outer oil layer facilitating drug loading64. A challenging aspect of this ap-
proach is to understand how the monodisperse bubbles can be encapsulated
with a biocompatible coating to stabilize them65–67, to investigate how to
maintain the monodispersity of bubbles produced at high production rates
over time64, and to investigate the dynamics of different coating materials
for in-vivo and clinical use68.

1.7 Microbubble modeling and characterization

The coating of the microbubble changes the bubble dynamics71–74. The
addition of a surfactant layer and resulting pressure contributions from the
viscoelastic shell must be incorporated into the RP-equation, Eq. 1.1. The
elasticity of the shell increases the stiffness of the system, hence an increase
of the resonance frequency is expected. Similarly the viscosity of the shell
leads to energy loss and increased damping. The dynamical behaviour can
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Figure 1.10: Resonance curves. a) Resonance curve of an uncoated 3.8 µm
bubble and of a bubble of the same size with a phospholipid coating. The coating
increases the stiffness of the system resulting in an increased resonance frequency.
The viscosity of the coating leads to an increased energy dissipation, or damping,
resulting in a broadened resonance curve. b) A scan of the relative amplitudes of
oscillation, of 3 bubbles of different size, as a function of the insonation frequency.
A Rayleigh-Plesset type model accounting for the bubble shell can be fitted to the
measured resonance curves (solid lines) to extract information on the bubble shell
viscoelastic parameters.

be modeled as was shown before in figure 1.5 by including the shell pa-
rameters in the Rayleigh Plesset model. Literature reports a shell viscous
damping contribution of 75% of the total damping, so governing the result-
ing oscillation amplitudes and scattered pressures. Figure 1.10A shows the
normalized resonance curve of a coated bubble. The effect of the viscoelastic
shell is evident with an increase of the resonance frequency of nearly 40%
and broadening of the resonance curve as a result of increased damping.

Recently it was discovered that nonlinear properties of the bubble shell
are important at small oscillation amplitudes41. A high concentration of
lipids for example may lead to buckling of the lipid shell upon compression,
while the bubble may rupture upon expansion, forming lipid islands on the
otherwise free interface, thereby exposing the gas directly to the liquid. In
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addition gas loss through diffusion leads to a higher concentration of lipids
at the bubble surface, which may lead to folding or budding of the lipid
layer. This may eventually result in expulsion of the excess lipids, which
in turn leads to a higher surface tension, promoting gas loss, etcetera. In
addition, the interfacial rheology is important to fully describe the origin
and the details of the nonlinear echo, and details can be found in refs.67,75.
One important conclusion of the recent work on nonlinear properties of
the shell is that the frequency of maximum response is invariably pressure-
dependent75, and a breakaway from the classical Minnaert theory.

1.7.1 Optical characterization

Microbubble dynamics models are validated through single bubble optical
characterization. The optical visualization of a sample of microbubbles
under the microscope is relatively straightforward, but the real-time visual-
ization of the bubble dynamics upon insonation with a 2-MHz ultrasound
pulse is quite challenging and it requires high-speed imaging at a frame
rate near 10-20 million frames per second. Several camera systems76–78 are
capable or reaching such high frame rates and in addition acquire a high
number of frames of 100 or more. A higher number of frames allows for the
measurements of the bubble response at various acoustic parameters, such
as pressure79 and frequency80, or both75. A scan of the bubble response
with varying frequency leads to the recording of the resonance curve80,
see Fig. 1.10B, and provides valuable information on the shell viscoelastic
properties. Recent advances in ultra high-speed fluorescence microscopy,
some performed at frame rates exceeding 20 million frames per second77,78,
have revealed new insight in lipid shedding, drug release14 and drug uptake
mechanisms52,81 and valuable information for bubble-mediated medical ap-
plications.

1.7.2 Sorting techniques

Commercial off-the-shelf ultrasound contrast agents typically have a wide
size distribution. With the transducers at a rather narrow frequency range,
this means that only a small selection of microbubbles participates in the
generation of the non-linear echo, i.e. only those microbubbles that are res-
onant to the driving ultrasound frequency. Thus, the scattering efficiency
and resulting sensitivity can be improved by narrowing down the size dis-
tribution and to make the agent more monodisperse. This is particularly
useful for techniques now being developed in molecular imaging with ul-
trasound. As mentioned before, excellent monodispersity can be achieved
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in flow-focusing devices and the size of the microbubbles can be tuned by
tuning the gas and liquid flow rates of the device. One promising approach
is to sort the bubbles. Figure 1.11 summarizes various sorting techniques,
e.g. by filtering79 or by decantation82. A selection of bubbles can also be
extracted by means of centrifugation83 or by using a microfluidic sorting
strategy, e.g. using pinched flow fractionation84. All these approaches lead
to a sorting of bubbles by size and as indicated before in section 1.4, from
the nonlinear effect of the coating, it could also be advantageous to sort
microbubbles based on their acoustical properties, rather than size, as was
demonstrated recently85.

1.7.3 Acoustical characterization

From the examples above while discussing damping and energy loss mecha-
nisms it is evident that a high concentration of bubbles at resonance not only
delivers a strong (nonlinear) echo, but also extracts pulse energy from the
driving pulse and the total echo may be attenuated by absorption. Hence
it is important to measure the scattering to attenuation ratio87,89 (STAR)
of the microbubble suspension, the suspension being a native commercial
agent, freshly produced bubbles in a flow-focusing device or sorted bubbles
extracted from a polydisperse bubble collection. Such a STAR measurement
is displayed in Fig. 1.12 and can be performed in a small water tank with
a central container holding the microbubble suspension under continuous
stirring. A transmit pulse is sent through the sample and the pulse is re-
ceived by a transducer at the opposite end of the water tank and as such
it will represent the attenuation. At the same time a transducer placed at
a 90◦ angle to the transmit pulse focused at the sample region of interest
measures the scattered signal. To fully characterize the contrast bubble
suspension, these measurements must be performed for the full parameter
space of acoustic pressures and frequencies, in addition to the concentration
of the agent.

1.7.4 Conclusions

Microbubbles are globally used in a clinical setting to perform contrast-
enhanced ultrasound imaging. The use of microbubbles for molecular imag-
ing has recently entered the clinical phase were the first targeted bubbles
were used for the early detection and localization of prostate cancer90. Mi-
crobubbles have also been clinically used to successfully induce middle cere-
bral artery recanalization in combination with rTPA. Ultrasound imaging in
combination with microbubbles has therefore shown to have a great poten-
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Figure 1.11: Sorting strategies for ultrasound contrast agent enrichment. a) Pore
filters can be used to filter bubbles to size79,86. Two filters of different size are
needed to band-pass filter a bubble suspension. b) Bubbles can be sorted using the
difference in gravitational force acting on bubbles of different size. Centrifugation
of the bubble suspension can be applied to increase the efficiency of this sorting
technique83. c) The buoyancy force can also be used through decantation82,87,
the larger bubbles rise faster in a fluid than the smaller bubbles. d) Pinched flow
fractionation84 is a microfluidic sorting technique which can be utilized to sort
microbubbles88 by pinning them to a wall by a co-flow in the pinched segment.
Size-selective sorting is achieved through expansion into the broadened segment
by microfluidic amplification. e) Acoustic bubble sorting85 sorts bubbles to their
acoustic property rather than to their size. Bubbles are displaced from the center
line in a microfluidic channel, where they are injected, by a traveling acoustic wave
through the primary radiation force. The displacement is strongly coupled to the
resonance behavior of the microbubbles.

tial for molecular imaging, for therapy and for drug delivery applications.
Microbubbles for in-vivo use can be coated with several biocompatible

coatings, ranging from hard-shelled polymer agents to soft-shelled, more
acoustically active, phospholipid agents. Both coating materials can be used
to devise targeted drug-loaded bubbles. Soft-shelled bubbles can transport
drugs incorporated in their shell, in liposomes attached to their shell or in
an oil layer inside the bubble. Hard-shelled agents are more robust and can
carry a variety of drug loads in liquid form. The dynamical behaviour of
both hard-shelled and soft-shelled bubbles is studied extensively and is well-
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Figure 1.12: Bubble suspensions can be characterized by measuring the scattering
and attenuation of acoustic waves by the bubbles. A transmit transducer sends an
ultrasound pulse of several acoustic cycles (b) through the bubble sample and it is
received by a transducer at the opposite side of the water tank. c) The received
signals of a water-filled container and a container filled with a bubble suspension can
be divided to find the frequency-dependent, pressure-dependent and concentration-
dependent attenuation of the bubble cloud. At the same time a transducer placed
at a 90◦ angle to the transmit transducer measures the scattered acoustic signal
(d). The measured frequency dependent scattering and attenuation characteristics
are divided to find the scattering to attenuation (STAR) ratio as a function of the
acoustic parameters (frequency and pressure) and bubble concentration.

understood. Rayleigh-Plesset-type models have been modified to account
for the non-linear behaviour of the viscoelastic shell and are able to describe
the dynamical bubble behaviour in detail.

Bubble detection pulse-echo schemes, microbubble-based molecular imag-
ing with ultrasound and targeted drug delivery would benefit to a great
extent from a well-controlled bubble response. Therefore techniques are
now being developed to produce bubble suspensions with a narrow size
distribution. Examples are membrane emulsification for the production of
hard-shelled agents and flow-focusing techniques for lipid-shelled bubbles.
Nevertheless, coating the bubbles in a stable way while maintaining the
monodispersity over time is difficult and a few hurdles need to be overcome
before we see the commercial introduction of monodisperse contrast agents.
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2
Acoustic bubble sorting for ultrasound

contrast agent enrichment1

An ultrasound contrast agent (UCA) suspension contains encapsulated mi-
crobubbles with a wide size distribution, with radii ranging from 1 to 10 µm.
Medical transducers typically operate at a single frequency, therefore only
a small selection of bubbles will resonate to the driving ultrasound pulse.
Thus, the sensitivity can be improved by narrowing down the size distribu-
tion. Here, we present a simple lab-on-a-chip method to sort the population
of microbubbles on-chip using a traveling ultrasound wave. First, we explore
the physical parameter space of acoustic bubble sorting using well-defined
bubble sizes formed in a flow-focusing device, then we demonstrate success-
ful acoustic sorting of a commercial UCA. This novel sorting strategy may
lead to an overall improvement of the sensitivity of contrast ultrasound by
more than 10 dB.

1Published as: T. Segers, M. Versluis, Acoustic bubble sorting for ultrasound contrast
agent enrichment, Lab Chip, 14(10), 1705-1714 (2014)
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2.1 Introduction

Ultrasound is the most widely used medical imaging modality. It is based
on the scattering of acoustic waves from inhomogeneities in tissue. Blood,
however, is a poor ultrasound scatterer and the visibility of the blood pool
can be enhanced using stabilized microbubbles as an ultrasound contrast
agent (UCA). The bubbles produce a strong resonant echo, which can be
1 billion times stronger than the echo of solid particles of the same size33,
owing to the large compressibility of the gas core of the bubbles. The
contrast enhancement makes it possible to visualize the blood pool and
to quantify organ perfusion1. The sensitivity of bubble detection down
to single bubbles in-vivo facilitates targeted molecular imaging applications
using ultrasound with targeting ligands attached to the bubble shell3. UCAs
can also be loaded with drugs, e.g. for the local delivery of chemotherapeutic
drugs with a narrow therapeutic index91,92, or genes, such as siRNAs7,8.

The oscillation of the bubbles in the driving ultrasound field is governed by
a strong coupling between the microbubble size and the ultrasound driving
frequency through the Minnaert eigenfrequency of the bubbles39. UCAs
are commercially available as a suspension of encapsulated microbubbles
with a relatively wide manufacturer-dependent size distribution with radii
ranging from 1 to 10 µm. Clinical ultrasound systems operate at a nar-
row bandwidth optimized for the type of ultrasound transducer and clinical
application, consequently only a small fraction of the bubbles resonates to
the driving ultrasound field. Thus, the sensitivity of contrast-enhanced ul-
trasound perfusion imaging can be improved by narrowing down the size
distribution. Moreover, a fully resonant bubble population of drug-loaded
agents will be much more efficient in the local delivery to target cells, in
addition to saving a substantial portion of its expensive or toxic payload.
For preclinical testing in small animal models, the injected contrast agent
volume is much lower than the volume that can be injected into humans,
so also here one could benefit from enriched, more resonant, contrast bub-
bles. Finally, for the use of targeted molecular imaging with ultrasound
it would be highly beneficial to discriminate adherent bubbles from freely
floating ones, which can be achieved through spectral differences through a
resonance shift of the adherent bubbles of a single size4,5. Moreover, only
a small percentage of the total injected dose is typically retained at the
target site and it is therefore important to have all of the targeted bubbles
in the size range optimized for detection. For all these reasons it is of great
interest to devise a method to inject only the resonant bubbles.

A resonant bubble suspension can be realized in three different ways:
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2. ACOUSTIC BUBBLE SORTING

monodisperse bubbles can be formed directly in a flow-focusing device, or
commercially available UCA can be filtered or they can be sorted. Flow-
focusing techniques have proven to be a versatile tool for highly controlled
formation of monodisperse droplets and bubbles60,61. In a flow-focusing ge-
ometry a gas thread is focused in between two external liquid flows through
a constriction, where the gas is pinched off to form monodisperse bub-
bles62,63. One challenging aspect of this approach is to investigate how the
monodisperse bubbles could be encapsulated with a biocompatible coating
to stabilize them65–67, to investigate how to maintain the monodispersity of
bubbles produced at high production rates over time64, and to investigate
the dynamics of different coating materials for in-vivo and clinical use68.
Enriching commercially available UCAs can be done by means of mechani-
cal filtration79. Bubbles can be filtered by a pore filter, however, this may
easily result in bubble fragmentation due to elevated pressures and to filter
clogging. Moreover, bubbles not passing the filter are lost and can not be
re-used.

Size-selective sorting methods are based on the forcing of bubbles. Bub-
bles with a different size experience a body force of different magnitude.
The force can be a result of gravity, fluidic forces, or radiation forces, both
optical and acoustical. One sorting method is reported by Goertz et al.82

who isolated smaller bubbles through decantation. The basis of this proce-
dure is that gravitational forces are balanced by viscous drag forces; larger
bubbles rise faster in the fluid due to a larger buoyant force although in
practice this is not a well-controlled process. Similarly, Feshitan et al.83

isolate size fractions from a polydisperse UCA by centrifuging the suspen-
sion. A cylinder with the agent is rotated at high speed after which the
bubbles were extracted from the cylinder at certain heights.

On-line continuous sorting methods for bubbles are not reported to the
best of our knowledge. However, numerous publications on microfluidic con-
tinuous sorting methods for particles and cells are presented. Nieuwstadt et
al.93 use lift forces to sort particles in a straight microfluidic channel. An-
other method to sort particles in a flow field is called pinched flow fractiona-
tion, first reported by Yamada et al.84. Sorting particles in acoustic fields is
extensively reported94–97. In general, an ultrasound standing wave (USW)
is set up between two reflecting channel walls in a λ/2 microfluidic resonator
chip resulting in a pressure node in the center of the channel. Particles are
injected into the channel from where they will be dispersed over the width of
the channel by the primary radiation force. While solid particles are mainly
driven by the primary radiation force of the ultrasound, bubbles will also be
susceptible to radiation pressure generated by neighbouring bubbles, termed
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2.2 ACOUSTIC BUBBLE SORTING THEORY

secondary radiation force16,17. Moreover, the reflecting walls present the
bubbles with a virtual image bubble which through the secondary radiation
force leads to mutual attraction, illustratively named the Narcissus effect98.
Primary and secondary radiation forces for bubbles are of the same order
of magnitude making an USW sorting strategy unfeasible through bubble
clustering and drift towards the channel walls.

The use of a traveling acoustic wave has the advantage that the channel
dimensions are decoupled from the wavelength of the ultrasound. Therefore
the frequency can be tuned for optimal performance in the required size
range of the sorting chip. Here, we present a new and simple acoustic
bubble sorting method contained in a lab-on-a-chip device. We make use
of travelling waves of low acoustic pressure. The use of continuous wave
ultrasound allows for a finite net displacement of the bubbles during multiple
cycles, whereas the ultrasound frequency allows for size-selectivity through
resonance. First we describe the design of the microfluidic device in which
the bubbles can be sorted. We test its working principle for bubbles of well-
defined size formed in a flow-focusing device and show that sorting bubbles
with a size similar to those contained in UCAs is feasible. Finally, we show
that a suspension of UCA bubbles can be efficiently sorted using this novel
sorting strategy.

2.2 Acoustic bubble sorting theory

A traveling ultrasound wave propagates in positive y-direction (the vertical
in Fig. 2.1):

P (y, t) = PA sin(2πft− ky), (2.1)
where k = 2πf/c is the wavenumber of the wave with frequency f and
speed of sound c and with PA the acoustic pressure amplitude. A bubble
will experience a radiation force

FR = −V · ∇P, (2.2)
where both the pressure gradient ∇P and the volume V of the bubble
are time-dependent with different phase contributions. This leads to an un-
steady force that changes periodically both in direction and in magnitude37.

The time dependent volume of the bubble in the traveling wave can be
obtained from a Rayleigh-Plesset-type equation37:
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c

)

−P0 − PA − 2σ

R
− 4νṘ
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Figure 2.1: The acoustic bubble sorting principle. (A) Bubble trajectories in a
high aspect ratio microfluidic channel (L = 1 cm, W = 200 µm, W/H = 10). Size-
selectivity is accomplished through the resonant behavior of the microbubbles by
the radiation force of a traveling acoustic wave with a maximum pressure amplitude
of 4.5 kPa (B). Figure C shows the displacement (red solid line) from the center of
the channel (y = 0) as a function of the bubble radius. The black solid line in C
shows the scattered pressure calculated at a distance of 1 in. as a function of the
bubble size. The resonant bubbles are displaced over the largest distance into the
upper outlet and are therefore separated from the polydisperse bubble population.
The pressure scattered from the resonant bubbles is the largest as can be seen from
the black line in figure C.

where ρ is the liquid density, c the speed of sound in the liquid, κ the poly-
tropic exponent of the gas inside the bubble, with P0 the local hydrodynamic
pressure within the channel and PA the acoustic pressure, as before. R0 is
the initial bubble radius, R the time-dependent radius of the bubble and
the overdots denote its time derivatives. The solution to Eq. 2.3 gives the
radius of the bubble as a function of time, R(t).

The translational motion of a bubble in the y-direction propelled by the
primary radiation force FR is counteracted by a viscous drag force FD and
due to acceleration of the bubble by an added mass force FA

99–101. UCA
bubbles are coated with phospholipids that fully immobilize the gas-air in-
terface and they can therefore be modeled using a point-particle approach
as rigid spheres with a time dependent radius. We set up the force balance
for this system:

0 = FR + FA + FD =
4

3
πR3u̇lρ−

1

2
ρl

d

dt
(
4

3
πR3(ẏb − ul))

−6πµR(ẏb − ul), (2.4)

where ẏb is the transverse velocity of the bubble, ul is the fluid velocity and
d/dt represents differentiation with respect to time. Inertia of the bubble is
neglected because of the small gas density as compared to water.
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2.2 ACOUSTIC BUBBLE SORTING THEORY

The radiation force FR on a bubble due to the pressure wave is calculated
from the pressure gradient ∂P/∂x = −ρDu/Dt. Convective effects are neg-
ligible here and it reduces to ∂P/∂x = −ρl∂ul/∂t

102. The added mass force
FA gives the force that must be exerted in order to accelerate a rigid sphere
in its surrounding fluid, and for spherical objects it is well-known103. It is in-
dependent of the boundary condition and of the Reynolds number, however
since R and ul are time-dependent, the expression for the added mass force
is more extended: FA = 2/3πρR3(u̇l − ÿb) + 2πρR2Ṙ(ul − ẏb). The quasi-
steady drag FD describes the Stokes drag acting on the bubbles as they are
translated. Simple Stokes drag was taken because the bubbles are insoni-
fied at low acoustic pressures (PA ≈ 10 kPa) resulting in relatively small
translational velocities ẏb and bubble Reynolds numbers (Reb = 2ρRẏb/µ)
smaller than 1. The laminar flow field u in a microchannel with a rectan-
gular cross-section at a given lateral position y and a height level z can be
calculated by solving the Hagen-Poiseuille equation, see e.g. Bruus104:

u(y, z) =
4H2∆P

π3µL

∞∑
n,odd

1

n3

[
1−

cosh(nπ y
H )

cosh(nπ W
2H )

]
sin(nπ z

H
), (2.5)

with L the length of the channel, W its width and H its height, µ the kine-
matic viscosity of the liquid and ∆P the pressure drop across the channel.
For a channel with an aspect ratio W/H of 10 the flow profile is shown
entering from the left in Fig. 2.1A. Thus, lift forces, which may counteract
the translation induced by the ultrasound, are negligible because of the ab-
sence of a flow gradient (hence zero vorticity) over almost the entire channel
width W .

The translation of bubbles in a size range of 1 to 10 µm transported by
flow with a maximum downstream velocity of 0.1 m/s through a microflu-
idic channel is modeled by solving the coupled radial dynamics, Eq. 2.3 and
translation, Eq. 2.4. As a first approximation, we assume that the microflu-
idic channel is acoustically transparent. This implies that the bubbles do
not interact with the channel walls. Furthermore, it is assumed that the
bubbles are initially positioned at the center of the channel (both in width
and in height, y = 0; z = 0) and that they are transported downstream
with the flow velocity. The bubbles are injected at position x = 0. The
ultrasound frequency is 1 MHz and the acoustic pressure amplitude PA was
set to have a Gaussian shape with a maximum amplitude of 4.5 kPa in the
center of the channel (Fig. 2.1B). A microfluidic channel length L of 1 cm
was chosen. The aspect ratio W/H was chosen to be 10 with a channel
width W of 200 µm resulting in a pressure drop ∆P of 20 kPa. The surface
tension and density of water are used, σ = 0.072 N/m and ρl = 1000 kg/m3,
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Figure 2.2: Acoustic bubble sorter. (A) shows the design of the experiments
performed with the bubbles produced in a flow focusing device (B). Microbubbles
are formed in a narrow orifice and directed into the sorting channel where an extra
liquid co-flow is added to compensate for the bigger cross section (C). A traveling
acoustic wave generated by an embedded piezo transducer displaces the bubbles
over the channel width (D). Note: the channel lengths are not drawn to scale.

respectively. The polytropic gas constant was set to unity, γ = 1, as we
use low driving pressure and isothermal behavior can be assumed in the gas
core of the bubbles. The coupled equations are solved numerically in MAT-
LAB by an ordinary differential equation solver ode45. The corresponding
boundary conditions were ẏb = 0 and ÿb = 0 at t = 0.

Figure 2.1C shows the modeled displacement in the y-direction. We also
plot the scattered pressure36 of single microbubbles as a function of the bub-
ble radius. The plot shows that the most resonant bubble sizes are displaced
over the largest distance and that they can be separated from the other bub-
bles using the outlets of the sorting chip, see Fig. 2.1A. The output bubble
size distribution can be controled by tuning the ultrasound frequency of the
traveling wave. Shifting it towards higher frequencies will provide smaller
bubble sizes in the output of the sorter and vice versa, lower ultrasound
frequencies lead to an enriched suspension containing larger bubbles. The
width of the size distribution at the outlet can be tuned by controling the
amplitude of the ultrasound wave. A higher pressure amplitude results in a
larger overall displacement for all bubbles, providing a wider size distribu-
tion and more bubbles at the outlet. Narrowing the output size distribution
can be achieved by lowering the pressure amplitude resulting in an enriched
suspension of highly resonant bubbles.
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2.3 ACOUSTIC BUBBLE SORTING: CHIP DESIGN

2.3 Acoustic bubble sorting: chip design

The chip designs are displayed in Figs. 2.2A and 2.3A. We use a chip bulk
material with an acoustic impedance similar to that of water to prevent re-
flections at the channel walls, which results in bubbles being attracted to the
walls. Moreover, the use of an acoustically homogeneous material prevents
the build-up of standing waves. A PDMS-water interface has an acoustic re-
flection coefficient of only 20%105, whereas for a glass-water or silicon-water
interface nearly all the acoustic energy is reflected. We therefore build all
sorting channels in PDMS.

The sorting channels (Fig. 2.2C) are straight large-aspect ratio channels
with a piezo transducer embedded in the PDMS. The transducer generates
a traveling acoustic wave perpendicular to the flow direction to push the
bubbles to the top half of the channel. Outlet collection channels and cham-
bers were not incorporated in the present design to avoid flow disturbances
due to hydrodynamic pressure differences across the various outlets. Nev-
ertheless, channel spacers were added to the sorting channel to mimic such
outlets (Fig. 2.2D).

The molds for the PDMS chips were fabricated using standard soft lithog-
raphy techniques106: a layer of SU-8 was spin-coated on top of a silicon
wafer, UV-exposed through a mask containing the channel features, and de-
veloped to be ready for replica molding. PDMS was mixed in the standard
1 : 10 ratio, degassed, poured over the mold and cured at 65◦C for one hour,
then cut to size. Prior to bonding, the fluidic ports were punched through
the PDMS. The PDMS containing the channel features was plasma-bonded
to a flat backing slab of PDMS for acoustic homogeneity. Teflon tubing
(PEEK, Upchurch) was connected to the inlet channels through which gas,
liquid, and ultrasound contrast agent were supplied. The outlets were con-
nected to large diameter tubing to ensure atmospheric pressure at the outlet.
The channels were filled with water immediately after bonding to maintain
hydrophilicity.

The piezoelectric transducers are positioned such that they oscillate per-
pendicular to the sorting channel, in a slit cut though both PDMS layers
parallel to the sorting channel at a distance of approximately 4.5 mm. They
were glued using PDMS which was locally cured with a hot air gun. Three
sizes of piezoelectric ceramics were used (surface area 5× 2 mm2, thickness
11 mm, 5 × 5 mm2, thickness 2 mm, and 4 × 4 mm2, thickness 1 mm)
with center frequencies of 180 kHz, 1 MHz and 2 MHz, respectively. All
transducers were driven at their thickness mode by an arbitrary waveform
generator (Tabor Electronics, WW1072) operating in continuous mode. A
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Figure 2.3: Acoustic bubble sorter for the sorting of UCAs. (A) shows the design.
A microbubble suspension is hydrodynamically focused in between two liquid co-
flows (B) forming a bubble train (C). A traveling acoustic wave pushes the bubbles
in vertical direction downstream of the channel (D). Note: the channel lengths are
not drawn to scale.

sinusoidal waveform was applied with amplitudes of 2.4, 2.7, and 2.1 V,
respectively. A quantitative measurement of the acoustic pressure on-chip
using non-intrusive methods can be done through indirect radiation pressure
measurements107 or using Schlieren imaging108. However, these techniques
are not applicable with the low acoustic pressure amplitudes used here.
We subdivide the chip in two pieces, cut along the sorting channel, and
we construct a watertight container around the part containing the piezo
by positioning it between two glass slides and sealing it with PDMS, see
Fig. 2.4. A calibrated hydrophone (Onda HNR-050) connected to an x-y-
z translation stage was put in the water-filled container and moved along
the sorting channel at a stand-off distance of approximately 0.2 mm. The
piezo transducer was driven at the experimental conditions to estimate the
applied pressure and the pressure distribution inside the sorting channel.
It was verified that the water level above the channel did not influence the
pressure measurements. Also the hydrophone did not suffer from electro-
magnetic interference and crosstalk from the piezo transducer.

The sorting strategy was first tested by connecting a flow focusing geome-
try69 to the sorting channel (Fig. 2.2B). In the flow focusing geometry a gas
thread is focused between two co-flows through a narrow orifice. Bubbles
are produced sequentially to form a train of equally sized and equally spaced
bubbles. The spacing between the bubbles is important to minimize the at-
tractive forces between the bubbles which leads to bubble clustering. Two
or more bubbles attached to each other have a completely different reso-
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2.3 ACOUSTIC BUBBLE SORTING: CHIP DESIGN

nance behavior37, which would render the proposed acoustic bubble sorting
strategy impracticable. One can calculate that it is necessary to space the
bubbles by a distance d > 10R17.

Two flow focusing geometries were used to cover the gas and liquid flow
rates to produce bubbles in the size range of interest, 1–25 µm. Bubbles
with radii between 10 and 25 µm were produced in a flow focusing geometry
with an orifice size of 20 µm, the smaller bubbles were produced with an
orifice of 3 µm in size. Optically, the larger microbubbles are easier to
measure and to size. The motivation for the smaller bubbles was to study
the response of bubbles with a size similar to those of UCA microbubbles.
The sizing of these bubbles suffers from the effects of Mie scattering, in
addition to that of optical diffraction.

The bubble size was varied by varying the gas pressure. Nitrogen gas flow
is controled by a pressure regulator (Omega, PRG101-25) connected to a
pressure sensor (Omega, DPG1000B-30G). Both liquid co-flows contain a
surfactant to stabilize the bubbles and are comprised of a 5% w-w solution
of dish washing liquid (Dreft, Procter and Gamble) in de-ionized water. The
flow rate is controled by a high-precision syringe pump (Harvard Apparatus,
PHD 2000, Holliston, MA, USA).

The outlets of the flow focusing geometries enter at the half width of
the sorting channel for symmetry, a co-flow is added here to compensate
for the bigger cross section. The sorting channels had a cross section of

hydrophone

PDMS slabs

piezo

sorting channel

sorting chip

glass slides

water

Figure 2.4: Pressure calibration setup. The sorting chip was cut in two halves
along the sorting channel. A watertight container was constructed around the chip
using two glass slides and a set of PDMS slabs. A calibrated hydrophone was
moved along the channel axis to measure the acoustic pressure.
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113 × 500 µm2 and 14 × 200 µm2 for the larger and smaller flow focusing
geometry, respectively. Both sorting channels had a total length of 1 cm.
The height of the channels was the same throughout, flow focusing part and
sorting channels alike. The flow rates for the flow focusing experiments with
the larger bubbles were 35 µL/min for the flow-focusing and 1 mL/min for
the confluent flow. For the smaller bubbles, the flow rates were 1 µL/min
and 10 µL/min, respectively. All liquid and gas flows were filtered by an
in-line syringe filter to prevent channel clogging by dust particles.

A perfluorobutane-based ultrasound contrast agent (Bracco BR-14, Bracco
Research Geneva) was supplied in a 5 mL vial. The bubbles form a suspen-
sion once water is injected into the vial and the stabilizing shell is formed
by a mixture of DSPC/DPPC phospholipids surrounded by a PEG emulsi-
fier. The bubble suspension was focused between two co-flows (Fig. 2.3B) to
form a train of bubbles with sufficiently large interbubble spacing and then
injected into the sorting channel, as before (Fig. 2.3C). The cross section of
the sorting channel was 14 × 200 µm2. The syringe pump controlling the
UCA flow was positioned vertically with the needle tip pointing upward at
a level several tens of cms lower than the sorting chip. With the bubbles
being buoyant, the aid of gravity helped inject the bubble suspension into
the sorting chip. The contrast bubbles were infused at a rate of 4 µL/min
and the liquid co-flow had a total flow rate of 24 µL/min.

The translation of the bubbles in the sorting channel was imaged using
a high-speed camera (Photron SA1.1) connected to a microscope (Olym-
pus BX-FM modular system) equipped with a water-immersion objective
(Olympus, LUMPlanFL). A 20× magnification objective was used for the
flow focusing experiment with the largest microbubbles, a 40× objective
during the flow focusing experiment with the smaller bubbles and a 60×
objective during the UCA sorting experiments. The obtained resolution
was 1 µm, 0.5 µm, and 0.3 µm per pixel, respectively. The system was
illuminated in transmitted light mode using fiber illumination (Olympus
ILP-1) connected to a collimation objective (10× Olympus Plan Achromat
0.25 NA) positioned below the fluidic chip to maximize the light intensity
at the imaging position. All high-speed recordings were captured at 5000
frames per second giving a temporal resolution of 0.2 ms and the shutter
time was set to 16 µs to minimize motion blur.

The high-speed movies were processed frame by frame in MATLAB. First
a background graylevel was subtracted from each frame, second the frame
was converted to a binary image using a thresholding algorithm. From
the binary image the center of the bubble was determined and it was used
to transform the cartesian image (x, y) into polar coordinates (r, θ). The
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Figure 2.5: The acoustic bubble sorter in operation for bubbles produced in
the flow focusing geometries. Bubbles with a resonance frequency higher (A) and
bubbles with a resonance frequency lower (C) than the ultrasound frequency are
displaced less than bubbles driven at resonance (B). Figure D shows the measured
displacement as a function of the bubble radius (dots) for bubbles displaced in
a 185 kHz wave. The solid red line shows the modeled displacement. Figure E
shows the measured displacement as a function of bubble radius (dots) for bubbles
displaced by a 1 MHz wave.

intensity values of the original image were averaged over all θ angles to
suppress noise in the intensity profile of the image of the bubble and to
achieve a sub-pixel precision. The inflection point on the intensity profile
was then taken as the radius of the bubble.

2.4 Results

Figure 2.5 shows the acoustic bubble sorter in operation. Figure 2.5A–C
were taken from the high-speed recordings and show the displacement of
the bubbles in the y-direction (R = 13.2 µm, 15.0 µm, and 19.8 µm). The
displacement of 566 bubbles normal to the direction of the channel flow is
shown in Fig. 2.5D. The bubbles had a size range from 12 µm to 22 µm.
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2. ACOUSTIC BUBBLE SORTING

The open dots indicate the displacement of the bubbles from the top figures.
The displacement curve shows the resonant behaviour of the bubbles. The

solid red line in Fig. 2.5D represents the modeled displacement. Input to
the model were the ultrasound frequency f = 185 kHz, the speed of sound in
water c = 1490 m/s, the density of water ρ = 1000 kg/m3, and the measured
pressure PA. The pressure drop over the sorting channel ∆P = 5 kPa was
calculated from the applied flow rate and was used in equation 2.5 as input
to the local hydrodynamic pressure P0, being the atmospheric pressure plus
the channel pressure which decreases linearly with increasing x. The bubbles
produced here were coated with a surfactant and in the model we set the
surface tension to σ = 0.03 N/m63, and the surface tension of the gas-liquid
interface was assumed not to vary with the bubble radius. The bubbles were
also assumed to oscillate isothermally, therefore the polytropic gas constant
was set to κ = 1.

Figure 2.5E shows the displacement of 1876 bubbles as a function of the
bubble radius for the smaller flow focusing device. Here the bubbles range
in size between 2.5 and 7.5 µm. The solid red line shows the modeled dis-
placement using the measured acoustic pressure amplitude, as before. The
pressure drop over the sorting channel was calculated to be ∆P = 100 kPa.
The input parameters to the model are the ultrasound frequency f = 1 MHz,
the other input parameters, i.e. the speed of sound in water, the density
of water and the surface tension of the surfactant interface, were taken as
before.

Figure 2.6 shows the scatter plot of the displacement of 481 BR-14 UCA
microbubbles by a 2 MHz traveling ultrasound wave. The displacement was
measured 7 mm downstream of the entrance of the sorting channel. The
size range is between 0.5 µm and 10 µm, and corresponds to the typical size
distribution of BR-14. The typical acoustic pressure used here was 15 kPa.
Extensive research on the dynamical behavior of ultrasound contrast agents
has been performed in the past71–73. More recently it came to the attention
that the nonlinear harmonic response of UCA is governed, not only by the
classical Rayleigh-Plesset-type nonlinear bubble dynamics, but to a great
extent also by the nonlinear properties of the bubble shell41,74. It was also
shown that the shell surfactant concentration had a major impact on the
generation of the harmonic response, i.e. even for bubbles of the same size
a very different acoustic response can be observed40,109. The bubbles can
oscillate in an elastic regime with a low concentration of phospholipids and
finite surface tension, or they can oscillate in a buckled regime owing to the
high concentration of phospholipids with virtually no surface tension41. The
viscoelastic properties of the phospholipid shell of BR-14 contrast bubbles
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Figure 2.6: Experimentally obtained displacement of UCA bubbles as a function
of the bubble size (dots). The red line shows the modeled displacement of coated
bubbles with an initial surface tension of 6×10−3 N/m and the blue line shows
the modeled displacement for a initial surface tension of 2×10−3 N/m. Varying
the initial surface tension between these two values (gray area) show excellent
agreement with the measured displacement.

can be incorporated into the bubble dynamics equation, Eq. 2.3, by adding
pressure contributions for an effective shell elasticity and rate-dependent
shell viscosity. The varying shell surfactant concentration is captured in
a parameter termed the initial surface tension σ(R0)

109. To induce the
flow the pressure drop over the sorting channel was approximately 100 kPa.
Such a large overpressure may compress the contrast bubbles, which results
in bubbles ending up in their buckled state, or at least close to buckling,
with an initial surface tension close to zero.

Numerical simulations of the displacement were performed using the mea-
sured acoustic pressure amplitude and the data for BR-14 bubbles from
Overvelde et al.75. They showed that BR-14 bubbles are characterized by a
shell elasticity of 2.5 N/m together with a shell viscosity of 6.0 × 10−9 kg/s.
The initial surface tension σ(R0) of contrast microbubbles in their suspen-
sion varied between zero and 0.035 N/m. A polytropic gas constant of
κ = 1.07 for perfluorobutane (C4F10) gas was used and all properties of the
surrounding liquid were kept as before. Figure 2.6 shows the modeled dis-
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2. ACOUSTIC BUBBLE SORTING

placement of bubbles with an initial surface tension between 6× 10−3 N/m
(in red) and 2×10−2 N/m (in blue). The gray area fills all possible displace-
ment curves between the two extremes and we find very good agreement
with the measured results.

2.5 Discussion

Typically one to ten billion bubbles are injected in a human perfusion study.
Injecting an enriched bubble suspension with a narrow size distribution may
dramatically decrease the number of bubbles that is needed during such an
imaging procedure, a decrease of 20-40 times is expected in favorable condi-
tions. Still, with the single sorting channel, operated under the conditions
as described here, it would take several hours to fill a vial with millions
of resonant bubbles. Massive parallelization of the sorting method may be
achieved by stacking microfluidic channel layers in close proximity to each
other110, which will then reduce the sorting time to under one minute.

Flow focusing techniques are capable of producing up to 106 bubbles per
second from a single orifice65. While flow focusing techniques have an ex-
cellent track record in producing highly monodisperse bubble suspensions,
also for coated bubbles, with a polydispersity index down to 0.2%, there
is very little knowledge on the details of the coating characteristics and
on the dynamic process of coating during formation. Thus, it can be very
helpful, even for monodisperse bubble production facilities, to sort the sus-
pension of bubbles in a subsequent step based on their acoustic property,
not necessarily on size.

In preclinical small animal models, only a small amount of bubbles can be
safely injected. For these protocols it is therefore of great importance to in-
ject only those bubbles that are acoustically most responsive. Hence it would
be beneficial to use sorted bubbles with high echogenicity instead of a poly-
disperse suspension containing a large fraction of smaller and larger non-
resonant bubbles. This feature becomes even more important when using
the contrast bubbles in harmonic imaging as all nonlinear harmonic behavior
is concentrated near resonance. Thus, the injection of non-responsive larger
bubbles will primarily contribute to a substantial scattering echo at the
fundamental frequency and to attenuation of the transmit signal, thereby
limiting the scattering to attenuation ratio (STAR) of the nonlinear echo.
Acoustic bubble sorting is also beneficial for targeted bubbles for molecular
imaging and to sort drug and gene loaded bubbles. The bubbles passing
the bubble sorter at the waste outlet may be reinjected in another chip to
be sorted at a different frequency for use in another treatment. Finally, the
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expensive drug load and/or targeting ligands may also be recycled from the
waste collection channel.

A few words on the modeling efforts are in order. We have added a linear
damping term to the Rayleigh-Plesset model to account for the energy dis-
sipation of the radial oscillations. These arise first of all from the presence
of a surfactant layer to stabilize the bubbles produced in the flow focusing
geometry and secondly from the interaction of the bubbles with the PDMS
walls. Finally, we know from Devin111 that thermal damping of bubbles
with a size near 15 µm are dominant over the other damping contributions,
such as acoustic reradiation and viscous dissipation. To cover all these (un-
known) damping contributions we introduced a single damping factor δadd
as a pressure contribution in the form −δaddρlωRṘ as in Eatock et al.112.
The width of the modeled displacement curves in Fig. 2.5 were fitted to the
measured displacement curves by varying δadd. We find a total damping
of 0.24 and 0.40 for the 15 µm and 3 µm bubbles, respectively. The total
damping and the maximum displacement are highly coupled. Moreover, the
modeled displacement strongly depends on the input acoustic pressure am-
plitude which was measured using an intrusive technique with a potential
bias in both its amplitude and position. The combination of all these factors
led us to scale the modeled displacement in Figs. 2.5D and E to the experi-
mental data with a scaling factor of 1.7 and 1.4, respectively, while keeping
good agreement in the overall shape of the displacement curve. For the
contrast agent microbubbles we incorporate the visco-elastic shell param-
eters (shell elasticity, shell viscosity and surfactant concentration) directly
from experimental microbubble characterization studies75 and we find good
agreement for the displacement curves and its sorting capabilities.

The microbubbles in our sorting channels are always close to the PDMS
walls of the chip. There is a large inconsistency between the available
theoretical models that describe the dynamics of microbubbles close to a
compliant wall. Doikinov et al.113 model the dynamics of contrast agent
microbubbles near a polystyrene Opticell® membrane and their model pre-
dicts an increase of the resonance frequency for a bubble close to the wall.
Hay et al.114 find a decrease of the resonance frequency for a bubble be-
tween two viscoelastic layers. Recent experiments by Helfield et al.115 show
very different acoustical behavior for bubbles close to an agar wall (with
a small difference in acoustic impedance, hence little change in the bubble
dynamics) as compared to an Opticell membrane with considerably larger
changes. The acoustic transparency of PDMS suggests a minor influence
of the bubble-wall interaction with limited change to the dynamics of the
bubbles. Experiments of single microbubbles with a given stand-off distance
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to a PDMS wall or between two PDMS walls, e.g. using optical tweezers116,
should clarify the details of bubble-wall interactions relevant for our sorting
chip.

2.6 Conclusions

We have demonstrated a simple lab-on-a-chip device to sort coated mi-
crobubbles on-line in a travelling acoustic wave. The bubbles are sorted to
their acoustic property rather than to their size, which makes the proposed
sorting strategy highly efficient for injection of a smaller dose, yet highly
resonant, enriched bubble suspension for preclinical small animal imaging,
for targeted molecular imaging using ultrasound, and for drug and gene
delivery applications.
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3
Bubble sorting in pinchedmicrochannels for

ultrasound contrast agent enrichment1

Ultrasound contrast agent (UCA) suspensions contain encapsulated microbub-
bles with a wide size distribution, with radii between 1 and 10 µm. Medical
transducers generally operate at a narrow frequency bandwidth, severely lim-
iting the fraction of bubbles that resonates to the driving ultrasound. Thus,
the sensitivity of contrast enhanced ultrasound imaging, molecular imaging
with targeted bubbles, and drug delivery with microbubbles can be improved
by narrowing down the size distribution of the bubble suspension. Here, we
use a low-cost lab-on-a-chip method for the sorting of microbubbles by their
size without external actuation, based on a microfluidic separation technique
known as pinched flow fractionation (PFF). We show by numerical inves-
tigation that the inclusion of particle rotation in the pinched segment is
essential for an accurate description of the sorting behavior of particles with
sizes close to the pinched segment width. Successful enrichment of a polydis-
perse contrast agent into a bubble suspension with a narrow size distribution
(1.55 ± 0.42 µm) was achieved with a PFF-based microdevice. This sorting
technique can be readily parallelized, and thus lead to an easy-to-use and
robust device capable of at least a 10 dB improvement in the sensitivity of
contrast ultrasound imaging.

1Submitted as: M.P. Kok, T. Segers, M. Versluis, Bubble sorting in pinched microchan-
nels for ultrasound contrast agent enrichment, Lab Chip, (under review, 2015)
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3.1 Introduction

Ultrasound imaging is the most widely used medical imaging modality. It
is based on the scattering of sound waves from inhomogeneities in tissue.
Contrary to tissue, blood and other liquids in the body scatter ultrasound
poorly. Ultrasound contrast agents (UCA) can be added to the blood pool.
They consist of stabilized microbubbles, which are excellent ultrasound scat-
terers, due to the large compressibility of their gas core. The echo produced
by a microbubble can be up to a billion times stronger than that of a solid
particle of equal size71. This strong response allows for the visualization of
the blood pool, and can be used to quantify blood perfusion in organs1. To
facilitate targeted molecular imaging with ultrasound, with a sensitivity up
to a single bubble, the shell of the microbubbles allows for the attachment
of targeting ligands3. The microbubbles can also be loaded with drugs, for
use in highly localized delivery of drugs with a low therapeutic index such
as chemotherapeutic drugs91,92, or genes, such as siRNA or mRNA7,8,117.
Commercially available UCAs generally consist of encapsulated microbub-
bles in suspension, with a relatively wide size distribution, with sizes rang-
ing from 1 to 10 µm. Since clinical ultrasound systems operate at a narrow
frequency bandwidth, and since the resonant frequency of microbubbles is
strongly dependent on the size of the bubbles71, a significant fraction of the
microbubbles will not resonate to the driving ultrasound, while still attenu-
ating the ultrasound. Thus, the sensitivity of contrast-enhanced ultrasound
imaging can be improved by narrowing down the size distribution. Further-
more, a highly resonant bubble population also increases the efficiency of
drug-loaded agents in releasing their payload. Finally, the use of targeted
molecular imaging with ultrasound will highly benefit from the ability to dis-
criminate between bubbles that adhere to a wall and those that freely float,
which can be measured by a resonance shift of the adherent monodisperse
bubbles4,5. Thus, for these reasons it is important to develop a method of
obtaining monodisperse ultrasound contrast agents.

There are three main methods to obtain a monodisperse bubble suspen-
sion: direct production of monodisperse microbubbles, filtering of polydis-
perse UCA, or sorting thereof. Recent advances into the production of
monodisperse UCA are promising, such as the use of flow-focusing devices
to produce highly monodisperse bubble populations as reported by Het-
tiarachchi et al 65. These methods are capable of producing highly monodis-
perse bubble populations at significant rates64, however, challenges remain
in maintaining the monodispersity for extended periods of time66,118. Me-
chanical filtration is a widely used technique, where the microbubble sus-

40



3. PINCHED FLOW FRACTIONATION

A B

buffer inlet

sample

inlet

w
p

pinched

segment

broadened 

segment

w
b

x

y

z

L

y
b

R/wp

y
b

/
w

b

0 0.1 0.2 0.40.3 0.5
0

0.1

0.3

0.2

0.4

0.5

3

2

1

θ

1

2

3

Figure 3.1: A) Top view of the microchannel geometry used in pinched flow
fractionation. The microbubbles enter the pinched segment and are pinned against
the wall by a co-flow. The microbubbles then separate due to the expansion of
the channel, to be sorted into exit channels positioned in the broadened segment.
The color indicates the inlet of origin for the fluid. B) The expected distance of
bubbles from the wall in the broadened segment as a function of bubble radius,
based on eq. 3.1 combined with an undisturbed velocity profile obtained from 2D
COMSOL simulations. Using this result we can design a microdevice geometry to
extract microbubbles within a specific size range.

pension is forced through a filter87, acting as a low-pass filter. However,
due to the deformability of the bubbles, bubbles larger than the pore size
can also pass the filter. Depending on the amount of pressure used, bub-
bles are also likely to be fragmented due to being forced through the filter.
Furthermore, the filters can become clogged.
Sorting of microbubbles is performed by employing a range of size-dependent
forces acting on the microbubbles. Examples of forces used to sort particles
in general are the buoyancy force (decantation82 or centrifugation83), op-
tical radiation force119 and electrical potentials (for charged particles)120.
Of special interest for the sorting of microbubbles is the acoustic radiation
force, which allows for sorting by resonance85. Most of these techniques
require an actuation force to act on the particles, which can be a compli-
cating factor in the design of practical sorting devices, or requiring optical
and acoustical transparency for example.
A novel lab-on-a-chip size-sorting technique for particles, known as pinched
flow fractionation (PFF), uses only the properties of laminar flow in mi-
crofluidic devices84. The method has been successfully applied to the sepa-
ration by size of solid spheres84, emulsion droplets121 and red blood cells122.
Here we apply the method to the sorting of microbubbles.
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The operating principle of PFF is illustrated in Fig. 3.1A. The microbub-
bles are introduced into a narrow channel, called the pinched segment, where
the bubbles are pinned to the wall by a co-flow from a buffer inlet channel.
The co-flow to sample flow rate ratio is typically in the order of 50:1. As
the pinched segment expands into a broader segment, the distance from
the center of the microbubbles to the wall is extended through microfluidic
amplification. Because the centers of the large bubbles are located further
from the wall, they end up closer to the center of the broadened segment.
Creating exit channels at different positions thus allows for the sorting of
the bubbles into several narrow size distributions.
For infinitesimally small, neutrally buoyant particles (that do not disturb
the flow and follow the streamlines), the position in the broadened segment
can be found as a function of the position in the pinched segment by track-
ing the streamlines using mass conservation, which leads to the following
equation123:∫ H

0
dz

∫ wb/2

wb/2−yb

dy ux,b(y, z)∫ H

0
dz

∫ wb/2

−wb/2
dy ux,b(y, z)

=

∫ H

0
dz

∫ wp/2

wp/2−R
dy ux,p(y, z)∫ H

0
dz

∫ wp/2

−wp/2
dy ux,p(y, z)

, (3.1)

with H the height of the microchannel, wb and wp the width of the broad-
ened and pinched segments, ux,b/p(y, z) the flow profile inside said segments,
R the size of the particle and yb the distance from the wall within the broad-
ened segment.
Vig and Kristensen124 found good agreement between this model and ex-
perimental data for particles up to (R/wp = 0.25), using a velocity profile
obtained from 2D simulations, neglecting the presence of the particles. Fig-
ure 3.1B shows the calculated separation by size. Based on these results,
devices can be designed to obtain microbubbles of a specific size range.

3.2 Experimental methods

3.2.1 Microfluidic device design

The chip design is displayed in Fig. 3.2. The design comprises two inlet
channels, and three outlet channels, positioned such that only a fraction of
bubbles exits through each of the outlets. The two inlet channels merge into
the pinched segment, with a width wp = 12 µm and length L = 40 µm. The
width is based on the size of the largest bubbles present in the suspension.
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3. PINCHED FLOW FRACTIONATION

The pinched segment broadens into the broadened segment with a broaden-
ing angle θ = 60◦. The broadened segment has a width wb = 300 µm. The
broadened segment splits into three outlet channels 600 µm downstream of
the pinched segment, with the center outlet located with its center at 20 µm
from the side wall, with a width of 10 µm. These positions are designed for
the selection for particles with a radius of 1.8 µm. The three outlet channels
maintained their width ratios until the outlet ports, to ensure equal outlet
hydrodynamic resistance. All the microchannels are 14 µm in height.

3.2.2 Materials andmethods

The microfluidic device is fabricated using polydimethylsiloxane (PDMS).
PDMS provides a simple and fast prototyping method and is ideal for op-
tical imaging due to its transparency. The molds for the PDMS chips were
fabricated using standard soft-lithography techniques106: a layer of SU-8
was spin-coated on top of a silicon wafer, UV-exposed through a mask con-
taining the channel features, and developed to be ready for replica molding.
The PDMS was mixed in the standard 1 : 10 ratio, degassed, poured over
the mold and cured at 65◦C for 90 minutes, then cut to size. Prior to bond-
ing, the fluidic ports were punched through the PDMS. The PDMS slab
containing the channel features was plasma-bonded to a flat backing slab of
PDMS. The backing contains the center outlet port, in order to maintain
a constantly rising path for the bubbles, which prevents them from piling
up inside the tubing due to buoyancy. The outlets were connected to large
diameter tubing to ensure atmospheric pressure at the outlet. The chan-
nels were filled with water within ten minutes after bonding to maintain
hydrophilicity, while ensuring a strong bond. Teflon tubing was connected
to the inlet channels through which the UCA sample and buffer liquid were
supplied.
A research-grade contrast agent (Bracco BR-14, Bracco Research Geneva)
was used for the characterization of the device. BR-14 microbubbles consist
of a perfluorobutane gas core with a stabilizing shell coating of phospho-
lipids. The syringe pump controlling the UCA flow was positioned vertically
with the needle tip pointing upward at a level several tens of centimeters
lower than the sorting chip. With the bubbles being buoyant, the aid of
gravity helped to inject the bubble suspension into the sorting chip. The
contrast bubbles were infused at a rate of 0.2 µL/min and the liquid co-flow
had a flow rate of 10 µL/min. These flow rates result in an average flow
speed in the pinched segment of approximately 1 m/s. The ratio (1:50) was
chosen such that bubbles down to a size of 1 µm are successfully separated.
To confirm that the microbubbles act similarly to solid particles (and as
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such neglect buoyancy and deformability effects), solid particles of different
sizes (1.0 and 3.5 µm mean radius, ThermoScientific, Fluoro-Max 35-2 and
R0200, Waltham, MA, USA) were also sorted. Furthermore, the sorting
device is placed such, that any movement due to buoyancy is perpendicular
to the geometry as shown in Fig. 3.1.
The setup used to analyze the sorting performance has been described pre-
viously85. In short, the sorting process was imaged using a high-speed
camera (Photron, FASTCAM SA-X) connected to a microscope (Olym-
pus, BXFM). The microscope is fitted with one of several objectives: a
60× water-immersion objective (Olympus, LUMPlanFL) was used to mea-
sure the yb(R) curves, a 100× water-immersion objective (Olympus, LUM-
PlanFL) was used to measure the velocity of microbubbles flowing through
the pinched segment, and a 50× long working distance objective (Olympus,
SLMPlan) was used to measure the size distributions during sorting. The
system was illuminated in bright-field mode using fiber illumination (Olym-
pus ILP-1) connected to a collimation objective (10× Olympus Plan Achro-
mat, 0.25 NA) positioned below the microfluidic chip to maximize the light
intensity at the imaging position. The frame rate used was 10,000 frames
per second when recording at the outflow positions and 140,000 frames per
second when measuring the flow inside the pinched segment. These high
frame rates ensured a sufficient time resolution for particle tracking. To
minimize motion blur, the exposure time was set to 8 µs during recordings
taken at 10,000 frames per second.

3.3 Results

3.3.1 Pinched flow fractionation for microbubbles

Figure 3.3A shows the broadened segment during operation. Separation of
the microbubbles by size is clearly observed. The measurement location
is positioned 300 µm from the end of the pinched segment. Figure 3.3B
shows the measured positions of 50,000 bubbles as a function of the bubble
radius. Some scatter is observed for smaller bubbles, which is due to the
following. First, when multiple bubbles travel through the pinched segment
in close proximity, bubble-bubble interactions can cause smaller bubbles to
be positioned further away from the wall. Second, the finite flow rate ratio
sets a lower limit on the size of particles that can be sorted successfully. In
Fig.3.1, the darker blue region indicates the fluid layer consisting of liquid
from the sample inlet. Bubbles smaller than the width of this fluid layer in
the pinched segment are not pinned to the wall and as a result they are not
sorted84.
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Figure 3.2: The pinched flow fractionation microdevice design. Two separate
inlets, for both buffer and sample fluids lead into the pinched segment. The three
outlets sort the particles toward multiple outlets for further extraction. All mi-
crofluidic channels have a height of 14 µm.

3.3.2 UCA enrichment using pinched flow fractionation

Based on the results as shown in Fig. 3.3, bubbles with sizes between 1 and
2 µm are expected to enter the center outlet channel. Figure 3.4 shows the
probability of microbubbles entering the center outlet channel as a function
of their radius. The data is based on measurements of approximately 4,500
microbubbles, measured during 10 seconds of sorting. The results show suc-
cessful sorting of the UCA microbubbles, creating a bubble population with
a mean size of 1.55 µm, and a standard deviation of 0.42 µm. Clear band-
pass filtering behavior is observed, both bubbles smaller than the target
size, and bubbles larger than the target size are excluded from the center
outlet.

3.3.3 Sorting quantification

A quantitative comparison of the results as shown in Fig. 3.3B with the
results of the model, Fig. 3.1B, shows that the distance from the wall in the
broadened segment of large bubbles is significantly overestimated by the
model, suggesting that the point particle approximation may fail for larger
particles. The finite size of the particles influences the flow both by relative
translation and by rotation, caused by the velocity gradient.
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Figure 3.3: A) Image obtained from the measurements during the sorting of mi-
crobubbles at high concentration (A). To reduce the influence of bubble-bubble
interactions, concentrations were kept low during measurements. B) The distance
from the wall in the broadened segment yb as a function of bubble radius R. Suc-
cessful separation can clearly be observed.

To investigate this behavior, we determine the flow profile within the pinched
segment, with a rotating and translating particle present, from 3D simula-
tions using the COMSOL Multiphysics package125. This flow profile is then
direct input to Eq. 3.1 to determine the position in the broadened segment
yb(R). The simulation used for the model including the rotation is imple-
mented as a stationary simulation of the flow in a square microchannel. The
presence of the bubble is simulated by inserting a spheroid in the channel.
The translational velocity and rotation rate combined provide the boundary
conditions on this spherical surface. The translational velocity of the bub-
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Figure 3.4: The fraction of the bubbles entering into the center outlet as a function
of the bubble radius. The results show very high selectivity for bubbles of the
desired dimensions.

bles, which is size-dependent, is determined from high speed measurements
of bubbles as they flow through the pinched segment. The rotation rate
of the particle is treated as a free parameter, since it cannot be obtained
directly from the measurements.
Figure 3.5A shows the measured velocities, vp, of the bubbles as they travel
through the pinched segment, normalized by the average flow velocity, u. A
series of velocities was found, with the velocity increasing with size. Based
on the measurements of the bubble velocities, maximum and minimum val-
ues were obtained for use in the simulations, indicated by the red and blue
lines. Figure 3.5B shows the flow profiles obtained from the simulations
for a number of cases, with and without particles, translating and rotating.
The resulting position as a function of size and dimensionless rotation rate
is then shown in Fig. 3.5C.

The results show that the rotation of the particle significantly modifies
the flow profile in the pinched segment, causing the effluent position of the
particle to lie closer to the wall in the broadened segment. Merely adding a
translating, non-rotating, particle to the simulation does not change the out-
come significantly. The results obtained for Ω̃ = 0.75 show good agreement
with the measured data. This value of the dimensionless rotation rate is
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rotation rate, obtained by using the velocity profiles as direct input into eq. 3.1.
D) Comparison of the numerical results for a value of Ω̃ = 0.75 for the minimum
and maximum velocities to the measured locations.
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similar to results obtained previously in a numerical study126. Figure 3.5D
shows the results of the model for Ω̃ = 0.75, using the minimum and maxi-
mum velocities as indicated in Fig. 3.5A. Thus, the range of velocities does
not significantly change the sorting position.

3.4 Discussion

Pinched flow fractionation has many promising advantages as a method for
enriching UCAs. The absence of external forcing significantly simplifies de-
vice design and the absence of flow rate dependency, as shown here, leads to
high repeatability, even when used by general medical practitioners. These
characteristics, combined with the simple geometries involved, allow for di-
rect integration with medical syringes, allowing for a point-of-care device
capable of producing monodisperse UCA wherever needed, at low cost.
A typical dose of ultrasound contrast agent consists of several billion mi-
crobubbles. Injecting an enriched bubble population may decrease the need
for such a high volume, a decrease of a factor of 20-40 is expected. However,
with only a single sorting channel, as reported in this study, it would still
take tens of hours for a single dose, at a sorting rate of about 500 bubbles per
second per channel. As mentioned before, sorting devices based on pinched
flow fractionation have a simple design, which positions them ideally for
parallelization. One thousand parallel channels would already decrease the
sorting time to two minutes. This should fit comfortably within a device
with a volume of one cubic centimeter, capable of being attached to stan-
dard syringes. The low cost of individual units would allow for a single-use
device design, which is highly preferable in medical environments due to
sterility requirements.
There are several points to be addressed concerning the modelling of the
bubble sorting. The dimensionless rotation rate was varied between 0 and 1,
corresponding to a state of pure translation and of the particle rolling per-
fectly along the sidewall. Our experimental results fit closely to Ω̃ = 0.75, in
agreement with earlier numerical results126. Due to the homogeneous and
spherical nature of our particles and bubbles, we were unable to measure
the rotation rate in the current setup. A more rigorous physical insight into
the rotation problem will be the subject of further studies.
It is implicitly assumed that the deformability of the bubbles does not play a
role in their sorting behavior. To confirm this, the very same sorting device
was used to sort solid particles in the same size range. Figure 3.6 shows the
sorting position as a function of the particle size, for both microbubbles and
solid particles. These curves show nearly identical results for microbubbles
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Figure 3.6: Comparison of experimental results for varying broadening angle θ,
and type of particle used.

and solid particles, which therefore excludes any deformability and density
effects.

As stated in the device design parameters, the broadening angle used was
θ = 60◦. In their pioneering paper, Yamada et al.84, state that they find an
influence of this angle on the sorting behavior. However, to our knowledge,
this result has never been reproduced in experiment, and is also absent in
modelling. Measurements were performed using devices with broadening
angles between 30 and 90◦, see Fig. 3.6. Our results do not show a signifi-
cant difference between the results for these devices.
A possible downside of sorting bubbles by size using pinched flow fractiona-
tion with the aim of increasing ultrasound sensitivity, is that the phospho-
lipid packing density in the shell may vary slightly from bubble to bubble.
This means that two bubbles of identical size need not necessarily show iden-
tical acoustical behavior109. This problem is inherent to all sorting methods
aimed at sorting by size, and can only be lessened by improving the initial
production. To assess the actual gain in sensitivity between unsorted and
enriched microbubble populations, we plan to acoustically characterize the
enriched population and compare it to the native population.
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3.5 Conclusions

We have demonstrated a simple lab-on-a-chip device capable of sorting
coated microbubbles on-line, using pinched flow fractionation. We have
shown that the present models for pinched flow fractionation can be suc-
cessfully extended to larger particles, of the same order of size as the pinched
segment width, by including particle rotation. Pinched flow fractionation
is ideally suited for parallelization, due to its simple geometry and flow pa-
rameters. Upscaled devices based on this design are capable of producing
multiple particle suspensions with a narrow size distribution from a single
suspension with a broad size distribution.
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4
Uniform scattering and attenuation of
acoustically sorted ultrasound contrast

agents: modeling and experiments1

A polydisperse ultrasound contrast agent was sorted in a lab-on-a-chip acous-
tic bubble sorting device. A traveling acoustic wave separated resonant from
the non-resonant bubbles. The scattering and attenuation coefficients of the
sorted bubble suspensions were measured simultaneously over a frequency
range of 0.7 to 5.5 MHz at acoustic pressures of 10, 25, and 50 kPa. The
attenuation was also measured using a single acoustic characterization pulse
for each frequency over the same spectral range for peak negative pressures
of 5 to 75 kPa with a step size of 2.5 kPa. Modeled scattering and attenua-
tion coefficients were fitted to the measured data to give the shell parameters
for the sorted bubbles. The modeled scattering and attenuation coefficients
were obtained by integration of the non-linear response of all bubbles within
the acoustic beam of the transmit transducer. Quantitative agreement was
found between measured and modeled scattering and attenuation curves for
all acoustic characterization pressures using a unique set of shell param-
eters, both for the overall dynamical response as well as for the absolute
magnitude. This confirms that acoustically sorted bubbles have a uniform
acoustic response.

1To be submitted as: T. Segers, N. de Jong, M. Versluis, Uniform scattering and
attenuation of acoustically sorted ultrasound contrast agents: modeling and experiments
(2015)
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4.1 Introduction

Ultrasound contrast agents (UCA) consist of a suspension of coated mi-
crobubbles. Microbubbles are highly echogenic due to the compressibility
of their gas cores. At resonance they generate harmonics of the driving
ultrasound field which produces increased contrast of their echoes from the
linear tissue echoes. The contrast enhancement makes it possible to visu-
alize the blood pool and to quantify organ perfusion1. The potential to
detect even single bubbles in-vivo allows for targeted molecular imaging
applications using ultrasound3. Functionalized microbubbles can also be
loaded with drugs, for the use in highly-localized delivery of drugs with a
low therapeutic index such as chemotherapeutic drugs91,92 or genes such as
siRNA7,8 or mRNA117.

Commercially available contrast agents contain microbubbles with radii
ranging from 1 to 10 µm. The acoustic response of a single bubble to a driv-
ing ultrasound field strongly depends on its size and the maximum response
is reached when the bubble is driven at its resonance frequency37. Clinical
ultrasound systems typically operate at a single ultrasound frequency that
is optimized for the imaging application and the type of ultrasound trans-
ducer. Therefore, only a small fraction of the total bubble population will
resonate to the driving ultrasound field. Thus, the sensitivity in diagnostic
imaging can be improved by the use of bubbles of a single size that are reso-
nant to the driving ultrasound frequency. Moreover, a resonant drug-loaded
bubble population will be much more efficient in the local delivery of its pay-
load to target cells. Finally, for the use of targeted molecular imaging with
ultrasound the narrow spectral response of monodisperse bubbles would be
highly beneficial to discriminate adherent bubbles from freely floating ones
through a spectral shift of the adherent bubbles2. For all these reasons it
is of great interest to inject only the resonant bubbles.

A monodisperse bubble population can be produced directly in a microflu-
idic flow-focusing device, where a gas thread is focused through a narrow
orifice by two liquid co-flows, resulting in a highly controlled pinch-off into
monodisperse bubbles60–62. However, it was found to be challenging to
maintain the monodispersity over time64,66. Moreover, only very specific
phospholipid mixtures allow for the production of stable monodisperse bub-
bles in a flow focusing device65.

Filtering or sorting of a polydisperse bubble suspension offers a high de-
gree of freedom in the choice of lipid shell composition and microbubble
payload since the bubble of interest can be made using conventional UCA
production techniques, e.g. sonication or mechanical agitation118. Mechan-
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ical filtration79, centrifugation83 and decantation82 have been reported for
the sorting of microbubbles. A well-controlled microfluidic size-sorting tech-
nique for contrast bubbles was recently reported and it was based on a
pinched flow fractionation technique88. On the other hand, it was shown
recently that the shell surfactant concentration of phospholipid coated bub-
bles can be very different from bubble to bubble, even for bubbles of the
same size40,109. The reason is that the encapsulation of the bubble, typically
consisting of a phospholipid monolayer, dramatically changes the resonance
behaviour of the bubbles. The non-linear behaviour of the viscoelastic shell
increases the resonance frequency due to its stiffness and the viscosity of
the shell increases in the damping41,74.Therefore, bubbles with the same
size, but with different phospholipid surface packing densities can have very
different resonance behaviour.

Contrast bubbles can also be sorted to their acoustic properties as was
shown very recently by Segers et al 85. In an acoustic bubble sorting chip
resonant bubbles are sorted on-line from a polydisperse bubble suspension.
A traveling ultrasound wave exerts an acoustic radiation force37 and the
forcing is shown to be maximum for the resonant bubbles, hence it pushes
the resonant bubbles away from the non-resonant bubbles. Acoustically
sorted bubbles have great potential since they offer acoustically uniform
behaviour. In order to optimize the acoustic bubble sorting technique for
contrast enrichement applications, it is crucial to characterize these sorted
bubble suspensions.

The response of a single microbubble to a driving ultrasound wave can be
directly measured using optical ultra-high speed imaging76,77. Detailed in-
formation about the nonlinear bubble dynamics, e.g. especially the pressure-
dependent resonance behaviour80, compression-only behavior40,127 and sur-
face mode oscillations128 were obtained. While ultra high-speed imaging of
UCA has led to the successful development of advanced Rayleigh-Plesset
type bubble dynamics models, it is of interest here to characterize the
acoustic response of a complete population of bubbles129,130 to evaluate
the acoustic uniformity of the sorted bubbles.

In this study, we measure the combined scattering and attenuation of
acoustically sorted bubbles. The shell properties of the bubbles in the sus-
pensions are obtained from a match of the model, that integrates all in-
dividual non-linear bubble responses, to the measured data. The model
includes the non-linear pressure and frequency dependent scattering and
attenuation properties of the bubbles in the transmit field of the acoustic
characterization pulse. In the theoretical section we first describe how mea-
sured scattering and attenuation curves can reveal the shell properties of the
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bubbles. Then, we describe the experimental methods to characterize the
sorted bubble suspension. The results are presented in the form of measured
data compared to the modeled scattering and attenuation curves. Finally,
the results will be discussed and we end with the conclusions.

4.2 Theoretical

H. Medwin131 showed already in 1977 that the acoustic response of a bubble
population is obtained by integration over all individual bubble responses.
Later, De Jong et al.129,132 used this principle to model the scattering and
attenuation of coated contrast bubbles. Since then, the understanding of
coated bubble dynamics increased substantially over the years. Here, we
follow the reasoning of Medwin and De Jong however, we use a recent bub-
ble dynamics model to calculate the non-linear theoretical scattering and
attenuation coefficients of a bubble population.

The radial oscillations of phospholipid coated microbubbles can be mod-
eled by including the pressure contributions from the viscoelastic shell in a
Rayleigh-Plesset-type equation41:

ρ

(
R̈R+

3

2
Ṙ2

)
=

(
P0 +

2σ(R0)

R0

)(
R0

R

)3κ
(
1− 3κṘ

c

)

−P0 − PA(t)−
2σ(R)

R
− 4µṘ

R
− 4κsṘ

R2

(4.1)

where ρ is the liquid density, µ the liquid viscosity, c the speed of sound
in the liquid, κ the polytropic exponent of the gas inside the bubble, with
P0 the ambient pressure and PA the acoustic pressure. R0 is the initial
bubble radius, R the time-dependent radius of the bubble and the overdots
denote its time derivatives. κs accounts for the dilatational viscosity of the
shell. The effective surface tension is captured by σ(R) and in an elastic
regime, it varies linearly with the surface area of the bubble as σ(R) =
χ(R2/R2

b − 1) where χ is the shell elasticity. The shell buckles for radii
smaller than the buckling radius Rb, it ruptures for radii larger than Rr,
and it is dependent on the initial surface tension of the bubble σ(R0) as
Rb = R0/

√
σ(R0)/χ− 1. The effective surface tension is limited to zero

and to the surface tension of the surrounding liquid for a buckled and a
ruptured bubble, respectively.

The solution of Eq. 4.1 results in the instantaneous bubble radius, R(t).
The scattered acoustic pressure wave at the bubble wall in an incompressible
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medium is given by36:

Ps(t) = ρ(RR̈+
3

2
Ṙ2) (4.2)

with R being time dependent. The energy loss of an acoustic wave due to
scattering of a single bubble can be expressed as the ratio of the scattered
energy |Ps|2 to the incident acoustic intensity |PT |2 at frequency f and it is
called the scattering cross-section:

σs = 4πR2
0

|Ps|2

|PT |2
(4.3)

with the dimensions of area. It is used here in the frequency domain for
the interest in the harmonic components. Please note that through Ps the
scattering cross-section is a function of the shell parameters and that it
depends on the frequency and the pressure amplitude of the acoustic wave.
Similarly, the total energy loss of the acoustic wave due to the scattering
and damping, can be expressed as the ratio of the total energy loss per
bubble to the intensity of the acoustic wave, the extinction cross-section
σe. It is found by multiplication of the scattering cross-section with the
ratio of the total damping δtot to the radiation damping δrad. The total
damping is a summation of the damping that arises from re-radiation of
sound and from the bulk and shell viscosities: δtot = δrad + δvis + δshell.
The dimensionless damping coefficients can be obtained by linearizing the
Rayleigh-Plesset equation to find37:

δrad =
3P0κ

ρωcR0
, δvis =

4µ

ρωR2
0

, δshell =
4κs
ρωR3

0

(4.4)

A microbubble also experiences damping due to thermal diffusion. Thermal
damping is more difficult to calculate37,38 and since for UCA bubbles it is of
the same order as the viscous damping, typically the viscosity is increased
by a factor 2 to account for thermal damping.

The total amount of scattered and absorbed energy of an acoustic wave
traveling through a dilute cloud of homogeneously distributed bubbles can
be obtained by integration over the pressure dependent scattering and ex-
tinction cross-sections of all the individual bubbles present in the acoustic
beam129 by assuming that higher order scattering effects are negligible82.
The attenuation is found by multiplication of the volume averaged extinc-
tion cross-section, having units of length−1, by the path length d of the
acoustic wave through the bubble cloud:

αmodel = − 10

ln(10)

∫
V n(R) σs δtot δ

−1
rad dV∫

V dV
d. (4.5)
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where n(R) is the number of bubbles with radius R per unit volume dV and
corresponding scattering cross-section σs.

The theoretical scattering coefficient (in units of steradians) of a bub-
ble cloud measured under a 90◦angle with respect to the direction of wave
propagation of the insonifying wave can be obtained in a similar way:

ηmodel = − 1

4π

∫
V n(R) σs T dV∫

V T dV
, (4.6)

where T = T (x, y, z) is a function that describes the volumetric sensitivity of
the receiving element. It characterizes the volume over which the scattering
is recorded experimentally by a transducer with a limited aperture. T varies
between zero and unity and it has to be calibrated separately.

4.3 Experimental

4.3.1 Acoustic bubble sorting

The acoustic sorting method outlined by Segers et al.85 is employed here
to sort a perfluorobutane-based ultrasound contrast agent (Bracco BR-
14, Bracco Research Geneva) containing bubbles coated with a DSPC and
DPPG phospholipid mixture109. The sorting chip used here is differerent
from that reported by Segers et al.85 in that it comprises two outlet channels
to separate the resonant from the non-resonant bubbles. The cross-section
of the sorting channel was 14 × 200 µm2 and the width of the resonant-
bubble outlet was 50 µm (Fig. 4.1B). The contrast agent was supplied in
a vial containing the UCA in powder form. It was reconstituted in 5 mL
of Milli-Q water (Millipore Corporation, Billerica, MA, USA) and put to
rest for 10 min to allow the bubbles to stabilize. A volume of 300 µL was
extracted from the vial in a 1 mL syringe and it was diluted with Milli-Q
water (Millipore Corporation, Billerica, MA, USA) by a factor 1.5. The
flow rates were controlled by high-precision syringe pumps (Harvard Appa-
ratus, PHD 2000, Holliston, MA, USA). Acoustic sorting resulted in two
bubble suspensions used in two different characterization experiments: sus-
pension 1 was sorted at an UCA flow rate of 0.5 µL/min and a co-flow rate
of 25 µL/min and suspension 2 was sorted at an UCA flow rate of 1 µL/min
and a co-flow rate of 35 µL/min.

A 2 MHz traveling acoustic wave was generated by a 6 mm diameter piezo
element (Pz26, Ferroperm, Denmark) with a thickness of 1 mm positioned
at a 4 mm distance from the sorting channel. The piezo was driven in its
thickness mode by a waveform generator (Tabor Electronics, WW1072) op-
erated in continuous mode. The amplitude of the sinusoidal driving voltage
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Figure 4.1: (A) Resonant microbubbles are sorted from a polydisperse ultrasound
contrast agent suspension in an acoustic bubble sorting chip operated at 2 MHz.
B) Photograph of the sorting chip in action. C) Microbubbles enter and leave the
sorting chip in their direction of flotation. The sorted bubbles are imaged using
a high-speed camera to obtain their sizes. D) Size distribution of the acoustically
sorted bubbles. The inset shows a micrograph of the sorted bubbles.

was 1.8 V during the sorting procedure of suspension 1 and 2.3 V during
the sorting of suspension 2. The acoustic pressure amplitude field was mea-
sured using the method described by Segers et al.85 and it had a maximum
pressure amplitude of 20 kPa. The resonant bubbles, passing through the
upper outlet, see Fig. 4.1B, were imaged using a microscope (Olympus, BX-
FM) equipped with a 50× objective lens connected to a high-speed camera
(Photron SA1.1). The resulting spatial resolution was 400 nm/pixel. Sus-
pension 1 was collected by running the sorting procedure for 25 min and
suspension 2 was harvested during 15 minutes of bubble sorting. During
the sorting procedures, a high-speed recording with a duration of 1 s was
captured every 3 minutes at a frame rate of 5,000 fps. The shutter time was
set to 8 µs to minimize motion blur. The size distribution of the acousti-
cally sorted bubbles was obtained by processing the high-speed movie frames
with an automated image analysis procedure programed in MATLAB. The
size of the bubbles was measured from the inflection point of the intensity
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profiles of the individual bubbles85. The size distributions of both bubble
suspensions are shown in figure 4.1D. The maximum bubble number in both
suspensions lies at a bubble radius of 2.7 µm. The standard deviation of
suspension 1 is 0.24 µm and that of suspension 2 is 0.14 µm. The standard
deviation of the size distribution of the native agent was 1.1 µm.

The sorted bubble suspensions were diluted with Milli-Q water (Millipore
Corporation, Billerica, MA, USA) to a total volume of 22.5 mL for sus-
pension 1, and to 4.5 mL for suspension 2. From the high-speed movies an
estimate could be made on the total amount of sorted bubbles and therefore
on the bubble concentration. It was approximately 4×103 bubbles per mL
for suspension 1 in the diluted sample. The diluted samples were stored
on a roller-mixer operating at 1 rpm, thereby gently agitating the bub-
ble suspension to maximize the interbubble spacing and to minimize gas
diffusion effects, such as Ostwald ripening that can lead to diffusive bub-
ble growth of the larger bubbles by gas originating from smaller bubbles
with a higher Laplace overpressure in the bubble. Four samples containing
4.5 mL of suspension 1 were characterized by acoustic scattering and atten-
uation measurements at four peak negative pressures in the following order:
50 kPa, 10 kPa, 25 kPa, and 100 kPa. Suspension 2 was only characterized
by attenuation measurements.

4.3.2 Acoustic characterization setup

The combined scattering and attenuation measurements were performed
with a single transducer over a frequency range of 0.7 MHz to 5.5 MHz in
0.1 MHz steps at acoustic pressures of 10, 25, 50, and 100 kPa in a water tank
at room temperature, see Fig. 4.2. The transmit transducer had a center
frequency of 2.25 MHz, a focal distance of 1′′, and a 19 mm aperture (A305S,
Panametrics-NDT). Its frequency dependent response was calibrated using
a 0.2 mm needle hydrophone (Precision Acoustics). A second transducer
measuring the scattering (Vermon, SR 885C1001, 3 MHz, f=2′′, A=1′′) was
mounted under a 90◦angle with respect to the transmit transducer and it
was mounted on x-y-z translation stages to aid the alignment process. The
acoustic foci were co-aligned using a 0.5 mm diameter steel ball positioned
in the transmit beam focus that was found in pulse-echo mode. A third
transducer measuring the transmission (C308, Panametrics-NDT, 5 MHz,
f = 1′′, A=19 mm) was also mounted on x-y-z translation stages and it was
aligned such that the signal received from the transmit transducer was at
maximum. The bubble suspensions were confined by a 1.5 × 1.5 cm2 con-
tainer made of acoustically transparent polystyrene membrane (Opticell®).
The cross section of the bubble container enclosed the transducer foci and a
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Figure 4.2: (A) Schematic representation of the acoustic characterization setup
for simultaneous attenuation and scattering measurements. B) Narrowband 16-
cycle acoustic pulses at a constant pressure amplitude are transmitted through the
bubble sample and they are received by a transducer at the opposite side of the
water tank. C) The ratio of the received signals of a water-filled container to that
of a container filled with a bubble suspension gives the frequency-dependent and
pressure-dependent attenuation of the bubble cloud. At the same time a transducer
placed at a 90 degree angle with respect to the transmit transducer measures the
scattered acoustic signal (D). The process is automated and controlled from a PC.
The bubble suspension is continuously stirred to ensure a homogeneous bubble
concentration throughout the sample holder. The time traces shown in figures
(B), (C), and (D) are measured time traces at a transmit frequency of 2 MHz
by a hydrophone, the transducer measuring the transmission and the transducer
measuring the scattering, respectively.

magnetic stirrer bar placed inside the container ensured a homogeneous bub-
ble suspension. The bubbles were insonified at a constant acoustic pressure
by a series of 100 narrowband 16-cycle ultrasound pulses per transmit fre-
quency, to obtain a statistically relevant scattering signal, at a rate of 100 Hz
. A Gaussian tapering over 4 cycles on each side of the pulse (Fig. 4.2B)
was applied to minimize transient effects. The pulses were generated by
a programmable arbitrary waveform generator (8026, Tabor Electronics),
attenuated by 30 dB to reduce the noise level and amplified by a 50 dB
linear power amplifier (350L, E&I).

The received scattered signals were amplified by 30 dB (5077PR, Panametrics-
NDT) and recorded by an oscilloscope (TDS5034B, Tektronix) operating in
sequence acquisition mode at a 50 MHz sampling rate. Simultaneously, the

61



4.3 EXPERIMENTAL

transmission signals were recorded by the oscilloscope. A MATLAB com-
puter program was written to fully automate the measurement series by
transferring the 100 time traces to a PC and by uploading a new waveform
at a 100 kHz higher frequency, to the AWG. A complete measurement over
the full frequency range (0.7 MHz - 5.5 MHz) at a constant acoustic pressure
took 6 minutes and in total 4900 pulses were sent.

At every transmit frequency an average power spectrum was obtained
from the power spectra of the 100 individual time traces. The attenuation
coefficient α at the transmit frequency fT was determined from the power
spectrum obtained from a measurement with bubbles present and from a
reference measurement without bubbles present as follows:

α =
10

d
log10

| ⟨Vbub⟩ |2

| ⟨Vref ⟩ |2
(4.7)

where | ⟨Vbub⟩ |2 and | ⟨Vref ⟩ |2 are the total power of the time trace with
and without bubbles present, respectively, and d is the acoustic path length
over which bubbles are present.

The experimental acoustic scattering coefficient was determined in the
frequency domain for every transmit frequency as follows:

η =
|Vscat(f)|2

| ⟨Vref (fT )⟩ |2
,
16z2

D2
. (4.8)

where |Vscat(f)|2 is the power spectrum of the recorded scattering signal and
| ⟨Vref (fT )⟩ |2 is the total transmitted power at the transmit frequency fT .
The total frequency dependent transmitted acoustic power was measured
using a stainless steel reflector positioned at a 45◦angle with respect to
the transmit transducer. Using simple geometrical arguments and by ne-
glecting diffraction, it can be calculated that the area of the acoustic wave
reflected from the steel reflector has an area that is 4.5 times larger than
the aperture of the scatter receiving transducer. Therefore, the measured
power from the steel reflector was corrected by a factor 4.5. Furthermore,
the scattering coefficients are compensated for the limited aperture of the
receiving transducer where z is the focal distance and D is the transducer
diameter132. The volume over which the receiving transducer measures the
scattering, T in Eq. 4.6, was measured by translating the transducer in par-
allel with the direction of wave propagation of the transmitted ultrasound
waves while a steel sphere (0.5 mm diameter) was positioned in the acoustic
focus of the transmit beam. The focal region of a focused transducer is
typically much larger in length than it is in width, see Fig. 4.3 and since
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the focal region of the transducer receiving the scattered signal is co-aligned
with the focus of transmitting transducer under a 90◦angle, the sensitivity
of the transducer T is not measured in y and z-direction and it was set to
unity.

Bubble suspension 2 was characterized by attenuation measurements only
which allows for limiting the number of insonations per transmit frequency
from 100 to 1, to measure the effect of multiple insonations on the bub-
ble dynamics. Large numbers of acoustic excitations, especially at higher
acoustic pressures (>50kPa), may have a deleterious effect on the lifetime
and stability of bubbles and change their acoustic response133. A single
acoustic wave for each frequency is sufficient to measure attenuation since
it is measured from the response of many (order 103) bubbles in the acoustic
path length. The sample holder was decreased in size to a cross-section of
0.5 × 0.5 cm2 to confine only the acoustic focus of the transmit transducer
in order to obtain attenuation curves representing the bubble response over
a narrow range of acoustic pressures. Attenuation curves were measured
at peak negative acoustic pressures ranging from 5 kPa to 75 kPa in steps
of 2.5 kPa and they were all measured from the same bubble sample. Be-
fore the measurement, all the excitation pulses were uploaded at once to
the AWG. The pulser receiver (BNC555, Berkeley Nucleonics Corporation)
produced the 1323 TTL pulses at a rate of 50 Hz to trigger the waveform
generator and the oscilloscope. A complete measurement of 29 attenuation
curves was performed within 30 seconds.

4.3.3 Modeling

The acoustic pressure field generated by the transmit transducer in experi-
ment were numerically evaluated. The acoustic transmit field was modeled
axi-symmetrically in 2-D (k-Wave toolbox134) for all experimentally em-
ployed transmit frequencies for a curved transducer with a 19 mm aperture
focused at 1 inch. The modeled axial pressure field at 1, 2, and 3 MHz is
shown in Fig. 4.3A. The grey areas represent the dimensions of the sample
container in the acoustic characterization setup. Figure 4.3B shows the lat-
eral pressure distribution at the acoustic focus located at a lateral position
of 2.5 cm.

The radial response equation (Eq. 4.1) was solved numerically using the
ode45 solver in MATLAB to find the scattered pressure (Eq. 4.2) for all
the bubble sizes in the optically measured size distribution (Fig. 4.1D, black
line) with a 100 nm bin size and initial conditions R = R0 and Ṙ = 0.
The driving ultrasound pulse P (t) was the same as the 16-cycle pulse used
experimentally and the bubble response was solved for 9 different acoustic
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Figure 4.3: A) Modeled acoustic pressure field of a transducer with a focal length
of 1′′ and an aperture of 19 mm normal to the transducer aperture along the
direction of wave propagation at ultrasound frequencies of 1, 3, and 5 MHz. The
transducer is located at the origin. B) Pressure amplitudes at the focus normal to
the direction of wave propagation. The bubbles in a cloud with finite dimensions
(gray area) are exposed to very different acoustic pressure amplitudes.

pressure amplitudes ranging from the maximum pressure in the modeled
acoustic pressure field PA down to 0.2PA over the -14 dB volume of the
transmit beam. The scattering and attenuation coefficients were calculated
using Eq. 4.6 and Eq. 4.5, respectively, using the modeled acoustic pressure
field and the linear damping coefficients (Eq. 4.4). The physical constants
used for the liquid are the density, ρ = 1000 kg/m3, the speed of sound
c = 1500 m/s, and the surface tension σ = 0.072 N/m. The viscosity was
set to be twice the viscosity of water at, µ = 0.002 Pa · s, to account for
thermal damping. The polytropic exponent of the gas was set to κ = 1.07
for perfluorobutane (C4F10) and the ambient pressure P0 to atmospheric
pressure.

4.4 Results

Figures 4.4A, B, and C show the measured frequency dependent attenuation
coefficients (black dots) of bubble suspension 1 at peak negative acoustic
pressures of 10, 25, and 50 kPa, respectively. The scattering coefficients
were measured simultaneously and those of the fundamental frequency are
presented in figures 4.4D, E, and F at a pressure of 10, 25, and 50 kPa
(black dots), respectively. The scattering coefficients at the second har-
monic η2ndH of the transmit frequency fT are presented in figures 4.4G,
H, and I with the acoustic pressures amplitudes as before. The non-linear
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Figure 4.4: Figures A,B, and C show the frequency dependent attenuation co-
efficient of acoustically sorted contrast agent at 10, 25 and 50 kPa peak negative
pressure, respectively. Figures, D, E, and F show the scattering coefficients at the
fundamental, or transmit frequency measured at peak negative pressures 10, 25
and 50 kPa, respectively. Figures, G, H, and I present the frequency dependent
scattering coefficients at the second harmonic of the transmit frequency. The scat-
tering and attenuation were measured simultaneously. The solid red lines show
the modeled scattering and attenuation coefficients and good agreement is found
for a unique set of shell parameters, i.e. χ = 2.5 N/m, κs = 3×10−9 Pa·s, and
σ(R0) = 0.02 N/m.
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pressure dependent resonance behaviour is clearly visible from the resonance
frequency shift towards lower frequencies for increasing acoustic pressures75.
Please note that the scattering and attenuation coefficients, while measured
simultaneously, can still have a slightly different frequency of maximum
response. Scattering is measured from a relatively small focal region of
the transmit acoustic field at relatively high acoustic pressures while the
attenuation is measured over the total width of the sample holder. Since
the acoustic waves are focused, the acoustic pressure increases towards the
focal region and decreases thereafter. As a result, the attenuation curves
present a summation of bubble responses at a range of acoustic pressures.
Due to the pressure-dependent resonance behaviour of the bubbles this re-
sults in a spectrally broader attenuation curve as compared to that of the
scattering. It is most clearly observed from the scattering and attenuation
coefficients at a pressure of 25 kPa where the resonance frequency at the
acoustic focus is 1.5 MHz, recognized from the peak in the second harmonic
scattering coefficient, Fig. 4.4H, while the attenuation coefficients show that
only very few bubbles resonate at a frequency of 1.5 MHz as the maximum
response is found at a frequency of 3.8 MHz and originates from the total
volume contained by the intersection of the acoustic beam and the sample
container.

The solid red lines in the figures represent the modeled scattering and at-
tenuation coefficients. The best agreement was found using a unique set of
shell parameters: a shell elasticity of χ = 2.5 N/m ±0.1 N/m, a shell viscos-
ity of κs = 3.0 × 10−9 Pa·s ± 1.5 × 10−9 Pa·s and an initial surface tension of
σ(R0) = 0.02 N/m ± 0.002 N/m. The shell elasticity was constant through-
out all simulations. These shell parameters are in very good agreement with
previously obtained BR-14 shell parameters75 and with the shell parame-
ters used by Segers et al.85 to model the on-chip displacement of BR-14 mi-
crobubbles in the sorting channel of the acoustic bubble sorter. The bubble
concentration n(R) in the simulation was set to match the maximum atten-
uation coefficient at 10 kPa (Fig. 4.4A) and it was kept unchanged during
all further simulations at 25, and 50 kPa at a concentration of 4.3×103 bub-
bles per mL. This is in excellent agreement with the bubble concentration
obtained from the high-speed movies which was 4×103 bubbles per mL.
Moreover, we find a very good agreement between the measured and the
modeled scattering and attenuation coefficients using a unique set of shell
parameters and bubble concentration, which confirms the acoustic unifor-
mity of acoustically sorted bubbles.

Figure 4.5A shows the measured attenuation coefficient of suspension 2 for
different acoustic pressures. In total, 29 attenuation curves were measured
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where the first curve was obtained at a peak negative pressure of 5 kPa
and the final curve at a pressure of 75 kPa with pressure increments of
2.5 kPa. While the size distribution of suspension 2 is nearly identical
to that of suspension 1, the attenuation curves are narrower here due to
the smaller sample container. The acoustic excitation pressure field is more
uniform, hence decreasing the dispersity in bubble responses. The frequency
of maximum response at the lower acoustic pressures lies at a frequency
of 5.0 MHz which is 1.0 MHz higher than that of bubble suspension 1.
The attenuation curves also show that the bubble response at intermediate
acoustic pressures (30 kPa < PA < 50 kPa) is relatively broadband since the
resonance frequency of the bubbles at the acoustic focus is near 1.4 MHz,
due to the elevated pressure in the focus, whereas the bubbles away from
the focus resonate at a frequency of 3.6 MHz.
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Figure 4.5: A) Attenuation of acoustically sorted bubbles measured at 29 different
acoustic peak negative pressures increasing from 5 to 75 kPa. The size distribu-
tion of the bubbles is shown in figure 4.1D. B) Modeled attenuation of the sorted
bubbles. Input to the model were a shell stiffness of χ = 3.5 N/m, a shell viscosity
of κs = 3 × 10−9 Pa·s and initial surface tenstion σ(R0) = 0.02 N/m.

Figure 4.5B shows the modeled attenuation curves for the measured size
distribution of suspension 2 (Fig. 4.1D). The modeled curves were obtained
as before. To capture the resonance frequency at the lower acoustic pres-
sures the shell stiffness was set to χ = 3.5 N/m ± 0.1 N/m. The shell
viscosity κs and the initial surface tension σ(R0) were used as before. The
bubble concentration n(R) in the simulation was set to 4.1×104 bubbles per
mL. The modeled attenuation curves are in excellent agreement with the
measured attenuation curves in both, absolute magnitude and resonance be-
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haviour over the full pressure range. Bubbles with an on-chip displacement
in the range of 70 to 100% of the maximum displacement were collected in
the sorted bubble outlet to obtain a sufficiently large amount of bubbles for
the characterization experiments. The resulting small variation in the inti-
tial surface tension of the sorted bubbles85 may, to a great certainty, have
resulted in the minimal difference between the model and the measurements
present at a frequency of 2.5 MHz.

4.5 Discussion

It is of interest to say a few words on the sensitivity of the characteriza-
tion method to discriminate changes in shell properties. The shell stiffness
is directly obtained from the low pressure response; it sets the resonance
frequency of the elastic bubble oscillations and it is therefore obtained with
high precision. The shell viscosity has a large contribution to the total
damping80 and it is found by matching the width of the modeled scatter
and attenuation coefficients to the ones measured experimentally. The total
damping of the bubble oscillations determines the ratio of the amplitudes of
the scattering and attenuation coefficients at high and low acoustic pressure.
For these reasons, the shell viscosity can be determined accurately from our
model. The third shell parameter, the initial surface tension σ(R0), has a
dramatic influence on the nonlinear bubble dynamics. The lower the ini-
tial surface tension, the lower the acoustic pressure at which the bubble
starts to buckle and thus, the lower the acoustic pressure at which a res-
onance frequency starts to shift to lower frequencies. The uncertainty in
the obtained initial surface tension is surprisingly low and it is determined
with the highest precicion from the intermediate acoustic pressure regime
(PA ≈ 25 kPa) where the bubbles in the acoustic focus of the transmit field
oscillate in the buckled state while other bubbles oscillate in the elastic state
at the lower acoustic pressure regions outside the focus. Thus, the inclu-
sion of the position-dependent acoustic pressure distribution in our model
is essential for an accurate description of the pressure-dependent nonlinear
bubble response within the monodisperse bubble suspension.

Suspension 1 was characterized by a bubble shell stiffness of 2.5 N/m,
whereas suspension 2 was characterized by a shell stiffness of 3.5 N/m. The
bubbles originated from two different BR-14 vials and one possibility is that
the shell properties varied from vial to vial. Another more likely explanation
is that the difference in co-flow rates between the two sorting procedures
influenced the sorting procedure. The co-flow rate was 25 µL/min for sus-
pension 1 and 35 µL/min for suspension 2 resulting in a pressure drop over
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the sorting channel (length 1 cm) of 100 kPa and 140 kPa, respectively.
The 40% higher ambient overpressure may have resulted in a change of the
resonance frequency and a slightly modified sorting leaded to a set of stiffer
bubbles.

The attenuation curve measured at a pressure of 50 kPa shown in Fig. 4.4C
shows two maxima. The first maximum is located at a frequency of 1.5 MHz,
which is the expected resonance frequency, see also the harmonic response
at lower pressures in Fig. 4.4H. The second maximum is located at a much
higher frequency of 5.0 MHz which is higher than the frequencies of main
maximum response in the measured attenuation curves at pressures of 10
and 25 kPa. As the higher pressure response gives the predicted resonance
frequency at 1.5 MHz, it can be concluded that the bubble size did not
change substantially during the multiple 50 kPa insonations. The higher
frequency of maximum response may be a result of a change in the shell
properties during multiple insonations at sufficient acoustic pressure. Such
a substantial change in the shell properties is discussed extensively in Chap-
ter 6.

The initial surface tension of the bubbles was characterized at a value of
0.02 N/m. Segers et al.85 showed that bubbles with an initial surface tension
close to zero are displaced over the largest distances by the primary radia-
tion force in the acoustic bubble sorting chip85. The higher initial surface
tension found here may have resulted from the volumetric expansion of the
sorted bubbles at the outlet of the sorting chip were the ambient pressure is
atmospheric while the bubbles are sorted at an overpressure. The overpres-
sure compresses the bubbles which decreases the surface tension though a
higher phospholipid packing density. Moreover, the resonance frequency of
bubbles at a higher ambient pressure increases as can be directly observed
from the linearized Rayleigh-Plesset equation80.

Our model does not take into account the decrease in pressure ampli-
tude of the acoustic characterization wave while it propagates through the
bubble suspension. The bubble concentration (4×103 bubbles/mL) was de-
liberately kept low during the experiments to allow a quantitative compar-
ison between the measurements and the model. For higher concentrations
bubble-wave and bubble-bubble interactions need to be taken into account
to fully describe the (in-vivo) scattering and attenuation properties. For
characterization purposes, however, a low bubble concentration and the
simple model presented here is sufficiently accurate.

Scattering and attenuation coefficients at a peak negative pressure of
100 kPa showed a frequency of maximum scattering and attenuation at
1.8 MHz which is higher than the 1.5 MHz measured at a peak negative
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pressure of 50 kPa. This indicates that the bubble size distribution has
changed and that bubbles had become smaller. Thus, the high number
of insonations at 100 kPa had a deleterious effect on the quality of the
monodisperse bubble suspension and this data was excluded for character-
ization purposes.

The geometrical approximation used in obtaining the total transmitted
power, to which the scattered power is scaled (Eq. 4.8) allowed us to down-
scale all scattering coefficients by a factor 1.3 in order to match the am-
plitude of the modeled 10 kPa scattering coefficient at the fundamental to
that of the measured fundamental scattering coefficient at 10 kPa.

4.6 Conclusions

Good agreement was found between measured and modeled scattering and
attenuation curves for all acoustic characterization pressures, both in the
overall dynamical response, as well as in the absolute magnitude using a
unique set of shell parameters and bubble concentration. This confirms the
uniformity of the responses of the acoustically sorted bubbles. We have
shown that it is crucial to include the pressure-dependent resonance be-
haviour in the modeling of the scattering and attenuation behaviour of a
bubble cloud exposed to a typical focused ultrasound beam. The sensitive
pressure-dependent attenuation measurements, presented here using a small
amount of acoustic insonations, have great potential in the rapid charac-
terization of contrast agents. It provides valuable insight into an optimized
bubble response obtained from contrast enrichment strategies such as sort-
ing in addition to fundamental insight into bubble shell parameters. The
displayed accuracy and sensitivity of the characterization of monodisperse
bubbles may have the potential to improve the present ad-hoc theoreti-
cal viscoelastic shell models. Acoustically uniform bubble suspension are
of great interest for targeted molecular imaging using ultrasound, and for
drug and gene delivery applications due to their controlled and acoustic
well-defined and well described response.
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5
Sorted ultrasound contrast agents boost the

scattering-to-attenuation ratio

The use of monodisperse bubbles as ultrasound contrast agents (UCA) in
imaging and therapy with ultrasound is often proposed to increase the effi-
ciency and the sensitivity. Here, we measure experimentally the efficiency
of monodisperse bubble suspensions, compare it to that of a polydisperse
agent and find a 10 times increase at the fundamental frequency and a
20 times increase at the second harmonic. The efficiency is expressed by
the scattering-to-attenuation ratio and scattering and attenuation were mea-
sured simultaneously using a focused ultrasound beam. Narrowband 16-cycle
ultrasound pulses with a frequency ranging from 0.7 MHz to 5.5 MHz at peak
negative acoustic pressures of 10, 25, 50 and 100 kPa were used. From the
pressure and frequency dependent measurements, we show that a focused ul-
trasound wave can tunnel through a contrast agent suspension, without being
attenuated, until it reaches the focus. The measured narrowband nonlinear
response of sorted agents can thereby be exploited to minimize shadowing
effects in deep tissue imaging with contrast.

1To be submitted as: T. Segers, M.P. Kok, G. Lajoinie, D. Fernandez-Rivas, N. de
Jong, M. Versluis, Uniform scattering and attenuation of acoustically sorted ultrasound
contrast agents: modeling and experiments (2015)
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5.1 Introduction

Ultrasound contrast agents produced with conventional methods such as
sonication and mechanical agitation67,118 contain microbubbles in a size
range from 1 to 10 µm in radius. The microbubbles are stabilized against
dissolution and coalescence by a surfactant shell, typically consisting of bio-
compatible phospholipids. The echogenicity of the contrast agent results
from the large compressibility of the microbubble gas cores. The radial os-
cillations, in response to a driving ultrasound field, are highly non-linear and
they increase the scattering cross-section up to three orders of magnitude
when a bubble is driven at its resonance frequency33. Clinical ultrasound
scanners operate at a narrow frequency bandwidth and as the resonance
frequency of a bubble is directly related to its size37, only a small fraction
of the UCA population resonates to the driving ultrasound field.

The sensitivity increase that may result from the use of monodisperse
UCA was already frequently suggested4,64,65,118,135–137. In-vitro experi-
ments have shown that the echo response of monodisperse bubbles presents
a higher inter-echo correlation than that of a polydisperse population4. In-
vivo experiments have shown a higher video intensity68 for monodispere
bubbles. The use of monodisperse bubbles was reported to be of main
interest for molecular imaging3 and drug delivery7,8,91,92,117 applications
where only small amounts of bubbles are retained at the target site4. For
blood pool imaging, a large number of bubbles, on the order of one billion,
is injected intravenously to increase the sensitivity and monodispersity was
thought to be of less importance here4,136. However, a large bubble concen-
tration present in the blood pool may result in a strong attenuation of the
transmitted ultrasound wave resulting in shadowing of the underlying tis-
sues. Thus, scattering alone is not the only important measure in the quan-
tification of the efficiency of contrast agents. The ideal contrast agent scat-
ters ultrasound efficiently while it absorbs little energy. Thus, the efficiency
is characterized by its scattering to attenuation ratio (STAR)89,132,138–141.

The scattering and attenuation of ultrasound contrast agents is strongly
dependent on the driving parameters such as the frequency and the acoustic
pressure87,141,142 due to the nonlinear viscoelastic properties of the bubble
shell40,75,109. The elasticity of the shell increases the resonance frequency
and its viscosity increases the energy dissipation through damping80. More-
over, rupture and buckling of the phospholipid shell at substantial radial
oscillations was shown to gradually decrease the resonance frequency with
increasing driving pressure, through a decrease of the effective shell stiff-
ness41,75.
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Here, we characterize the efficiency of two narrow size distribution bub-
ble populations obtained by sorting of a polydisperse contrast agent and we
compare them to that of the native agent. The efficiency is measured by
scattering and attenuation measurements using a focused ultrasound beam
to be close to clinical contrast enhanced imaging with focused ultrasound
field. The efficiency, as obtained from the STAR, is measured as a function
of the insonation pressure and frequency as will be shown in the Experimen-
tal section. The efficiency results are presented thereafter together with a
theoretical pressure dependent analysis of the microbubble scattering as a
function of its position in the transmit wave. Finally, we discuss the poten-
tial of size sorted bubble populations for perfusion imaging and we finish
with the conclusions.

5.2 Experimental
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Figure 5.1: A polydisperse contrast agent is sorted using two microfluidic sorting
techniques. A) In an acoustic bubble sorting chip, resonant bubbles are separated
from non-resonant bubbles by the primary radiation force85. B) The contrast agent
is sorted to size in a pinched flow fractionation geometry88. C) Size distributions
of the acoustically sorted bubbles, the size sorted bubbles and the native bubble
population.

A polydisperse perfluorobutane-based ultrasound contrast agent (Bracco
BR-14, Bracco Research Geneva) containing bubbles coated with DSPC
and DPPG lipids109 is used. The contrast agent was reconstituted by the
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addition of 5 mL water (Milli-Q, Millipore Corporation, Billerica, MA, USA)
and it was put to rest for at least 10 min to allow the bubbles to stabilize.
The optically measured size distribution of the native agent is shown in
figure 5.1C.

An acoustically sorted bubble suspension is produced with the acoustic
bubble sorting method that is outlined by Segers et al.85 and the sorting
chip was operated at a frequency of 2 MHz, see Ch. 2. The acoustic sort-
ing procedure is described in detail in Ch. 4. The size distribution of the
acoustically sorted agent is shown in figure 5.1C.

The size-sorted suspension was obtained from sorting the native agent
in a pinched flow fractionation (PFF) lab-on-a-chip device. The sorting
behaviour of the applied PFF chip was fully characterized by Kok et al.88,
see Ch. 3. The PFF chip was operated for 1 hour at an UCA flow-rate
of 0.2 µL/min and a co-flow rate of 12 µL/min. The optically measured
(400 nm/pixel resolution) size distribution of the PFF sorted bubbles is
shown in figure 5.1C.

The sorted bubble suspensions were diluted with water (Milli-Q, Millipore
Corporation, Billerica, MA, USA) in a vial to a total volume of 18 mL. The
vial was placed on a roller mixer operated at 1 rpm. The gentle continuous
agitation maximized the interbubble spacing and it therefore minimized gas
diffusion effects, such as Ostwald ripening, that can potentially change the
bubble size distribution. The diluted bubble suspension was subdivided in
4 samples of 4.5 mL. The first sample was characterized by scattering and
attenuation measurements at a peak negative pressure of 50 kPa. The sub-
sequent 4.5 mL samples were characterized at pressures of 10 kPa, 25 kPa,
and 100 kPa.

The scattering and attenuation curves were measured in a water tank
at room temperature as described in detail in Ch. 4. In brief, the bubble
suspension, confined by a 1.5 ×1.5 cm2 cross-sectional acoustically trans-
parent container, was insonified at a constant acoustic pressure by a series
of 100 narrowband 16-cycle ultrasound pulses per transmit frequency with
a Gaussian tapering of 4 cycles on each side of the pulse, over a frequency
range from 0.7 to 5.5 MHz in 0.1 MHz steps. The transmit beam of the
first transducer (A305S, Panametrics-NDT, 2.25 MHz, 19 mm aperture)
was focused at 1′′ in the center of the sample container. The transmitted
ultrasound pulse is received by a second transducer (C308, Panametrics-
NDT, 5 MHz, 1′′, 19 mm aperture) opposing the transmit transducer and
the attenuation is measured from the average of the 100 received time traces
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per transmit frequency as follows:

α =
10

d
log10

| ⟨Vbub⟩ |2

| ⟨Vref ⟩ |2
(5.1)

where | ⟨Vbub⟩ |2 and | ⟨Vref ⟩ |2 are the total power of the time traces with
and without bubbles present in the sample holder and d is the length of
the sample container. The scattering coefficient is measured at the same
time by a third transducer (Vermon, SR 885C1001, 3 MHz, 2′′, 1′′ aperture)
positioned at a 90◦angle with respect to the transmit beam with its focus
co-aligned with that of the transmit beam as follows:

η =
|Vscat(f)|2

| ⟨Vref (fT )⟩ |2
16z2

D2
, (5.2)

where |Vscat(f)|2 is the power spectrum of the scattered time traces aver-
aged over the 100 identical transmit pulses and the total transmitted power
| ⟨Vref (fT )⟩ |2 measured from the reflection of the transmit pulse from stain-
less steel reflector placed at an angle of 45◦at the position of the sample
container. The scattering coefficient was compensated for the limited aper-
ture of the receiving transducer; z is the focal distance of the receiving
transducer and D represents its aperture132. The scattering coefficient was
expressed in the frequency domain for the interest of the harmonic compo-
nents. The transmit signals were generated by a arbitrary waveform gener-
ator (8026, Tabor Electronics), attenuated by 30 dB to decrease the noise
level and amplified by a 50 dB power amplifier (350L, E&I). The measured
scattering signals were amplified by 30 dB (5077PR, Panametrics-NDT).
The signals were recorded by an oscilloscope (TDS5034B, Tektronix) and a
complete measurement scan took 6 minutes and it was fully automated and
controlled from a PC.

5.3 Results

The measured scattering and attenuation coefficients are shown in Fig. 5.2.
The first column presents the data of the native agent, the second col-
umn that of the size-sorted agent, and the third column shows the data of
the acoustically sorted agent. The attenuation curves of the three agents
are plotted in the first row, Figs. 5.2A-C. The pressure levels were 10 kPa
(blue), at 25 kPa (green), at 50 kPa (red), and at 100 kPa (grey). The
typical pressure dependent response of the bubble populations was found
to be similar: the frequency of maximum response decreases for increasing
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Figure 5.2: Measured frequency dependent attenuation coefficients of (A) the na-
tive contrast agent, (B) the size sorted agent, and (C) the acoustically sorted agent.
Attenuation curves were measured at peak negative pressures of 10, 25, 50, and
100 kPa. The simultaneously measured scattering coefficients at the fundamental
requency are shown in figures D-F and the second harmonic scattering coefficients
are shown in figures G-I.
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acoustic pressures. A closer look reveals that the sorted agents present al-
most no attenuation at low frequencies measured at a pressure of 10 kPa
where the native agent has an offset of approximately 0.2 dB/cm in its at-
tenuation curves. On top of that, the absolute attenuation of the native
agent increases with increasing acoustic pressure while that of the sorted
agents decreases with increasing pressures. At a pressure of 10 kPa, the
frequency of maximum response of the size sorted agent is higher than that
of the acoustically sorted agent, suggesting that the shell stiffness of the size
sorted bubbles is larger than that of the acoustically sorted agent75. The
attenuation curves of the bubble populations at a pressure of 100 kPa have
a frequency of maximum response that is higher than that at a pressure
of 50 kPa. This indicates that the mean bubble size had become smaller.
Thus, the high number of insonations at 100 kPa had a deleterious effect
on the monodispersity of the bubble suspensions.

The fundamental scattering coefficients (scattering at the transmit fre-
quency) of the bubble suspensions are shown in the second row, in Figs. 5.2D-
E. The scattering property of the native agent is very different from that
of the sorted bubble populations, while the absolute magnitude of the at-
tenuation was similar for all bubble suspensions. First, the scattering is at
least a factor 10 lower. Please note the different absolute scales in Figs. 5.2.
Second, the scattering curves of the sorted agents present a strong pres-
sure and frequency dependency while that of the native agent is nearly
independent of the insonation pressure and it increases exponentially with
decreasing insonation frequencies. The acoustically sorted agent presents
a more narrowband scattering than the size-sorted agent at all insonation
pressures.

The scattering coefficients at the second harmonic of the transmit fre-
quency are plotted in the third row, Figs. 5.2G-I. Similar to the fundamen-
tal scattering coefficients, the second harmonic scattering coefficients of the
sorted agents are at least 10 times larger than that of the native agent.
In addition, the second harmonic scattering coefficient of the acoustically
sorted agent is approximately 3 times larger than that of the sorted agent
and at 100 kPa it is even 180 times larger than the second harmonic STAR
of the native agent.

To summarize, the sorted agents scatter at least 10 times the acoustic
power as compared to the native agent, while the amount of energy that is
absorbed from the acoustic wave is similar to that of the native agent. A
comparison between the sorted agents shows that the response of the acous-
tically sorted agent is much more narrowband than that of the size-sorted
agent, as expected. This can be explained from the acoustic uniformity of
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the acoustically sorted agent, see Ch. 4. The main difference in the absolute
amplitude is found in the scattering coefficient at the second harmonic that
is at least two times larger for the acoustically sorted agent.
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Figure 5.3: Scattering to attenuation ratio (STAR) at the resonance frequency of
the contrast agent in the acoustic focus for (A) the size sorted agent and (B) the
acoustically sorted agent.

The bubble suspensions were characterized in a focused ultrasound field
that was non-uniform over the width of the experimental cell containing
the bubbles. A consequence of the highly nonlinear pressure-dependent res-
onance behaviour of the sorted bubbles, together with the elevated pressure
in the acoustic focus, is that the resonance frequency of the bubbles in the
acoustic focus is different from that of the bubbles away from the acoustic
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focus. This suggests that the imaging frequency and acoustic pressure in
the focal region can be chosen such that the bubble population only res-
onates in the acoustic focus of the transmit field and that it thereby only
attenuates the acoustic transmit wave at the focal region. Thus, shadowing
effects of underlying tissues can potentially be minimized. To investigate
this tunnelling effect, we obtain the scattering-to-attenuation ratio at the
resonance frequency of the bubbles in the acoustic focus. The frequency at
which the bubbles resonate in the focal region is found from the frequency
of maximum response of the second harmonic since harmonics are purely
generated by radially oscillating bubbles.

Figure 5.3 presents the STAR values with the STAR of the size sorted
agent in the left column and the STAR of the acoustically sorted agent in
the the right column. Figures 5.3A and B show the fundamental STAR and
Figs. 5.3C and D show the STAR at the second harmonic. As a reference,
the STAR of the native agent is also shown (red bars). The absolute STAR
of the sorted agents is of similar magnitude and it is at least 20 times
larger than the STAR of the native agent. The increase in STAR at the
intermediate pressures 25-50 kPa is maximal, which can be explained from
the narrow bandwidth of the pressure dependent resonance behaviour of the
sorted bubbles75.

At low acoustic pressures the bubbles oscillate linearly at a resonance fre-
quency that is mainly determined from the elasticity of the bubble shell. At
high acoustic pressures, the bubbles resonate at a frequency close to the res-
onance frequency of an uncoated bubble75 and the frequency is determined
mainly by the size of the bubble. Thus, bubbles with a similar shell stiff-
ness and a similar size present a very similar acoustic behavior at low and at
high acoustic pressure. Therefore, the STARs at 10 kPa and 100 kPa is of
an equal value. However, at the intermediate acoustic pressures, the reso-
nance frequency in the acoustic focus is close to that of an uncoated bubble
whereas that away from the focus is that of the elastically oscillating bubble.
Therefore, so called tunnelling of acoustic waves through the contrast agent
is demonstrated from the increased STAR values at intermediate acoustic
pressures.

The difference in the STARs of the size sorted and the acoustically sorted
agent can be explained from differences in the initial surface tension of
the bubble populations. The initial surface tension determines the onset
of the non-linear buckled oscillations. Contrast bubbles of the same size
where shown to have different initial surface tension40,85,109. However, the
acoustically sorted bubble suspension is sorted to its acoustic property and
it can therefore be expected to have a different acoustical, and more uniform,
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response than the size sorted agent.
In Chapter 4 it was shown that the acoustically sorted agent is character-

ized by a shell stiffness of 2.5 N/m, a shell viscosity of κs = 3 × 10−9 Pa·s,
and an initial surface tension of 0.2 N/m. To illustrate the tunneling effect
theoretically, we model the average scattering cross-section, per bubble, as
a function of the lateral on-axis position in the acoustic field generated by
the transmit transducer with an axial resolution of 0.23 mm. We use the
model described in Ch. 4. The transmit field was numerically evaluated (k-
Wave toolbox134) at a transmit frequency of 1.4 MHz for acoustic pressure
amplitudes PA of 10 kPa to 50 kPa, see Fig. 5.4A. The average scattering
cross-section per bubble as a function of the lateral on-axis position is plot-
ted in Fig. 5.4B. The figure shows that when the focal pressure and imaging
frequency are carefully chosen, the scattering by the bubbles is confined to
the focal region.
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Figure 5.4: A) Acoustic pressure field of a 19 mm aperture single element trans-
ducer focused at 1 Inch. B) Modeled average on-axis scattering cross-section, per
bubble, as a function of the axial position in the transmit field for a range of peak
negative acoustic pressures amplitudes PA.
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Recently, the use of plane wave contrast enhanced ultrasound imaging
was introduced143. In contrast imaging with plane waves shadowing effects
can potentially be minimized by exploiting the non-linear property of sorted
bubble populations by transmitting a plane wave at a frequency resonant
to elastically oscillating bubbles, e.g. 3.6 MHz for the acoustically sorted
agent. By increasing the pressure amplitude of the transmitted plane wave,
resonating bubbles will be found at increasing tissue depths due to the
attenuation of the acoustic wave by the tissue. Thus, the depth at which
bubbles resonate to the driving ultrasound field can be tuned by the pressure
amplitude of the transmitted ultrasound wave and thereby shadowing effects
can potentially also be minimized in plane wave imaging.

5.4 Conclusions

At the fundamental frequency, a sorted UCA driven at its resonance fre-
quency is at least a 10 times more efficient contrast agent than a conven-
tional polydisperse UCA through a 10 times stronger scattering while the
magnitude of attenuation is of the same order. At the second harmonic the
efficiency increases by at least a factor 20 for the sorted bubble population
as compared to the native UCA. The uniform pressure and frequency depen-
dent resonance behaviour of the sorted bubbles allows for the selection of
an imaging frequency and focal pressure such that the scattering and atten-
uation are confined to the acoustic focus. Thus, the narrowband nonlinear
response of sorted agents can be exploited to minimize shadowing effects in
deep tissue contrast enhanced ultrasound imaging.
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On the stability of monodisperse

phospholipid-coated microbubbles formed
by flow-focusing at high production rates

Monodisperse ultrasound contrast agents may dramatically increase the sen-
sitivity and efficiency in contrast enhanced ultrasound imaging and therapy
with microbubbles and ultrasound. Monodisperse bubbles can be produced in
a flow-focusing device. Up to now, the production of monodisperse phos-
pholipid coated bubbles at high rates was challenging. Here, we demonstrate
the successful formation of monodisperse bubbles at rates up to one million
bubbles per second. Bubbles with radii in a range of 2 to 10 µm are produced
and their size stability was characterized over a 2 hour time window. It was
found that all bubbles dissolve to reach a stable final bubble radius that is
2.55 times smaller than their initial radius and it was found to be indepen-
dent of the nozzle size and the nozzle shear rate. The acoustic stability of
a stable bubble suspension was characterized by attenuation measurements
over a frequency range from 0.7 to 5.5 MHz at an acoustic pressure ranging
from 5 to 70 kPa in pressure steps of 2.5 kPa. The acoustic characteriza-
tion revealed that the shell stiffness of the monodisperse bubbles gradually
increased from 0.8 N/m to 2.5 N/m with increasing number of insonations
through the loss of lipid emulsifier molecules. The experimental data is
supported by modeled attenuation curves in which the full non-linear bubble
response was included.

1To be submitted as: T. Segers, L. de Rond, M. Borden, N. de Jong, M. Versluis, On
the stability of monodisperse phospholipid-coated microbubbles formed by flow-focusing at
high production rates (2015)
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6.1 Introduction

Ultrasound contrast agents (UCA) are used clinically in contrast-enhanced
ultrasound imaging for more than 20 years. They consist of a suspension of
stabilized microbubbles that scatter ultrasound efficiently owing to the large
compressibility of the microbubble gas core. When injected intravenously
they can be used as a blood pool agent to quantify the perfusion of organs1.
Microbubbles generate also harmonics of the driving ultrasound field33 and
these nonlinear bubble echoes further boost the ultrasound contrast over the
linear tissue echoes. Moreover, recently the use of targeted microbubbles
has gained interest for use in molecular imaging3 and drug91,92 and gene7,8

delivery with ultrasound.
The microbubbles resonate to the driving ultrasound field and the bubble

echo amplitude is governed by a strong coupling between the microbubble
size and the frequency of the ultrasound field through the eigenfrequency of
the bubble39. Commercially available contrast agents contain microbubble
suspensions with a relatively wide size distribution with bubble radii rang-
ing from 1 to 10 µm. Medical ultrasound transducers operate at a single
frequency that is dictated by the design of the ultrasound transducer. As
a consequence, only a small fraction of the contrast agent resonates to the
driving ultrasound field. The sensitivity can be improved using monodis-
perse bubbles of a size that is resonant to the ultrasound driving frequency.
Moreover, by using a monodisperse bubble population a high degree of con-
trol can be assured in therapeutic applications with microbubbles. Includ-
ing local drug delivery and sonoporation144, i.e. the controlled formation
of pores in cells with microbubbles and ultrasound. Both are highly sen-
sitive to the amplitude at which the bubbles oscillate. Large amplitudes
will irreversibly damage the cell membrane. Low amplitude oscillations will
be unable to porate the cell. Monodispersity is also essential in optimizing
the local delivery efficiency of therapeutic drugs incorporated or loaded on
the microbubble shell133. Finally, advanced imaging techniques that exploit
the non-linear response of the microbubbles would benefit greatly from a
narrow-size bubble population for its stronger harmonic response.

Monodisperse bubble populations can be obtained by filtering and sorting
of a polydisperse agent61,83,85,88. Another approach is to readily produce
monodisperse bubbles in a flow-focusing device, a proven versatile tool for
the highly controlled production of monodisperse bubbles60,61. In a flow
focusing device a gas thread is focused by two perpendicular flows through
a narrow orifice where the gas thread pinches off to release monodisperse
bubbles62,63. Surfactants are added to the co-flows to stabilize the formed
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bubbles against coalescence and dissolution. Using simple short chain sur-
factants, with low molecular interaction forces, and therefore a relatively
high critical micelle concentration (CMC) and high aqueous solubility, flow
focusing methods were shown to be able to produce bubbles up to a rate
of 1 million bubbles per second145. However, the coating process of the
gas interface is shown to be less efficient for the use of biocompatible phos-
pholipids65. Due to the large hydrophilic tails, the CMC of phospholipids
is relatively low, thus in an aqueous solution they self-assemble into mi-
celles and liposomes. The large intermolecular forces present between lipid
molecules in aggregates hinder their adsorption to the bubble gas-liquid
interface. Standard UCA preparation techniques, i.e. sonication and me-
chanical agitation, operate at high shear forces to disrupt the micelles and
liposomes and promote their adsorption to the gas-liquid interface57,146.
With the only region of substantial shear in a flow-focusing device being
the nozzle, it is suggested147 that the adsorption of the phospholipids is
confined to the nozzle region and that higher shear rates may promote the
adsorption of lipids through the more efficient disruption of lipid aggregates.

Once a bubble is formed, gas diffuses out of the bubble due to the Laplace
overpressure within the bubble resulting from a finite surface tension of the
gas-liquid interface64,66,146. Dissolution of the bubble leads to a compres-
sion of the lipid monolayer until it reaches a high packing density with a
surface pressure close to the surface tension of water. This then cancels the
overpressure within the bubble and removes the mechanism behind pressure
driven gas diffusion. The solid-like shell around the bubble has viscoelas-
tic properties, i.e. a shell elasticity and a shell viscosity that dramatically
change the resonance behaviour of the bubble. The resonance frequency in-
creases due to the increased stiffness of the shell and the damping increases
due to the shell viscous dissipation. High-speed imaging performed on sin-
gle bubbles can be employed as a function of frequency and pressure to
obtain the shell parameters of single bubbles76,80. The effective viscoelastic
shell parameters of bubbles in a suspension can be obtained by attenuation
measurements74,129,130. Typically, the overlap of the resonance curves of
bubbles of a different size results in a broadband frequency response of such
a bubble cloud, see also Chapter 5. Therefore, the characterization of vis-
coelastic shell parameters can only be obtained from a narrow bubble size
distribution.

The medical application of monodisperse bubbles produced in a flow-
focusing device puts some stringent demands on the flow-focusing technol-
ogy. First, high production rates are necessary, in the order of 105 - 106
bubbles per second, to produce bubble suspensions with clinically relevant
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bubble number, within a time frame of minutes. At these high production
rates, the dynamics of the coating process has to be fast enough, in the
order of tens of nanoseconds, to stabilize the bubbles against coalescence.
Second, the bubbles must keep their monodispersity over a time frame in
the order of one hour to cover the full production time and subsequent ad-
ministration of a single injection dose. Moreover, during administration,
the bubbles have to withstand the injection-overpressure148. Third, after
injection the bubbles need to be stable upon acoustic excitation to produce
contrast during multiple insonations.

Here, we characterize the production rate and the long term stability of
microbubbles produced in a flow-focusing device. The effect of the shear
rate on the coating characteristics is studied through the size-stability of
the produced bubbles. The nonlinear acoustic response of the bubbles and
the stability of the nonlinear response after multiple insonations is obtained
from frequency dependent attenuation measurements over a range of acous-
tic pressures. The experiments are supported by modeled attenuation curves
obtained by integration over the modeled nonlinear acoustic response of all
bubbles in the transmit beam of the acoustic characterization setup. We
finish with a discussion and with the conclusions.

6.2 Materials andmethods

6.2.1 Phospholipid formulation

A Definity-like lipid mixture was used containing DPPC, DPPA and DSPE-
mPEG5000 in a 80:10:10 molar weight ratio. Lipids dissolved in chloroform
(Avanti Polar Lipids, Alabaster, Al, USA) were mixed, and dried on the wall
of a glass vial under a stream of nitrogen gas and further dried overnight at
a low ambient pressure. The lipid film was rehydrated in a 60◦C mixture
of water (Milli-Q, Millipore Corporation, Billerica, MA, USA), propylene
glycol, and glycerol mixed in a 80:10:10 volume ratio to a total lipid con-
centration of 10 mg/mL. Subsequently, the lipid solution was sonicated in
a water bath at 60◦C for 30 minutes and stored at 4◦C. Prior to all ex-
periments the lipid solution was sonicated by a tip sonicator for 1 minute,
degassed, and saturated with perfluorobutane gas.

6.2.2 Chip fabrication

The molds for the polydimethylsiloxane (PDMS) chips were fabricated using
standard soft lithography techniques106. PDMS was mixed in the standard
1 : 10 ratio, degassed, poured over the mold and cured at 65◦C for one hour,
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Figure 6.1: A) Flow focusing geometry with an expanding 7 µm nozzle. The
width of the outlet channel is 500 µm. B) The flow focusing geometry feeds a
serpentine channel to characterize the bubble stability over the first minute after
their formation.

then cut to size. Fluidic ports were punched through the PDMS before the
channels were sealed by bonding them to a microscope slide using a plasma
cleaner (Harrick Plasma, Model PDC-002, Ithaca, NY, USA). Teflon tubing
(PEEK, Upchurch) was connected to the inlet channels through which gas
and liquid were supplied. The channels were filled with water (Milli-Q,
Millipore Corporation, Billerica, MA, USA) immediately after bonding to
maintain their hydrophilicity.

6.2.3 Imaging setup

The imaging system used in the presented experiments consisted of an in-
verted microscope (Nikon Instruments, Eclipse TE2000-U) equipped with a
two objectives (20× and 60× magnification, Nikon Instruments, Plan Fluor
ELWD) and an additional 1.5× magnification lens. Two cameras were con-
nected to the microscope: a CCD camera (Lumenera, LM165M) with a pix-
elsize of 6.45 µm and a high-speed camera (Photron SA1.1) with 20.0 µm
pixel size. The recordings were processed with an automated image analysis
algorithm programmed in MATLAB to obtain the sizes of the bubbles from
the inflection points of their intensity profiles85.

6.2.4 Bubble production

Microbubbles were produced in a flow-focusing device with an expanding
nozzle geometry149 (Fig. 6.1A). The outlet channel was 500 µm in width.
The width of the nozzle was 7 µm and, to prevent it from clogging, on-chip
filters were incorporated into the design (Fig. 6.1A). A serpentine channel
with a total length of 15 cm was added downstream of the flow-focusing de-
vice to monitor the bubble stability during the first minute after production,
see Fig. 6.1B. The channel height of the flow focusing device was 13.6 µm
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and the channel height of the serpentine channel was 43 µm to decrease the
pressure drop over the outlet channel and to increase the retention time of
the bubbles in the channel.

Bubbles were produced with pressurized perfluorobutane gas (F2 Chemi-
cals Ltd.). The gas pressure was 1.08 bar and it was controled by a pressure
regulator (Omega, PRG101-25) connected to a pressure sensor (Omega,
DPG1000B-30G). The flow rate of the phospholipid solution was controlled
using a high-precision syringe pump (Harvard Apparatus, PHD 2000, Hol-
liston, MA, USA) and it was 15 µL/min. The bubble size distribution in
the serpentine channel was measured optically at seven locations marked
by the colored dots in Fig. 6.1B. At each position 100 frames were captured
with a spatial resolution of 0.22 µm/pixel.

The size stability of the bubbles after the first minute after formation is
measured by transferring a drop of the bubble suspension from the chip
outlet to a flow cell (IBIDI µ-slide). The bubble suspension was diluted
in the flow cell by flushing water (Milli-Q, Millipore Corporation, Billerica,
MA, USA) through the channel until the bubble concentration was such
that individual bubbles were visible. Dissolution curves were obtained from
images taken at a 60 s time interval over a period of 1.5 hours.

6.2.5 Nozzle design and flow rates

The relation between nozzle shear rate and the size stability of the bubbles
was measured using a range of flow rates at a constant gas pressure to
produce bubbles of different sizes. Flow focusing devices with nozzle sizes
of 3, 5, and 7 µm were used to produce bubbles in the same size range at
different co-flow rates, or shear rates. Flow rates ranging from 3 µL/min
up to 34 µL/min were used with perfluorobutane gas pressures of 1.08 bar
and 1.2 bar. The role of the filling gas was measured by the production of
air bubbles from a 5 µm orifice at a gas pressure of 1.08 bar. No serpentine
channel was incorporated here, the outlet channel was a straight channel,
500 µm in width, with a total length of 1.5 cm. The channel height was
constant throughout the device: 13.6 µm.

After setting the flow rate, the bubble production was left to stabilize for
at least 5 minutes. Then, the size of the bubbles produced, as well as the
production rate, was measured by means of optical recordings at a frame
rate of 225 kfps and a spatial resolution of 0.67 µm/pixel.

The bubble suspension produced at the outlet port of the chip was pipet-
ted, diluted in a 80:10:10 v% water, propylene glycol, and glycerol mixture
(GPW), and transferred to a flow cell (IBIDI µ-slide, Martinsried, Ger-
many) to measure the size distribution of the bubbles over time. During a
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2 hour time period the size distribution was measured every 15 minutes by
acquiring images with a CCD camera (Lumenera, LM165M) at 100 different
locations in the flow cell resulting in a total bubble count of at least 1500 per
size distribution. The spatial resolution was 215 nm/pixel or 108 nm/pixel,
and it was chosen such that the minimum area per bubble consisted of at
least 60 pixels.

6.2.6 Acoustic characterization setup

50 µm

20 µm

}

*monodisperse bubbles

*

A

B C

Figure 6.2: (A) Acoustically characterized bubbles are produced in a flow focusing
geometry with a 5 µm nozzle. The produced bubble suspension is diluted in 2 mL
GPW solution and set to rest for stabilization. B) After 1.5 hours the vial is
gently mixed and set to rest for another 10 minutes. An opaque layer of stabilized
monodisperse bubbles appears below the foam layer (C).
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Bubbles with an initial radius of 6.9 µm were produced in a flow-focusing
device with a 5 µm nozzle and a straight 1.5 cm long and 500 µm wide outlet
channel (Fig. 6.2A). The height of the microfluidic channel was 13.6 µm
throughout. The gas pressure was 1.08 bar and the liquid flow rate was
13 µL/min. After 5 minutes, a droplet of the bubble suspension formed at
the outlet was pipetted and transferred to a 4 mL vial containing 2 mL of
the standard GPW mixture. The bubble suspension was gently mixed and
set to rest. After 1.5 hours the bubble suspension was again mixed gently
and set to rest for another 10 minutes. From the opaque layer below the
foam on top (Fig. 6.2B) 50 µL was pipetted of which approximately 10 µL
was transferred to the sample holder of the acoustic characterization setup
containing air saturated water (Milli-Q, Millipore Corporation, Billerica,
MA, USA). The remaining solution was injected into a flow cell (IBIDI
µ-slide, Martinsried, Germany) for optical sizing (Fig. 6.2C).

Attenuation curves were measured as described in detail in Ch. 4. In short,
we use two co-aligned transducers over a frequency range from 0.7 MHz to
5.5 MHz with 0.1 MHz steps at acoustic pressures ranging from 5 kPa to
70 kPa in steps of 2.5 kPa in a water tank at room temperature. The
transmission transducer had a center frequency of 2.25 MHz, a focal dis-
tance of 1′′ and an aperture of 19 mm (A305S, Panametrics-NDT). The
receiving transducer with a 5 MHz center frequency, 19 mm aperture and
1′′ focal distance (C308, Panametrics-NDT) was mounted on x-y-z trans-
lation stage to aid the alignment. The bubble suspension was confined by
a 1.5 × 1.5 cm2 container made of acoustically transparent polystyrene
membrane (Opticell). The cross section of the bubble container enclosed
the acoustic focus of the transmit transducer and a magnetic stirrer bar to
ensure a homogeneous bubble suspension. The bubbles were insonified by
a 16-cycle narrowband ultrasound pulse with a Gaussian taperering over
4 cycles at each side of the pulse. The attenuation was calculated from a
single pulse for each frequency and for each acoustic pressure. The total
amount of 1323 acoustic pulses was uploaded to a programmable arbitrary
waveform generator (8026, Tabor Electronics) before the measurement. A
pulser receiver (BNC555, Berkeley Nucleonics Corporation) was used to
produce 1323 TTL pulses at a rate of 50 Hz to trigger the waveform gener-
ator and the oscilloscope. The transducer driving pulse was attenuated by
30 dB and its amplitude was amplified by a 50 dB linear power amplifier
(350L, E&I). The time traces were recorded by a digital storage oscilloscope
(TDS5034B, Tektronix) operated in sequence mode. A complete scan was
performed within 30 seconds. The frequency-dependent pressure amplitude
of the transmitting transducer was measured using a calibrated 0.2 mm
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tip hydrophone (Precision Acoustics) and the driving voltage was compen-
sated for the frequency dependent transducer response to ensure a constant
acoustic pressure during the frequency scan.

6.3 Results

6.3.1 Size stability
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Figure 6.3: A) Optically measured size distributions in the serpentine channel.
The color of the plots corresponds to the color of the circle mark on the serpentine
channel in Fig. 6.1B. B) Dissolution of a bubble with a radius of 10.5 µm that was
initially produced at a radius of 7.1 µm and increased in size during the first minute
after its formation. C) Dissolution curves of bubbles initially produced at a radius
of 7.1 µm, the bubbles increased in size during the first minute after production
but dissolved all to their stable radius of 2.8 µm. D) The size distribution of the
bubble population at its formation (blue), after two hours (red) and after 20 hours
(red).

Figure 6.3A shows the size distributions at seven different locations in the
serpentine channel. The color of the size distribution plot corresponds to the
color of the circle mark on the serpentine channel (inset in Fig. 6.3A) and
it defines the location where the size distribution was measured optically.
The total travel time of the bubbles through the serpentine channel was
approximately 1 minute. The bubbles are produced at a radius of 7.1 µm
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± 0.2 µm and at a rate of 105 bubbles per second; both were measured
directly in the orifice, see t = 0 in Fig. 6.3D. The size distributions show
that the produced bubble suspension already becomes polydisperse at the
second measurement point, i.e. after 10 seconds. Then, by reaching the
end of the serpentine channel the majority of the bubbles has dissolved to
a 2.8 µm radius.

The size stability of the bubble suspension at the exit of the serpentine
channel was further characterized over time in a flow cell. Figure 6.3B
shows the dissolution of a 10.5 µm bubble that was initially formed at a
radius of 7.1 µm. The bubble dissolves also to a final radius of 2.8 µm,
where it remains stable for the rest of the characterization time window of
1.5 hrs. (Fig. 6.3C red curve). Figure 6.3C shows that bubbles can grow
to a size as much as two times the initial bubble size and that they also
dissolve to the stable final bubble radius of 2.8 µm. Figure 6.3D shows the
size distribution of the bubbles directly after their production in the flow-
focusing device, after 1.5 hours and after 20 hours. Please note that after 2
hours of ageing all bubbles have dissolved to a radius that is 2.5 times smaller
than their initial radius. Thus, the total amount of phospholipid molecules
on the bubble surface does not change after the formation of the bubble as
adsorption or shedding of the shell material during the growth or shrinkage
of a bubble would have resulted in a polydisperse bubble suspension.

In the pioneering work by Hettiarachchi et al.65, and more recently by
Shih and coworkers64, it was shown that the polydispersity of bubbles pro-
duced in a flow focusing device increases within minutes. It was also shown
that the monodispersity of the produced bubbles could be maintained66 by
increasing the interbubble spacing to decrease gas exchange effects between
neighbouring bubbles through Ostwald ripening. This, however, goes at the
expense of the production rate. Upon dissolution, largely spaced bubbles
lose their gas to the surrounding liquid instead of to each other and there-
fore, their monodispersity remains high. However, here we now show for
our lipid formulation that the short term exchange of gas in a high con-
centration bubble suspension, first indeed results in a polydisperse bubble
size distribution, but that the long term stability is governed by the total
amount of lipids on the surface of the bubbles upon formation. The observed
long term stability effect that in the end leads to a highly monodisperse size
distribution may have been left unnoticed in previous work as the time scale
is on the order of one hour.
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Figure 6.4: A1-A6) Monodisperse bubble formation from a 7 µm nozzle at co-flow
rates of 7, 19, 25, 28, 31, and 34 µL/min for figures A-1 to A-6 at a constant gas
pressure. Bubbles are formed in the dripping and in the jetting regime. B) Formed
initial bubble radius Ri as a function of the co-flow rate for different nozzle sizes
and gas pressures. C) The bubble production rates as a function of the co-flow
rate. D) The final bubble radius Rf as a function of the initial bubble radius Ri

for bubbles filled with perfluorobutane and for bubbles filled with air. All bubbles
dissolve to a final radius 2.55 times smaller than their initial radius.
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6.3.2 Shear rate dependency

Figures 6.4A-1 to A-6 show high-speed recordings of a 7 µm nozzle flow
focusing device operated at flow rates of 7, 19, 25, 28, 31, and 34 µL/min.
The gas pressure in Fig. 6.4A-1 was 1.08 bar and in Figs. 6.4A-2 to 6.4A-6 it
was 1.20 bar. Bubbles are produced both in the dripping regime and in the
jetting regime145. At the lower liquid flow rates, the gas thread drips from
the orifice by blocking the liquid flow within the nozzle. At the higher flow
rates the gas thread forms a jet that breaks up into bubbles downstream
from the orifice. The initial bubble radius Ri is plotted in Fig. 6.4B as
a function of the co-flow rate for different nozzle sizes and gas pressure
combinations. The spherical radius of bubbles with diameters larger than
the channel height were calculated from the equivalent volume of a disk and
a circle that fit in the cross-section of a compressed bubble as viewed from
the side.

The bubble production rate as a function of the flow rate for the different
nozzle sizes and gas pressures is presented in Fig. 6.4C. Bubbles are pro-
duced at a rate ranging from 104 to almost 106 bubbles per second and no
coalescence was observed in the outlet channel and directly at the nozzle,
as can be readily seen from Figs. 6.4A1-A-6.

The scaling law for bubble formation in a planar flow-focusing device at
high Reynolds numbers is given by60: db/w ∝ (Qgas/Qliquid)

2/5 for Qgas <
Qliquid. db is the apparent diameter of the bubble (diameter in top-view), w
is the nozzle width, and Qgas and Qliquid are the gas and liquid flow-rates,
respectively. In our experiment the gas pressure was kept constant and
therefore the gas flow rate changes with a changing liquid flow-rate. The
gas flow rates were calculated directly from the measured bubble size and
the measured production rate. The solid lines in Fig. 6.4B show that the
formation of the bubbles follows the scaling law.

The produced bubbles were left to stabilize in a flow cell. The amount of
gas exchange for bubbles to stabilize scales with the volume of the bubble
and with the pressure gradient across the surface or Laplace pressure which
decreases with 1/R37. As a result, the stability window for the smallest
bubbles was on the order of minutes while the larger bubbles reached their
final size only after 2 hours. The optically measured final bubble radius is
plotted in Fig. 6.4D as a function of the initial bubble radius. A unique
shear rate independent relation is found between the initial bubble Ri size
and the final bubble size Rf where the final bubble size is always 2.55 times
smaller than the initial bubble size. Thus, the surface area of a freshly
produced bubble decreases by a factor 6.6 before the bubble reaches its
final size. It was reported that perfluorocarbon gasses increase the rate of
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lipid adsorption on the gas-liquid interface with respect to air as a filling
gas150,151. Here, we do not see such an effect of the filling gas, air bubbles
follow exactly the same trend, see Fig. 6.4D.

Overpressures between 4 and 140 kPa are applied to drive the flow through
the microfluidic channel. Consequently, bubbles expand in volume from 1 %
to 34 % when they translate downstream from the nozzle to the atmospheric
pressure conditions at the chip outlet. Bubbles produced at the same size,
at different flow rates and at different overpressures, all dissolve to the same
stable bubble size which is one more additional proof that the bubbles do
not adsorb, or shed lipids after their formation.

In the dripping regime, at low flow rates, the gas thread is in contact
with the top and bottom wall of the channel and as a result also the formed
bubbles (Fig. 6.4A-1). In the jetting regime, the gas thread is fully sur-
rounded by a flow of high shear and it breaks up at a position downstream
from the nozzle (Fig. 6.4A-6). Since a shear rate and production mechanism
independent dissolution ratio is found, it is expected that the complete gas
thread, or at least the tip of the gas thread that is subject to high shear
flow, is covered with a saturated surface concentration of the phospholipids.
Thus, it is hypothesized that the lipid adsorption process has reached its
saturation surface concentration before the bubble pinches off and before the
gas thread even reaches the nozzle. Interestingly, this saturation concen-
tration is already reached at the lowest flow rates used here. It was shown
by Lozano and Longo152 that surface pressure-area isotherms of a mixture
of a primary lipid and an emulsifier lipid show very different behavior for
different mixing ratios. Therefore, it would be interesting to obtain the dis-
solution ratio for different primary lipid to emulsifier ratios to investigate
the role of the saturation concentration. This will be the subject of a future
study.

For a bubble to keep its size over an hour time scale, the surface tension
needs to be zero or very close to zero to cancel the Laplace overpressure in
the bubble. The hydrophobic heads of the lipid molecules attract each other
and the hydrophobic tails repel due to chain oscillations153. Moreover, once
lipids are adsorbed micelles and liposomes are repelled by steric repulsion.
It is therefore unlikely that the phospholipid molecules can be adsorbed such
that they form a readily compressed monolayer with a surface pressure high
enough to cancel the Laplace pressure. The compression of DPPC monolay-
ers was subject of extensive study since DPPC is one of the most important
pulmonary surfactants, see e.g. Yu et al.154. Langmuir trough surface
pressure-area isotherms show that the surface pressure of a DPPC mono-
layer reaches the surface tension of water when the monolayer is compressed
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to the condensed phase153,155. To the best of the authors’ knowledge, no
pressure-area isotherms are available for the exact phospholipid/emulsifier
mixture used here. However, it is known that the molecules in lipid ag-
gregates are in the liquid state156 and Lozano and Longo152 showed that
the surface area per molecule of lipids right at the start of the phase were
there is a coexistence of lipids in the liquid-expanded phase and in the
liquid-condensed phase in a monolayer comprised of a 9:1 molar weight ra-
tio mixture of a DPPC and DSPE-PEG2000 is 1.2-1.6 nm2. Interestingly,
when the monolayer is compressed to reach an area per molecule that is
6-8 times smaller, the Langmuir trough surface pressure-area isoterm shows
that the lipid monolayer has just reached the surface tension of water. Thus,
lipid molecules are adsorbed to the gas-liquid interface of a bubble in the
liquid state. Subsequently, they form a disordered monolayer that can can-
cel the Laplace overpressure in the bubble only when its area is decreased
by a factor 6-8, which is in very good agreement with the value of 6.6 that
we found in our experimental observations.

6.3.3 Acoustic characterization and acoustic stability

A sample with a microbubble suspension with the size distribution shown in
the inset of Fig. 6.5A is characterized acoustically by attenuation measure-
ments. Figure 6.5A shows the first series of measurements where 27 atten-
uation curves are measured for increasing peak negative pressures ranging
from 5 to 70 kPa in steps of 2.5 kPa. The frequency scan ranges from
0.7 MHz to 5.5 MHz with a 100 kHz step size. The measurement series was
repeated 10 times on the very same bubble sample to measure the influence
of repeated insonations on the response of the bubbles, and as such, its
acoustic stability. The time between successive measurements was approxi-
mately 2 minutes. Figure 6.5B shows the second series and Fig. 6.5C shows
the eighth series. Please note that the frequency of maximum response at
the lowest acoustic pressures increases with the number of repetitions. The
frequency of maximum response at a driving pressure of 5 kPa is plotted as
a function of the series number in Fig. 6.5D (blue dots) where it is seen to
increase from a frequency of 1.8 MHz to 3.6 MHz. Figure 6.5D also shows
that the frequency of maximum response at 70 kPa remains constant for
the whole series at a frequency of 1.4 MHz. This indicates that the mean
bubble size is unchanged during the multiple insonations since the resonance
frequency of a bubble insonified at these relatively high acoustic pressures
approaches that of a free, uncoated bubble2. Note the absolute scale in
Figs. 6.5A-C; the attenuation at the frequency of maximum response at
70 kPa decreases from 5.3 dB/cm to 2.0 dB/cm over the 10 repeated mea-
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6. MONODIPERSE BUBBLE FORMATION AND STABILITY

surements, see the discussion in the final paragraph of the Results.
The increase in resonance frequency at low acoustic driving pressures may

be explained both from an increase in shell elasticity or from an increase
in the initial surface tension41,75. To quantify the change in the shell pa-
rameters with the number of insonations we model the pressure-dependent
attenuation with the model described in Chapter 4 for the size distribution
shown in Fig. 6.5A. The properties of the water were set to σ = 0.072 N/m
for the surface tension and ρl = 1000 kg/m3 for the density. The polytropic
gas constant was set to unity, κ = 1. Figure 6.5D shows the modeled attenu-
ation curves for the 27 driving pressures employed during the measurements.
The shell stiffness χ was 2.5 N/m for all bubbles in the size distribution and
the initial surface tension σ(R0) was fixed at 0.001 N/m. The shell viscosity
κs was set to 6 · 10−9 kg/s. To investigate the effect of an increasing initial
surface tension we plot the modeled frequency of maximum response fMR

with increasing σ(R0) over a typical range of σ(R0) from 0.001 to 0.03 N/m
at a driving pressure of 5 kPa, see Fig. 6.5H. A rather abrupt change of
the frequency of maximum response is observed in our model, which is not
in agreement with the monotonous increase of the frequency of maximum
response, as observed in the measurements of Fig. 6.5D.

Figure 6.5F presents the modeled attenuation curves for bubbles with
a shell stiffness of 0.8 N/m and an initial surface tension of 0.020 N/m,
and Fig. 6.5G presents that for bubbles with a shell stiffness of 2.5 N/m.
From the quantitative agreement of the modeled attenuation curves with the
second and eighth measurement series, it can be seen that the increasing
frequency of maximum response at low driving pressures is mainly origi-
nating from an increasing shell stiffness. The increase in shell stiffness at
low driving pressures can be calculated from the linearized Rayleigh-Plesset
equation41 and it is found to increase from 0.8 N/m to 2.5 N/m during
the repeated attenuation measurements in a similar trend as observed in
Fig. 6.5D.

Lipid shedding133,157, has very often been suggested to occur during mul-
tiple insonations. Typically, it also leads to a decrease in bubble size which
is not observed here. The lipid shell consists of different types of phospho-
lipid molecules with different aqueous solubilities expressed by their CMCs.
It can be calculated that the ratio of the residence times of two different
phospholipid molecules in an aggregate, as found on the bubble interface, is
simply the ratio of their CMSs156. From the CMC ratio of DPPC to DSPE-
PEG5000 it follows that the residence time of a DPPC molecule in a lipid ag-
gregate is 30,000 times longer than that of a DSPE-PEG5000 molecule158,159.
The attractive van der Waals forces between lipid molecules in the solid-like
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6. MONODIPERSE BUBBLE FORMATION AND STABILITY

shell of a stable microbubble are large due to the high packing fraction of
the lipids within the shell. Consequently, at rest the emulsifier molecules
are retained in the shell and this explains the long shelf life of microbub-
bles in solution while the shell composition is unchanged. When the bubble
oscillates at sufficiently high radial amplitude the shell can rupture41, in-
creasing the free energy per molecule. This results in a higher probability
of the lipid molecules to be expelled from the monolayer and, as a result,
the bubbles lose emulsifier molecules while the primary lipid molecules are
retained in the shell. Since only 1 in 70 lipid molecules is an emulsifier
molecule, the loss of DSPE-PEG5000 molecules from the bubble shell is not
expected to change the bubble size. However, it may have a direct effect
on the acoustic property of the bubble. Lozano and Longo152 showed that
the derivative of the surface pressure-area isotherm, i.e. the monolayer
elasticity, of a DPPC-DSPE-PEG2000 monolayer increases with decreasing
DSPE-PEG2000 fraction. Thus, the loss of emulsifier molecules results in a
gradually increasing shell stiffness. The size of the hydrophilic brush of the
DSPE-PEG5000 molecules used in this study is about two times larger than
that of the DSPE-PEG2000 molecules. It is therefore expected to have and
even larger effect on the change of the monolayer elasticity.

The increase in shell stiffness upon multiple insonations has some im-
portant consequences. First of all, the attenuation curves become more
broadband. This is a direct result of the nonlinear bubble behavior and
the non-uniformity of the transmit beam. The resonance frequency of the
bubbles at the acoustic focus is near 1.4 MHz, due to the elevated pressure
in the focus, whereas bubbles away from the focus resonate at higher fre-
quencies, due to the lower pressures. Secondly, the decreased uniformity
in the acoustic response of the bubbles in the sample cell over which the
attenuation is measured decreases the absolute attenuation. And finally,
another consequence of the non-uniform transmit field is that there arises a
dispersity in shell elasticities in the bubble population since not all bubbles
in the suspension are exposed to the same driving pressures. Bubbles driven
at larger amplitudes of oscillation will lose emulsifier molecules more easily.
Nevertheless, the measured response is in quantitative agreement with the
modeled attenuation curves and it reveals clearly the average change in the
effective shell parameters of the bubble cloud due to multiple insonations.

The final size distribution of the stable bubbles after 2 hours, Fig. 6.3D,
has a mean bubble radius of 2.8 µm and its standard deviation is 0.2 µm.
The size distribution of the corresponding freshly produced bubbles, also
shown in Fig. 6.3D, had a mean bubble radius of 7.1 µm and a standard de-
viation of 0.1 µm. The larger standard deviation of the final stable bubbles
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may have resulted from a dispersity in the lipid surface concentration on
the freshly produced bubbles during the formation. Two bubbles produced
at the very same size, having even a tiny difference in the phospholipid
packing density, will dissolve to a slightly different final bubble size. Future
experiments, e.g. using a recently reported microfluidic bubble force spec-
troscopy method85 or by using fluorescent lifetime imaging160, can confirm
and quantify the measured difference in surface surfactant concentration
from bubble to bubble right after the formation of the bubbles.

6.4 Conclusions

Phospholipid coated bubbles produced in a flow focusing device with a
DPPC-DPPA-DSPE-PEG5000 lipid formulation are stable once they have
dissolved to a radius that is 2.55 times smaller than their initial radius.
The amount of phospholipids on the bubble surface does not change after
bubble formation, not when the bubble dissolves, nor when it expands vol-
umetrically. The size stability is independent of the flow-focusing nozzle
shear rate and production rate. It was shown that monodisperse bubbles
can be produced with a rate up to 1 million bubbles per second from a sin-
gle nozzle. Attenuation measurements together with modeled attenuation
curves in which the full non-linear bubble response was included revealed
that the shell stiffness of the bubbles increased from 0.8 N/m to 2.5 N/m
with increasing number of insonations due to the loss of emulsifier molecules.
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7
Resonant vaporization of perfluorocarbon
phase change agents with surface acoustic

waves

Phase change agents consist of low boiling point perfluorocarbon droplets that
can be triggered by ultrasound to phase-change from the metastable liquid
state to the thermodynamically stable gas state, a process termed acoustic
droplet vaporization (ADV). The potential of ADV for imaging and therapy
is promising, however the acoustic pressures required to trigger the vaporiza-
tion process are near or even beyond the FDA approved limit for diagnostic
ultrasound. Here, we report ADV with high-frequency ultrasound, gener-
ated by leaky surface acoustic waves (SAW) generated using interdigitized
transducers (IDTs) operating at a frequency of 19.6 MHz and 45.4 MHz. A
theoretical model was developed describing the acoustic coupling between the
aqueous medium and the phase-change droplet and it revealed the existence
of a resonant coupling between the drop size and the ultrasound frequency.
Ultra high-speed imaging was employed to visualize the vaporization events
and the measurements confirmed the theoretical droplet size-dependent reso-
nance behaviour with very good agreement. The presented results show that
it is essential to drive phase change droplets at their resonance frequency
for efficient ADV. Furthermore, during a second ultrasound exposure the
vaporization of almost all droplets with sizes down to 100 nm is triggered
by the presence of precursor bubbles. The resonant droplet vaporization and
the phase-change dynamics during multiple ultrasound exposures may have
great potential for the future clinical use of phase-change agents.

1To be submitted as: T. Segers, G. Lajoinie, M. Versluis, Resonant vaporization of
perfluorocarbon phase change agents with surface acoustic waves (2015)
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7.1 INTRODUCTION

7.1 Introduction

Phase change agents are droplets made from a low boiling point liquid, typi-
cally a perfluorocarbon (PFC) dispersed in an aqueous phase. The droplets
are stabilized by surfactants such as fluorosurfactants161,162 or by phos-
pholipids163,164. While the boiling point of the perfluorcarbon is low (e.g.
perfluoropentane, Tb = 29◦C), the droplets do not spontaneously vapor-
ize in-vivo at a temperature of 37◦due to the confinement of the PFC to
a micron sized sphere165 that does not present nucleation sites. Moreover,
the overpressure within the droplet resulting from the interfacial surface
tension increases the boiling point of the PFC for an increased droplet sta-
bility. Perfluorocarbons are inert, non-toxic in small quantities and are
already clinically used. The shelf life of a PFC droplet emulsion is on the
order of months since PFCs are immiscible in water, they have a high molec-
ular weight and a low surface tension166. The droplets can also be loaded
with drugs, e.g. by using nanoemulsions167 within the droplet, that are
otherwise difficult to bring to the target site. Additionally, droplets in-
jected in-vivo are stable for days168 which makes them highly suitable for
biomedical applications.

Exposure of superheated droplets to ultrasound can trigger the phase-
change of the droplet from the metastable liquid state to the thermodynam-
ically stable gas state through a volumetric expansion process. This phase
transition phenomenon is known as acoustic droplet vaporization (ADV).
Upon vaporization, the payload within a droplet is released and the droplet
itself is converted into a highly echogenic bubble of similar size as con-
ventional ultrasound contrast agents. Thus, they can be visualized using
clinical ultrasound scanners which has a great interest for monitored drug
delivery. Recently, it was shown that nanometer sized droplets (≈ 200 nm)
may extravasate blood vessels through leaky tumor vasculature169,170 (EPR
effect) and as a result, passively accumulate in tumorous tissue where the
controlled release of chemotherapeutic drugs is of greatest interest. Once
vaporized, these phase change agents become echogenic and allow for tu-
mor imaging with ultrasound, without the strict limitation of the classic
ultrasound agents to the vascular network.

The acoustic pressures required to vaporize the droplets are reported to
be in the MPa range171 with mechanical indices172 as high as four, well
above the FDA-approved limit of MI = 1.9 for diagnostic ultrasound. At
low acoustic pressures, the probability of vaporizing a droplet is negligi-
ble up to a certain threshold after which the probability increases linearly
with the applied acoustic pressure161,171. Several groups have reported

104



7. ADVWITH SAW

the decrease in the acoustic pressure threshold for increasing driving fre-
quencies161,171,173,174. Recently, Shpak et al.175 have revealed that droplet
vaporization is initiated by focusing of the nonlinear acoustic wave by the
spherical droplet due to a mismatch in acoustic impedance between the PFC
droplet and the surrounding water. The multiple superharmonics generated
during the non-linear propagation of the acoustic wave reach wavelengths
on the order of the size of the droplet allowing for a superharmonic focusing
effect to occur. The peak negative pressure of the incident wave is typically
amplified by a factor 6 for a 10 µm radius droplet and a by factor 2.2 for a
4 µm droplet. Thus, the amplification decreases with a decreasing droplet
size.

Human tissue has a nonlinearity parameter B/A up to two times that
of water, however, its attenuation coefficient ranges from 100 to 300 times
that of water, for blood and tissues, respectively. It therefore becomes much
more difficult to generate the harmonics of the driving ultrasound frequency
required for the focusing effect to occur in-vivo as the attenuation increases
exponentially with the frequency. Furthermore, the generation of significant
superharmonics intrinsically requires the use of high insonation pressures in
order to obtain non-linear propagation, which is one of the main limiting fac-
tors of the clinical application of the superharmonic focussing effect. These
difficulties regarding the applicability of the focusing mechanism emphasize
the need to go from a gentle passive focussing of the ultrasound wave in the
droplet, to a resonant mechanism that does not require non-linear propaga-
tion but does drive the pressure in the drop below its vaporization threshold
in order to vaporize it.

Here, we investigate the vaporization of micrometer-sized droplets by high
frequency ultrasound. An interdigitized transducer (IDTs) was employed to
generate surface acoustic waves (SAW) on a piezoelectric lithium niobate
(LiNbO3) substrate that generates bulk acoustic waves once in contact with
a water sample on top of the substrate containing the PFP droplets. IDTs
have proven to be a versatile and an efficient tool for the acoustic forcing of
microfluidics by ultrasound frequencies ranging from 10 to 500 MHz176–178.
The use of SAW to investigate acoustic droplet vaporization at high ultra-
sound frequencies has the advantage over conventional transducers that the
droplets are spatially confined within micrometer distance from the position
where the bulk ultrasound waves are generated. Therefore, the ultrasound
wave will consist purely of a sinusoidal wave at the frequency of the SAW
as there is no propagation distance allowing for the wave to become non-
linear. The use of SAW is therefore an excellent way to investigate the
vaporization of phase change agents at high ultrasound frequencies. In the
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present study, we experimentally investigate ADV using IDTs generating
high frequency ultrasound, at a frequency of 19.6 MHz and 45.4 MHz. The
vaporization events are recorded using ultra-high speed imaging to access
the instantaneous size-dependent droplet vaporization. First, a theoreti-
cal model is developed describing the acoustic coupling the acoustic wave
and the droplet in the aqueous medium. Second, the experimental setup
is described. In the Results section the measured size-dependent droplet
vaporization is compared to the modeled pressure amplification within the
droplet as a function of size. We also investigate droplet vaporization at
multiple ultrasound exposures and its efficiency. Finally, the results are
discussed to end with our conclusions.

7.2 Theory

Full details of the theoretical analysis describing the resonant coupling be-
tween an ultrasound wave and a droplet of a given size are given in a
forthcoming paper179. Here, we briefly explain the principle idea of the
theoretical analysis and present the most important results. The studied
physical system is comprised of two liquid media separated by an interface.
Medium 1 consists of perfluoropentane (PFP) that forms the droplet with
radius R. It has a density ρPFP and speed of sound cPFP . The surrounding
water forms medium 0 and in first approximation it is considered to be of
infinite size. Its density is ρw and it has a speed of sound cw.

The dynamical behavior of the PFP droplet can be derived in an analogous
way as the derivation of the bubble dynamics equation, a.k.a the Rayleigh-
Plesset equation. The main difference here is that, while the gas pressure
can be assumed constant in the bubble case, the pressure distribution in
the droplet needs to be calculated explicitly. The interest here lies in the
fundamental volumetric oscillation mode of the droplets, since it is expected
to be of larger amplitude and dominant over the higher-order modes. We
therefore consider a purely spherical geometry. Due to the difference in the
speed of sound of the PFP (cPFP = 457.3 m/s at 20◦C) and that of water
(cw = 1490 m/s at 20◦C), the acoustic wavelength is more than three times
shorter in the PFP droplet than it is in the surrounding medium. In the
following we therefore also assume the droplet to be small compared to the
acoustic wavelength in the water. This assumption is later validated by
showing that the resonant droplet size is close to 1/4-th of the wavelength
in the PFP. Thus, it is approximately 1/15-th of the acoustic wavelength in
water.

With the above assumptions the droplet dynamics can be described us-
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ing a set of three equations: the momentum equation, the mass conserva-
tion equation and the compressibility equation, all linearized and written in
spherical coordinates:

β
∂P

∂t
= −2v

r
− ∂v

∂r
, (7.1)

∂v

∂t
= − 1

ρPFP

∂P

∂r
, (7.2)

βρPFPP = ρ. (7.3)

Combining Eqs. 7.1–7.3 results in the following wave equation:

x2
∂2v

∂x2
+ 2x

∂v

∂x
+ v

(
x2 − 2

)
= 0, (7.4)

where the variable x = k · r, with k = ω/c the wavenumber and ω = 2πf
the angular frequency with driving frequency f . Equation 7.4 is a spherical
Bessel differential equation with index n = 1. The two linearly independent
solutions to the spherical Bessel differential equation are the spherical Bessel
functions jn and the spherical Neumann functions yn. Divergence of yn at
r = 0 excludes any combination of this solution. Thus, for our simplified
case with n = 1, we obtain an expression for the velocity field directly from
j1(x):

v(r, t) = α(t)

(
sin(x)

x2
− cos(x)

x

)
, (7.5)

with α(t) the time-dependent solution. The form of α(t) follows directly
from the velocity boundary condition at the droplet interface v(R, t) = Ṙ,
with R the time-dependent radius of the droplet. The velocity field in the
droplet then becomes:

v(r, t) =
ṘR2

r2
sin (x)− xcos (x)

sin (X)−Xcos (X)
=

ṘR2

r2
T (x)

T (X)
, (7.6)

with X = k ·R.
Equations 7.1–7.3 relate the velocity field v(r, t) with the pressure field

P (r, t). By integration over space and subsequently over time we find:

P (R−, t)− P (r, t) =

−ρPFP

(
sin (x)

x
− sin (X)

X

)
ω

c

(
R̈R2 + 2Ṙ2R

T (X)
+ Ṙ2R3ω

2

c2
sin (X)

T (X)2

)
,

(7.7)
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and

P (r, t)−
(
Pat +

2σ

Ri

)
= −ρPFPωc

sin (x)

x

R−Ri

sin (Xi)

Xi
2 − cos (Xi)

Xi

. (7.8)

Here, and in the following, Xi = k ·Ri with Ri the initial droplet radius. The
motion of the fluid in the external medium can be described by potential
flow because of the low Mach numbers involved here180. A final boundary
condition for the pressure field balances the normal stress tensor on each side
of the interface, which also brings viscosity into the problem. Combining
these equations with the previous by adding all the pressure terms and
also accounting for the energy reradiated by the droplet181,182, we find a
differential equation at the droplet interface:

ρw

(
RR̈+

3

2
Ṙ2

)
= −4 (µw − µPFP )

Ṙ

R
− 2σ

(
1

R
− 1

Ri

)
−ρPFPωc

sin (X)

X

R−Ri

sin (Xi)

Xi
2 − cos (Xi)

Xi

− Pac

−
ρPFP c

2
PFP

cw
sin (X)

Ṙ

sin (Xi)

Xi
2 − cos (Xi)

Xi

,

(7.9)

and adding the interaction with the rigid substrate2, as in our case, changes
the left-hand side of Eq. 7.9 to ρw

(
3

2
RR̈+ 2Ṙ2

)
. This equation can be

solved numerically and the corresponding pressure field and pressure at the
center of the droplet can be calculated from the velocity of the interface
using Eq. 7.8. The theoretical resonance frequency of such droplets can be
extracted by linearization from Eq. 7.9:

ω2
0 = KRS

ρPFPω0cPFP

cPFP

Riω
− cot

(
Riω0

cPFP

) +
2σ

Ri
2

ρwRi
, (7.10)

with KRS = 1 if the droplet is in the free field and KRS =
2

3
if the droplet

is near a rigid boundary.
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Figure 7.1: A) Theoretical resonance frequency as a function of size for a droplet
in an infinite medium (red) and near a rigid boundary (blue). B) Theoretical
resonance curves in pressure amplification within the droplet for 10, 25, 50 and
100MHz.

7.3 Numerical simulations

The numerical simulation was performed using a non-stiff ODE 113 solver in
Matlab and the theoretical resonance frequency as a function of the droplet
size following Eq. 7.10 is plotted in Fig. 7.1A. The resonance frequency
of a microdroplet is much higher than that of a bubble of a comparable
size. The resonance behavior of the droplets is depicted in Fig. 7.1B. Here
the resonance curves of droplets insonified at 10MHz, 25MHz, 50MHz and
100MHz are plotted. Figure 7.1B shows the simulated amplitude of the
pressure at the center of the droplet relatively to the incident pressure. The
amplification factor shows very little variation which is a crucial property
for the size reduction of the agents.

The pressure amplification at resonance predicted from our theory is plot-
ted in Fig. 7.2A and B as a function of the incident acoustic pressure and
the droplet radius, the latter directly related to the ultrasound frequency.
The figure also shows the pressure amplification in a droplet resulting from
superharmonic focusing of an acoustic wave propagating in water with a fre-
quency of 3.5 MHz and peak negative pressures of 1.5, 3, and 5 MPa175. A
direct comparison of the efficiency of the resonant vaporization of droplets
and that due to superharmonic focusing is difficult since the generation of
superharmonics is an interplay between the transducer geometry, acoustic

109



7.4 EXPERIMENTAL METHODS

A B

2 4 6 8 10
droplet radius (μm)

0

harmonic focusing
resonance effect

Pinc = 4.5 Mpa

Pinc = 3.0 Mpa

Pinc = 1.5 Mpa

1 2 3 4 5

1

2

3

4

5

6

7
P dr

op
/P

in
c

Pinc (MPa)
0

0
R =  4 μm

R =  7 μm

R = 10 μm

harmonic focusing
resonance effect

1

2

3

4

5

6

7

P dr
op

/P
in

c

0

Figure 7.2: A) Comparison the the efficiency of the harmonic focusing phe-
nomenon and resonance phenomenon for an increasing incident pressure. B) Com-
parison the the efficiency of the harmonic focusing phenomenon and resonance
phenomenon for diverse droplets radii.

pressure, the nonlinear propagation distance, the frequency, and the droplet
size. However, Fig. 7.2 shows that high insonation pressures and relatively
large droplet sizes are required for sufficient superharmonic focussing to
occur. On the other hand, the pressure amplification factor due to the
mechanical resonance effect shows no dependence on the acoustic driving
pressure, nor does it show a dependence on the droplet size. As said before,
this property can be crucial for in-vivo applications were the generation of
the required harmonics for superharmonic focusing will be difficult due to
tissue attenuation.

7.4 Experimental methods

Straight electrode IDTs with a single electrode pair per wavelength were
used in this study, see Fig. 7.3. When a sinusoidal driving signal is applied
at a the resonance frequency of the IDT a SAW is generated traveling with
the same amplitude away from the IDT in both directions. The width of
the generated SAW is typically equal to the aperture width and it remains
at this size for long distances with respect to the wavelength176. The en-
ergy efficiency can be increased by using a more complex design, including
reflectors and unidirectional IDTs (SPUDT)176 and the acoustic intensity
can be increased by designing curved electrodes to focus the acoustic waves.
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Figure 7.3: A) Schematic representation of the experimental setup. The vapor-
ization of PFP droplets is imaged using the Brandaris128 ultra-high speed camera
operated 10 million frames per second. B) A leaky SAW generates a longitudinal
pressure wave in the fluid chamber at the Rayleigh angle θR. C) The fluid cham-
ber is fabricated using double sided tape and a microscope cover glass. The image
shows bubbles nucleated from PFP droplets through their efficient SAW induced
vaporization.

Straight IDTs were used here to ease the reproducibility of the experiments
without the need for a precise alignment of the IDT focus with both the
imaging system and the sample.

Two IDTs with different operating frequencies were designed having 202 µm
and 88 µm wide electrodes spaced by the electrode width. Each of the 1 cm
aperture transducers had 60 aluminium electrode pairs fabricated on a 128◦
rotated Y-cut X-propagating lithium niobate (LiNbO3, Roditi, United King-
dom) single crystal wafer using standard soft lithography techniques. The
substrate was sputtercoated with aluminium to an approximate thickness
of 750 nm. The electrodes were carefully aligned normal to the X-axis to
generate a Rayleigh wave propagating along the X-axis upon RF actuation.
The wafer was diced to size and wires were connected using conduction sil-
ver paint reinforced by epoxy glue (Fig. 7.3C). Impedance measurements
were performed to find the exact resonance frequency of the IDTs and they
were 19.6 MHz and 45.4 MHz, respectively.

A microfluidic chamber 100 µm in height was fabricated using double
sided tape (3M Scotch 665 Permanent) placed directly on top of piezoelectric
substrate aside of the IDT aperture. A microscope cover glass (thickness
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100 µm) was placed 6 mm from the IDT aperture on top of the tape to
seal the chamber resulting in a channel that was open in the direction of
SAW wave propagation, see Fig. 7.3 B and C. The open channel allowed
for the direct coupling between the SAW and the fluid. The PFP droplet
emulsion was diluted in ultrapure water (Mili-Q, Millipore) and dispersed
in the chamber by capillary suction.

The IDTs were driven with a 50-cycle sinusoidal ultrasound pulse gen-
erated by a waveform generator (8026, Tabor Electronics) connected to a
50 dB linear power amplifier (350L, E&I). Due to the difference in speed of
sound in the piezoelectric substrate and in the fluid, a SAW will be radiated
into the fluid at the Rayleigh angle (θR), which can be calculated from the
ratio of the speed of sound in the piezoelectric substrate and in the fluid,
θR = sin−1(cw/cs). The speed of sound in water cw and in lithium nio-
bate substrate in the absence of fluid loading cs is 1450 m/s and 3990 m/s,
respectively at room temperature giving θR ≈ 23◦. Due to the leakage
of acoustic energy into the fluid, a longitudinal pressure wave is generated
that will trigger the vaporization of the PFP droplets. The amplitude of the
driving voltage was varied to investigate its influence on the vaporization
dynamics. The acoustic energy reaching the boundaries of the piezoelectric
substrate is absorbed by rubber (PDMS, Dow Corning,) and the substrate
holder is also made of sound absorbing rubber. The SAW is built up on the
substrate by superposition of the waves of a single wavelengths produces by
the individual electrode pairs. Therefore the IDT has a transient on the
order of the number of electrode pairs. While a sinusoidal driving pulse is
applied to the IDT, the pressure increases linearly during such a transient
and conversely, when the driving signal is switched of the amplitude of the
acoustic wave decreases linearly.

Perfluoropentane (PFP) droplet emulsions were prepared by mixing ul-
trapure water (Milli-Q, Millipore) with 5% v/v of PFP (Sigma Aldrich) and
0.1% v/v of negatively charged fluorosurfactant Zonyl PFP (Sigma Aldrich).
The mixture was mechanically agitated for 30 s using a CapMix™ (3M,
Saint Paul, Minesota) to produce a polydisperse droplet emulsion. The size
distribution of the emulsion was measured using a Coulter Counter, see Fig
7.4.

Droplet vaporization was imaged using an inverted microscope (Olympus
BX-FM) equipped with a 20× magnification objective (Olympus SLMPlan
N, NA 0.25) coupled to the Brandaris 128 ultra high-speed camera76,77 op-
erated at 15 million frames per second, see Fig 7.3. The field of view (FOV)
was 138 µm × 98 µm and the resolution was 0.29 µm per pixel. Sufficient
illumination intensity were achieved using a Xenon flash light (MVS 7010
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Figure 7.4: Size distribution of the droplet suspension used for the vaporization
study.

XE, Perkin Elmer, Waltham, MA). Six successive high speed recordings of
128 frames each were recorded with an interval of approximately 100 ms.
Only during the first recording the IDT was not actuated for reference. A
CCD camera (Lumenera, LW165M) was used to monitor the optical focus-
ing. Measurements to relate relative pressure amplitudes to the amount of
nucleated droplets were imaged using a high-speed camera (Photron SA-
X2) operated at 50.000 frames per second. The exposure time was set to
1.25 µs to minimize motion blur. All measurements were performed at a
20◦C room temperature. The droplets were therefore not in a superheated
state.

The optical recordings were processed with specialized image processing
software programmed in MATLAB to obtain the initial radius of the drop-
lets that vaporized. The radius of the droplets was measured from the
inflection point on the averaged intensity profile of the droplet85.

7.5 Results

Figure 7.5A shows an image sequence of the vaporization of PFP droplets
by a 19.6 MHz ultrasound wave. Nucleated droplets are marked by the
red-dotted circles. It is observed that the nucleation bubble grows rapidly
under acoustic forcing183. When the ultrasound is turned of, the bubble
rapidly decreases in size. However, from the last frame at t=100 ms, it can
be observed that every nucleation site produces a stable bubble.
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Figure 7.5: A) Image sequence captured at 15 million frames per second of the
vaporization of PFP droplets at a frequency of 19.6 MHz. The nucleated droplets
are marked by the red dotted circles. Nucleation bubbles generated during the first
insonation grow in the first microsecond and in the successive microseconds their
size decreases largely. The last frame, 100 ms later than the first frame, shows
that a stable bubble is formed from all nucleated droplets. B) Vaporization of PFP
droplets by an acoustic wave with a frequency of 45.4 MHz. Clearly, the nucleation
process is less violent than at the previous 19.6 MHz case. Small nucleation bubbles
appear that grow all to stable bubbles over times as can be seen from the last frame
captured 100 ms later than the first frame.
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The observed vaporization process for the very same PFP droplets in a
45.4 MHz ultrasound wave is less violent as can be observed from the images
in Fig 7.5B where nucleated droplets are also marked by red-dotted circles.
The nucleation bubbles that appear within the droplet are much smaller
than those observed at a frequency of 19.6 MHz. It was also observed
that the bubbles expand at much lower growth rates. However, as can
be observed from the last image, t=100 ms after ultrasound exposure, all
nucleated droplets produce a stable bubble.

From both image sequences in Fig. 7.5 it can be observed that the nu-
cleation process initiated by the ultrasound exposure is not instantaneous
in time, as was also shown before183. Fig. 7.6 shows for both ultrasound
frequencies the time dependent number of droplets that nucleated over a
0.2 µs window (red solid lines) for 217 nucleation and 120 nucleation events
at a frequency of 19.6 MHz and 45.4 MHz, respectively. From high speed
movies captured at the second ultrasound exposure the arrival time of the
acoustic wave can be observed from the movement of the nucleation bubbles
through secondary radiation forces17, marked by the green areas. The green
areas also show the temporal length of the 50 cycle ultrasound pulse. From
Fig. 7.6A it can be observed that at a driving frequency of 19.6 MHz the
droplets generally start to nucleate at the end of the 50-cycle ultrasound
exposure. This is expected as the pressure generated by the IDTs has a
transient increase over time. At a SAW driving frequency of 45 MHz the
nucleation events start closer to the start of the ultrasound exposure. A
smaller number of droplets nucleates when the ultrasound wave has passed,
probably due to a reflection of the insonation wave. Fig. 7.6A and B show
the size of the nucleated droplets from which no obvious relation between
the size of the nucleated droplet and the time at which the event occurs.
The time variable is thus only increasing the probability of occurrence of
the an ADV event, without influencing the underlying mechanism.

The size distribution of the droplets that nucleated is presented in fig-
ures 7.7A and 7.7B. Figure 7.7A shows the size distribution of 217 drop-
lets that nucleated during the first ultrasound exposure at a frequency of
19.6 MHz. A maximum in the response is observed at a droplet radius of
4.6 µm ± 0.29 µm. Figure 7.7B shows the response of droplets that nucle-
ated during the first ultrasound exposure at a frequency of 45.4 MHz. A
clear size-dependent droplet vaporization is observed where smaller bubbles
are resonant to higher ultrasound frequencies, and shorter wavelengths. The
modeled pressure amplification within the droplet is plotted in Fig. 7.7C and
D as a function of the size of the droplet for a SAW frequency of 19.6 MHz
and 45.4 MHz, respectively. A clear resonance is observed here that is in
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Figure 7.6: The number of nucleation events over time and the radius of the
droplet corresponding to the nucleation event at a frequency of (A) 19.6 MHz and
(B) 45.4 MHz acoustic forcing.

good agreement with the measured droplet behavior as depicted in Fig. 7.7A
and 7.7B. The modeled size-dependent pressure within the droplet is a me-
chanical resonance very similar to that of a microbubble under ultrasound
exposure. Due to the bulk modulus of the liquid core however, these res-
onance frequencies are more than 2 orders higher. Please note that the
pressure amplification in Fig. 7.7C and D shows that the coupling efficiency
for droplets driven at off-resonance frequency quickly drops to unity. More-
over, it crosses unity which shows that at off-resonance frequencies the peak
negative pressure of the driving ultrasound wave is not transferred to the
droplet. This can partly explain the experimental difficulty of triggering
ADV with low ultrasound frequencies.

Figures 7.8A and B show the theoretical velocity profiles (orange) and
the pressure profiles (red) for a resonant droplet driven at a SAW frequency
of 19.6 MHz and 45.4 MHz, respectively. The velocity profile in the drop
follows a spherical Bessel function of the first kind with index 1 and decreases
with 1/r2 outside the droplet due to continuity of the potential flow. The
spherical symmetry condition results in a zero velocity at r = 0. Please
note that the size of the drop is on the order of a quarter of the wavelength
in the PFP. The velocity has to be continuous across the droplet interface,
this boundary condition results in a resonance frequency: the frequency
at which the coupling is most efficient, see Fig. 7.8. The pressure profile
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Figure 7.7: A) Resonant vaporization for 19.6 MHz ultrasound and B) for
45.4 MHz ultrasound. A clear resonance behavior is observed. The modeled (C and
D) size-dependent pressure amplification within the droplet is in good agreement
with the measured resonance behavior.

inside the droplet is a sinc function, i.e. the spherical Bessel function of first
kind with index 0. Due to the properties of the sinc function, any specific
point on the pressure profile (zeros in the function or optimum other than
in r = 0) is located far outside the drop. The pressure profile therefore
undergoes a rather smooth variation within the drop and does not play a
direct role in the resonance mechanism. Thus the resonance originates from
the coupling of the velocity inside and outside the drop. From the pressure
profile of the resonant droplet it can also be observed that the amplitude of
the pressure at the droplet center exceeds the incident pressure by a factor
2.2. The higher pressure amplification in the center of the droplet results in
the largest probability of finding nucleation sites in the center of the droplet,
in contrast to the previously developed superharmonic focusing theory175.

The statistical increase in the number of vaporization events as a function
of the acoustic forcing was investigated by varying the amplitude of the 50-
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a resonant droplet for a A) 19.6 MHz insonation frequency and B) a 45.4 MHz
insonation frequency. The pressure undergoes a smooth variation within the drop
corresponding to the center part of a sinc function whereas the velocity varies
strongly and couples to the potential flow outside the drop to create the resonance
effect.

cycle ultrasound pulses. The percentage of droplets that nucleated in the
field of view of 20 high-speed movies captured at 50 kfps is presented in Fig
7.9A and B as a function of the amplitude of the driving signal (before am-
plification) for a SAW frequency of 19.6 MHz and 45.4 MHz, respectively.
Since the absolute pressure amplitude within the microfluidic chamber could
not be measured directly, and since the voltage over the IDT electrodes was
unknown due to the non-negligible impedance mismatch between the am-
plifier and the IDT, including the electrical wiring, we plotted the voltage
amplitude of the driving US pulse. A linear relationship between the driv-
ing voltage and the percentage of droplets that vaporized during the first
insonation is observed.

For the second insonation, pre-nucleated bubbles are already present in
the sample that originate from the resonant vaporization of droplets during
the first exposure to ultrasound. Figure 7.10A-F show two sequences of
3 images extracted from high-speed movies captured at 15 million frames
per second for a SAW driving frequency of 19.6 MHz and 45.4 MHz. Dur-
ing the second insonation at 19.6 MHz, a high number of nucleation events
is observed where most droplets, including those of the smallest sizes, are
vaporized, see Fig. 7.10C. For similar droplet concentrations, the amount
of nucleation events in the field of view of 9 high speed movies was counted
during the first and during the second ultrasound insonation. Figure 7.10G
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droplets are vaporized more difficult at the higher frequency.

shows that during the first ultrasound exposure at 19.6 MHz on average 7
droplets are vaporized, whereas during the second insonation as much as
100 droplets nucleate. A difference in the vaporization dynamics at the
second insonation for a SAW frequency of 45.4 MHz is observed. Fig-
ure 7.10D-E show an image sequence of the second insonation at a SAW
frequency of 45.4 MHz with pre-nucleated bubbles present. The observed
nucleation sites are indicated by the 3 arrows. During the first ultrasound
exposure 5 droplets nucleated, as can be seen from the bubbles present in
Fig. 7.10D. Thus the amount of nucleation events during the second SAW
exposure is similar to the amount of nucleation events observed during the
first insonation, see Fig. 7.10H. The effect of a lower vaporization threshold
observed when bubbles are present seems therefore highly frequency depen-
dent and is much more effective at the lowest of the two frequencies used
here, namely at a IDT driving frequency of 19.5 MHz.

7.6 Discussion

In human tissues, and in fluids in general, attenuation increases exponen-
tially with the ultrasound frequency. Therefore, the vaporization of sub-
micron droplets, requiring frequencies above 100 MHz, implies the use of
catheter-based transducers to allow for the exposure of the droplets to ultra-
sound of sufficiently high pressures and frequencies. Non-invasive interven-
tions would therefore be limited to superficial treatments, e.g. skin cancers.
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Figure 7.10: Observed vaporization dynamics during the second ultrasound ex-
posure with nucleation bubbles present from the previous ultrasound exposure at
a frequency of (A-C) 19.6 MHz and at (D-F) 45.4 MHz. The number of observed
nucleation events for 9 different insonation events during the first and during the
second ultrasound exposure is plotted in figure G and H at 19.6 MHz and 45.4 MHz,
respectively. At a frequency of 45.4 MHz a similar vaporization behaviour is ob-
served during the second ultrasound exposure as compared to the first ultrasound
exposure. At 19.6 MHz only few resonant droplets are nucleated during the first
exposure, during the second ultrasound exposure the vaporization of almost all
droplets with sizes down to 100 nm is triggered by the bubbles already present.
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The resonance frequencies of phase-change droplets can be lowered by using
liquids with an even lower speed of sound than PFP, which will however
will be difficult to find.

The imaging window in the setup was chosen such to be as close as pos-
sible to the meniscus of the water sample containing the PFP droplets to
prevent acoustic reflections from the top glass wall of the microfluidic chan-
nel that could interfere with the primary acoustic wave. Nonetheless, since
the Rayleigh angle is 23◦, the first reflected wave from the cover glass will
return to the substrate at a position 85 µm away from the meniscus. The
field of view in our setup was 98 µm wide and it is therefore expected that
the droplets are vaporized by traveling acoustic waves alone. However, at
the end of the 50-cycle ultrasound exposure, the buildup of a standing wave
can no longer be excluded, resulting in a perturbation of the vaporization
efficiency results. However, no difference is expected in the size-dependent
resonant vaporization as the frequency is unchanged.

The effect of a highly increased number of vaporization events during the
second ultrasound exposure can not be explained at this moment. However,
it is of great interest for clinical applications with phase-change agents. The
efficiency of therapy, local drug delivery and imaging with phase-change
agents will increase tremendously by employing optimized ultrasound pulse
schemes to first vaporize the resonant droplets, that to trigger the complete
vaporization of a polydisperse droplet population.

The proposed model is a simple model based on spherical symmetry. The
approximations and conclusions are only valid for the description of the
fundamental radial response of the drop. We chose not to incorporate the
harmonic behavior since in a physical resonant system, the harmonic is
significantly less efficient as compared to the fundamental resonance fre-
quency. Our model is only valid for droplet radii R ≤ λ/2 with λ the
acoustic wavelength in the liquid constituting the droplet. An independent
model describing the harmonic droplet dynamics can be developed with the
very same equations and reasoning as the ones used here to describe the
fundamental response. The proposed model still shows some discrepancy in
term of the absolute resonance frequency. We chose a simple treatment of
the interaction between the droplet and the rigid surface that is known to
have a limited precision also for vibrating microbubbles114,184. Therefore we
expect that a more rigorous derivation of the influence of the rigid surface
could account for this minor discrepancy.

Experiments were performed at room temperature for the ease and re-
producibility of the experiments. It can be expected that the vaporization
efficiency increases for higher temperatures, however, we do not expect this
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effect to be of significance for the size-dependant nucleation process. The
critical point of PFP is at a temperature of 148◦C. The temperature dif-
ference between room temperature and 37◦C is approximately 10% of the
critical temperature. Following the spinodal decomposition theory185, the
difference in pressures required to vaporize the PFP at both temperatures
should be of the same order. This was also confirmed by previous exper-
iments were the difference in the required pressure was minimal. On the
other hand, the temperature at which the experiments are performed will
have a critical influence on the stability of the bubbles formed after the
ADV process186.This is however outside the scope of the present study.

7.7 Conclusions

It was shown that an efficient vaporization can be performed by driv-
ing phase-change PFP droplets at their fundamental resonance frequency.
Good agreement was found between the modeled size-dependent pressure
amplification within the droplet and the measured size dependent vaporiza-
tion probability. Thus, it is crucial for efficient droplet vaporization to use
acoustic frequencies matching the resonant droplet size proposed in this pa-
per. Moreover, very efficient vaporization is obtained by driving the droplets
with multiple acoustic exposures since the presence of pre-nucleated bubbles
increases dramatically the vaporization efficiency. This work shows that, in
order to make efficient phase-change agents, the monodispersity of the agent
is crucial. The resonant droplet vaporization and the phase-change dynam-
ics during multiple ultrasound exposures may have great potential for the
future clinical use of these types of phase-change agents.
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8
Droplet formation of monodisperse
perfluorocarbon droplets for highly

controlled acoustic droplet vaporization

Acoustic droplet vaporization has great potential in nanomedicine for the
local delivery of drugs, for embolotherapy, and for tumor imaging with ul-
trasound. The dynamics of the droplet vaporization, as well as the nucle-
ation efficiency, strongly depend on the size of the droplet with respect to
the employed driving frequency. Here, we give an overview of microfluidic
production techniques that can be used for the highly controlled formation of
monodisperse droplets. The vaporization of the monodisperse microdroplets
down to a size of 200 nm was studied by means of ultra high-speed imag-
ing. It was shown that the vaporization of monodisperse droplets has a high
degree of symmetry and that the variation in the nucleation threshold is as
small as 2% of the driving pressure.

1To be submitted as: T. Segers, G. Lajoinie, O. Shpak, L. Shui, J. Eijkel, M. Versluis,
Droplet formation of monodisperse perfluorocarbon droplets for highly controlled acoustic
droplet vaporization (2015)
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8.1 Introduction

The process of the acoustically triggered vaporization of superheated drop-
lets, termed acoustic droplet vaporization (ADV), has great potential in
nanomedicine. The severe side effects of the systemic injection of chemother-
apeutic drugs on healthy tissue can potentially be lowered by encapsulation
of the drug in phase-change droplets187–189. The droplets typically consist
of a low boiling point perfluorocarbon oil, such as perfluoropentane (Tb

= 29◦C), and they do not spontaneously vaporize when injected in-vivo
until the droplets are exposed to a high pressure ultrasound pulse165,171.
Recent studies have shown that nanodroplets (diameter ∼ 200 nm) may
extravasate out of leaky vasculature present in tumorous tissue. The nan-
odroplets then passively accumulate in a tumor where the controlled release
of a chemotherapeutic drug is of greatest interest169,170. In addition, va-
porized droplets form highly echogenic vapor bubbles resonant to standard
diagnostic ultrasound frequencies which allows for monitored drug deliv-
ery and tumor imaging. Moreover, the vaporization of microdroplets is of
interest for embolotherapy applications171,190.

Recently, Shpak et al.175 showed that the vaporization of droplets with
ultrasound frequencies in the MHz range is induced by the focusing of su-
perharmonic waves, generated by nonlinear propagation of the ultrasound,
with wavelengths of the order of the droplet size. The peak negative pressure
in the focal region is droplet size and frequency dependent, in other words
the vaporization efficiency is governed by a strong coupling between droplet
size and the pressure and frequency of the ultrasound wave. In Chapter 7,
it was shown that phase-change droplets can also be vaporized by driving
them at their radial resonance frequency that is on the order of 10 MHz for
a droplet with a radius of 10 µm and near 100 MHz for that with a radius
of 1 µm. Conventional phase-change agent production methods including
sonication and mechanical agitation result in a relatively broad size distri-
bution with droplet radii between 1 and 10 µm164. Thus, the vaporization
efficiency and control can be dramatically increased by narrowing down the
size distribution to a droplet size that is resonant to the applied ultrasound
field.

Microfluidic methods have proven to be versatile tools for the highly con-
trolled mass-generation of monodisperse bubbles and droplets. In a flow-
focusing geometry a liquid or gas is focused by two co-flows through a con-
striction where the jet pinches off regularly to form monodisperse droplets
or bubbles 60–62. The size of the produced droplets or bubbles is limited
to the size of the nozzle. With standard soft lithography techniques106
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the diameter is limited to 2-3 µm. Smaller monodisperse droplets can be
produced at a nano-microchannel interface where the dispersed phase is
forced through the nanochannel and when it reaches the microchannel, it
destabilizes due to capillary instability and breaks up into monodisperse
droplets191,192. It was shown that the droplet size scales linearly with the
height of the nanochannel191,193 and it was also shown that it is feasible to
produce monodisperse droplets with sizes down to 400 nm194. The produc-
tion rates for a single nano-microchannel interface were shown to be limited
to approximately 103 droplets per second193.

The low boiling point of the PFCs allows for an alternative approach
where monodisperse droplets are formed after the recondensation of va-
por bubbles produced in a flow-focusing device195,196. Due to the density
difference of a factor 5 between the PFC liquid and the PFC vapor, a re-
condensed droplet is approximately 5 times smaller in size than the vapor
bubble. Thus, nanodroplets can be produced from a flow-focusing device
by the recondensation of micron-sized bubbles from a micron-sized nozzle.
Moreover, the production rates of a flow-focusing device were shown to reach
almost a million bubbles per second from a single nozzle, see Ch. 6, allowing
for the rapid production of ADV droplet samples145.

Here, we discuss three production techniques for monodisperse PFC drop-
lets, namely: flow-focusing device, nano-microchannel interface chip, and re-
condensation of vapor bubbles produced in a flow-focusing device. With the
produced monodisperse droplets the vaporization threshold of droplets of a
single size is investigated. Furthermore, the vaporization dynamics of two
identical droplets with an inter-droplet spacing on the order of the droplet
size is studied for various droplet sizes. Finally, the visualization of a cluster
of monodisperse droplets is presented. We finish with our conclusions.

8.2 Monodisperse productionmethods

All droplets and bubbles produced in this study were formed in an aqueous
mixture of a 1% V-V mixture of negatively charged fluorosurfact Zonyl
FSP (Sigma Aldrich). The flow-rate of the water-surfactant mixture and
the flow-rate of the PFP were controlled by high-precision syringe pumps
(PHD 22/2000, Harvard Apparatus) for the first two production methods,
namely the direct production of droplets in a flow focusing device and for
the droplet production in a nano-micochannel interface device. For the
recondensation method, the water was pressure-driven for an increased flow
stability using a pressurized container and a pressure regulator (Omega,
PRG101-25). The gas pressure was set by the temperature of the system.
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Figure 8.1: A) Design of the microfluidic flow-focusing geometry. B) Image of the
formation of monodisperse droplets with a radius of 5.4 µm in the flow-focusing
device with a nozzle width w of 3 µm. C) The droplets are collected in a vial where
they settle at the bottom. D) Size distributions of PFP droplets produced with
the flow-focusing device measured with a Coulter-counter.

8.2.1 Flow-focusing technology

A flow-focusing device with a 3 µm expanding nozzle was designed, see
Fig. 8.1A. The channels were 13.6 µm in height throughout the device and
filters consisting of closely spaced cylindrical pillars were incorporated in
the design of the fluid and gas supply channels to prevent the nozzle from
clogging by dust particles and to ensure a stable droplet formation for hours.

The mold for the polydimethylsiloxane (PDMS) devices was fabricated
using standard soft lithography techniques with SU-8106,197. PDMS was
poured over the mold in the standard 1:10 ratio, cured for 1 hour at 65 ◦C
and cut to size. Fluidic ports were punched through the PDMS prior to the
plasma-bonding (Harrick Plasma, Model PDC-002, Ithaca, NY, USA) of the
PDMS to a glass microscope slide. To maintain the channel hydrophilicity,
the channels were filled with water immediately after bonding. The fluidic
ports were connected to teflon tubing (PEEK, Upchurch) for the supply of
PFP and the water-surfactant mixture.

The PFP flow-rate was 4 µL/min and the co-flow rate was varied to
adjust the size of the produced droplets. The flow rates were 20, 25, and
30 µL/min. The droplet formation was imaged using a high-speed camera
(Photron SA1.1) and an inverted microscope (Nicon Instruments, Eclipse
TE2000-U). The spatial resolution was 0.67 µm/pixel. Fig 8.1B shows the
flow-focusing chip in operation, producing droplets with a radius of 5.4 µm.
When the flow-rate was changed, the droplet formation was first left to
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Figure 8.2: A) Schematic representation of the nano-microchannel device. The
nanoliter flow-rate through the nanochannel is regulated with high-precision by
the hydrodynamic resistance of the nanochannel and the flow-resistor in a 1:100
flow-rate ratio. B) The PFP breaks up regularly to form monodisperse droplets at
the nano-microchannel inteface. C) The formation of monodisperse droplets with a
radius of 3.8 µm. D-G) Images of the formation of nanodroplets from nanochannel
heights of 390, 290, 180, and 80 nm, respectively. The images shows a zoom of the
region marked by the red rectangular in Fig. C.

stabilize for at least 10 min. Subsequently, the droplet sample was harvested
for 15 min in a 2 mL vial that was connected to the outlet port of the flow-
focusing device by teflon tubing. The size distribution of the produced
droplet samples was characterized using a Coulter counter (Multisizer 4,
Beckman). Before the Coulter measurements, the samples were washed by
centrifugation to minimize interference from surfactant aggregates in the
medium.

The measured size distributions are shown in Fig. 8.1C. The size distri-
butions of the 3 µm and 5 µm radius droplets have a FWHM of 0.2 µm
(PDI = 0.05 and 0.03, respectively). In comparison, the size distribution of
the 1.6 µm radius droplets is broader with a FWHM of 0.7 µm (PDI = 0.3).
The formation of droplets with sizes on the order of the width of the nozzle
requires high flow-rates leading to droplet coalescence and unstable droplet
formation. Clearly, the system is pushed to its limit, thereby decreasing the
monodispersity.
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8.2.2 Nano-microchannel interface device

The microfluidic nano-microchannel design reported by Shui et al.194 was
adapted here, see Fig. 8.2A. The employed nanochannel heights h were 80,
180, 290, 390, and 1150 nm, the width w of the nanochannel was 50 µm for
all devices, see Fig. 8.2B. The microchannel was 10 µm in height and approx-
imately 100 µm in width. The PFP liquid is introduced in the nanochannel
(red) via a T-junction connected to a microchannel with an inlet and a
pressure regulating outlet channel. The PFP flow splits at the T-junction
with a ratio of 1:100 to allows for a precise control of the low nanochan-
nel flow-rates (10-100 nL/min) with a conventional high-precision syringe
pump.

The devices were fabricated in 500 µm thick Borofloat glass wafers (Schott
Technical Glasses, Germany) using standard photolithography techniques.
In the first wafer, the micro and nanochannels were isotropically etched. In
the second wafer, the inlet and outlet ports were formed by powder blasting.
The wafers were aligned and thermally bonded before individual chips (size
of 10 × 20 mm) were produced by dicing the bonded wafers. A tailor-made
chip holder ensured a leak-tight connection between the chip and the fused
silica tubing through Nanoport connectors (Upchurch Scientific).

Fig. 8.2C shows the production of droplets with a radius of 3.8 µm from
the nanochannel with a height of 1150 nm. The optically measured size
distribution had a FWHM of 0.65 µm (PDI = 0.12). Fig. 8.2D-G show
the formation of droplets at the position marked by the red rectangular
in Fig. 8.2 from nanochannels with a height of 390, 290, 180, and 80 nm,
respectively. The optical resolution did not allow for accurate optical sizing
of the smaller droplets. Following the scaling arguments given by Shui et
al.194 for Qo = Qw ≈ 1nl/min, the droplet radii can be estimated to be two
times the height of the nano channel. Thus, the produced droplet sizes are
in the range of 160 to 800 nm in radius.

8.2.3 Recondensating flow-focusing device

Fig. 8.3A shows a schematic representation of the setup for the produc-
tion of monodisperse PFP droplets by the recondensation of monodisperse
PFP vapor bubbles. A perspex box containing a hot plate is temperature
controlled to set the PFP vapor pressure. A temperature of 100◦C results
in a vapor overpressure of 6.7 bar and it decreases to ambient pressure at
room temperature. Here, the temperature was controlled at 70◦C resulting
in a PFP overpressure of approximately 2.7 bars that is used to drive a
flow-focusing device. The flow-focusing device with a nozzle size of 3 µm

128



8. MONODISPERSE PFC DROPLETS FOR HIGHLY CONTROLLED ADV

presented in Fig. 8.1 was also used here. The co-flow of the flow focusing
device was also pressure driven and it was controlled at pressures ranging
from 1 to 3 bar to change the bubble sizes formed.
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Figure 8.3: A) Schematic representation of the setup for the production of
monodisperse droplets via the recondensation of monodisperse vapor bubbles in
a temperature controlled environment. (B) The vapor pressure of the superheated
PFP is employed to drive a vapor flow through a microfluidic flow-focusing device.
The formed vapor bubbles are recondensed in an ice bath and the size of the drop-
lets is characterized using a Zeta-sizer. C) size distribution of the the microbubbles
produced by flow focusing sized optically (blue curve) and resulting droplets (black
curve) sized by coulter counter. The droplet size distribution predicted from the
bubble size distribution is represented by the green curve. D) Size distributions of
the collected droplets.

The vapor bubble formation was imaged using a microscope (Olympus
BX-FM) equipped with a 20× magnification objective connected to a high-
speed camera (Photron SA1.1). The spatial resolution of the imaging sys-
tem was 0.72 µm/pixel. Sufficient illumination was provided by a cold LED
light source (Schott KL 2500 LED) in combination with a collimation lens.
Fig. 8.3B shows a typical recording of the vapor bubble formation at a rate
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of approximately 300,000 bubbles per second. High-speed microscopy was
used to size the formed vapor bubbles and to relate the bubble size to the
size of the recondensed droplets. A frame-rate of 5000 fps and an exposure
time of 2 µs were used to image the bubble formation. The recondensation
of the droplets took place outside the heated box in a cooling loop posi-
tioned in an ice bath. The droplets were harvested in a 2 mL vial. Only
the larger vapor bubbles could be sized optically due to the optical diffrac-
tion limit. The size distribution of bubbles formed at a size of 4.5 µm is
represented in Fig. 8.3C (blue). The bubbles were recondensed and the size
distribution of the resulting droplets was measured using a Coulter counter
(Multisizer4, Beckman) and is also shown in Fig. 8.3C (black). The size of
the recondensed droplets is 5.3 times smaller than their precursor bubbles.

The ratio of formed bubbles to the size of the recondensed droplets can be
calculated from a simple mass conservation argument involving the densities
of the gaseous and the liquid PFP. The liquid is assumed to be incompress-
ible and therefore its density is independent of the experimental parameters.
On the other hand, the density of the gas varies with both the surrounding
pressure and the temperature. Due to the high density of bubbles in the
outlet channel of the flow-focusing device, the pressure drop across the out-
let channel is considered to be negligible, hence the pressure surrounding
the bubbles is assumed to be atmospheric. The pressure inside and outside
the bubble is assumed to be equal since the bubbles are coated with surfac-
tants that cancel the Laplace overpressure in the bubble through a decrease
in the surface tension. Thus, the density of the gas is only dependent on
the temperature in the system and therefore the ratio of the droplet radius
Rd to the radius of its precursor bubble Rb is:

Rd

Rb
=

(
ρg(T )

ρl

)1

3 . (8.1)

The density of the gas can now be calculated. Due to the limited accuracy
of the ideal gas law for the high molecular weight PFP, we use the higher
order Redlich-Kwong equation of state198:

P0 =
RgT

Mmol

ρg
− b

− a
√
T
Mmol

ρg

(
Mmol

ρg
+ b

) , (8.2)

where a and b are expressed as:

a =
0.42748R2

gT
2.5
c

Pc
, b =

0.08662RgTc

Pc
. (8.3)
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Rg = 8.314 is the perfect gas constant, Tc = 422K is the critical temperature
of PFP and Pc = 2.036 MPa is the critical pressure of PFP199–201. The molar
mass of the PFP Mmol = 288 × 10−3 kg/mol200. Since for PFP, Mmol

ρg
≪ b

Eq. 8.2 can be rewritten to obtain a simple expression for ρg as a function
of the ambient pressure P0 and the temperature T as follows:

ρg =
Mmol

√
T

2a

(
RgT −

√
R2

gT
2 − 4P0a√

T

)
(8.4)

By substitution of Eq. 8.4 in Eq. 8.1 we obtain:

Rd

Rb
=


Mmol

√
T

2a

(
RgT −

√
R2

gT
2 − 4P0a√

T

)
ρl


1

3

(8.5)

With the properties of PFP, as given before, and with the experimental
conditions during bubble formation (P0 = 100 kPa and T = 343K) Eq. 8.5
results in a factor 0.186. Thus, theoretically, the recondensed droplets are
5.38 times smaller than their precursor bubbles. The ratio is sensitive to
the PFP temperature and it varies from 5.13 at 29◦C to 5.55 at 100◦C. In
Fig. 8.3C we plot the theoretical droplet size distribution calculated from
Eq. 8.5 and from the experimentally obtained bubble size distribution (red).
We find perfect agreement with the experimentally measured droplet size
plotted in the same figure (black).

The droplet sizes formed from smaller PFP gas bubbles were character-
ized using a Zeta-sizer (Malvern Instruments Ltd). The size distribution
of four samples is shown in Fig. 8.3D. The smallest droplet size produced
using this recondensation technique has a mean diameter of 300 nm. Thus,
it is possible to produce monodisperse nanometer-sized droplets using mi-
crometer sized channels at production rates close to one million bubbles per
second.

8.3 Vaporization dynamics of monodipserse droplets

The vaporization of monodisperse droplets with a radius of 1.3 µm formed
in a nano-microchannel interface device and with a radius of 3.6, and 12 µm
formed by flow-focusing was imaged using a microscope (Olympus BX-FM)
connected to the Brandaris 128 ultra-high speed imaging system76. The
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frame rate was set to 15 million frames per second and a spatial resolution
of 163 nm per pixel was obtained. The droplets were confined by an Opticell
container placed in a water tank that was temperature controlled at 33◦C.
The microscope objective was co-aligned with the focus of the 3.5 MHz
transmit transducer (A308S, Olympus). The transducer output was cali-
brated using a 0.2 mm needle hydrophone (Precision Acoustics, Dorchester,
UK). The 10-cycle transducer driving pulses were generated by an arbitrary
waveform generator (8026, Tabor, Tel Hanan, Israel) and amplified by 50 dB
using a high power RF amplifier (ENI 2000L, Rochester, NY, USA).

First, the nucleation threshold of the monodisperse droplets was studied
by insonifying single droplets at increasing acoustic pressures. Each droplet
size was insonified 5 times at a fixed acoustic pressure after which it was in-
creased with a 0.1 MPa step size. At each insonation a high-speed recording
was recovered to observe whether the droplet had vaporized. The vaporiza-
tion thresholds for droplets with radii of 1.3, 3.8 and 12 µm were found to
be 5.3 ± 0.2, 3.8 ± 0.3 and 3.1 ± 0.1 MPa, respectively.

Second, the vaporization of two droplets of the same size at an interdroplet
spacing of approximately 10 µm was visualized. The droplets with radii of
1.3, 3.6, and 12 µm were vaporized at peak negative acoustic pressures
of 5.3, 3.8 and 3.1 MPa, respectively, exactly at their nucleation thresh-
old. Fig. 8.4A, B, and C show the vaporization events of two identical
PFP droplets at a nanosecond time scale. Please note the remarkable de-
gree of symmetry in the three vaporization events. The nucleated droplets
present identical behavior, even at the very first moment of the nucleation.
The spacing between the vaporized droplets decreases over time due to the
strong attractive secondary radiation force17 present once the vapor nuclei
is formed and while US is on. Whether droplets merge or not depends both
on their size and initial separation distance. The vapor bubbles originating
from the smaller vaporized droplets have a size close to the resonant size at a
frequency of 3.5 MHz, resulting in a strong attractive force. On top of that,
the relatively small droplets encounter less viscous drag from the surround-
ing fluid than the bigger droplets. Therefore, the bigger droplets (Fig. 8.4C)
do not translate as much as the smaller droplets of Figs. 8.4A and B. At
prologue time scales, in the order of microseconds, vaporizing droplets can
merge and fragment202. Both the merging and the fragmentation of vapor-
izing monodisperse droplets have a remarkable degree of symmetry. It was
also repeatedly observed that if one vaporizing monodisperse droplet frag-
ments into multiple vapor bubbles, the neighboring droplet has identical
behavior.

Third, the vaporization dynamics of a hexagonal, densely packed, clus-
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Figure 8.4: Acoustically triggered vaporization of two droplets with a radius of
(A) 1.3 µm, (B) 3.6 µm, and (C) 12 µm. There is a remarkable degree of symmetry
in the vaporization dynamics between two droplets of an identical size.

ter of monodisperse droplets with a radius of 12 µm radius was visualized.
It was observed that clusters of droplets are much easier to vaporize than
single droplets. The strong scattering of the incident acoustic wave may
constructively interfere in a way similar to Bragg diffraction in solid-state
physics to lower the nucleation threshold. Figure 8.5 shows the nucleation
of such a hexagonal densely packed droplet cluster. The image at t = 0.4 µs
shows that the droplet at the geometric center of the droplet cluster nucle-
ates first. At t = 0.9 µs the primary nucleus has expanded and secondary
nucleation sites appear in three nearby droplets. Please appreciate that the
lines through both secondary nuclei in each droplet pass through the center
of the droplet that nucleated first. The subsequent conversion of PFP liquid
into vapor is shown by the image taken at t = 1.2 µs. It is remarkable that
only the 3 closest neighbours above the first nucleating droplet undergo a
secondary nucleation, but not the three lower ones. This can be attributed
to the fact that the upper droplets have more neighbouring droplets. The
ultrasound reflected from monodisperse droplets arranged into symmetric
order can positively interfere and it may thereby decrease the nucleation
threshold. Please note that the droplet on the left vaporizes more violently
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Figure 8.5: Vaporization of a hexagonally aranged cluster of monodisperse drop-
lets with a radii of 12 µm. The vaporization is triggered by a 10-cycle, 3.5 MHz
ultrasound wave at a peak negative pressure of 3.1 MPa.

than the droplet on the right and here the explanation is the same, namely
that the droplet on the left has more neighbouring droplets that can scat-
ter the acoustic. The scattered waves increase the local acoustic pressure
through positive interference.

8.4 Conclusions

Flow-focusing devices produced with standard soft-lithography techniques
can be efficiently used to produce monodisperse droplets down to a radius
of 2 µm with a size distribution with a FWHM of the order of 5%. A second
technique makes use of the simple and relatively cheap PDMS flow-focusing
device with a nozzle of micrometer size to produce monodisperse droplets
with radii down to 300 nm at high production rates through the conden-
sation of micrometer sized vapor bubbles. Droplets can be at even smaller
size, down to approximately 150 nm in radius, with great control, but at
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lower production rates, in a device that comprises a nano-microchannel in-
terface etched in glass. Together, these three techniques cover the range of
droplets sizes potentially interesting for medical applications. The experi-
ments show that the vaporization dynamics of monodisperse droplets shows
an exceptional degree of repeatability. It was found that the uncertainty
in the thresholds for vaporization of monodisperse droplets falls below 5%
of the driving pressure. Altogether, the nucleation dynamics of monodis-
perse droplets was found to be symmetric, well-controlled and reproducible.
A narrow step-response of ADV is highly desirable for clinical applications
with phase-change agents such as tumor imaging and drug-delivery with
ultrasound.
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9
Acoustic bubble counting and sizing for

cardiopulmonary bypass systems: an
in-vitro characterization

The sizing and counting performance of two clinically available acoustic bub-
ble counters was measured in an in-vitro setup with full control over bubble
size, bubble position, bubble velocity, and bubble concentration. Monodis-
perse bubbles with a radius of 43.0 µm produced in a flow focusing lab-
on-a-chip device were first optically recorded using high speed imaging and
subsequently guided through the bubble counter system at 11 different lateral
positions. Despite the monodispersity of the introduced bubbles the counters
show a large variation in the measured bubble sizes. Moreover, the measured
sizes are strongly dependent on the position of the bubbles within the probes.
The BCC200 system counts bubbles accurately, however it overestimates the
total gas volume by a factor 20 due to an overprediction of the bubble size.
The EDAC system largely overestimates the number of injected bubbles, but
inaccurate bubble sizing at bubble diameters much smaller than the actual
bubble size leads to a total measured gas volume that is overpredicted only
by a factor two. More accurate bubble counter systems need to be devel-
oped to enable studies on detailed gaseous microemboli characterization in
cardiopulmonary bypass systems and to quantify their potential deleterious
effects on the cardiac patient.

1Submitted as: T. Segers, M. C. Stehouwer, F. de Somer, M. Versluis, Acoustic bubble
counting and sizing for cardiopulmonary bypass systems: an in-vitro characterization, J.
of artificial organs, (2015)
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9.1 Introduction

During cardiac surgery with cardiopulmonary bypass (CPB) microbubbles,
or gaseous microemboli (GME), are always detectable in the arterial line
and these microbubbles may reach the arterial circulation of the patient.
The microbubbles originate mainly from interventions by the perfusionist,
e.g. through air entrainment in a venous reservoir with a low volume level
or through the administration of (drug-containing) liquids where the larger
bubbles are fractionated into smaller GME by the different components of
the CPB circuit203. GME are considered to contribute to the adverse out-
come of cardiac surgery and they are associated with brain injury204 as was
statistically shown in several studies where transcranial Doppler ultrasound
(TCD) imaging was used to measure GME loads in-vivo205–207. However,
with TCD only the presence of scatterers can be detected and no quantita-
tive correlation between the size and the number of bubbles with the severity
of the damage can be obtained. It is hypothesized that the total number
of introduced microbubbles may correlate with the amount of mechanical
damage to the endothelium and that the size of the microbubbles correlates
to the duration of ischemia of the microcirculation204. However, it is very
difficult to measure the microbubble sizes, their number and concentration
accurately in an optically opaque liquid.

Ultrasound techniques are explored already for decades for bubble count-
ing and sizing in liquids131,208. Two commercially bubble counters for medi-
cal use are available since the early 2000s: the BCC200 (Gampt GmbH) and
the EDAC (Luna Innovations Inc). Numerous studies have been conducted
evaluating the air removal properties of CPB circuits and their components
using these bubble counters209–214. However, validation of the bubble coun-
ters is difficult since there is a 3 orders length scale difference between the
microbubble size and the tubing diameter which complicates optical sizing of
the bubbles, even in a transparent blood substitute. De Somer et al.215 per-
formed optical and acoustical bubble sizing experiments with the BCC200
and the EDAC system. Measurements with large amounts of bubbles were
performed where the bubble concentration was measured using light scat-
tering. It was concluded that both bubble detectors had major limitations
in the detection of high bubble concentrations. This is however inherent
to acoustic pulsed-Doppler sizing techniques. The achievable resolution is
limited by the acoustic wavelength, the time of flight of the echoes and the
amount of acoustic pulses per pulsed-Doppler time window. De Somer et
al.215 also criticized the sizing capabilities of both systems. On the other
hand, a polydisperse bubble size distribution was used which only allows for
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a statistical correlation between the injected and the acoustically measured
bubble sizes.

Here, we present acoustic bubble sizing measurements with full control
over the bubble size, bubble position, bubble velocity, and bubble concen-
tration. Monodisperse bubbles are generated and directed one-by-one past
the ultrasonic detectors of the acoustic bubble counters. The position of
the monodisperse bubbles in the detection volume was varied to gain in-
sight in the sizing accuracy as a function of the bubble position. Optical
microscopy combined with high-speed imaging was employed to image every
single bubble. This allowed for the position-dependent and time-dependent
relation of the detected bubbles to the actual amount of bubbles. First,
acoustic bubble sizing theory is briefly discussed. Then the experimental
setup is described. In the Results section we present the acoustically mea-
sured bubbles sizes and compare those with the optically measured bubble
sizes. Furthermore, the ratio of the actual amount of injected bubbles to
the detected amount of bubbles as a function of the position of the bubble
within the detectors is presented. Finally, we discuss the measured data
and finish with the conclusions.

9.2 Bubble sizing theory

Bubbles are highly efficient scatterers of ultrasound due to the acoustic
impedance mismatch between their gas core and the surrounding liquid.
This property is exploited in clinical ultrasonography where contrast en-
hancement can be achieved through the injection of microbubbles as ultra-
sound contrast agents129. The microbubbles are resonant to the ultrasound
pressure field and the resulting radial oscillations produce a strong scat-
ter echo. Acoustic bubble counters employ an ultrasound frequency that
is much higher than the resonance frequencies of the bubbles they aim to
measure. In this so-called geometrical scattering regime the scattering cross-
section, i.e. the ratio of the amount of scattered power by a bubble with
radius R to the intensity of the incident acoustic wave, is linearly dependent
on the cross-sectional area of the bubble131. From energy conservation in a
lossless medium it can be derived that the scattered pressure amplitude Ps

at a distance r away from the bubble is:

Ps(r) =
R

r
PA(R) (9.1)

for a plane wave with acoustic pressure amplitude PA(R) at the bubble
wall216. Eq. 9.1 shows that there is a linear dependency between the bubble

139



9.2 BUBBLE SIZING THEORY

size and the amplitude of the scattered pressure wave. Thus, the bubble
size R can be determined directly from the scattered pressure amplitude
Ps when the distance between the bubble and the receiving element r is
known and when the transmit pressure field is well calibrated in order for
the pressure amplitude at the bubble wall PA(R) to be known.

Both, the BCC200 and the EDAC use this geometrical scattering principle
to measure bubble sizes with a technique called pulsed-Doppler. A pulser-
receiver circuit transmits short ultrasound pulses under a fixed angle θ with
respect to the blood flow direction using a single element transducer, see
Fig. 9.1A. Between each transmitted pulse the piezo transducer is used as a
receiver to record the bubble echo, see Fig. 9.1B. A time window is used in
which several pulses are transmitted and recorded. When a single bubble
passes through the ultrasound field within this time window, the amplitude
of the resulting echo signal first increases and then decreases (Fig. 9.1B).
Echoes from non-moving objects do not have this echo response and it is
therefore used to discriminate moving from non-moving scatterers based on
the Doppler principle. The bubble size is determined from the amplitude
maximum in the echo envelope of a single time window. The BCC200
system sizes only the largest bubble echo in the echo envelope within a time
window, A1 in Fig. 9.1B. It has a time window of 5 ms and therefore the
maximum amount of single bubbles that can be detected is 200 bubbles per
second. The EDAC system uses a tracking algorithm to track all moving
echoes within the time window and it calculates a bubble size from all local
envelope maxima within the time window217,218, A1 and A2 in Fig. 9.1B.

The distance of the bubble to the transducer and the acoustic pressure at
the position of the bubble needs to be known, see Eq. 9.1. The BCC200 sys-
tem uses a reference echo from a reflector behind the measurement volume
as a measure for the acoustic pressure PA in the measurement volume219.
The distance from the bubble to the transducer can be calculated from the
time of flight of the echoes. However, the BCC200 system does not account
for the exact position of the bubble220 and it is therefore a potential source
of error in the size determination. It is unknown if the EDAC system ac-
counts for the exact position of the bubble as we have no direct access to the
sizing algorithms in the software. In addition, the acoustic pressure field
generated by a single element transducer is not uniform221. As a result,
the acoustic pressure at the bubble position is unknown if the position of
the bubble in the acoustic field is unknown. Finally, the sensitivity of the
piezo transducer to acoustic waves from point sources located away from
the natural focus of the transducer, i.e. echoes originating from bubbles
close to the boundaries of the measurement volume, decreases with increas-
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Figure 9.1: A) Schematic representation of the pulsed-Doppler technique. A
piezo element transmits ultrasound pulses under a fixed angle θ with respect to the
blood flow direction. In between the transmit pulses, the scattered pressure waves
originating from a bubble passing through the acoustic field are recorded by the
same piezo element. B) The amplitudes of the recorded scattered waves are first
increasing, then decreasing when a bubble passes through the acoustic field. The
bubble echo with amplitude A1 is reflected from the wall of the CPB tube and it
can results in a secondary echo with amplitude A2.

ing lateral distances with respect to the natural focus. Thus, the detected
size of a bubble located at different positions in the measurement probe of
the bubble counter systems can be different from location to location de-
pending on: 1) whether the sizing algorithm calculates the distance between
the bubble and the receiving element, 2) the uniformity of the transmitted
pressure field, 3) the uniformity in the position-dependent sensitivity of the
piezo in receive mode. For all these reasons, we now investigate experimen-
tally the bubble sizing capabilities of the BCC200 and the EDAC systems
at different bubble locations in their measurement volume.

9.3 Experimental setup

Monodisperse bubbles were produced in a microfluidic chip made in poly-
dimethylsiloxane (PDMS) using standard soft lithography techniques106.
The chip is comprised of a planar flow-focusing device149 in which a gas
thread is focused between two liquid co-flows through an orifice to release
monodisperse bubbles (Fig. 9.2A). A fused silica capillary with an inner
diameter of 150 µm positioned in the outlet channel of the flow-focusing ge-
ometry downstream of the orifice and in-line with the microfluidic channel
guides the bubbles one-by-one to the measurement volume (Fig. 9.2B). The
bubbles were produced at a rate of approximately 10 bubbles per second,
the orifice size was 100 µm and the average radius of the produced bubbles
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Figure 9.2: A) Monodisperse bubbles are produced in a flow focusing device
microfluidic chip. B) The bubbles produced on-chip are transported through a
fused silica capillary and injected into an acoustically transparent silicone tube (C).
The silicone tube guides the bubbles at different positions through the detectors.
E) Cross-section of a 0.95-cm diameter CPB tube mounted in the BCC200 probe
holder. F) Cross-section of the CPB tube mounted in the EDAC probe holder.
Measurements were performed at the locations marked by the red dots.

was 43 µm with a polydispersity index222 of less than 3%.
The capillary guiding the microbubbles to the probes of the bubble counter

was imaged using an inverted microscope system (Nikon Instruments, Eclipse
TE2000-U) equipped with a 6× magnification objective lens connected to
a high-speed camera (Photron SA1.1) operating at 125 fps to image every
bubble that was directed to the BC200 and EDAC probes. The optical res-
olution was 3 µm/pixel and it therefore allowed for accurate optical sizing
of the produced bubbles.

The monodisperse bubbles were injected into a 500 µm inner diameter
acoustically transparent silicone tube that was guiding the bubbles through
the bubble counter probes at a fixed position. To compensate for the larger
cross-section of the silicone tube, as well as to be able to control the trans-
lational velocity of the bubbles, a flow rate-controlled syringe pump was
driving an extra flow through the silicone tube. The total flow rate of
the system was 6.6 mL/min resulting in a translational bubble velocity of
1.1 m/s assuming that the bubbles are centered in the silicone tubing. This
velocity matches the average flow velocity at a flow-rate of 4.8L/min in
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standard clinical 0.95 cm diameter CPB tubing.
The BCC200 probe was clamped centered around the CPB tube extend-

ing 1 cm upstream and 1 cm downstream from the probe (Fig. 9.2D). The
space between the 500 µm silicone tube and the CPB tube was sealed at
the bottom of the CPB tube with a thin rubber membrane allowing for
the positioning of the 500 µm tube within the CPB tube while the CPB
tube was filled with water for acoustic coupling. The probe was held by a
tailor-made clamp and positioned on the microscope stage next to the flow-
focusing chip. The acoustically transparent silicone tube was stretched, as
per instruction, through the probe’s measurement volume, parallel to the
walls of the CPB tube, in a U-shaped holder mounted on an x-y translation
stage to vary the tube position in the probe volume (Fig. 9.2D). Measure-
ments were performed at 11 different locations marked by the red dots in
Fig. 9.2E. The EDAC probe was mounted in the a similar way except that
the EDAC probe has to be mounted on a disposable plastic probe holder
that is positioned in-line with the CPB tubing. The probe holder has a dif-
ferent cross-section from the one of the BCC200, as shown in Fig. 9.2F. The
red dots in Fig. 9.2F represent the 14 locations at which measurements were
performed with the EDAC system. A measurement series was conducted by
simultaneously starting a high-speed recording and a bubble counter mea-
surement. Subsequently, the gas flow to the flow-focusing device was opened
to start the monodisperse bubble production. A total measurement window
of 2.5 minutes was used. The high-speed recordings contained 18,750 frames
per measurement location and they were processed frame by frame with an
automated image processing algorithm programmed in Matlab. The sizing
method resulted in a sub-pixel accuracy in the determined bubble radii85.

9.4 Results

A typical measurement with the BCC200 and EDAC systems is presented in
Fig. 9.3. Bubbles with a mean size of 43.0 µm and a standard deviation of
0.9 µm are introduced in the measurement section. Figure 9.3A shows the
optically measured size distribution (black) and the acoustically measured
size distribution (blue) of the BCC200 system at position [0,0] in Fig. 9.2E.
Indeed, a relatively narrow acoustically measured size distribution is ob-
served, however the absolute bubble size is overestimated by a factor 2 (R
= 90 µm ± 22 µm). The bubble counts over time are shown in figure 9.3B.
The rate at which bubbles are produced fluctuates due to transient pressure
and flow variations in the microfluidic bubble production chip (black dots).
The total acoustic number count is 1.2 times larger than the total optical
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Figure 9.3: A) Optically and acoustically measured bubble size distributions with
the BCC200 system at position [0,0] in Fig. 9.2E. B) Bubble counts as a function of
time measured with the BCC200 system. C) Optically and acoustically measured
size distributions with the EDAC system at position [0,0.5] in Fig. 9.2F. D) Bubble
counts as a function of time measured with the EDAC system.

number count.
A typical measurement performed with the EDAC system at position

[0,0.5] in Fig. 9.2F is shown in Fig. 9.3C and D. The acoustically measured
size distribution shows a high number of counts at bubble sizes down to the
smallest detectable bubble size by the EDAC system (2.5 µm in radius).
Thus, the EDAC system largely overestimates the amount of bubbles pass-
ing its probe and this is confirmed by the number count in figure 9.3D. A
closer look at the optically measured number count per second shows simi-
lar time dependent number count fluctuations as the acoustically measured
time dependent number counts. However, the EDAC system overestimated
the bubble passing-rate on average by 9-10 times at this measurement loca-
tion for the 43 µm bubbles.

The measurements were repeated at all positions marked in Fig. 9.2D with
the BCC200 system. The mode of the acoustic bubble counts (bubble ra-
dius with largest count number) at all measurement positions is represented
by the blue horizontal lines in Figs. 9.4A and B. At two measurement posi-
tions ([-4,0] and [4,0]) the system measures a bimodal size distribution with
two local maxima, represented by the two blue lines at these measurement
locations. Since the size distributions are not symmetrically distributed
around the mode, the standard deviation of the data on both sides of the
mode is shown (black markers). Figures 9.4C and 9.4D show the normalized
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radius is represented by the black dots. Figures C and D show the acoustic to
optical bubble count ratio for horizontal and vertical bubble positions, respectively.

acoustic bubble counts at each measurement location. A ratio close to one
was found for the total acoustic bubble count to the total optical number
count. From the size distributions and the bubble counts the total injected
gas volume and acoustically measured gas volume are determined and they
were 8.3 µL and 198 µL, respectively. While the BCC200 system accurately
counts bubbles, it overestimated the total injected gas volume by a factor 25
due to the overprediction of the bubble sizes by a factor 2 to 3.

The size distributions measured with the EDAC system at the measure-
ment locations shown in Fig. 9.2F are shown in Figs. 9.5A and B. Please
note the local maximum close to the optical measured bubble size (black
dots). As with the previous size distribution all acoustically measured size
distributions show large number counts at bubble radii down to the small-
est detectable bubble size. No standard deviations were calculated because
of the non-Gaussian nature of the acoustically measured size distributions.
The ratio of the total acoustic bubble count and the total optical bubble
count at every measurement position is shown in Figs. 9.5C and D. On aver-
age, the number of bubbles passing the probe is overestimated by a factor 9
by the EDAC system for the injected bubble radius of 43 µm. At bubble
positions close to the center of the channel and close to the wall opposing
the transducer the mismatch between the acoustic bubble count and the
optical bubble count is the largest. The total injected gas volume and the
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total measured gas volume were 7.2 µL and 13.8 µL, respectively, thus, with
an overprediction approximately by a factor 2.
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Figure 9.5: Acoustically measured size distribution (gray areas) as a function of
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9.5 Discussion

While monodisperse bubbles were injected, the BCC200 and the EDAC sys-
tems were shown to measure a large dispersion in bubble sizes depending
on the position of the bubbles in their measurement volume. Equation 9.1
shows that when the exact distance between the bubble and the receiving
element is not taken into account that this can lead to position-dependent
sizing errors. Regarding the BCC200 system, the maximum distance be-
tween two bubbles in the plane normal to the surface of the piezo element
is approximately 4 mm (Fig. 9.2). By assuming that the piezo element is
positioned 1.5 cm away from the CPB tube a 20% difference in detected
bubble size can be calculated for two bubbles of the same size, with the
bubble far away from the piezo element being effectively detected smaller.
For the EDAC system the difference is 30%. However, no clear decrease in
acoustically measured bubble sizes is observed in Figs. 9.4B and 9.5B for in-
creasing bubble-to-transducer distances, i.e. for increasing y-values. What
is expected to be of larger influence here, is a non-uniform acoustic pressure
amplitude distribution PA in the measurement volume, an artifact that is
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not accounted for in the sizing software. Single-element piezo transducers
produce acoustic fields with a spatial pressure distribution which depends
on the geometry of the piezo element. The BCC200 probe contains a rect-
angular piezo element with a cross-section of 1 × 2 cm2 and it is known
to produce an acoustic field with two pressure maxima equally spaced over
the transducer length at the half width of the transducer220,221. The po-
sitions of the pressure field maxima correlate with the two maxima in the
measured bubble sizes at the locations [-4,0] and [4,0] in Fig. 9.4A, and are
symmetrically distributed around the center of the measurement volume.
At the maxima, bimodal size distributions are measured possibly originat-
ing from secondary bubble echoes upon reflection of the primary echo at
the CPB tube wall. Since the BCC200 system only measures the size of
the largest echo in its Doppler time window this can only occur when the
primary and secondary echoes are recorded in two different time windows.
The secondary echo will itself be reflected at the CPB tube wall or in case
of the EDAC system, at the plastic walls of the probe holder. In this way,
an amplitude cascade of bubble echoes will originate from a single bubble
insonified by a single acoustic pulse. Since the EDAC processes all measured
echoes218, the EDAC size distributions have large number counts at bubble
radii smaller than the injected bubble radius. The probe of the EDAC con-
tains a 1 cm diameter circular piezo transducer generating an axisymmetric
acoustic pressure field with a maximum at the center217,221. This corre-
lates to the maximum in the acoustic to optical number count ratios at the
center of the measurement volume (Fig. 9.5C). We hypothesize as follows:
higher pressures result in larger secondary echoes with an amplitude above
the detection threshold. The EDAC probe needs to be clamped on a dis-
posable probe holders mounted in-line with the CPB tubing. The holders
are made out of plastic which reflects nearly all acoustic energy resulting
in secondary bubble echoes with relatively high amplitudes. Thus, probe
walls fabricated out of acoustic energy absorbing materials will be more
suited for precise acoustic bubble measurements. Moreover, a high degree
of control over the acoustic field is necessary when designing accurate bub-
ble sizers. Inspired by medical ultrasound imaging, the use of multi-element
array transducers could be explored in future designs as excellent acoustic
field shape and amplitude control using multi-element transducers allows
for accurate echolocation.

A few words on the invasive measurement procedure with the 500 µm
inner diameter silicone tube inside the probes are in order. For both bubble
counters, it was verified that the silicone tube does not have an influence on
the number of acoustically measured bubbles. Control measurements were
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performed in a closed circuit where water was pumped from a reservoir at a
flow rate of 2 L/min through the CPB tubing. Bubbles were injected directly
in the flow through the fused silica capillary as described before. A clinical
5 µm filter (Maquet, Rastatt, Germany) and a clinical bubble trap (Quart,
Maquet, Rastatt, Germany) were incorporated in the circuit to remove the
injected residual bubbles that were not removed through buoyancy in the
big reservoir. The BCC200 system measured a total number count that was
1.16 times higher than the total number of injected bubbles, which is in
very close agreement with the silicone tube measurements. For the EDAC
system, the total number count was 8.8 times higher than the optical number
count which is also in good agreement with the silicone tube measurements.
The effect of the silicone tube on the bubble sizing could not be measured
since it was not possible to control the position of the bubbles without
the silicone tube in place. However, it is expected that the silicone tube
attenuates the insonifying sound wave and resulting bubble echo. Thus,
a slightly smaller acoustically measured bubble size is expected when the
bubbles are positioned within the silicone tubing.

Water was used during the measurements instead of whole blood. The
attenuation of ultrasound in blood is 0.2 dB/cm/MHz223, which is approx-
imately 100 times higher than the attenuation coefficient of water223. The
amplitude of an ultrasound wave of 2 MHz (BCC200) and 4 MHz (EDAC)
traveling through blood will have a 3% and 6% lower amplitude, respec-
tively, for every 1 cm of propagation distance as compared to the same
wave that travels through water. Because of the linear relationship between
the acoustically measured bubble size and the pressure amplitude, the ef-
fect of water over blood is considered to be negligible in comparison to the
observed sizing errors.

Monodisperse bubbles of a single size of 43 µm were used here and the
sizing and counting performances were not examined for other bubble radii.
However, the measurements clearly reveal the flaws of both bubble counters
regarding their sizing and counting capabilities. For the EDAC system
it is expected that bubble radii larger than examined here will result in an
overestimation of the bubble concentration to an even higher degree because
the larger bubbles will produce larger primary echoes, and as a result the
more secondary echoes will be detected above the noise level. Conversely,
smaller bubbles are predicted to produce a smaller amount of secondary
echoes.

The bubble concentration used in this study was deliberately kept low, to
obtain the best case sizing and counting properties of the systems. The dis-
tance between two bubbles passing the ultrasound probes was approximately

148



9. ACOUSTIC BUBBLE COUNTING AND SIZING FOR CPB SYSTEMS

4 cm as can be calculated from the flow rate and the bubble production rate.
In a clinical setting, during CPB the amount of detected microbubbles per
unit time highly fluctuates and depends strongly on the interventions of
the perfusionist, as can be seen from Fig. 9.6. The BCC200 system was
employed to measure microbubble activity in the arterial line during two
clinical CPB procedures. Figure 9.6 shows that the maximum bubble count
was 120 bubbles per second. This is well below the maximum detection
rate of the BCC200. Therefore, the measured number of bubbles can be
assumed to be in good agreement with the actual amount of bubbles that
passes the arterial line. Thus, the single bubble measurements performed in
this paper are a good indication of the actual sizing and counting character-
istics of the bubble counter systems during in-vivo CPB procedures. On the
other hand, during CPB interventions, clusters of closely spaced bubbles
may be passing the detectors of the bubble counters. It can result in an
underestimation of the total amount of bubbles measured with the BCC200
since it only sizes and counts the largest echo in a time window. This would
interfere less with the measurements performed with the EDAC system as
it counts all detected bubble echoes. Furthermore, we observed that the
detected size distribution becomes broader with increasing bubble concen-
tration (measured up to a rate of 100 bubbles per second), which is likely
caused by secondary bubble echoes measured in the next time window.
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Figure 9.6: Measured bubble count during two clinical CPB procedures. The
measurements were performed with the BCC200 system.
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9.6 Conclusions

The BCC200 and the EDAC systems are shown to inaccurately size mi-
crobubbles despite the low bubble concentrations used in the present study.
The measured bubble size is strongly dependent on the position of the bub-
ble within the measurement volume of the device. The BCC200 system is
shown to accurately count the number of bubbles because it only sizes and
counts the largest bubble passing its probe. The EDAC system processes
all detected echoes and since a single bubble produces multiple secondary
echoes through reflections at the tubing wall, the number of bubbles counted
is largely overpredicted. However, the total gas volume is only overpredicted
by a factor two as a result of the decaying nature of the secondary bubble
echoes. The BCC200 system overestimates the total gas volume by 20 times
due to the largely overpredicted bubble sizes, this however can be solved
by recalibration of the device. The different sizing and counting charac-
teristics of both devices make a comparison of mutual experiments of little
value. However, both devices can be used to study air removal characteris-
tics of CPB components as, well as for monitoring GME production during
CPB interventions. Whether bubble size, bubble count or total gas volume
causes potential deleterious effects on the cardiac patient is unknown until
today. Therefore new more accurate devices are needed to enable studies
on detailed GME characterization in CPB systems and, more importantly,
to assess their potential deleterious effects on the cardiac patient.
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assessment1

Ultrasound contrast agents are used worldwide in a clinical setting to per-
form contrast enhanced ultrasound imaging. They consist of microbubbles
that are highly echogenic owing to the large compressibility of the micro-
bubble gas core. The echogenicity allows for their use as a blood pool
agent when injected intravenously. Resonating microbubbles generate har-
monics of the driving ultrasound field that further boost the ultrasound
contrast over the linear tissue echoes. The bubbles are coated with a bio-
compatible phospholipid shell that changes dramatically the response of the
bubbles to the driving ultrasound field. Moreover, there has been experi-
mental evidence that the packing density of the phospholipid monolayer
is the key factor in the generation of its nonlinear response75. The pack-
ing density can vary from bubble to bubble, therefore even bubbles of the
same size can have a different acoustic response40,109. The use of contrast
agents has more applications than just plain ultrasound imaging: microbub-
bles covered with targeting ligands can be used for molecular imaging with
ultrasound and drug delivery with bubbles and ultrasound. The commer-
cially available contrast agents contain bubbles that have radii ranging from
1 to 10 µm and therefore, their contrast is limited to the blood pool. Super-
heated nanodroplets can extravasate leaky tumor vasculature to passively
aggregate in a tumor where their ultrasound-triggered vaporization results
in microbubbles with a size on the order of those of ultrasound contrast
agents. Thus, phase change agents have a high potential for tumor imag-
ing, localized drug delivery and the monitoring thereof with ultrasound.
Conventional production methods result in polydisperse bubbles and drop-
lets and the efficiency of their application can be increased dramatically by
decreasing their polydispersity. In this thesis, we show that biocompatible
monodisperse microbubble, microdroplet, and nanodroplet suspensions can

1Technology assessment is an obligation for NanoNextNL PhD students to bridge the
gap between scientifically innovative research and societal impact.
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be efficiently produced using microfluidic techniques.
We have demonstrated that contrast bubbles can be sorted to their acous-

tic property by a novel microfluidic sorting technology termed ’acoustic bub-
ble sorting’ (Ch. 2). The coated microbubbles are sorted on-line in a simple
lab-on-a-chip device using a traveling acoustic wave. The resonant bubbles
are separated from the non-resonant bubbles by the primary radiation force.
We show that the scattering and attenuation of a suspension of acoustically
sorted bubbles is higly uniform, in frequency and in their pressure depen-
dent response. In addition, we show that its scattering and attenuation can
be modeled by integration over the full nonlinear response of all the bubbles
in the ultrasound field using a unique set of shell parameters (Ch. 4). The
acoustically uniform response of bubbles sorted to their acoustic property
has a high potential for targeted molecular imaging, drug and gene delivery
applications using ultrasound.

Contrast agent microbubbles can also be efficiently sorted with a high
degree of control, and without the need for an external sorting force purely
by the expanding geometry of a microfluidic flow field in a pinched flow
fractionation device (Ch. 3). The sorting of bubbles, pinned to a wall of
a narrow channel with a size on the order of the bubble size, is achieved
through the expansion of the narrow channel in a 30 times broader channel.
We showed that it is essential to include the rotation of the bubble when
it translates through the narrow channel as the rotating bubble changes
the local flow field. Pinched flow fractionation is simple, it is highly con-
trolled, its sorting is independent of the flow rates, and it is ideally suited
for parallelization. Therefore, it has a great potential to be clinically used
for improved (molecular) imaging and drug delivery with ultrasound and
bubbles.

We have shown that the acoustic energy scattered by a sorted bubble
population is at least ten times higher that the energy scattered from a
native contrast agent with equal amount of energy absorption at the first
harmonic of the driving frequency (Ch. 5). At the second harmonic, at least
20 times more energy is scattered by a sorted bubble population. Therefore,
the efficiency of the sorted bubble suspensions was shown to be 10 to 20
times higher than that of the native agent. In addition, we showed that the
uniform pressure and frequency dependent resonance behaviour of the sorted
bubbles allows for the selection of an imaging frequency and driving pressure
such that the scattering and energy absorption are confined to the acoustic
focus of the transmit field. The narrowband pressure dependent response
of sorted agents can thereby be exploited to minimize shadowing effects in
deep tissue contrast enhanced ultrasound imaging. Thus, monodispersity
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not only increases the sensitivity of contrast enhanced ultrasound imaging,
it also increases its efficiency.

A second approach to obtain a monodisperse phospholipid coated bubble
suspension is the direct formation of bubbles in a flow focusing device. We
have shown that bubbles can be produced at rates up to 1 million bubbles
per second from a single nozzle and, independent of the flow-focusing nozzle
shear rate, the nozzle dimension, or the production rate, the formed bubbles
always dissolve to reach a final stable bubble size that is 2.55 times smaller
than their initial size (Ch. 6). In addition, the amount of lipid shell material
on the bubble surface does not change after formation, not when the bubble
dissolves, nor when it expands in volume. The formed bubbles are stable
in size for at least two hours and attenuation measurements together with
modeled attenuation curves in which the full non-linear bubble response
was included revealed that the shell stiffness of the bubbles increased from
0.8 N/m to 2.5 N/m with increasing number of insonations due to the loss
of emulsifier molecules.

We also showed that the flow-focusing technique is efficient in the highly
controlled formation of monodisperse phase change droplets at high pro-
duction rates down to a size of 2 µm in radius (Ch. 8). Nanodroplets were
produced by recondensation of micron-sized PFC gas bubbles formed by
flow-focusing. We showed that by using the recondensation technique it
is possible to produce a narrow size distribution droplet suspension with
a mean diameter down to 300 nm. These small droplet sizes can also be
produced, with great control, but lower production rate, in a device that
comprises a nano-microchannel interface etched in glass. Together, these
three technics cover the range of droplet sizes that are of interest for med-
ical applications such as the extravasation through leaky tumor vascula-
ture (EPR effect). Vaporization of the produced monodisperse droplets,
recorded using ultra high-speed imaging, showed that the vaporization dy-
namics of monodisperse droplets presents an exceptional degree of repeata-
bility. It was found that the uncertainty in the thresholds for vaporization of
monodisperse droplets falls below 5% of the required pressure. Altogether,
the nucleation dynamics of monodisperse droplets was found to be symmet-
ric, well-controlled and reproducible. A narrow step-response of ADV is
highly desirable for clinical applications with phase-change agents such as
drug-delivery with ultrasound.

It was shown that an efficient vaporization can be performed by driv-
ing phase-change PFP droplets at their fundamental resonance frequency
(Ch. 7). This is an entirely different mechanism from the recently proposed
focusing effect175. Good agreement was found between the modeled size-
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dependent pressure amplification within the droplet and the measured size
dependent vaporization probability. It is crucial for efficient droplet vapor-
ization to use acoustic frequencies matching the resonance frequency of the
droplet. Thus, droplet monodispersity is crucial in order to make efficient
phase-change agents. We also showed that efficient vaporization is obtained
by driving the droplets with multiple acoustic pulses. The presence of pre-
existing bubbles was shown to increase the vaporization efficiency by two
orders of magnitude.

Uncoated bubbles with sizes larger than 10 µm present in the blood stream
are potentially dangerous for several reasons. They can block the blood flow
resulting in ischemia and they can mechanically damage the endothelium.
During cardiac surgery bubbles are always present in the arterial line of
the cardiopulmonary bypass system (CPB) and whether bubble size, bub-
ble count or total gas volume causes potential deleterious effects on the
cardiac patient is unknown until today. Using monodisperse bubbles, we
have shown in an in-vitro setup that the counting and sizing capabilities of
the two commercially available bubble counters for medical use are highly
inaccurate (Ch. 9). More accurate devices are needed to enable studies on
detailed gaseous microemboli characterization in CPB systems and, more
importantly, to assess their potential deleterious effects on the cardiac pa-
tient.

The sensitive pressure-dependent scattering measurements and the atten-
uation measurements using a small amount of acoustic insonations presented
in this thesis, are of great interest for the rapid characterization of contrast
agents. It provides valuable insight into bubble shell parameters and it has
the potential to improve the existing theoretical bubble dynamics models
such as the popular Marmottant model41. The shell elasticity in the Mar-
mottant model is constant for the range over which the bubble oscillates
elastically and is zero for buckled and ruptured bubbles. From the scatter-
ing measurements presented in Ch. 4 it was observed that the scattering at
the second harmonic frequency deviates from the modeled second harmonic
scattering. Harmonics produced at low driving pressures mainly originate
from the nonlinear properties of the viscoelastic bubble shell and the under-
estimation at a pressure of 10 kPa indicates that the shell is more nonlinear
than described by the model. Moreover, it was shown that the dilatational
viscosity may decrease with increasing dilatational rate75,80. With the sensi-
tive pressure dependent attenuation measurements presented in this thesis,
the decrease in the dilatational viscosity with the dilatation rate can be de-
termined from the absolute magnitude of attenuation for small step changes
in the driving pressure. Future studies may include the implementation of
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more realistic nonlinear shell properties in the bubble dynamics models that
can be experimentally verified by the characterization techniques presented
in this thesis.

We have shown that the bubble surface is coated with phospholipids al-
ready when it passes through the flow-focusing nozzle and that the amount
of lipids does not change after bubble formation, not when the bubble ex-
pands in volume, nor when it dissolves. However, it remains unknown where
and by which mechanism the gas jet in the flow-focusing geometry is coated
and at which time scales the coating process takes place. It would be of
great interest to image the bubble formation at high speeds using fluores-
cent lifetime imaging (FLIM)160. An intense laser pulse excites fluorescent
molecules that lose their fluorescence depending on their confinement. Thus,
molecules confined in the lipid shell may be discriminated from freely float-
ing ones by their fluorescence lifetime. Understanding the exact coating
mechanism and adsorption dynamics is of high importance as it can poten-
tially improve future microfluidic flow-focusing designs to increase the lipid
adsorption rate and packing density. Moreover, it is has the potential to
improve the fundamental understanding of the adsorption kinematics and
the role of the different phospholipid components thereon.

In this thesis, it was shown that the response of monodisperse bubbles
is very narrowband and highly sensitive to the driving ultrasound pressure
and this feature can now be exploited by pulse-echo techniques to increase
the contrast-to-tissue ratio. For instance, power modulation schemes would
benefit tremendously from the narrowband pressure dependent response of
monodisperse bubbles. The imaging frequency can be selected such that
only at sufficiently high enough acoustic pressures a bubble response is gen-
erated. We have also shown that monodisperse bubbles can be of great
interest for perfusion imaging with focused imaging transducers. Monodis-
perse bubbles can be employed in contrast-enhanced imaging to dramat-
ically minimize shadowing effects in deep-tissue imaging, where imaging
frequency and pressure can be selected such that bubbles resonate only in
the acoustic focus where the pressure is at maximum. Altogether, we now
have the excellent opportunity to increase the sensitivity en efficiency in
contrast-enhanced ultrasound imaging and to boost emerging applications
such as molecular imaging and drug delivery using ultrasound.

The methods presented in this thesis allow for the excellent control over
the acoustic response of an UCA and the technology has the potential to
improve healthcare. We now asses the presented technology and provide
some possible directions that can be followed to make the technology mar-
ketable. Phase change agents did not reach the preclinical stage yet and the
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scientific community first has to prove their value. Therefore, here we focus
on microbubble technology alone.

In this thesis, three methods were presented by which a monodisperse bub-
ble suspension can be obtained: 1) acoustic bubble sortig, 2) pinched flow
fractionation, and 3) flow-focusing. The methods can be subdivided in two
categories: sorting techniques for the enrichment of commercially available
UCA and the direct formation of biocompatible phospholipid-coated bub-
bles by flow-focusing. The advantage of the sorting methods have over flow-
focusing technique is that it will cost less effort to get approval of the agency
for Food and Drug Administration (FDA) or the European equivalent, Eu-
ropean Medicines Agency (EMA) for the clinical use of the produced bubble
suspension. This results from the fact that sorting methods involve FDA
and EMA approved UCA. The sorted bubbles are not substantially modified
during the sorting procedure and the worst case scenario is the dissolution or
fragmentation of bubbles due to the relatively large overpressures. However,
this is not potentially dangerous after intravenous injection. On the other
hand, we have shown in Ch. 6 that bubbles formed by flow-focusing need
time to stabilize. It would be challenging to fabricate a bed-side device that
produces stable highly reproducible monodisperse bubble suspensions that
have properties that are independent of the manipulations of the enduser.
The most important requirement is that the dissolution needs to be fully
controlled. Another advantage of sorting techniques over flow-focusing is
that any commercially available bubble suspension, and more importantly
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any suspension that will be commercialised in the future, being purely for
imaging, or loaded with targeting ligands or drugs, can be sorted. Until
now it was shown that the formation of stable bubbles by flow-focusing
is limited to very specific lipid formulations65. For all these reasons, the
author’s opinion is that monodisperse bubbles produced by flow-focusing
should be produced in a factory, freeze dried, and sold in a vial similar to
the current UCA. This approach is most feasible with a large established
pharmaceutical company already active in the world of contrast agents.

Sorting techniques have the potential to be implemented as a tabletop
medical device that can be developed and produced by an independent
startup company. The acoustic bubble sorting method is scalable and it
can easily be parallelized. A revenue model can be based on the marketing
of disposable single use cartridges that contain many parallelized sorting
channels that is packed under sterile conditions. Figure 10.1 shows an illus-
tration of how such a cartridge may look like. It contains two compartments
of a different size, the smaller one to fill with the native UCA and a big-
ger one to fill with saline to supply the co-flow. The cartridge is placed in
a tabletop device that drives the flow through the disposable sterile sort-
ing channels using disposable syringe-like plungers. The frequency and the
pressure amplitude is set before the sorting and matched to the ultrasound
imaging frequency to be used in the application. A disadvantage of the
method may be that acoustic sorting is very sensitive to the acoustic pres-
sure. Since UCA coated by different lipid formulation respond differently
to ultrasound, it will be challenging to fully control the system with simple
user friendly manipulations.

An easier approach may be found in a similar cartridge with many pinched
flow fractionation (PFF) sorting channels. PFF does not require any exter-
nal sorting force, i.e. it is passive, its sorting behaviour was shown to be
flow-rate independent84 and thus, it is very suitable for parallelization. At
least 500 pinched flow fractionation channels with the dimensions of 1 mm
in length, 500 µm in width and 20 µm in height fit easily in a 2.5 cm3 block.
The 500 sorting channels allow for the sorting of a typical vial containing
5 mL of UCA within 10 minutes. Thus, from the author’s point of view
the PFF sorting method is best marketed for relatively short term earnings.
Once the PFF sorting is on the market, the startup company may start im-
plementing the acoustic sorting technology in their existing tabletop bubble
sorter. An idea for a better health care.
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Samenvatting

Echografie wordt wereldwijd gebruikt als diagnostisch instrument in onder
meer cardiologie, urologie en gynaecologie. De geluidsgolven die reflecte-
ren op grensvlakken tussen zachte en harde structuren maken het mogelijk
om bijvoorbeeld organen of een foetus in beeld te brengen. Om het bloed
zichtbaar te maken kan een contrastvloeistof ingespoten worden. Zo’n con-
trastvloeistof bevat biljoenen microbellen die een sterkte echo produceren
doordat ze trillen in het aandrijvende ultrageluidsveld. De bellen zijn klein
genoeg, tussen de 1 en 10 micrometer, om probleemloos door de kleinste
haarvaten te stromen zonder deze te verstoppen. Bovendien zijn ze ge-
coat met een schil van fosfolipiden om te voorkomen dat ze oplossen. De
schil heeft viscoelastische eigenschappen; de stijfheid van de schil leidt tot
een hogere resonantiefrequentie en de viscositeit van de schil resulteert in
een hogere demping. Eerder is aangetoond dat de oppervlakteconcentratie
van de lipiden kan verschillen van bel tot bel waardoor bellen van dezelfde
grootte een heel ander akoestisch gedrag kunnen hebben75. De schil van de
bel vormt bovendien een geschikte aanhechtingsplaats voor medicijnen en
antilichamen. De aanhechting kan zo gekozen worden dat deze aangrijpt op
zieke cellen of bijvoorbeeld op tumoren. Wanneer de bellen vervolgens in
trilling worden gebracht, schudden ze de medicijnen van zich af. Microbel-
len kunnen dus gebruikt worden voor de gecontroleerde lokale afgifte van
medicijnen. Echter, de medicijnafgifte beperkt zich tot het vasculaire bed
omdat contrastbellen te groot zijn om bloedvaten te kunnen verlaten. In
tegenstelling tot microbellen kunnen medicijnhoudende druppels met een
diameter van rond de 200 nm uit het bloedvat treden waardoor ze opho-
pen in tumoren. Deze nanodruppels hebben een kookpunt lager dan de
lichaamstemperatuur en hun verdamping kan geïnitieerd worden met ultra-
geluid. Na verdamping vormen de druppels microbellen die het mogelijk
maken de locatie van de medicijnafgifte in beeld te brengen met diagnos-
tisch ultrageluid. Druppel- en belsuspensies geproduceerd op conventionele
wijze hebben een brede grootteverdeling. De amplitude van de bel-echo en
de efficiëntie van de verdamping zijn echter sterk afhankelijk van de bel- en
druppelgrootte. Een grote winst in efficiëntie kan dus behaald worden door
alle druppels en microbellen even groot te maken. In dit proefschrift wordt
aangetoond dat monodisperse microbellen, microdruppels, en nanodruppels
efficiënt geproduceerd kunnen worden met microfluïdische technieken.

In hoofdstuk 2 laten we laten zien dat microbellen gesorteerd kunnen wor-
den op hun akoestische gedrag. In een microkanaal worden resonante bellen
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weggeduwd uit een polydisperse belsuspensie door middel van akoestische
stralingsdruk, die het grootst is op resonantie. Het akoestische gedrag van
gesorteerde bellen is gemeten aan de hand van de verstrooiing en verzwak-
king van een akoestische golf lopend door de belsuspensie. We laten zien dat
de echo’s van de gesorteerde microbellen heel uniform zijn en dat de echo-
amplitude sterk afhankelijk is van de frequentie en van de druk waarmee de
bellen aangestraald worden. Bovendien is de respons van gesorteerde bellen
goed te modelleren door alle niet-lineaire echo’s van de bellen die zich in de
belsuspensie bevinden op te tellen en door gebruik te maken van één unieke
set van viscoelastische schileigenschappen (H4). De zeer uniforme en goed
gedefinieerde druk- en frequentie afhankelijke respons van de gesorteerde
bellen geeft nieuwe mogelijkheden in het verbeteren van ultrasone beeldvor-
ming en in de gecontroleerde lokale medicijnafgifte met microbellen.

Microbellen kunnen ook efficiënt worden gesorteerd op grootte zonder dat
er externe krachten op worden uitgeoefend met de zogenaamde ‘pinched flow
fractionation’ methode. In een smal kanaaltje worden microbellen tegen
de wand geduwd door een meegevoerde stroming. Daardoor komen bellen
van verschillende grootte op verschillende stroomlijnen te liggen. Door het
smalle kanaal vervolgens 30 keer te verbreden, trek je de stroomlijnen verder
uit elkaar waardoor je selectief op positie, en dus op grootte, kan sorteren.
We hebben laten zien dat het essentieel is, voor een correcte modelmatige
beschrijving van het sorteergedrag, om de rotatie van de bellen in het smalle
kanaal mee te nemen in het model omdat roterende bellen het stromingsveld
sterk beïnvloeden. Een van de voordelen van de pinched flow fractionation
methode is dat het sorteergedrag onafhankelijk is van de stroomsnelheid.
Bovendien maakt de eenvoud van deze sorteertechniek haar goed geschikt
voor parallellisatie, waardoor de techniek in principe veel potentie heeft,
bijvoorbeeld geïmplementeerd in steriele wegwerp-sorteermodules.

De efficiëntie van de akoestisch, en op grootte, gesorteerde contrastmidde-
len zijn vergeleken met de efficiëntie van het niet gesorteerde, originele po-
lydisperse contrastmiddel aan de hand van de gemeten verstrooide en geab-
sorbeerde akoestische energie van een ultrageluidsgolf voortbewegend door
het contrastmiddel. De terugontvangen echo van de gesorteerde belsuspen-
sies was tenminste tien keer hoger dan die van het originele contrastmiddel,
terwijl de hoeveelheid geabsorbeerde energie gelijk was. Op de harmonische
van de aanstraalfrequentie was de hoeveelheid verstrooide energie aan de
gesorteerde belsuspensies zelfs 20 keer hoger. De hoeveelheid verstrooide
energie is bovendien sterk afhankelijk van de frequentie en van de druk van
het ultrageluid. Deze unieke eigenschap maakt het mogelijk om tijdens kli-
nische echografie de frequentie en de druk zodanig te kiezen dat alleen de
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bellen die zich in het akoestische focus bevinden energie verstrooien en ener-
gie absorberen. De ultrageluidsgolf wordt dus niet verzwakt door bellen die
zich tussen de probe en het akoestische focus bevinden met het ontbreken
van storende schaduweffecten, die onderliggend weefsel onzichtbaar maken,
tot gevolg. Monodisperse bellen verhogen dus niet alleen de amplitude van
de echorespons, ze verhogen ook de efficiëntie van contrast echografie.

Monodisperse bellen kunnen ook direct gevormd worden in een microflu-
ïdische chip door een gas stroom met een vloeistofstroming door een kleine
gaatje, een nozzle, te persen, de zgn. ‘flow-focusing’ techniek. Als het gas de
nozzle verlaat breekt het op in microbellen allemaal precies even groot. We
hebben laten zien dat het mogelijk is om 1 miljoen monodisperse fosfolipide-
gecoate bellen per seconde te produceren met een enkele micrometer-grote
nozzle. De gevormde bellen lossen op totdat ze precies 2.55 maal kleiner zijn
in grootte. De stabiliteit van de gevormde microbellen is onafhankelijk van
de afschuifspanning in de nozzle (H6). Bovendien hebben we aangetoond
dat de hoeveelheid fosfolipiden op het beloppervlak niet meer verandert na-
dat de bel de nozzle heeft verlaten, niet als de bel groeit en ook niet als de
bel oplost. De gekrompen bellen zijn stabiel in grootte voor een periode van
tenminste 2 uur. Met akoestische verzwakkingsmetingen hebben we aange-
toond dat de belschil geleidelijk stijver wordt naarmate de bel langer trilt.
Dit komt omdat de bel een lipide component verliest uit de schil, te weten
een emulgator met de hoogste oplosbaarheid in water.

We hebben laten zien dat de flow-focusing techniek ook gebruikt kan wor-
den om op zeer gecontroleerde en efficiënte wijze monodisperse microdrup-
pels te produceren, met een minimum diameter van 4 µm (H8). Kleinere
monodisperse nanodruppels kunnen ook geproduceerd worden, bijv. door
micrometer grote dampbellen te vormen met de flow-focusing techniek en
deze vervolgens te re-condenseren. De op deze manier gevormde druppels
zijn bij benadering 5 keer kleiner dan de dampbellen van waaruit ze ge-
vormd zijn. In een microfluïdische chip met een nanometer diep kanaal
dat uitmond in een micrometer diep kanaal kunnen ook monodisperse na-
nodruppels geproduceerd worden. Echter, gebeurt dit bij een veel lagere
productiesnelheid. Met de drie besproken productiemethoden is het moge-
lijk om monodisperse druppels te maken met groottes die geschikt zijn voor
medisch gebruik. De verdamping van de gevormde monodisperse druppels
gefilmd met een hogesnelheidscamera heeft laten zien dat het verdampings-
proces van druppels van dezelfde grootte zeer reproduceerbaar is. De akoes-
tische drukken die nodig waren om de verdamping te initiëren lagen, voor
meerdere experimenten, binnen een marge van 5% van ultrageluidsdruk.
De verdamping van druppels die zich in clusters bevonden was symmetrisch
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en de druk nodig voor de verdamping was lager dan voor enkele druppels.
De gemeten stap-respons van de verdamping als functie van de akoestische
druk is van groot belang voor bijvoorbeeld de gecontroleerde afgifte van
medicijnen met druppels en ultrageluid.

We hebben laten zien dat druppels efficiënt verdampt kunnen worden
door ze aan te stralen op hun radiële resonantiefrequentie (H7). Het reso-
nante verdampingsmechanisme is nieuw en verschilt van het eerder gevonden
verdampingsmechanisme waarbij geluidsgolven focusseren in de druppel175.
We vonden een goede overeenkomst tussen de gemodelleerde en de gemeten
druppelgrootte-afhankelijke verdampingsefficiëntie. Voor een efficiënte toe-
passing van nanodruppels in de medische technologie is het dus van cruciaal
belang dat de druppelverdamping wordt geïnitieerd met ultrageluid van een
frequentie gelijk aan de resonantiefrequentie van de gebruikte druppels. De
verdampingefficiëntie neemt exponentieel toe tijdens herhaald aanstralen
van de druppelsuspensie. De al aanwezige dampbellen, die gevormd zijn tij-
dens de eerste ultrageluidspuls, initiëren de verdamping van de meest kleine
druppels tijdens de tweede ultrageluidspuls.

Bellen in de bloedbaan zijn niet altijd nuttig. Gas bellen groter dan 10 µm
in diameter kunnen haarvaten verstoppen en kunnen daarom gevaarlijk zijn.
Tijdens een open hartoperatie kunnen luchtbellen in het bloed terechtkomen
en het is nog niet bekend of deze bellen, en welke grootte van bellen precies,
gevaarlijk zijn en of ze een negatief effect hebben op het herstel van de
patiënt na de operatie. Daarom worden wel eens bellentellers gebuikt om de
bellen in een hart-longmachine te volgen. We hebben monodisperse bellen
gebruikt om de twee beschikbare klinische bellentellers te testen op hun
nauwkeurigheid in het tellen en het meten van de grootte van bellen. Onze
metingen laten zien dat de beschikbare bellentellers erg onnauwkeurig zijn in
het bepalen van de belgrootte en in het meten van de hoeveelheid bellen. De
potentiele negatieve effecten van luchtbellen op het herstel van de patiënt na
een openhartoperatie kunnen dus alleen goed gevolgd worden als er nieuwe
bellentellers ontwikkeld worden met een hogere meetnauwkeurigheid.
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Mijn proefschrift is af, nou ja, bijna dan. De waarschijnlijk meest gelezen
zinnen van ‘het boekje’ moeten nog geschreven worden: het dankwoord.
Tijd om eens terug te kijken. Al terugkijkend merk ik dat het iets is wat ik
niet vaak en met weinig genoegen doe. ‘Meer dan het verleden interesseert
mij de toekomst, want daarin ben ik van plan te leven’, zei meneer Einstein
ooit. Maar goed, nu moet het.

Alweer 5 jaar geleden begon ik aan mijn afstudeeropdracht. ‘Ik heb wel
een creatieve fröbelopdracht voor je’, zei Michel. Bij de woorden creatief
en fröbelen werd, en word ik nog steeds enthousiast. Ik mocht een manier
verzinnen om belletjes te sorteren, een opdracht omschrijving waar vrienden
nog steeds om moeten lachen. Het heeft de basis gelegd voor dit proefschrift,
namelijk hoofdstuk 2. Blijkbaar vond ik die belletjes leuk genoeg om er nog
eens 4 jaar aan te besteden: het promotieonderzoek. Leuk was het zeker,
vaak dan, in ieder geval. Ik wil dan ook Michel en Detlef bedanken voor de
mogelijkheid die ze mij gegeven hebben om een promotieonderzoek binnen
hun vakgroep uit te voeren. Vier mooie jaren waarin ik erg veel geleerd heb.
Bijvoorbeeld wat ik leuk vind en waar ik goed in ben maar natuurlijk heb ik
ook veel geleerd op het gebied van het doen van wetenschappelijk onderzoek.
De persoon die daar het grootste aandeel in heeft gehad is Michel. Een
ontzettend prettige mentor die mij geleerd heeft hoe je verhalen vertelt,
bijvoorbeeld tijdens een presentatie, in een artikel of tijdens een televisie
uitzending (NOS Studio sport en De Kennis Van Nu). Waarschijnlijk even
belangrijk: hij leerde me kritische vragen te stellen en de antwoorden op deze
vragen te vinden; de inhoud van het verhaal. De inhoud van de verhalen
tijdens het avondprogramma van de vele (buitenlandse) conferenties was
minder serieus, gelukkig. ‘Het was zo gezellig hè’ zei je lachend toen er een
collega bij ons groepje kwam zitten die over werk begon te praten. ‘Zo, nu
eerst een groot glas koud bier’, nog zo’n mooie uitspraak van je die ik graag
hoorde. Michel, onwijs bedankt voor de leuke tijd!

Nico, tijdens onze meetings wou ik vaak je mening horen over een specifiek
stukje van mijn onderzoek. Een stukje waarvan ik het gevoel had dat het
beter kon maar voordat ik toe kwam aan het stellen van mijn eigenlijke
vraag was de meeting vaak alweer voorbij. Niet omdat deze zo kort duurde
maar omdat jij datgene waarvan ik vrij zeker was toch nog wist te doen laten
rammelen. Mede daardoor waren de discussies van grote waarde, bedankt!

I would like to thank Bracco en Peter Frinking for supplying me with
phospholipid coated microbubbles. Peter, bedankt voor de prettige samen-
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werking en voor het zitting nemen in de promotiecommissie. Ik heb genoten
van de discussies waarin je tussen de zinnen door je antwoord verstopte op
mijn vragen over fosfolipiden en hun invloed op het gedrag van bellen.

The work presented in this thesis and the work that dind’t make it to
the thesis was performed in collaboration with many people: Maarten, Le-
onie, Guillaume, Elena, Marco, Filip, Mark, Alex, Tom 1, Tom 2, Klazina,
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aantal mensen wil ik in het bijzonder bedanken. Marco, bedankt voor de
prettige samenwerking en voor de indrukwekkende ochtend die ik naast jou
doorbracht in een operatie kamer tijdens een openhartoperatie. Maarten en
Leonie, jullie afstudeerwerk heeft een mooie plek in dit proefschrift gekre-
gen, bedankt! Elena, thanks a lot for your kind help in the preparation of
aqueous lipid solutions. Mark, many thanks for the help and insight you
gave us on interfacial chemistry. Mijn dank ben ik ook zeker verschuldigd
aan Michel, Guillaume en Maarten voor de grote hoeveelheid tijd die zij,
in de laatste weken voordat mijn boekje naar de commissie moest, gesto-
ken hebben in het meedenken en in het corrigeren van de hoofdstukken.
Bedankt!

Gert-Wim, Martin en Bas. De drie technici waar de vakgroep op draait.
Bedankt voor de technische ondersteuning zowel binnen de vakgroep als
daarbuiten. De praatjes over onder meer motoren, uitlaatdempers en elek-
tronische circuits heb ik altijd erg leuk gevonden. Joanita, op iedere organi-
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Ex-kantoorgenoten van ‘the chearfull office’, Aaldert, Erik, en Arjan be-
dankt voor het inwijden van ondergetekende in het promotietraject. The
chearfull office werd later ‘the cool office’ met drie warmbloedigen die het
meest productief zijn in een kantoor met een open raam en een frisse om-
gevingstemperatuur: Guillaume, Pascal en ik. Pascal bedankt voor het
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ningen’ en ‘episch’, voor je organisatorische adviezen maar bovenal voor
de gezelligheid en de lol om je bulderlach. Guillaume, op wetenschappelijk
gebied hebben we behoorlijk wat samen gedaan, bedankt voor de leuke sa-
menwerking. Van de conferenties waar ik geweest ben heb ik er bovendien
veel samen met jou meegemaakt. Ik wil je bedanken voor de vele leuke
momenten in bijvoorbeeld Hong Kong (waar we als excuus voor onze jetlag
tot diep in de nacht de kroegen verkenden), in Rotterdam, in Leiden en tij-
dens de toffe road trips die we maakten in de VS en in Canada. Mark-Jan,
eigenlijk was jij ook een soort van kantoorgenoot voor ons. Koffie, extra-
strong extra-long alsjeblieft. De niet werk gerelateerde activiteiten vond ik
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ook leuk; het regelen van de PoF borrel bijvoorbeeld en de las-cursus die
we gevolgd hebben.
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