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Currently, automated systems for quantitative analysis by 
intracoronary ultrasound (ICUS) are restricted to the detec- 
tion of the lumen. The aim of this study was to determine the 
accuracy and reproducibility of a new semiautomated con- 
tour detection method, providing off-line identification of the 
intimal leading edge and external contour of the vessel in 
three-dimensional ICUS. The system allows cross-sectional 
and volumetric quantification of lumen and of plaque. It ap- 
plies a minimum-cost algorithm and the concept that edge 
points derived from previously detected longitudinal con- 
tours guide and facilitate the contour detection in the cross- 
sectional images. A tubular phantom with segments of var- 
ious luminal dimensions was examined in vitro during five 
catheter pull-backs (1 mm/sec), and subsequently 20 dis- 
eased human coronary arteries were studied in vivo with 
2.9F 30 MHz mechanical ultrasound catheters (200 images 
per 20 mm segment). The ICUS measurements of phantom 
lumen area and volume revealed a high correlation with the 
true phantom areas and volumes (r= 0.99); relative mean 
differences were -0.65% to 3.86% for the areas and 0.25% to 
1.72% for the volumes of the various segments. Intraob- 
server and interobserver comparisons showed high corre- 
lations (r= 0.95 to 0.98 for area and r =  0.99 for volume) and 
small mean relative differences (-0.87% to 1.08%), with SD 
of lumen, plaque, and total vessel measurements not ex- 
ceeding 7.28%, 10.81%, and 4.44% (area) and 2.66%, 2.81%, 
and 0.67% (volume), respectively. Thus the proposed anal- 
ysis system provided accurate measurements of phantom 
dimensions and can be used to perform highly reproducible 
area and volume measurements in three-dimensional ICUS 
in vivo. (Am Heart J 1996;132:516-27.) 
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Intracoronary ultrasound (ICUS) provides arterial 
cross-sectional images and allows diameter and area 
measurements  of coronary lumen and plaque. 1,2 
These measurements  have usually been limited to 
manual  contour tracing of cross-sectional images at 
the site of the reference segment and the target 
stenosis. In parallel with the progress in quantita- 
tive angiography techniques, which started with 
manual  caliper assessment and finally reached com- 
puter-assisted methods, 3, 4 fully automated methods 
of quantitative analysis of ICUS have been devel- 
oped to reduce the time of analysis and the subjec- 
tivity of manual  tracing. 5 These automated systems 
can be rapidly applied on-line and provide a survey 
of vascular structure for clinical decision-mak- 
ing.6, 7, 8 

Because the automated quantitative analysis of 
these programs is restricted to the detection of the 
lumen and because their success rate frequently is 
limited, 9 a semiautomated system for off-line ICUS 
analysis of atherosclerotic coronary segments was 
developed to detect the intimal leading edge and the 
external vessel contour on all of the individual cross- 
sectional images, with use of the complete three-di- 
mensional data set obtained during a motorized 
pull-back of the ICUS transducer. 1° This method 
permits volumetric quantification of vessel dimen- 
sions by compiling information obtained from the in- 
dividual cross-sectional images. 

The present study was performed to determine 
the accuracy of this contour detection method in 
tubular phantoms of known dimensions in vitro and 
to evaluate intraobserver and interobserver variabil- 
ities of area and volume measurements  in diseased 
human coronary arteries in vivo. 
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Table I. Characteristics of patients and coronary artery 
segments 

Patients (n) 20 
Age (yr) 52 +- 9.4 • 
Men (n) 16 (80%) 
Vessels (n) 

LAD 15 (75%) 
LCX 1 (5%) 
RCA 4 (20%) 

Segments (n) 
Proximal 11 (55%) 
Middle 8 (40%) 
Distal 1 (5%) 

Intervention status (n) 
Before intervention 3 (15%) 
Control after HTX 1 (5%i 
After PTCA 2 (10%) 
Follow-up PTCA 3 (15%) 
After DCA 3 (15%) 
Follow-up DCA 5 (25%) 
After stenting 3 (15%) 

DCA, Directional coronary atherectomy; HTX, heart transplantation; LAD, 
left anterior descending coronary artery; LCX, left circumflex coronary ar- 
tery; PTCA, percutaneous transluminal coronary angioplasty; RCA, right 
coronary artery. 

METHODS 
Phantom study in vitro. A tubular paraffin phantom 

was constructed and fixed inside an acrylate tube. The 
phantom has a circular lumen with a stepwise increase in 
diameter (2, 3, 4, and 5 mm) defining four segments ($2, 
$3, $4, and $5, respectively) each 5 mm in length (Fig. 1). 
A paraffin phantom was used because its properties with 
regard to the reflection and absorption of ultrasound are 
similar to those of vessel tissue. An optical calibration was 
performed with a calibrated stereomicroscope with 40-fold 
magnification for the 2 mm segment and sixteenfold mag- 
nification for all of the remaining segments. The mean dif- 
ference between measurements and the true lumen diam- 
eter was -15 ± 41 pm at 20 ° C, the temperature at which 
the experiments were performed. Temperature depen- 
dency of the paraffin phantom was assessed by comparing 
measurements obtained at 2 ° and 37 ° C (range 35 ° C). This 
temperature increment resulted in an increase in luminal 
dimensions of 2%. 

Five motorized uniform pull-backs (1 mm/sec) of the ul- 
trasound imaging transducer through the paraffin phan- 
tom were performed in water (20 ° C) and recorded on vid- 
eotape. A mechanical rotating ICUS catheter (Microview, 
Cardiovascular Imaging Systems, Inc., Sunnyvale, Calif.) 
with a distal external diameter of 2.9F was used for both 
in vitro and in vivo studies. This ICUS imaging catheter is 
equipped with a distal transparent sleeve that covers the 
rotating imaging core. With a motorized pull-back system 
the imaging core is withdrawn inside this sleeve. The de- 
sign of the catheter and pull-back system minimizes the 
risk of catheter rotation and facilitates several pull-backs 
of the echo transducer without increasing the risk of ves- 
sel damage, because the echo-transparent distal sleeve 

Fig. 1. Model of paraffin phantom used in in vitro study. 
Phantom has circular lumen and consists of four segments 
with stepwise increase in diameter (2, 3, 4, and 5 mm). 

prevents the ICUS transducer from coming into direct 
contact with the vessel wall. 

Study in vivo. Intraobserver and interobserver variabil- 
ities of the quantification method were studied in 20 ICUS 
examinations of diseased, nonwedged human coronary 
segments in vivo. Segments with short calcifications or 
single major side branches were included in the study; 
ICUS studies with excessive systolic-diastolic movement 
were not considered for analysis. The maximum and aver- 
age cross-sectional area obstructions were 65.6% ± 
8.8% (range 83% to 49%) and 49.2% ± 6.6% (range 83% to 
17%), respectively. The composition of the study popula- 
tion reflects the current clinical application ofICUS imag- 
ing in our center. Characteristics of the patients and ana- 
lyzed coronary artery segments are shown in Table I. 

ICUS imaging was performed during motorized pull- 
backs (1 mm/sec) of a 2.9F ICUS catheter. Because the im- 
aging core is straightened during the first seconds of with- 
drawal, care was taken to start the pull-back 1 cm distal 
to the segment analyzed. The ICUS examinations were re- 
corded on videotape, and analysis was performed off-line 
by a new quantitative ultrasound analysis system set at a 
digitization frame rate of 10 images/sec. Thus 20 mm-long 
coronary artery segments were reconstructed and mea- 
sured using the system's maximum memory capacity, 
which is currently 200 images. 

The quantitative ICUS analysis system. The analysis 
program uses the Microsoft (Redmond, Wash.) Windows 
operating system on a Pentium (Intel)-based 60 MHz per- 
sonal computer with 16 Mb internal random-access mem- 
ory. A frame-grabber is installed (DT-3852, Data Transla- 
tion, Inc., Malboro, Mass.; resolution 800 x 600 x 8 bits), 
digitizing a user-defined region of interest from the video 
images. A maximum of 200 ICUS images can be digitized 
at a user-defined digitization frame rate (maximum 20 
images/sec). The reconstructed segment length is thus de- 
fined by the speed of the motorized pull-back during the 
basic image acquisition and by the digitization frame rate. 
In the present study a pull-back speed of 1.0 mm/sec and 
a digitization frame rate of 8 images/sec (in vitro) and 10 
images/sec (in vivo) were used, resulting in reconstructed 
segment lengths of 25 and 20 mm, respectively. The pixel 
size, which depends on the magnification applied by the 
basic ICUS imaging system, ranged from 26 to 36 pm. 
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Fig. 2. Morphometric analysis by contour detection in three-dimensional ICUS. With this method, edge 
points derived from longitudinal contours previously detected on two longitudinally reconstructed images 
guide and facilitate final contour detection on transverse ICUS images. ICUS images, obtained during 
motorized pull-back, are stored in voxel space. Two perpendicular cut planes (A and B) that are placed in- 
teractively are used to reconstruct two longitudinal sections from ICUS image data located at intersections. 

Automated contour detection is performed in these longitudinal sections on basis of  application of mini- 
mum-cost algorithm. User then is free to set some markers on longitudinal images to force contours to pass 
through these sites, and optimal path is redefined by dynamic programming techniques. Longitudinal 
contours are updated during entire interactive procedure and are represented as individual edge points 
in transverse images; these points guide contour detection on basis of application of minimum-cost algo- 
rithm. Position of an individual transverse plane in longitudinal sections is indicated by horizontal cursor 
line, which can be used to scroll through whole series of transverse images. Finally, detected contours are 
checked in all of transverse images, and manual correction of contours can be performed. 

Minimum-cost algorithm. The contour detection of the 
intimal leading edge and the external boundary of the to- 
tal vessel applies a minimum-cost algorithm, previously 
applied 11 and described 12 in cross-sectional ICUS images. 
By this approach the digitized ICUS images are resampled 
according to a radial image reconstruction (64 radii in the 
cross-sectional images; 200 rows in the longitudinal sec- 
tions). A cost matrix that represents the edge strength is 
calculated from the image data. For the detection of the 
boundary between lumen and plaque, the cost value is de- 
fined by the spatial first derivative. To detect the external 
boundary of the total vessel a pattern-matching process by 
cross correlation is adopted for the  cost calculations. 
Through the cost matrixes a path with the smallest accu- 

mulated value is determined by dynamic programming 
techniques. 11 

Automated contour detection. For contour detection of 
the intimal leading edge and the external boundary of the 
total vessel, three steps must be performed because, in this 
system, edge points, derived from previously detected lon- 
gitudinal contours, guide and facilitate the final contour 
detection in the cross-sectional ICUS images. 

First, a sequence of digitized ICUS images obtained from 
the motorized pull-back of the ultrasound transducer is 
stored in a voxel space. 13 Ringdown artifacts around the 
ICUS catheter, potentially interfering with the contour 
detection step, can be removed from all of the ICUS images 
with an automated function. Two perpendicular cut planes 
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Fig. 3. Standarddisp•ay•fresu•ts.This••ini•a•examp•esh•wsresu•ts•fquantitativeanalysisperformed 
at 6-month follow-up after directional coronary atherectomy performed in proximal left anterior descend- 
ing coronary artery. The intimal leading edge and external vessel contours are shown in two longitudinally 
reconstructed sections (A and B, left and mid top), which stand perpendicular to each other as demonstrated 
in the transverse image (right top). Left middle and left bottom, Area and mean diameter measurements 
of lumen, total vessel, and plaque. Gray areas represent coronary plaque, and site of maximal plaque bur- 
den can thus be easily identified. Upper and lower boundaries of gray zone correspond to dimensions of 
coronary lumen and total vessel. Absolute value of plaque dimension is given as single function in display 
of area and in diameter measurements. Right middle, Functions of relative diameter obstruction and area 
obstruction. Right bottom, Symmetry ratios of both contours and plaque eccentricity ratio. 

running along the long axis of the artery are used to recon- 
struct two longitudinal sections (Fig. 2). This longitudinal 
reconstruction uses the ICUS image data, located at the 
intersection of the cut planes with the voxel space. The po- 
sition and the rotation angle of the two cut planes can be 
changed interactively by the user to obtain an optimal 
representation of the reconstructed coronary segment in 
the longitudinal sections. 

Second, the longitudinal contours are detected in these 

two longitudinal images. A first boundary detection is per- 
formed automatically on the basis of the application of the 
minimum-cost algorithm. Then the user is free to set some 
markers in the longitudinal images and to force the 
contours to pass through these sites. This step is achieved 
by setting the cost matrix of the manually defined sites at 
a very low value. By applying dynamic programming tech- 
niques, the optimal path is then redefined for the modified 
cost matrix. During the entire user-interactive procedure 
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Fig, 4. Intraobserver variability of area measurements in vivo. Left, Results of linear regression analy- 
ses, comparing lumen, total vessel, and plaque measurements by first (Ia) and second (Ib) observations. 
Right, Relative intraobserver differences plotted against mean of two measurements. Continuous lines, 
Relative mean signed difference and 2 SD; dotted line, line of identity, 

the longitudinal contours are visible and updated in the 
longitudinal sections. In the transverse images the longi- 
tudinal contours intersecting this plane are represented as 
points. 

These individual edge points guide the third step, which 
is the final contour detection in the transverse images, by 
defining the center and range of the boundary searching 
process on the basis of the application of the minimum-cost 
algorithm. The position of an individual transverse plane 
in the longitudinal sections is indicated by a horizontal 
cursor line, which can be used to scroll through the whole 
series of transverse images. The detected contours are 
checked by the analyst in all of the transverse images, and 
manual correction of the contours can be performed. 

Calculation and display of results. The quantitative re- 
sults, including diameter and area measurements of lu- 
men, total vessel, and plaque; percentage diameter ob- 

struction; and percentage area obstruction are displayed 
(Fig. 3). Plaque area is calculated by subtracting the lumen 
area from the total vessel area, thus representing the 
plaque-media complex. Volumes of lumen, total vessel, or 
plaque are calculated as 

V= ~ A i . H  i=l 
where V = volume; A = area of lumen, total vessel, or 
plaque in a given digitized cross-sectional ultrasound im- 
age; H = the thickness of the coronary artery slice, which 
is represented by this digital cross-sectional ICUS image; 
and n = the number of digitized cross-sectional images en- 
compassing the volume to be measured. 

Mean values, SDs, and minimum and maximum values 
of area and volume measurements are presented. The data 
of the current transverse image are constantly displayed 
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Fig. 5, Inter•bservervariabi•ity•fareameasurementsinviv•.Le••results•flinearregressionanalyses• 
comparing lumen, total vessel, and plaque measurements by first (Ia) and second (II) observers. Right, 
Relative interobserver differences plotted against mean of two measurements. Continuous lines, Relative 
mean signed difference and 2 SD; dotted line, line of identity. 

and serially updated if manual corrections of the contours 
are performed. The analyzed artery segment can be dis- 
played in a three-dimensional, cylindrical format; how- 
ever, this format is not required for the quantification pro- 
cess that uses the three-dimensional data set (see Discus- 
sion section). 

Data analysis. At the transition between two phantom 
segments the circular contours of the two adjacent seg- 
ments are simultaneously visualized by ICUS because of 
the limited out-of-plane resolution of the current ultra- 
sound transducers. 14 In this study, when the ultrasound 
transducer was withdrawn from the segment with the 
smaller dimension to the segment with the larger dimen- 
sion, the transition to the larger segment was defined as 
the first image in which the contour of the larger segment 
expressed a higher intensity than the contour of the 

smaller segment. This definition was used to calculate the 
volumes of the phantom segments. For validation of the 
area measurements, images from the mid-portion of each 
segment were used. 

ICUS imaging systems are calibrated for application in 
blood, but the in vitro experiments of the present study 
were performed in water. Accordingly, a correction factor 
(0.953) determined on the basis of the differing velocities 
of ultrasound in blood (1570 m/sec) and water (1497 
m/sec) 15 was applied• 

The same digitized in vivo ICUS images were analyzed 
off-line by two independent observers, who had had com- 
mon training in the use of the semiautomated contour de- 
tection system. After 2 to 3 weeks the analysis was 
repeated by the blind, first observer. The measurements by 
two independent observers (In and II) and the repeated 
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Table II. Coronary artery lumen, total vessel, and plaque volume in vivo: Results of the intraobserver and 
interobserver studies 

Lumen (ram s) Total vessel (ram 3) Plaque (mm 3) 

Patient Ia Ib H Ia Ib H Ia Ib H 

1 158.3 159.0 157.8 338.9 336.0 332.6 180.6 177.0 174.8 
2 185.5 193.4 197.6 427.9 430.7 430.6 242,4 237.3 233.0 
3 159.5 163.4 160.1 335.3 337.4 337.1 175.8 174,0 177,0 
4 208.4 203.0 207.7 439.9 439.0 441.3 231.5 236,0 233.6 
5 207.8 214.1 200.3 400.5 407.9 400.6 192.7 193.8 200.3 
6 202.0 199.2 206.0 446.2 447.2 445.4 244.2 248.0 239.4 
7 204.8 211.3 204.3 404.9 411.8 406.1 200.1 200.5 201.8 
8 216.6 214.2 204.9 375.8 376.0 372.1 159.2 161.8 167.2 
9 231.1 233.5 231.7 431.6 431.8 427,7 200.5 198.2 196.0 

10 262.7 261.0 261.0 456.3 454.8 452.9 193.6 193.7 191.9 
11 145.2 153.5 154.1 292.8 294.6 290.3 147.6 141.2 136.2 
12 168.7 168.6 172.4 341.0 342.2 343.2 172.3 173.6 170.8 
13 129.0 131.8 132:9 271.1 272.6 270.4 142.1 140.8 137.5 
14 130.8 129.3 130.3 360.5 362.3 360.5 229.7 233.0 230.2 
15 107.6 105.8 109.6 215.4 216.2 214.8 107.8 110.4 105.2 
16 211.2 213.4 214.4 444.0 447.2 443.8 232.8 233.8 229.4 
17 190.2 191.8 190.4 419.2 421.8 422.8 229.0 230.0 232.8 
18 204.4 205.2 205.0 363.8 366.6 362.2 159.4 161.4 157.2 
19 193.0 193.4 193.6 293.2 292.8 292.8 100.2 99.4 99.2 
20 275.2 275.2 276.2 443.6 445.6 442.6 168.4 170.4 166.4 

Mean 189.6 191.0 190.5 375.1 376.7 374.5 185.5 185.7 184.0 
SD 42.9 42.6 41.7 68.4 68.8 68.7 42.3 42.9 42.8 

I, First observer (a, first observation; b, second observation); H, second observer. 

measurements by the same observer (Ia and Ib) were 
studied to obtain information on the intraobserver and in- 
terobserver variabilities of the new analysis method. 

Statistics. Results are given as mean _+ SD. The mean 
difference and SD of the differences were calculated for 
each phantom segment (ICUS measurements minus true 
phantom dimensions) and for repeated measurements by 
the same observer and for measurements by two observ- 
ers. 16 Analysis of variance and linear regression analysis 
were performed to compare the results of the intraobserver 
study and the results of the interobserver study. 

RESULTS 
Phantom study in vitro. The  lumen  area  measure-  

men t s  were compared  wi th  the  t rue  values  by l inear  
regression analysis.  The  measu remen t s  (n = 600) 
and  t rue  p h a n t o m  values  showed a high correlat ion 
(r = 0.99; y = 0.99x + 0.11; SEE = 0.12 mm2). The  
m e a n  difference b e t w e e n  measu remen t s  and t rue  
p h a n t o m  areas  ranged  from -0.65% to 1.24% wi th  
the  exception o f  the  smallest  segment,  in which a 
small  overes t imat ion (3.86%) was found. Correlat ion 
be tween  the  volume m e a s u r e m e n t s  (n = 20) and 
the  t rue  pha n tom volumes was high (r = 0.99; 
y = 1.02x - 0.42; SEE = 1.17 mm3). The m easu red  
volumes showed a slight overest imation;  the  m e a n  
difference ranged  f rom 0.25% to 1.72%. A decrease in 

p h an to m  dimensions was associated wi th  a slight 
increase in the  relat ive SD of the  difference of a rea  
and  volume m e a s u r e m e n t s  (0.56%, 0.95%, 0.95%, 
and 2.55% for a rea  and  1.40%, 2.69%, 2.78%, and 
3.75% for volume m easu rem en t s  in the  segments  
wi th  lumen  d iameters  of 5, 4, 3, and 2 mm, respec- 
tively). 

Area measurement in viva. The t ime requi red  for the 
complete analysis  was 1.15 -+ 0.31 hours.  The corre- 
lat ion of r epea ted  a rea  m easu rem en t s  of coronary 
lumen,  total  vessel, and  plaque was high, wi th  cor- 
re la t ion coefficients of 0.98, 0.98, and  0.96 respec- 
t ively (Fig. 4, left). The  m e a n  relat ive differences 
be tween  repea ted  a rea  m e a s u r e m e n t s  by the same 
observer  were  <1% for lumen,  total  vessel, and  
plaque areas  (Fig. 4, right). The  SD of the  differences 
was h igher  for the  plaque a rea  t h a n  for lumen  and 
total  vessel areas  (9.51% vs 6.67% and  4.01%, re- 
spectively). The in te robserver  correlat ion coefficients 
were  h igh (r = 0.95, 0.98, and  0.95 for lumen,  total  
vessel, and  plaque, respectively) (Fig. 5, left), bu t  for 
l umen  and  plaque a rea  m easu rem en t s  they  were 
slightly lower t h a n  the  corresponding in t raobserver  
correlat ion coefficients. The  in te robserver  SEEs  of 
lumen,  total  vessel, and plaque areas  (0.63, 0.84, and 
0.95 m m  2, respectively) also were h igher  t h a n  the  
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Fig. 6. Intraobserver variability of volume measurements in vivo. Left, Results of linear regression anal- 
yses, comparing lumen, total vessel, and plaque measurements of first (Ia) and second (Ib) observations. 
Right, Relative intraobserver differences plotted against mean of two measurements. Continuous lines, 
Relative mean signed difference and 2 SD; dotted line, line of identity. 

corresponding intraobserver SEEs. The SD of the 
relative differences were slightly higher for interob- 
server differences (Fig. 5, right) than for intraob- 
server differences. The data points for smaller di- 
mensions of lumen and plaque areas showed a larger 
relative dispersion. 

Volume measurement in vivo. The results of the lu- 
men, total vessel, and plaque volume measurements  
are shown in Table II. A high correlation between the 
intraobserver measurements  was found, with a cor- 
relation coefficient of 0.99 for coronary lumen, total 
vessel, and plaque (Fig. 6, left). The correlation coef- 
ficients also were high for the comparison of the 
measurements  by two independent observers 
(r = 0.99 for lumen, total vessel, and plaque volumes) 

(Fig. 7, left). The SEE and the SD of the differences 
were higher for the interobserver than for the in- 
traobserver comparison (Figs. 6, right, and 7, right). 

DISCUSSION 

The application of high-frequency ICUS permits 
assessment of catheter-based interventions 17-2° and 
visualization (Fig. 8) and quantification of coronary 
artery atherosclerosis. 21-24 Serial ICUS studies also 
permit assessment of the progression or regression of 
atherosclerosis and of the mechanisms of coronary 
restenosis. 25 

The main limitation ]n the comparison of serial 
ultrasound studies is the virtual impossibility of ex- 
amining exactly the same ultrasonic cross section in 
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each study. In previous studies, anatomic landmarks 
such as side branches or deep calcifications were 
used to define corresponding images in serial stud- 
ies. The application of the proposed analysis system 
offers a more reliable solution to this problem, 
because a long arterial segment can be examined. 
Minimal differences in the start  and end points of 
repeated studies are unlikely to impair the accuracy 
of the changes in lumen and plaque volume mea- 
surements, assessed for an entire arterial segment. 
Because the aim of this study was to determine the 
accuracy and reproducibility of the analysis method, 
the same set of digitized images from a single pull- 
back per patient was used for repeated analysis. 

The results of the in vitro study suggest that  the 
automated analysis system operates accurately, and 
the in vivo study demonstrates high reproducibility. 
The SDs of the intraobserver and interobserver dif- 
ferences in detecting the total vessel contours were 
particularly low, reflecting the regular shape of the 
external boundary of the total vessel. The lumen 
contours, however, demonstrated slightly higher  
variability, which can be explained by irregularities 
in the shape of the lumen area, especially after cor- 
onary interventions. The larger variability of plaque 
area measurements,  derived from measurements of 
lumen and total vessel contours, reflect the combined 
variability of these two contours. The volumetric 
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measurements  in vivo showed a lower SD of the dif- 
ferences than did the area measurements,  reflecting 
an averaging of the differences of the area measure- 
ments. 

The ability to display the cross-sectional plus two 
longitudinal views simultaneously facilitates the de- 
tection of the boundary of the vessel. The reason for 
first performing contour detection on the longitudi- 
nal images is that  the edge information obtained 
from this step is subsequently used to guide the final 
contour detection on the transverse images. 

Previous studies. A different approach to contour 
detection, providing automated tracking of the coro- 
nary wall and lumen in ICUS image sequences, has 
been developed by Sonka et al. 26 The border tracking 
is performed only in the cross-sectional images, 
without the assistance of an additional contour 
detection step in longitudinally reconstructed im- 
ages. The feasibility of this system in analyzing in 
vivo examinations remains to be confirmed because 
the movement of the ICUS catheter or the poor de- 
piction of the plaque in single ICUS images may im- 
pair the application of this algorithm, but  the first 
results in vascular specimen in vitro are promising. 

Data on the variability and reproducibility of 
ICUS measurements  are limited to the assessment 
of selected individual cross sections in in vitro and in 
vivo studies and, in general, address different ques- 
tions. A recent systematic study 5 on the variability of 
measurements  in 120 cross-sectional ICUS images 
in vivo demonstrated relatively high variability of 
the manual contour tracing. 27 In agreement with the 
present study, the SD of the differences was higher 
for plaque than for vessel lumen or total area mea- 
surement. However, the variability of repeated man- 
ual contour tracing 5 was indeed higher than the 
variability of the proposed analysis system in t h e  
present study. This difference may be explained in 
part  by the use of larger ultrasound catheters in the 
previous study uT, which show strut  artifacts, obscur- 
ing a portion of the vessel wall, and the use of single 
digitized frames without the option of scrolling the 
videotape back or forth. 

Information about the reproducibility of volumet- 
ric measurements  is limited, and it is difficult to 
compare results provided by different quantitative 
analysis systems. Matar  et al. 2s recently reported an 
intraobserver study that yielded a correlation coeffi- 
cient of 0.98 for automated threshold-based mea- 
surement of lumen volume in vivo, a result confirmed 
by the high reproducibility of volumetric measure- 
ment observed in the present study. 

Approaches toward volumetric quantification. Three- 
dimensional ICUS was first used clinically to assess 

Fig. 8. Three-dimensional display of coronary segment at 
follow-up after directional coronary atherectomy, This dis- 
play uses cylindrical format; it is not required for quanti- 
fication from three-dimensional data set. Nevertheless, it 
may provide additional insight into plaque geometric fea- 
tures. 

visually the spatial configuration of plaques. 29 
The morphologic features of dissections 3°,3~ and 
stents32, 33 were examined, and their length or di- 
ameter was measured. However, the three-dimen- 
sional data set can also be processed by various 
technical approaches to quantify lumen or plaque 
volumes. These systems differ in terms of image seg- 
mentation, which is the algorithm for identification 
of the structures of interest in the digitized ICUS 
images. Distinction between vessel lumen and wall 
can be achieved by various (semi)automated systems 
on-line with binary threshold-based algorithms, 2s, 29 
voxel-based segmentation algorithms, 34 or algo- 
rithms for statistical pattern recognition. 6s The ap- 
plicability of these approaches depends considerably 
on image quality and is restricted to the automated 
detection of the lumen. The proposed quantitative 
analysis system, however, combines automatic con- 
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tour detection and user interaction and is therefore 
able partly to compensate for limitations in ICUS 
image quality. The system is capable of identifying 
the intimal leading edge and the external contour of 
the vessel, thus permitting automated quantifica- 
tion of plaque volume. 

The possibility of examining the vascular segment 
at the same time in a transverse and two longitudi- 
nal views and the concept of applying an automated 
contour detection in the cross-sectional ICUS im- 
ages, guided by edge points derived from previously 
detected longitudinal contours, are the key factors 
explaining the high reproducibility of this ICUS 
analysis method in vivo. 

Contradictory results have been observed in pre- 
vious progression-regression trials using quantita- 
tive coronary angiography. ICUS directly visualizes 
the vessel wall and therefore may better reflect the 
changes of the plaque, but in progression-regression 
studies small changes can be expected despite the 
long study period, and a high reproducibility of mea- 
surements is important. On the basis of the results 
of the present study, which demonstrates high re- 
producibility of the volumetric ICUS measurement, 
volumetric ICUS measures may be considered. 35 

Limitations. Behind deposits of calcium the exter- 
nal vessel boundary cannot be traced. In addition, 
depending on the type of stent, the metallic struts 
may occasionally render the external contour detec- 
tion difficult. The proposed analysis system, how- 
ever, allows reliable interpolation between preceding 
and following images on the longitudinal sections. 
The edge information finally permits reproducible 
interpolated contour tracing on the cross-sectional 
ICUS images. Artifacts in the longitudinally recon- 
structed views, caused by the movement of the 
ultrasound catheter during the cardiac cycle and 
systolic-diastolic changes in vessel dimensions, 6, 9 
may in the future be avoided by electrocardiograph- 
ically (ECG) gated 36, 37 ICUS image acquisition or 
even the combination of ECG-gated ICUS and an- 
giographic data. 3s, ~9 Application of these combined 
approaches is still restricted, but the analysis system 
used in the present study is now used clinically for 
on-line and off-line analyses, and evaluation of tape- 
recorded ultrasound studies from multicenter trials 
has recently been started. 

Conclusion. The proposed analysis system provides 
accurate measurements of phantom dimensions and 
can be used to perfOrm highly reproducible area and 
volume measurements  in three-dimensional ICUS 
in vivo. 

We t h a n k  Ellie v a n  de Leur ,  B a r t  v a n  der  Zalm, a n d  J u r g e n  
L ig tha r t  for t echnica l  suppo~rt. 
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