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Abstract. Computerized methods promise quick, objective, and sensitive tools to quantify progression of radio-
logical damage in rheumatoid arthritis (RA). Measurement of joint space width (JSW) in finger and wrist joints
with these systems performed comparable to the Sharp–van der Heijde score (SHS). A next step toward clinical
use, validation of precision and accuracy in hand joints with minimal damage, is described with a close scrutiny of
sources of error. A recently developed system to measure metacarpophalangeal (MCP) and proximal interpha-
langeal (PIP) joints was validated in consecutive hand images of RA patients. To assess the impact of image
acquisition, measurements on radiographs from a multicenter trial and from a recent prospective cohort in a
single hospital were compared. Precision of the system was tested by comparing the joint space in mm in
pairs of subsequent images with a short interval without progression of SHS. In case of incorrect measurements,
the source of error was analyzed with a review by human experts. Accuracy was assessed by comparison with
reported measurements with other systems. In the two series of radiographs, the system could automatically
locate and measure 1003/1088 (92.2%) and 1143/1200 (95.3%) individual joints, respectively. In joints with a
normal SHS, the average (SD) size of MCP joints was 1.7� 0.2 and 1.6� 0.3 mm in the two series of radio-
graphs, and of PIP joints 1.0� 0.2 and 0.9� 0.2 mm. The difference in JSW between two serial radiographs with
an interval of 6 to 12 months and unchanged SHS was 0.0� 0.1 mm, indicating very good precision. Errors
occurred more often in radiographs from the multicenter cohort than in a more recent series from a single hos-
pital. Detailed analysis of the 55/1125 (4.9%) measurements that had a discrepant paired measurement
revealed that variation in the process of image acquisition (exposure in 15% and repositioning in 57%) was
a more frequent source of error than incorrect delineation by the software (25%). Various steps in the validation
of an automated measurement system for JSW of MCP and PIP joints are described. The use of serial radio-
graphs from different sources, with a short interval and limited damage, is helpful to detect sources of error.
Image acquisition, in particular repositioning, is a dominant source of error. © The Authors. Published by SPIE under a
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1 Introduction
Joint space narrowing (JSN) and bone erosions are important
outcome measures in rheumatoid arthritis (RA). While MRI
and ultrasound are suited to measure actual disease activity, con-
ventional radiographs are widely used to assess structural dam-
age. In clinical research, radiological outcome is often expressed
with the semiquantitative Sharp–van der Heijde-score (SHS).1

This scoring system is not well suited to clinical practice or
the analysis of large datasets, because it is time consuming
and subject to inter- and intrascorer variability.1 To overcome
these limitations, computerized methods were proposed for the
measurement of joint space width (JSW) of finger joints.2–7

These systems promise elimination of subjective issues and a
continuous measurement scale resulting in a higher sensitivity
and improved reproducibility.4,8–14

Automated JSW measurements depend on the quality of
radiological equipment, variation in positioning and exposure
of the joint, and on the measurement software.9 Evaluation of
these measurements, aiming at a precision of <0.3 mm,4 is
notoriously difficult. Several studies have reported good dis-
criminatory ability of automated JSW measurement compared
to the SHSJSN.

13–16 A few studies of automated measurements
found variation in JSW in the healthy population, demonstrating
that decrease in JSWof metacarpophalangeal (MCP) and proxi-
mal interphalangeal (PIP) joint with aging is normal. Against
this background noise, it is important, as Finckh indicated,
to evaluate the diagnostic performance of automated scoring
systems between consecutive radiographs.13

In this study, we present a method to validate the accuracy of
an automated JSW measurement system. The process includes
systematic evaluation of the sources of errors, from image
acquisition to automated measurements, in order to define
steps for further improvement of these systems. In contrast to*Address all correspondence to: Olga Schenk, E-mail: o.schenk@utwente.nl
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earlier studies of automated JSW measurements, we used serial
images without significant progression of damage. We assumed
that the absence of change provides the best background to
detect measurement errors related to image acquisition and/or
software. In order to assess the impact of image acquisition,
we used automated measurements on images from a multicenter
study made with conventional radiography and standardized
digital images from a single hospital.

2 Patients and Methods
Digital copies of hand radiographs of early RA patients from two
studies were obtained. The randomized controlled combinatie-
theraptie bij reumatoïde artritis (COBRA) trial in new onset
RA was performed between 1993 and 1997.17 Conventional
radiographic assessments, obtained every 6 months, had been
digitized using a pixel size of 0.1 × 0.1 mm. The second dataset
originates from the Dutch Rheumatoid Arthritis Monitoring
(DREAM) remission induction cohort. This observational
study in early RA was performed between 2006 and 2009.
Radiographic assessments were obtained every 6 months with
up-to-date digital equipment with pixels size of 0.16 × 0.16 mm
and 0.1 × 0.1 mm.18 All images were anonymized and randomly
analyzed. Results of the scoring of the radiographs according to
the SHSJSN-method17 were retrieved from the original study data.

Using a power analysis (two-tailed, 99% confidence interval,
σ ¼ 0.3), we estimated that at least 60 pairs of consecutive
images from each dataset would comprise sufficient variation
for this study. Radiographs were selected on the following
criteria: availability of two consecutive (interval between
6 and 12 months) hand radiographs with known SHSJSN;
from the COBRA trial: pairs with all joint margins delineated
correctly with digital methods in an earlier study;4 from the
DREAM cohort radiographs from a single hospital, using a con-
stant acquisition protocol during the study. To enable adequate
comparison, images with pixel size other then 0.1 × 0.1 mm
were excluded. In line with previous studies for automated
scoring, our analyses were restricted to MCP 2-5 and PIP 2-5.

3 Automated Joint Space Width
Measurement

The JSWof MCP and PIP joints was measured by a single oper-
ator (YH) blinded for the SHS results. The method is described
elsewhere in detail.5,16 Briefly, as a first step, the hand outline is
extracted. The next step is detection of the finger midlines fol-
lowed by localization of the joints using geometric relationships
of the fingers. The joint span is located using the sharpest con-
vex corners of the head of the phalanx, and its margins are deter-
mined. The JSW is calculated as the average Euclidean distance
in mm from all points on the upper margin to the lower margin
and vice versa, within the middle 60% of the joint span. During
the measurement process, each joint is visually checked. When
the detected joint location was correct but the margin was
(partly) inaccurate, the margin was adapted by the operator.
Obvious misfit of joint and/or margins was marked as an algo-
rithm malfunction by the operator. These joints were excluded
from further analysis.

4 Analysis
The success of automated analysis was calculated as the percent-
age of joints that could be measured successfully, allowing
minimal intervention by the operator. To judge the external

validity of the JSW in mm, we compared the average results
with comparable measurements reported in the literature.

Precision of the measurements is based on the assumption
that two consecutive radiographs with the same SHSJSN should
have the same JSW in mm. When there was no change in SHS
assessed by human observers, a difference between the two
measurements (ΔJSW) of more than 0.2 mm was regarded as
incorrect. For mild progression of JSN (ΔSHSJSN ¼ 1), we
defined ΔJSW as correct between −0.4 and −0.2 mm; for
(ΔSHSJSN ¼ 2), we chose aΔJSW ≤ −0.3 mm. The percentage
of joints that showed no discrepancy according to these defini-
tions and the standard deviation of each dataset with respect to
the associated SHSJSN and ΔSHSJSN (precision) were calcu-
lated. To detect the causes of discrepant results, the joint margins
marked by the software were presented to two rheumatologists
(H. K. and H. M.), experienced in scoring radiographs. They
independently classified the cause of the discrepancy as reposi-
tioning of the hand, inconsistent exposure, or incorrect delinea-
tion of the joints by the software.

5 Results
In the COBRA set, SHS scores were incomplete for 2 of 80 pairs
(baseline and follow-up), leaving 78 pairs of radiographs for
further analysis. A schematic of the exclusion and failures is
presented in Fig. 1. In just four pairs of radiographs from the
DREAM cohort, the pixel size appeared to be more than
0.1 mm and was thus excluded, leaving 76 pairs for measure-
ments. The computerized method recognized joints and per-
formed measurements of JSW automatically in 68 of the 78
sets of radiographs (87%) from the COBRA set. In 10 pairs,
the software was unable to recognize both hands, due to the digi-
tization (2 with smudged image), positioning of the joints (6)
and failure of the software (2). In the remaining 68 consecutive
paired hands, 544 MCP and 544 PIP joints (1088 individual
joints) were measured. In the DREAM dataset, the automated
method failed in a single MCP joint due to abnormal positioning
of the hand leaving 75 (99%) successfully measured pairs of
digital radiographs (600 MCP and 600 PIP joints) for analysis.
There was no damage in 1188/1248 (95%) of the MCP and PIP
joints in the COBRA study and in 1129/1200 (94%) in the
DREAM cohort.

In 1003/1088 (92.2%) individual joints in the COBRA set,
the software could automatically measure the JSW. In 51
(4.7%), it failed to define correct margins and in 26 (2.4%)
to determine an accurate joint span. These could be corrected
by the operator. Eight joints (1.5%) were excluded from further
analysis, because recognition failure could not be corrected.
Causes for these failures were a collapsed joint (1), abnormal
joint margin (1), finger overlap (1), finger tissue overlap (2),
and contrast issues (3). This left 536 joint pairs for further analy-
sis. Mean and standard deviation of JSW in mm are given per
SHSJSN in Table 1.

In the DREAM images, the software was successful without
human intervention in 1143/1200 (95.3%) individual joints.
Obvious visual misfits of the margins in 27 (2.3%) and joint
span in 19 (1.6%) were corrected by the operator. Eleven
(0.9%) joints were not measurable with the system due to contrast
issues, leaving 589 consecutive joint pairs for further analysis.
Mean and standard deviation are given per SHSJSN in Table 1.

To estimate the accuracy of the system under scrutiny,
the average results of the measurements in mm for all MCP
and PIP joints are compared to published results from other
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populations and systems in Table 2. This table illustrates that
there is an overall agreement with measurements in other
studies.3,10,19–21 The JSW of MCP joints with an SHS of one or
more in our study matches the measurements by van ‘t Klooster
in osteoarthritis (OA).3

As a result of the short interval between consecutive images
in early RA, the majority of joints had an unchanged SHSJSN
(ΔSHSJSN ¼ 0) (Table 3). In these unchanged joints, for both
COBRA and DREAM, the mean and standard deviation for

MCP and PIP joints were 0.0� 0.1 mm. This agreement at
group level conceals individual joints showing a mismatch, in
some with a ΔJSW up to �0.5 mm. The precision of the soft-
ware for unchanged MCP and PIP joints is plotted in Fig. 2 and
suggests a better performance in the DREAM compared to the
COBRA images. Progression of JSN was scored “1” in 11 joints
(ΔSHSJSN ¼ 1, COBRA:N ¼ 4, DREAM remission induction:
N ¼ 7: Table 3). Mean automated measurements in these were
0.0� 0.2 mm (COBRA) and 0.0� 0.1 mm (DREAM). Six

Table 1 Automated joint space width measurements in MCP and PIP joints in the two series of images related to the Sharp–van der Heijde scores
(mean� standard deviation per SHS).

COBRA (1072 joints) DREAM (1178 joints)

SHSJSN MCP (mm) PIP (mm) MCP (mm) PIP (mm)

0 1.7� 0.2 (N ¼ 504) 1.0� 0.2 (N ¼ 527) 1.6� 0.3 (N ¼ 541) 0.9� 0.2 (N ¼ 570)

1 1.6� 0.2 (N ¼ 4) 0.9� 0.2 (N ¼ 5) 1.3� 0.2 (N ¼ 43) 0.7� 0.2 (N ¼ 14)

2 1.5� 0.2 (N ¼ 18) 0.8� 0.1 (N ¼ 4) 1.1� 0.1 (N ¼ 4) 0.6� 0.0 (N ¼ 2)

3 1.1� 0.2 (N ¼ 8) 1.1� 0.1 (N ¼ 2) 0.6� 0.1 (N ¼ 4)

Fig. 1 Schematic of selected images, exclusions for various reasons, and success and reasons for
measurement failures.
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Table 2 JSW in MCP and PIP joints reported in various study populations.

Study and population Diagnosis MCP PIP

COBRA with SHS ¼ 0 Early RA (N ¼ 504) (N ¼ 527)

(N ¼ 78) 1.7� 0.2 mma 1.0� 0.2 mm

DREAM with SHS ¼ 0 Early RA (N ¼ 541) (N ¼ 570)

(N ¼ 76) 1.6� 0.3 mma 0.9� 0.2 mm

Pfeil et al.20 Hand trauma (N ¼ 4345) (N ¼ 4345)

Females (N ¼ 351) 1.6� 0.3 mm 1.1� 0.2 mm

Males (N ¼ 518) 1.8� 0.4 mm 1.3� 0.3 mm

Goligher et al.18 Early RA 1.63 (1.54, 1.72) mmb 0.99 (0.94, 1.04) mm
1.28 (1.18, 1.38) mm

Females (N ¼ 29) 2.0 (1.91, 2.09) mmb

Males (N ¼ 9)

Van ‘t Klooster et al.3 Very early or
advanced hand OA

1.62� 0.27 mma 0.99� 0.23 mm

Without OA (N ¼ 20) 1.31� 0.25 mma 0.71� 0.20 mm

With OA (N ¼ 20)

Angwin et al.11 Early RA 1.74� 0.019 mmc 1.20� 0.013 mm

Females (N ¼ 176) 2.03� 0 mmc 1.41� 0.029 mm

Males (N ¼ 69)

Burghardt et al.19 RA MCP2 (N ¼ 13)

microCT scanning 1.73� 0.25 mma

RA (N ¼ 16) MCP3 (N ¼ 13)

1.65� 0.23 mma

MCP4 (N ¼ 12)

1.53� 0.22 mma

Mandl et al.25 RA 0.3 to 2.7 mm (N ¼ 251)

(N ¼ 35)

aMean� standard deviation
bMean, (95% confidence interval)
cMean� SEM.

Table 3 Change in JSW in serial images of the same joint with an interval of 6 to 12 months, related to change in Sharp–van der Heijde score
(mean� standard deviation per ΔSHS).

COBRA (536 pairs) DREAM (589 pairs)

ΔSHSJSN MCP (mm) PIP (mm) MCP (mm) PIP (mm)

0 0.0� 0.1 (N ¼ 262) 0.0� 0.1 (N ¼ 265) −0.0� 0.1 (N ¼ 289) −0.0� 0.1 (N ¼ 293)

1 (N ¼ 0) −0.1� 0.1 (N ¼ 3) 0.1� 0.1 (N ¼ 5) −0.0� 0.0 (N ¼ 2)

2 −0.2� 0.2 (N ¼ 5) −0.1� 0.0 (N ¼ 1)
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Fig. 2 Graphical representation of the difference in JSW measurements of MCP and PIP joints that
was unchanged according to the Sharp–van der Heijde score. Solid line: COBRA MCP, dashed line:
COBRA PIP, dotted line: DREAM remission induction MCP, long dash: DREAM remission induction
PIP.

Fig. 3 Examples of errors in image acquisition and margin delineation. (a) Exposure errors: left, too dark;
right, too bright; (b) repositioning error: left, t1; right, t2 of the same patient; (c) mismatch in delineation of
a joint (left, t1; right, t2 of the same joint).
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joints in the COBRA group were scored ΔSHSJSN ¼ 2, and
these had mean automated measurements of −0.2� 0.2 mm.

Finally, an in-depth review was performed of the 55 joint
pairs (COBRA 36, DREAM 19) that fulfilled our predefined
criteria for discrepancy between SHSJSN and JSW. The causes
for discrepancy as assessed by two rheumatologists were: expo-
sure 15% (COBRA 14%, DREAM 17%), repositioning 57%
(COBRA 62%, DREAM 46%), incorrect delineation by the
software 25% (COBRA 22%, DREAM 32%), no explanation
3% (COBRA 1%, DREAM 5%). Examples of these causes
of error are illustrated in Fig. 3.

6 Discussion
Fully automated measurements of structural joint damage in RA
has been a goal for several research groups. Despite promising
results, these systems are not used routinely in trials let alone in
population wide studies of RA or OA. We believe that structured
evaluation will be an important step in acceptance of these meth-
ods. In this study, we describe a stepwise validation that may
help to further improve automated JSW measurements. The
use of images from different sources and the use of consecutive
images without change as gold standard demonstrate sources of
error and emphasize the importance of a strict protocol when
making serial radiographs in the follow-up of RA.

There are no standard methods to validate automated mea-
surements of JSW in plain hand radiographs. Several studies
have compared JSW in mm with the current gold standard of
joint damage in RA, the SHS. In general, these have produced
adequate results, often indicating a somewhat improved sensi-
tivity to change with computer-assisted methods. However, the
number of failed measurements and/or the need for human
intervention during the “automated” measurements is seldom
reported in detail. Dissimilar results in individual joints may
not be due to failing software, but can be caused by misinter-
pretation in the SHS, or variation in image acquisition, such as
repositioning of the hand in consecutive images or variations in
exposure.

The first step in validation is the success rate of a system to
automatically locate joints and joint margins in a large number
of images. In the two datasets from different sources in this
study, the first step of automated location of the joints was
more successful (99% versus 87%) in the DREAM images
from a single hospital, than in the multicenter data from the
COBRA trial. This underlines the importance of a standard
protocol to obtain serial images. We do not believe that the
process of digitization of the COBRA images has influenced
these results, since the pixel size we used was equal to the
DREAM images. Also, we have selected COBRA images
that were measured with success in an earlier study22,23

using an operator mediated system, which biased toward suc-
cess in these images.

In the second step of automated image analysis, individual
joints are measured, which again was slightly more successful
(95% versus 92%) in the DREAM images. With operator inter-
vention, the overall performance increased to almost 99%, sug-
gesting that this system provides a rapid tool to measure large
numbers of digital radiographs. However, joints that could not
be measured because of severe damage need special attention,
and future software must be able to assign a correct measure to
these in order to gain wider acceptance.

The third step addresses the precision of the measurement
result in millimeters. The best validation would be to compare

with micro-CT measurements of the 3-D volume of the joint
space, but in this study, we have no CT data. The average
JSW we found was in line with the results at group level of
reported measurements in early RA patients and this provides
support for the quality and comparability of the software.

Progression of RA is exclusively measured in serial images
over time. Scoring of progression means quantitation of changes
between these images. As a fourth step of validation of the auto-
mated system, we used pairs of images with little or no change
over time as a gold standard. The accuracy of our measurements
was good at group level in both datasets, with a mean and
standard error of 0.0� 0.1 mm in repeated images that are
unchanged in the eyes of human observers. This promises suf-
ficient sensitivity to measure changes below the annual joint
space decrease of 0.3 mm. As has been pointed out, we may
even need higher sensitivity given the improved outcome
with current treatment strategies in early RA. In recent years,
structural damage has become less common, and therefore,
the performance of automated measurements in joints with min-
imal damage is of prime importance. However, a potential sys-
tem to measure decreases in JSW will also need tests in images
with more advanced damage than we have studied.

In order to improve automated measurements, we must ana-
lyze the instances in which the system fails. To this end, we
explored in depth the pairs of images that showed discrepancy
between the automated measurement and SHS. It turned out that
technical factors during the process of image acquisition
occurred more frequently than failure of the automated analysis.
Differences in positioning and exposure settings caused 9% of
the joints to be excluded. Moreover, these influences were the
dominant explanation for discrepancy between SHSJSN and
automated JSWmeasurements (repositioning 57% and exposure
15%). Repositioning, as defined by Neumann et al., includes all
possible movements of the hand (e.g., flexion, abduction, and
adduction), but also radiographic technique, equipment, beam
geometry and operator variability. It is considered as a cause
or error.9 Over- or underexposure, which is only detectable
after acquisition, was not mentioned by Neumann. All of
these factors may increase or decrease the change in JSW in
serial images. This is confirmed by our analysis and stresses
that standardizing procedures will potentially improve the small-
est detectable differences of JSW measurement systems. The
importance of quantifying minimal changes or structural integ-
rity was discussed by Landewe and Pfeil.24,25

The strength of this validation study is that it is based on
a large series of images obtained in different conditions.
Furthermore, the use of unchanged joints provides a good refer-
ence to validate the accuracy of serial measurements and to
explore sources of error. This strength is also a limitation,
since we included only a small number of images with serious
joint damage. Deformed joints with asymmetric JSN or anky-
loses are often hard to measure with fully automated systems.
Obviously, it will be important to test systems in groups of
patients with longer disease duration. In most studies of
automated joint measurements, the lack of measurements on
the wrists is another limitation. These are difficult to measure
with computerized systems due to the variation in wrist
anatomy, repositioning, and the overlap of carpal bones on 2-D
images. We may need to explore other approaches than the vari-
ous efforts to copy the SHS measures of wrist damage. This also
raises the question “which joints can reliably and consistently
provide information when the goal is to assess long-term
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damage in arthritis?”26 Further research and development of
automated assessment of joint damage help to solve these issues.

In conclusion, this study confirms that an automated comput-
erized JSW measurement method for MCP and PIP joints can
produce measurements that are in line with the labor intensive
SHSJSN. It is obvious that such systems may provide an alter-
native to human observations and therefore, save time and costs.
Standardization of image acquisition is an important and pos-
sibly underestimated factor that may help to improve the perfor-
mance of automated systems. These considerations may support
further development of a fully functioning program for quanti-
fication of disease progress of RA. This should incorporate not
only JSW measurements but also erosion measurements for
hands and feet. Accurate measurement of JSW will also be
of importance in the follow-up of OA, in particular, in trials
of potential interventions for this condition. The proposed
method should also be further validated for normal and RA
joints in order to establish reference values. In the future,
such automated programs may not only be relevant for clinical
studies but also be beneficial for assessment of joint damage in
clinical practice. This can happen only after careful validation
and comparison of these programs.
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