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Deposition of cellular f ibronectin and 
desorption of human serum albumin during 
adhesion and spreading of human endothelial 
cells on polymers 
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More insight into the mechanism of adhesion of human endothelial cells (HEC) on to 
polymeric surfaces may lead to the development of improved small-diameter vascular grafts. 
H EC suspended in 20% human serum-containing culture medium adhere and spread well on 
moderately water-wettable polymers such as tissue culture polystyrene (TCPS). Earlier it was 
demonstrated that during adhesion and spreading of HEC on TCPS, cellular fibronectin is 
deposited on to this surface. It was postulated that fibronectin deposition is accompanied by 
desorption of adsorbed serum proteins, e.g. human serum albumin (HSA). The amounts of 
adsorbed (cellular) fibronectin and HSA on TCPS surfaces pretreated for 1 h with solutions of 
human serum (ranging from 0.01%-20%), were determined after incubation of these surfaces 
for 6 h with HEC in culture medium and after incubation with culture medium without cells. 
Protein adsorption was determined by means of a two-step enzyme-immunoassay (EIA). HEC 
adhesion and spreading on TCPS resulted in a significant deposition of fibronectin irrespective 
of the serum concentration in the solution used for the pretreatment of TCPS. The deposition 
of cellular fibronectin on to TCPS, pretreated with human serum, was accompanied by 
displacement of adsorbed HSA. Desorption of HSA from TCPS was only detectable with the 
EIA at serum concentrations ranging from 0.01%-1%. Using l~l-I-labelled HSA as tracer 
protein; it could, however, be demonstrated that HSA was also displaced from TCPS, 
pretreated with solutions of higher serum concentrations. Pretreatment of the hydrophobic 
vascular graft material PET (poly(ethylene terephthalate); Dacron) and of FEP 
(fluoroethylenepropylene copotymer; a Teflon-like polymer) with a solution containing 20% 
human serum resulted in a reduced adhesion of HEC compared to uncoated surfaces. We 
suggest that this may be caused by a poor displacement of adsorbed serum proteins from 
these hydrophobic surfaces by cellular fibronectin. This may explain why HEC normally fail to 
adhere on to prosthetic surfaces. 

1. I n t r o d u c t i o n  
The clinical results with small diameter ( <  5 mm) 
vascular grafts are, in general, disappointing, pre- 
dominantly because of thrombotic occlusion [1 3]. 
Because vascular endothelium represents a unique, 
non-thrombogenic surface, endothelial cells are the 
logical choice for lining a prosthesis. [4]. Endothelial 
lining leads to improved patency of prostheses while 
reduced platelet deposition is observed on the luminal 
surface, both in humans and dogs [5-7]. However, in 
humans, prostheses are not spontaneously overgrown 
by endothelial cells [2, 8, 9]. Seeding of prostheses 
with (autologous) endothelial cells may be a method 
to cover the luminal surface with cells, provided that 
adhesion of endothelial cells on to polymeric surfaces 
is optimal. 
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In order to optimize the interaction of endothelial 
cells with polymers, more insight is required into the 
mechanism of adhesion, spreading and proliferation of 
endothelial cells on polymeric surfaces. From in vitro 

data it is known that human endothelial cells, sus- 
pended in 20% human serum-containing culture 
medium, only adhere and proliferate well on poly- 
meric surfaces which are moderately water-wettable 
(e.g. tissue culture polystyrene; TCPS) [3]. Protein 
adsorption from serum-containing culture medium to 
a polymeric surface will occur almost instantaneously. 
Therefore, protein adsorption is one of the major 
determinants for adhesion and spreading of cells on 
polymers. Research on protein adsorption in our 
laboratory revealed that the amount of adsorbed fi- 
bronectin, a protein which promotes cell adhesion, 
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from culture medium containing 20% human serum 
to TCPS is relatively small [10]. However, from this 
culture medium, relatively large amounts of high- 
density lipoprotein, immunoglobulin G and human 
serum albumin (HSA), which all inhibit cell adhesion, 
adsorb to TCPS. In spite of the high adsorption of 
these proteins, endothelial cells adhere and spread well 
on TCPS [3, 10]. Moreover, endothelial celt-derived 
fibronectin is deposited in relatively large amounts on 
to TCPS during adhesion and spreading [11, 12]. 
Proteins generally adsorb to surfaces as a monolayer 
of molecules, but do not adsorb to already adsorbed 
protein molecules [13, 14]. Therefore, we postulate 
that during adhesion and spreading of human endo- 
thelial cells on TCPS, adsorbed serum proteins are 
displaced by cellular fibronectin. This hypothesis may 
have consequences for adhesion and spreading of 
endothelial cells on surfaces other than TCPS. Most 
probably the displacement of proteins will occur more 
easily from relatively hydrophilic surfaces than from 
hydrophobic surfaces, because less reversible protein 
adsorption to the latter type of surfaces occurs [15, 
i6]. We assume that this is the reason why endothelial 
cells adhere and spread well on TCPS and do not 
adhere and spread on more hydrophobic surfaces. 

In order to test the hypothesis with respect to the 
displacement of adsorbed proteins by cellular fibro- 
nectin, the adsorption of fibronectin and human 
serum albumin to TCPS, pretreated with solutions of 
various concentrations of human serum, was studied 
after incubation of these surfaces with endothelial cells 
in a culture medium and after incubation with a 
medium without cells. Moreover, adhesion of human 
endothelial cells on to other polymers which were 
pretreated with solutions of 20% human serum, or 
which were not pretreated, was studied. These poly- 
mers differed in wettability. 

2. Mater ia ls  and methods 
2.1. Polymers 
The polymers used in this study were: tissue culture 
polystyrene (TCPS); poly(ethylene terephthalate) 
(PET, Melinex polyester, type 0), tissue culture 
poly(ethylene terephthalate) (TCPET, Falcon film- 
lined dish), and fluoroethylenepropylene copolymer 
(FEP; film type 500 A). TCPS and TCPET, in the form 
of tissue culture clusters or dishes, were used as- 
received from the manufacturer. PET and FEP were 
cleaned ultrasonically for 30 min in 1% (vol/vol) 
detergent solution (RBS 25) and extensively rinsed 
with distilled water and absolute ethanol (pro analysi). 
For both protein-adsorption and cell-adhesion ex- 
periments, sheets of PET, TCPET and FEP were 
mounted in a test device as described by Poet et al. 
[17]. Each well of this device has a surface area of 
0.8 cm 2. TCPS was used as 24-well clusters (2 cm 2 per 
well), except for experiments in which radio-iodinated 
HSA was used. In these experiments TCPS 48-well 
clusters (1 cm z per well) were applied. 

2.2. Protein coa t ing  
Polymer surfaces were exposed for 1 h at room tem- 
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perature to solutions with the following concentra- 
tions of human serum: 20%, 10%, 1%, 0.1%, 0.05% 
and 0.01% (vol/vol). Human serum was diluted to a 
concentration of 20% with serum-free culture medium 
(see Section 2.3). Solutions with the other concentra- 
tions of human serum were made by diluting this 
serum-containing culture medium with phosphate- 
buffered saline (PBS; 8.2 g/t NaC1, 3.1 g/1 Na2HPO4 . 
12H20, 0.2g/1 NaH2PO4.2H20;  pH 7.4). After 
incubation, the wells were rinsed three times with 
PBS. 

2.3. Cell cul ture  
Human endothelial cells were isolated from umbilical 
cord veins using Willems et al.'s method [18]. The 
cells were routinely cultured, as described by Van 
Wachem et al. [19], in tissue culture polystyrene flasks 
precoated with partially purified fibronectin (co-prod- 
uct obtained during the preparation of human factor 
VIII concentrate from cryoprecipitate). The culture 
medium consisted of a 1 : 1 mixture of Medium 199 
and RPMI 1640, containing 20% pooled human 
serum derived from 20 healthy male donors, 2ram 
L-glutamine, 100 U ml-  1 penicillin, 100 gg ml-  1 
streptomycin and 4 gg ml-  1 fungizone. 

2.4. Cell seeding and lysis 
Cells were harvested from confluent cultures after the 
second or third passage by treatment with trypsin 
(0.05% trypsin/0.02% EDTA). Trypsin was inhibited 
by adding 20% serum-containing culture medium. 
In order to study the deposition of fibronectin as a 
function of time, cells were suspended in 20% serum- 
containing culture medium and seeded into wells at a 
density of 60 000 cells cm- 2. In all other experiments 
cells were washed three times with serum-free culture 
medium (the previously defined medium lacking 
serum) and seeded at a density of 200 000 cells cm- 2. 
After the appropriate incubation time, non-adherent 
cells were removed by rinsing with PBS. In order to 
make the adsorbed proteins beneath the adherent cell 
layer accessible to antibodies, a method previously 
described by Van Wachem et al. [11], was used to 
remove the adherent cells. These cells were lysed with 
0.1 N ammonia for 10 min, followed by rinsing three 
times with PBS. The exposed protein layer was fixed 
for 15 min with absolute methanol (pro analysi) and 
rinsed again with PBS. The wells, filled with PBS, were 
stored at 4 °C before determination of the amounts of 
adsorbed proteins. 

2.5. Determination of the amounts of 
adsorbed proteins 

The relative amounts of adsorbed proteins were deter- 
mined either by means of a two-step enzyme-immune- 
assay or by the use of radio-iodinated human serum 
albumin as tracer protein added to the serum-contain- 
ing culture medium. 

The two-step enzyme-immunoassay was carried out 
as described by Van Wachem et al. [10]. This assay 
was performed in the following way. Subsequently, 
surfaces with adsorbed proteins were rinsed four times 



with PBS supplemented with Tween-20 (0.005%; 
wt/vol) and incubated for 1 h with 400 gl solution of 
the first antibody, either directed against human 
fibronectin or human serum albumin (CLB). These 
antiserums were diluted 100 times with antibody 
buffer (150 mM NaC1, 50 mM tris-HC1; 0.2% (wt/vol) 
gelatin, 0.02% (wt/vol) Tween-20), supplemented 
with 0.5% (wt/vol) bovine serum albumin. Wells were 
rinsed four times with PBS/Tween-20 and incubated 
for 1 h with 400 tal enzyme-labelled second antibody 
solution (horse-radish peroxidase conjugated sheep- 
anti-rabbit IgG). This peroxidase-labelled antibody 
was first diluted 200 times with the unlabelled equival- 
ent (CLB) and subsequently diluted 1000 times with 
the previously defined antibody buffer containing 5% 
instead of 0.5% bovine serum albumin. After rinsing 
with PBS/Tween-20, the wells were incubated in the 
dark for 30 min with 400 gl leuko dye solution con- 
taining hydrogen peroxide. The leuko dye solution 
consisted of 165 gl 3,3',5,5'-tetramethylbenzidine 
(6 rag/rot DMSO) and 10 ml 0.11 M sodium acetate/ 
citric acid, pH 5.5. Just before use, 10 gl 3% H 2 0  2 
solution (enzyme substrate) was added to the leuko 
dye solution. The enzymatic colour reaction was stop- 
ped by adding 200 gl 4 y HaSO4. Part of the dye 
solution from each well (250 gl) was transferred into 
wells of a 96-well plate and the absorbance was meas- 
ured at 450 nm using a multiscanner. The dye solution 
was diluted before measurement, when the absorbance 
exceeded the value of 2.0. When protein adsorption on 
to sheets of FEP, PET and TCPET,  which were 
mounted in the test device (see Section 2.2), was 
measured, half of the mentioned amounts of antibody 
solutions, leuko dye solutions and sulphuric acid were 
used. The data, presented as protein adsorption, are 
the mean values of absorbance measurements of dye 
solutions obtained from wells of a test device or tissue 
culture cluster. In each protein displacement experi- 
ment in which TCPS was exposed to a particular 
serum concentration, the amount of HSA adsorbed 
after incubation with medium without cells, was taken 
as 100%. The amount of adsorbed fibronectin after 
incubation with medium containing cells was taken 
as 100%. 

Experiments with radio-iodinated human serum 
albumin as tracer protein were performed in the fol- 
lowing way: to 20% human serum-containing culture 
medium, 131I-labelled human serum albumin was 
added to a final concentration of 0.012 mg m l - 1  The 
amount of added HSA was 0.12% (wt/wt) of the native 
HSA present in the 20% serum-containing culture 
medium. Part of this culture medium was diluted with 
PBS to 1% human serum. TCPS wells, excised from a 
48-well cluster, were coated with these solutions as 
described above. After incubation for 6 h with serum- 
free culture medium either with or without cells, the 
wells were rinsed with serum-free medium. Sub- 
sequently the radioactivity of each well was counted 
with a LKB compugamma 1282 5,-counter. 

2.6. Cell a d h e s i o n  
Cell adhesion on to TCPS, TCPET, PET and FEP, 
either pre-exposed to 20% human serum-containing 

culture medium or not pre-exposed to this medium, 
was determined after incubation for 6 h with a cell 
suspension. Non-adherent cells were removed by rin- 
sing with PBS and the number of adherent cells was 
determined by measuring the amount of DNA using 
Hoechst dye 33258 enhanced fluorescence of DNA. A 
combination of the methods of West et al. [20] and 
Mates et at. [21] was used. In order to release the 
DNA from the cells, the wells were incubated with 
0.70 ml 10 mM EDTA (pH 12.3) for 10 rain. From this 
solution, 0.65 ml was taken and mixed with 0.75 ml 
10 mM EDTA (pH 12.3) and 0.l 10 ml 1 M KH2PO 4 to 
reach pH 7.0. To this solution, 1.5 ml Hoechst 33258 
(800 ngml -  ~; 100 mM NaCt, 10 mM tris-HC1, pH 7.0) 
was added just before measuring the fluorescence with 
a Perkin-Elmer LS 3 fluorescence spectrometer using 
excitation and emission wavelengths of 360 and 
450 nm, respectively. Cell adhesion is expressed as the 
percentage of the number of adherent cells on TCPS 
coated with partially purified fibronectin (reference 
surface). 

3. Results 
3.1. Amounts of adsorbed HSA and 

fibronectin 
In order to study the mechanism of endothelial cell 
adhesion on to TCPS, cells suspended in serum-flee 
medium were seeded into TCPS wells pre-exposed 
to solutions with different concentrations of human 
serum. The relative amounts of fibronectin and HSA 
adsorbed to TCPS after 6 h incubation of these coated 
wells with either serum-flee medium or with a suspen- 
sion of endothelial cells in serum-free medium is 
shown in the graphs of Fig. 1. These graphs reveal 
that, irrespective of the serum concentration in the 
coating solution, the amount  of adsorbed fibronectin 
is significantly higher when the surfaces had been 
exposed to endothelial cells in serum-free medium 
compared to surfaces incubated with serum-free 
medium without cells. The amounts of HSA present 
on these TCPS surfaces were also determined. In 
general, it was found that after incubation with a 
suspension of endothelial cells, less adsorbed HSA was 
present on TCPS than after incubation with serum- 
free medium without cells. This decrease in adsorbed 
HSA was signfiicant for coating solutions with serum 
concentrations of 0 .0 t%-1%.  On TCPS pretreated 
with 10% and 20% human serum, a decrease in the 
amount of adsorbed HSA could not be detected by 
means of the enzyme-immunoassay. During the ex- 
periments cell adhesion and spreading was studied by 
light microscopy. Although cell spreading was most 
prominent on TCPS pretreated with the highest con- 
centrations of human serum, all surfaces were almost 
completely covered with spread cells. 

In order to confirm a decrease in the amount of 
adsorbed HSA, during endothelial cell adhesion and 
spreading on TCPS which had been pre-exposed to 
serum-containing medium, experiments were also 
carried out in which ~3~I-labelled HSA was added 
as tracer protein to these serum solutions. The concen- 
trations of human serum were taken as 1% and 20%. 

229 



150 

g 
8 too 

c 
o 

n~ 

(a)  

t50 

~ lO0 

50 '  

n,- 

(c) 

HSA 

HSA 

FN 

l ~ ithout oe[Is 

[ ]  wiIh ceils 

.ll 
FN 

E 

=_ 

--$ 
Or" 

150 

100 

50 

o 

(b) 

I50 

=o 
100 

50 

(d) 

HSA FN 

2. 

HSA 

[ ~  wi{houl cells 

with cells 

,ii 
FN 

t50 

E 

o loo 

.~_ 

o 

~- 50 >~ 

[ B without ceils 

I~f with cells 

+ * 

150 

100 

.~_ 

o 

~- 5o 

HSA FN HSA FN 
(e) ( f )  

Figure 1 Relative amounts  of adsorbed human  serum albumin (HSA) and fibronectin (FN) to TCPS, which was exposed to solutions of 
various concentrations of human serum for 1 h, followed by incubation for 6 h with serum-free culture medium either with endothelial cells 
(200000 cm ~2) or without cells. Detection: enzyme-immunoassay.  In each experiment in which TCPS was exposed to a particular serum 
concentration, the amount  of HSA adsorbed after incubation with medium without cells was taken as 100%, whereas the amount  of adsorbed 
fibronectin was calculated as the percentage of the amount  adsorbed after incubation with medium-containing cells. Values are means  of four 
determinations ( + S.D.). Unpaired t-test: (*) p < 0.0005; ( + ) p < 0.005; compared to protein adsorption after incubation with medium 
without cells (a) 20% serum, (b) 10% serum, (e) 1% serum, (d) 0.1% serum, (e) 0.05% serum, (f) 0.01% serum. 

Both on TCPS pretreated with 1% and with 20% 
human serum, significantly less HSA was detected 
after incubation with a suspension of endothelial cells 
compared to incubation with serum-free medium 
without cells (Fig. 2). 

vealed that cells adhered and spread well on both 
TCPS and TCPET. Cells also adhered and spread on 
PET, but to a lesser extent than on TCPS, and after 
6 h incubation part of the cells detached from this 
surface. Cells hardly adhered and spread on FEP. 

3.2. F ibronect in  depos t ion  on to TCPS, 
TCPET, PET and FEP 

Deposition of fibronectin by endothelial cells sus- 
pended in 20% human serum-containing medium 
only occurred on to TCPS and TCPET, but not on to 
PET and FEP (Fig. 3). The results depicted in Fig. 3 
show that no fibronectin had been deposited by endo- 
thelial cells adhering to PET or FEP during 6 h 
incubation. Cells adhering to TCPET and TCPS 
clearly deposited fibronectin on to these surfaces dur- 
ing this period. Light microscopic observations re- 
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3.3. Cell adhes ion  
Because the adsorption and desorption behaviour of 
proteins is different for hydrophobic surfaces com- 
pared to hydrophilic surfaces, adhesion of endothelial 
cells on to FEP, PET (both hydrophobic surfaces) and 
TCPET as well as TCPS (both relatively hydrophilic 
surfaces) was studied. These polymers were either 
exposed or not exposed to 20% human serum for 1 h 
before cells were introduced into the wells. 

Pretreatment of FEP  and PET with 20% human 
serum resulted in a considerably decreased adhesion 
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Figure 2 Amounts  of adsorbed human  serum albumin (HSA) to 
TCPS, exposed for 1 h to either 20% or 1% h u m a n  serum, both 
supplemented with ~31I-tabelled human  serum alubin, followed 
by incubation for 6 h with serum-free culture medium either with 
endothelial cells (200000cm -2) or without cells. 131I-labelled 
human  serum albumin was added to the serum solutions to a final 
concentration of 0.12% (wt/wt) of  the native HSA present. In each 
experiment in which TCPS was exposed to a particular serum 
concentration, the amount  of HSA adsorbed after incubation with 
medium without cells was taken as 100% ( 4- s.o.; n = 4). Unpaired 
t-test: (*) p < 0.01; ( + ) p < 0.025 compared to HSA adsorption 
after incubation with medium without cells. 

of endothelial cells (suspended in serum-free medium) 
after incubation for 6 h compared to celt adhesion on 
to the untreated surfaces (Fig. 4). No difference be- 
tween adhesion of endothelial cells on to untreated 
and serum-treated TCPET was observed. Cell adhe- 
sion on to TCPS was only slightly decreased after the 
surface was pretreated with 20% human serum. 
Spreading of the cells was not optimal on uncoated 
FEP and PET, but a worse spreading occurred on 
serum-treated FEP and PET and detachment of cells 
was observed. Good cell spreading was found on 
untreated and serum-treated TCPET and TCPS. 
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Figure 3 Deposition of fibronectin by human  endothelial cells as a 
function of time during adhesion on to (O)  TCPS, (I~) TCPET,  
( • )  PET and ( D )  FEP. The polymers surfaces were exposed to 
20% human  serum-containing culture medium either with endo- 
thelial cells (60 000 cm = z) or without ceils. Fibronectin adsorption 
values are the differences between the adsorbances of the dye 
solutions from wells incubated with medium containing cells and 
medium without cells. Values are means of five determinations 
( ! S.D.). 
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Figure 4 Adhesion of human endothelial cells on to FEP, PET, 
TCPET and TCPS, which were exposed for 1 h either to 20% 
human  serum or to PBS (uncoated). Adhesion of endothelial cells, 
suspended in serum-free medium, was determined after incubation 
for 6 h. Adhesion is expressed as percentage of the number  of cells 
adhering to TCPS coated with partially purified fibronectin (refer- 
ence surface). Values are means  of four determinations ( _+ &D.). 
Unpaired t-test: (*) p < 0 . 0 0 5 ;  ( + )  p < 0 . 0 1 ;  ( # )  p < 0 . 0 2 5 ;  
compared to cell adhesion to uncoated surfaces. 

4. Discussion 
There is evidence that the patency of vascular grafts 
with a relatively small diameter can probably be 
improved by an endothelial lining of the luminal 
surface [4, 5]. Optimal interaction of the endothelial 
cells with the graft surface is important for survival of 
the cell lining after restoration of the blood flow. The 
present study was undertaken to gain more insight 
into this interaction, especially in the role of protein 
adsorption during adhesion of endothelial cells on to 
polymeric surfaces. Several authors [3, t0, 11, 22-24] 
have postulated that the deposition of fibronectin by 
endothelial cells during their adhesion and spreading 
on TCPS is accompanied by displacement of proteins 
which had been previously adsorbed to the surface 
from the serum-containing culture medium. When 
such displacement is not possible fibronectin depos- 
ition will be inhibited and consequently cell adhesion 
is impaired. 

In order to test the above-mentioned hypothesis, 
the amounts of adsorbed fibronectin and human 
serum albumin on serum-pretreated TCPS surfaces 
were determined after incubation for 6 h with endo- 
thelial cells suspended in serum-free medium as well 
as after incubation with serum-free medium without 
cells. For detection of the amounts of adsorbed HSA 
with the enzyme-immunoassay, TCPS was pre- 
exposed to 20% human serum-containing medium as 
well as to solutions of lower serum concentrations, 
because earlier experiments revealed that the enzyme- 
immunoassay employed by us is not suitable to detect 
relatively small changes in the amount of an adsorbed 
protein, if a relatively large amount of such a protein 
has been adsorbed [11]. It has been suggested that in 
this immunoassay a compact monolayer of antibody 
molecules, instead of a compact monolayer of (pre)- 
adsorbed protein, determines the maximal amount of 
adsorbed protein which can be measured [11]. 
Therefore, the measurement of differences between the 
amounts of an adsorbed protein is presumably not 
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possible when these amounts are large. As a conse- 
quence, a decrease in the amount of a preadsorbed 
protein will not be detected if this amount is not very 
much reduced during exposure to the cell suspension 
[11]. By decreasing the serum concentration in the 
solutions used for pretreatment of the polymer sur- 
faces, the amounts of adsorbed proteins are generally 
smaller [10]. Consequently, the endothelial cells had 
to be suspended in medium lacking serum to avoid 
adsorption of large amounts of serum proteins. In this 
way it could be shown that the amounts of HSA, 
preadsorbed to TCPS from serum solutions, de- 
creased during incubation with endothelial cells. 

The experiments with respect to the displacement of 
HSA by cellular fibronectin showed that adhesion and 
spreading of endothelial cells on TCPS resulted in the 
deposition of relatively large amounts of cellular 
fibronectin, irrespective of the serum concentration in 
the solution used during pretreatment. This shows 
that there is not a pronounced effect of the amount of 
already adsorbed serum fibronectin on the deposition 
of cellular fibronectin. Although the amounts of ad- 
sorbed serum fibronectin from experiments in which 
different serum concentrations were used, may not 
quantitatively be compared, the results suggest an 
optimum in fibronectin adsorption from serum solu- 
tions to TCPS (not exposed to cell suspensions after- 
wards) at about 0.1% serum. This is in agreement with 
the results of other authors [10, 24]. The amounts of 
HSA adsorbed to TCPS, which had been pretreated 
with solutions with serum concentrations ranging 
from 0.01%-1%, were significantly less after incuba- 
tion with cells in culture medium compared to incuba- 
tion with medium without cells. Because endothelial 
cells deposit relatively large amounts of fibronectin on 
to TCPS, the most plausible explanation for the de- 
crease in the amount of adsorbed HSA is, that pre- 
viously adsorbed HSA had been displaced by cellular 
fibronectin. 

The decrease in the amount of adsorbed HSA dur- 
ing incubation with a cell suspension, was confirmed 
by adding 131I-labelled HSA as tracer protein to 
human serum solutions used for pretreatment of the 
TCPS surfaces. In this way, a decrease in the amount 
of adsorbed HSA was not only found when TCPS had 
been pretreated with 1% human serum, but also when 
20% serum was used. The trace labelling experiment 
in which 1% human serum was used for pretreatment 
of TCPS rules out the possibility that the decrease in 
HSA adsorption after incubation with cells, as detec- 
ted by the enzyme-immunoassay, was caused by 
masking of preadsorbed HSA molecules by fibronec- 
tin or by any mechanism other than desorption of 
HSA from the TCPS surface. Furthermore, the trace 
labelling experiment confirms our supposition that the 
enzyme-immunoassay is not suited to detect relatively 
small changes in the amount of adsorbed protein, 
when large amounts of protein are adsorbed. 

Although the mechanism of displacement of ad- 
sorbed serum proteins by cellular fibronectin has only 
been demonstrated for endothelial cells seeded from 
serum-free medium, it is plausible that this mechanism 
also applies for cells seeded from 20% human serum- 
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containing culture medium, because fibronectin de- 
position by cells suspended in serum-free medium as a 
function of time is almost equal to fibronectin depos- 
ition by cells suspended in 20% serum-containing 
medium (data not shown). Moreover, the experiments 
in which fibronectin depositions on to TcPS,  TCPET, 
PET and FEP were compared, showed that a relat- 
ively large amount of fibronectin was deposited on to 
TCPS after incubation for 6 h with endothelial cells 
suspended in 20% serum-containing culture medium 
(Fig. 3). This was also the case in the protein displace- 
ment experiments (Fig. 1). 

Besides fibronectin, human endothelial cells also 
produce other adhesive proteins, such as laminin, 
elastin, collagens and von Willebrand factor [25, 26]. 
It is possible that these proteins may cooperate in the 
desorption of HSA. However, this does not alter the 
hypothesis that adhesive proteins secreted by human 
endothelial cells displace adsorbed serum proteins 
during the in vitro adhesion and spreading of these 
cells. 

Former experiments in our laboratory concerning 
the adhesion of human endothelial cells on to poly- 
meric surfaces, revealed that these cells hardly adhere 
and spread on hydrophobic polymers [3]. The poly- 
mers used for vascular grafts, Dacron (PET) and 
Teflon (polytetrafluoroethylene), are hydrophobic. It 
is generally accepted that proteins are less reversibly 
adsorbed to hydrophobic surfaces compared to hy- 
drophilic surfaces [15, 16]. Therefore, displacement of 
adsorbed serum proteins by cellular proteins will be 
more difficult in the case of a hydrophobic surface 
compared to a hydrophilic surface. 

Two hydrophobic polymers, PET and FEP, as well 
as two polymer surfaces, TCPS and TCPET, which 
are more hydrophilic [3], were compared with respect 
to cell adhesion and fibronectin deposition. The sup- 
position, that the poor desorption of adsorbed 
serum proteins from hydrophobic surfaces inhibits 
fibronectin deposition, and as a consequence cell 
adhesion and spreading, was confirmed by the results 
of the fibronectin deposition experiments (Fig. 3) as 
well as the cell adhesion studies (Fig. 4). Deposition of 
fibronectin by endothelial cells, resuspended in 20% 
serum-containing medium, to FEP and PET was 
found to be absent, even though a substantial number 
of cells adhered to PET. Adhesion of endothelial cells 
on to the hydrophobic PET and FEP, which were pre- 
exposed to 20% human serum, was considerably im- 
paired compared to PET and FEP surfaces which 
were not pre-exposed to serum-containing medium. 
On the contrary, endothelial cell adhesion was almost 
identical to the serum-pretreated and untreated poly- 
mers surfaces TCPS and TCPET, which are more 
hydrophilic. Evidently, exposure of the hydrophobic 
PET and FEP to a serum solution results in the 
irreversible adsorption of proteins, and displacement 
of these proteins by cellular fibronectin does not 
occur. As a consequence, endothelial cell adhesion and 
spreading is impaired. Results from the literature also 
confirm the mentioned hypothesis. Van Wachem et aI. 

[10] showed that precoating of TCPS with high- 
density lipoprotein, immunoglobulin G or HSA only 



resulted in a delay of endothelial cell adhesion com- 
pared to cell adhesion on to uncoated TCPS during 
6 h incubation with a suspension of cells in serum- 
containing medium. On the contrary, cell adhesion on 
to PET and FEP, precoated with the same proteins, 
was totally inhibited. These results suggest that the 
preadsorbed proteins, which inhibit cell adhesion, 
were displaced from TCPS by cellular fibronectin 
while displacement of proteins from the more hydro- 
phobic PET and FEP surfaces did not occur [23]. 
Moreover, they found that adherent endothelial cells 
hardly spread on uncoated PET, when the cells were 
seeded from 20% human serum-containing culture 
medium. However, on uncoated PET cell spreading 
was almost the same as on TCPET, if the uncoated 
PET surfaces were incubated for 30 min with endo- 
thelial cells suspended in serum-free medium, after 
which the supernatant was replaced by serum- 
containing culture medium [27]. In the latter case, 
endothelial cells had probably deposited cellular 
fibronectin before serum proteins could adsorb to 
the surface. 

In conclusion, human endothelial cells can only 
deposit fibronectin during adhesion and spreading on 
polymer surfaces if serum proteins which are already 
adsorbed, can be displaced by cellular fibronectin. 
Such a displacement is possible in the case of moder- 
ately water-wettable polymeric surfaces, and these 
surfaces show a good adhesion and spreading of cells. 
In vitro, endothelial cells fail to adhere and spread on 
hydrophobic polymers, like the vascular graft mater- 
ials Dacron and Teflon. This is most probably due to 
the fact that adsorbed serum proteins cannot be dis- 
placed by cellular fibronectin. In order to optimize 
adhesion of human endothelial cells on to vascular 
grafts, the luminal surface has to be modified in such a 
way that displacement of adsorbed proteins by cellu- 
lar fibronectin is possible. 
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