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A ceramic cylinder has been developed as an accessory to a standard 
DuPont 951 Thermogravimetric Analyzer to study weight changes of solid 
samples in corrosive atmospheres. 

This device has two purposes to be fulfilled at higher temperatures 
(G 9OOOC) and higher gas flow rates (G 14 cm s-l): (1) preventing mixing of 
reactant and purge gases at the location of the sample; and (2) keeping the 
corrosive reactant gas from the balance sections. 

EXPERIMENTAL 

For corrosive atmospheres such as nitrogen mixtures with sulphur dioxide 
etc., the instruction manual of the DuPont 951 Thermogravimetric Analyzer 
[l] advises the installation of a gas inlet tube on the furnace tube between the 
furnace and the balance housing. A stopcock is sealed to the, Pyrex bell jar to 
purge the back end of the balance assembly. The normal gas inlet, located on 
the balance housing, is also flushed with the inert gas. The reactive gas is 
admitted through the side arm of the furnace tube so that it will flow to the 
sample along with the purge gas. 

The main disadvantage of this system is that the purge gas mixes with the 
reactant gas around the sample making it difficult to establish a constant 
and reproducible concentration of the latter. To avoid this, we worked with a 
different modification. This does not require a complicated double furnace 
tube, as described by Ruth et al. [2] and Ulerich et al. [3]. 

The reactive gas mixture is admitted from the end (Fig. 1) and leaves the 
sample housing through the side arm, which now has the function of ou,tlet. 
The extra furnace tube 1 as a preheater is necessary to establish selected high 
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purge gas in 

I- reactant gas in 

Fig. I. Modified DuPont TG apparatus. 1. Crushed alumina: 2. preheater furnace: 3. quartz 
wool: 4. reactor furnace; 5, quartz tube: 6, sample pan: 7. sample thermocouple: 8. ceramic 
cylinder; 9. beam sheath; 10. balance housing; I I, Pyrex bell jar. 

temperatures at high gas flow rates. The essential part of the modification is 
a detachable accessory, an alumina cylinder. which works as an effective 
obstacle against the mixing of inert purge and reactant gases around the 
sample. The cylinder is supported by the metal beam sheath of the balance 
(which fits into the incision I of the cylinder Fig. 2) and by the extra alumina 
tube around the metal thermocouple protection. 

A ceramic disc F, at the front end of the cylinder, provides separation 
between the reaction and balance zones. The small slots S and T in the disc 
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Fig. 2. Details of the ceramic cylinder, two-hole disc and thermocouple protection. 



111 

provide a passage for the quartz balance rod and the thermocouple tube. At 
the thermocouple end of the extra alumina tube a thinner quartz tube 
(diameter 2mm) can be connected to protect the thermocouple itself. Some 
quartz wool can be put into the open end of the cylinder to hold it more 
firmly supported on the beam sheath. The purge gas, e.g. nitrogen, flows 
through the balance housing and the extra stopcock of the bell jar into the 
beam sheath. A hole on the side of the ceramic cylinder (adjacent to the side 
arm) permits the outflow of purge gas. Both the purge and reactant gases 
leave the furnace tube through the side arm. 

The efficiency of the modification was tested by means of copper powder 
(reduced by hydrogen) in the sample pan, nitrogen as the gas in the furnace 
tube and oxygen as the purge gas in bell jar and balance housing. The weight 
gain by oxidation of the sample at 600°C was taken to be indicative of purge 
gas penetration. This was found to depend on the ratio of the purge to 
reactant gas and the flow rate of the reactant gas (in the case of the copper 
experiments actually inert, the purge gas in the balance housing being 
oxygen). 

For instance, at reactant gas velocity of 14 cm s-’ (1 bar) and purge to 
reactant gas flow ratio of 1: 6 gas mixing was found to be negligible. At ratio 
1 : 2 and velocity of 8 cm s -’ the oxidation weight increase was found to be 
0.025%. In our circumstances no weight increase for atmosphere-sensitive 
substances, put at the bottom of the bell jar, was detected, so the balance 
housing was sufficiently protected. The modified TG apparatus was 
the comparison of European limestones on their sulphur retention 
ties. The results of these TG experiments were in agreement with 
other testing methods, a selection of which has been described [4]. 
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