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We report on the performance of a fine-grained 13-ton compensating lead/scintillating-fiber calorimeter, and in particular on its
capability of localizing the particles that produce showers in it . The RMS position resolution was found to be 1 .7 mm for
electromagnetic showers and 5.1 mm for hadronic showers at 80 GeV, averaged over a tower with an effective radius of 39 mm .
Pion-pion separation through analysis of the energy deposit pattern was achieved in more than 95% of the cases for distances down
to 8 cm at 80 GeV. Because of the good lateral position resolution, detailed information on the longitudinal shower development
could be obtained, with the help of tracking information, when single particles entered the (longitudinally unsegmented) detector at a
small angle with respect to the fiber axis . This information made it possible to eliminate the effects of light attenuation in the fibers
on the hadronic energy resolution and allowed e/m separation at the 10-° level .

1 . Introduction

The new generation of multi-TeV high-luminosity pp
colliders (LHC, SSC) requires detectors of unprece-
dented quality in order to allow for meaningful experi-
ments. Calorimetry is among the most crucial elements
of experiments at such machines, since it has to provide
the first-level trigger information . It is the first filter for
selecting the rare (10-8 level) interesting events under
extreme background conditions . Moreover, the calorim-
eter information is the basis for studying the production
of jets, electrons and missing energy, the most likely
messengers of new physics.

' On leave of absence from IHEP Beijing, China.
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The Spaghetti Calorimeter (or SPACAL) was devel-
oped, in the framework of the LAA project at CERN,
with these goals in mind . It is a compensating lead/
scintillating-fiber calorimeter with monolythic towers,
i.e . without longitudinal segmentation into an electro-
magnetic (e.m .) and an hadronic section .

Among its remarkable properties, we mention two
that are particularly relevant for its performance in an
LHC/SSC environment, namely the very high signal
speed [1] and the hermeticity . The latter is achieved
because the fibers that sample the showers are running
(approximately) in the same direction as the incoming
particles, so that all the readout is located at the rear
detector end [2] .

In a typical event at the LHC/SSC, more than 100
secondary particles will be produced . Moreover, multi-
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ple events per bunch crossing will frequently occur
when the luminosity exceeds 10 33 cm -ZS-1 . Therefore,
the spatial resolving power of the calorimeter is crucial
for extracting the physics information, e .g . on jet and
electron production and, in combination with other
detectors, on multiple vertices .

In this paper, we report on the properties of the
SPACAL calorimeter in this respect. In section 2, the
detector and the experimental setup for the data taking
are described . In section 3, the results on the position
resolution for e.m . shower detection are given, and
section 4 deals with the hadronic position resolution .

The particle-particle separation greatly benefits from
the high density and hence from the short radiation and
interaction length of the detector . Experimental results
are described in section 5 . In section 6, we demonstrate
that the excellent position resolution provides a tool for
improving the energy resolution and the electron identi-
fication capability of the detector . Conclusions are given
in section 7 .

2 . Experimental setup

2.1 . The detector
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The measurements were performed with a calorime-
ter consisting of 155 monolythic towers . Each tower
contains 1141 plastic scintillating fibers #1 with a diam-
eter of 1 mm and a length of 2.20 m . These fibers form
the active part of this sampling calorimeter. They are
embedded in a lead matrix in such a way that each fiber
is equidistant to its six neighbours (fig . la) . The fiber
spacing is 2.22 mm (centre-to-centre), such as to achieve
a volume ratio lead : fiber of 4 : 1, needed in order to
make the calorimeter compensating [3,4] .

The fibers were grouped to form 155 towers . Each
tower has an hexagonal cross section (86 mm apex-to-
apex) . The depth of the lead structure is 200 cm . The
fibers sticking out at the back end of the tower were
bunched together in an hexagonal structure, machined
and polished and coupled through an hexagonal light
guide (79 mm long, 42 mm apex-to-apex) to a photo-
multiplier (PM) #2 . The front end of a fiber was polished
and made reflective by aluminium sputtering, such as to
make the response more uniform as a function of depth .
More detailed information about the structure of the
calorimeter can be found in ref. [2] . The lateral cross
section of the detector as a whole is shown in fig. 1b .
The central tower is surrounded by seven concentric
hexagonal rings ; with the outer ring incomplete, the

#1 SCSF-38, produced by Kyowa Gas, now Kuraray Co . Ltd,
Tokyo, Japan.

42 Philips XP 2282, 8-stage .
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Fig . 1 . Detail of the front face of the calorimeter (a) and the
lateral structure of the detector as a whole (b).

detector has a roughly cylindrical shape with a diameter
of 1 m .

Because of the large fraction of high-Z absorber
material (80% in volume), the shower dimensions are
relatively small in this detector . The effective radiation
length Xo amounts to 7.5 mm, the effective Moli6re
radius RM to 25 mm, the effective nuclear interaction
length [5] A, to 21 cm and the average density to 9.3
g/cm3 . The sampling fraction for showers is only 2.3% .
The detector is, therefore, almost 1071, deep and almost
5a, across, enough to contain 150 GeV m- showers on
average to better than 98%, as we will show in a
forthcoming paper.

The PM signals were handled as follows (see fig . 2) .
The anode signal was split into two equal parts by
means of a passive splitter inside the base . One part
went to the counting room where it was further fed into
an active splitter, one output of which was sent un-
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Fig . 2. The handling of the photomultiplier signals . See text for
details.

changed into a 12-bit charge ADC (LeCroy 2280), the
other output was amplified by a factor of - 10 before
being fed into an ADC. The other half of the anode
signal went into a linear adder, where it was combined
with tower signals from the same hexagonal ring. The
resulting ring sum signals were treated in the same way
as the signals that were directly sent to the counting

The gain in the PM tube was set to - 4 pC/GeV in
the central detector region, gradually going up to - 20
pC/GeV in the outer rings, for the unamplified chan-
nels. The ADC gain was 4 counts/pC. This procedure
was chosen to circumvent the insufficient dynamic range
of our PM/ADC system and to be sensitive to small
energy deposits far away from the shower axis .

Sparse data readout was enabled: signals smaller
than 4 counts above the pedestal value were not re-
corded . This corresponds to a cutoff of 5 MeV energy
deposits in the amplified channels of the outer rings .

z

2 .2 . The beam hne
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The measurements were performed in the H2 beam
line of the SPS at CERN . The detector was mounted on
a platform that could move horizontally and vertically
with respect to the beam line, with an accuracy of about
1 mm. Moreover, the detector could be rotated around
its vertical axis, so that the particles could be sent into
the detector at a chosen angle 0, (usually a few degrees)
with respect to the fiber axis . The accuracy of the
angular movement was better than 0.1 mrad .

Behind the detector, a smaller (20-tower) prototype
of the same structure was installed. In practice, we used
this detector to identify and remove muons from the
data samples, and to measure longitudinal shower
leakage. Upstream of the calorimeter, a trigger counter
telescope was installed . It consisted of 5 scintillation
counters (Sl-S5) and 2 drift chambers with x, y read-
out (BC1, BC2) . The layout is shown in fig . 3.

Beams of electrons and negative pions of 5, 10, 20,
40, 80 and 150 GeV were sent into the detector at an
angle 0, with respect to the fiber axis . For most of the
results reported here, 0. was 2° . The beam particle rates
were 102-103 events per spill (2.6 s) . At high energies
(>_ 40 GeV) the beams were very clean, the contamina-
tion of electrons (pions) in the pion (electron) beam
being below the 1% level. At lower energies this was
different. Therefore, the event samples taken at these
energies were cleaned up using data from a preshower
counter (S6, see fig . 3) that was installed lust upstream
of the calorimeter . This preshower detector consisted of
an absorber sheet (1 .14X, tungsten + 0.53X, lead), fol-
lowed by a scintillation counter. The signal in this
scintillator provided separation between electron and
pion events [6] . At 5 and 10 GeV, the preshower counter

Fig. 3 . Layout of the beam line, seen from above. In our convention, the angle B, shown in this figure has a positive sign .
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signal was part of the trigger. For electrons, the signal
was required to be above the threshold, set at 7 times
the minimum ionizing value, for pions the signal was
required to be below this threshold . Since the preshower
counter covered only an area of 15 x 15 cm2 in the
central region of the calorimeter, it was removed during
the matrix scans (see sections 3.1, 4.1), where a larger
area was investigated .

Off-line event selection required a single track, by
cutting on the pulse height of the scintillation counters
S1, S2 and S3 between 0.5 and 1 .7 times the minimum
ionizing particle value. The x and y coordinates mea-
sured in the two beam chambers had to agree within 1
cm . Beam halo particles were removed by cuts on x and
y in the beam chambers .

3. The position resolution for e.m . showers

3.1 . Experimental data

Many of the results described in this and the follow-
ing sections were obtained from a matrix scan of the
surface of the calorimeter with 80 GeV e- and m-. A
relatively broad beam was steered at 0. = 2 ° into the
detector . Data were taken at 49 different detector posi-
tions covering a grid of 12 x 12 cm2 in the case of
electrons. The impact points and the beam size are
indicated in fig . 4. In this way, every part of the surface
of a tower was hit by a sufficiently large number of
electrons to allow for systematic studies of the position
dependence of the results .

Such a systematic study was only done with the 80
GeV particle beams. The energy dependence of the
results was studied with data taken at 9. = 3° in the
centre of one tower. The angular dependence was studied
at 40 GeV, also for particles hitting the centre of a
tower.

Fig . 4. The calorimeter area covered by the 80 GeV e - matrix
scan . The dots correspond to the various beam positions; the

size of the beam spot is indicated as well .
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Fig . 5. Distribution of the impact point of 80 GeV electrons
over the surface of a calorimeter tower, as determined with the
beam chambers (a) and from the calorimeter data with the

simple centre of gravity method (b).

3.2. Methods for determining the position resolution

The standard way of determining the position of a
particle showering in a calorimeter is by determining
the centre of gravity x, y of the energy E, deposited in
the various detector cells (with coordinates x,, y,) that
contribute to the signal,

and the same for the y coordinate . One tower of the
calorimeter has an effective radius of - 1.6 RM . As a
consequence, an electron that hits the central region of
a cell deposits a very large fraction of its energy in this
one cell (typically 95%) . Most of the remaining 5% is
shared between the six neighbouring towers . In practice,
we did not consider towers located farther away from
the shower axis, so that the centre of gravity was
determined by summing over only seven towers . A
displacement of the particle impact point by - 1 cm
from the tower centre only marginally affects the energy



Fig. 6. The coordinate system used for deternuning the correct
impact points from the energy deposit profiles . See text for

details .

sharing, so that the impact point is not correctly recon-
structed in this case .

This is illustrated in fig . 5, which shows the impact
point distribution measured with the beam chambers
(fig . 5a) and the distribution of the impact points recon-
structed from the centre of gravity of the measured
energy deposit profiles (fig. 5b), for a sample of the
recorded 80 GeV e - events . The events tend to be
shifted towards the centre of the tower when the
calorimeter data are used in this way.

50

40

0

30

20

10
E
_E

-10

-20

-10 0 10 20 30 40 50
xàr (mm)

-30 -20 -10 0 10
Sc (mm)

D. Acosta et al. / Localizing particles showering in a Spaghetti Calorimeter

20 30

Fig. 7 . Scatter plots for 80 GeV electrons. The relation between
the x' values measured with the beam chambers (horizontal)
and the x' values determined from the calorimeter data with
the centre of gravity method (vertical, a) . The same for the y'

values (b).

To study this effect more quantitatively, we defined
a coordinate system adapted to the peculiarities of the
hexagonal geometry in the following way (see fig. 6) . An
hexagon is composed of six equilateral triangles. The
particles were attributed a position (x', y'), where the
y' coordinate runs along the side of the hexagon that is
part of the triangle in which the particle is located. The
x' coordinate runs from the tower centre perpendicular
to this side . We used the calorimeter data (x, y) to
determine to which of the six triangles the event had to
be attributed. The beam chamber (x, y) values were
subsequently calculated m the coordinate system (x',
y') defined by this particular triangle .

Fig. 7a shows the relation between the x' values of
the impacting electrons, measured with the beam cham-
bers (horizontal axis) and the x' values reconstructed
from the energy deposit profiles (vertical axis). Ideally,
all the points in this scatter plot should be located on
the dashed line . Displacements of up to 2 cm are
observed . Events are only reconstructed at approxi-
mately the right position if they occur near the tower
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Fig. 8. Scatter plots for 80 GeV electrons. The relation between
the x' values measured with the beam chambers (horizontal)
and the corrected x' values determined from the calorimeter
information (vertical) . See text for details (a) . The same for the

y' values (b).
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centre or near the boundary between towers . The same
information is given for the y' coordinate in fig. 7b .
Events only tend to be found at the correct position
when they occur near the axis linking tower centres . In
other regions displacements in y' of up to 1 cm are
observed .

These phenomena are well known and several re-
cipes for dealing with them have been proposed [7-9] .
The methods proposed for curing the problem can be
divided in two classes :
a) procedures that give an increased weight to towers

with a small energy deposit ;
b) procedures in which the centre of gravity found in

the standard way is shifted, using an empirical al-
gorithm .
We tried several methods and the best results were

obtained with a procedure as in b). The reconstructed
impact point was shifted to the approximately correct
position using the following algorithm :

x c°« = 25 .0 arctan(0 .363 x') mm,

	

(2a)

Y~orr = 14.7 arctan(0.476 y') mm.

	

(2b)

The relations between the x' (y') values measured with
the beam chambers and the xco« (Ywrr) values de-
termined from the energy shower profiles and corrected
in this way, are given in figs . 8a and 8b. The impact
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Fig. 9 . The position resolution for 80 GeV electrons as a
function of x' and y' .
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3.3. Experimental results
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Fig . 10 . Distribution of the differences between the x coordi-
nates measured with the beam chambers and those measured
with the calorimeter, for 80 GeV e- uniformly distributed over
a calorimeter tower (a) . The same distribution for the y coordi-

nates (b).

points are on average very well reproduced with this
method.

The position resolution, given by the width of the
bands in fig . 8, is slightly dependent on the impact
point of the electrons. Fig . 9 shows how the position
resolution varies with x' and y' . The best results were
obtained in the corners where three modules join. On
average, the RMS position resolutions ax and ay amount
to 1 .8 and 1 .6 mm for 80 GeV electrons (fig. 10) .

The energy dependence of the position resolution
was measured at 0. = 3°, for electrons at 5, 10, 20, 40,
80 and 150 GeV . Only data for particles in the central
region, representing the worst case (see fig. 9) were
available for this study. The data were treated in the
same way as discussed before, using the same algorithm,
eq . (2), for finding the correct impact points . In fig . 11,
the position resolution for the central region of a tower
is given as a function of the electron energy. The
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Fig. 11 . The position resolution for electrons at 0 =3° as a
function of the energy. Results for the central region of
calorimeters towers . Averaged over the tower surface, the posi-

tion resolution is - 2056 smaller .

experimental data can be parametrized as ay(E) = 17.1/
F [mm], with E in units of GeV. For ax the results
were the same. From fig . 9, one may conclude that the
average position resolution for electrons in this detector
will be - 20% smaller than indicated in fig . 11, Scaling
with 1/F is expected, since the energy deposits E, in
the cells i (eq. (1)) have a relative accuracy a,/ E,
which improves as 1/ E, , if the shower profile stays
the same .

The angular dependence of the position resolution
was studied for 40 GeV electrons entering the detector
at angles 0, varying between 0 ° and 6 ° with respect to
the fiber axis . The results show essentially no effect of
the angle on the position resolution (fig. 12). However,

1

	

3

	

5

	

7
0, (degrees)

Fig. 12 . The position resolution for 40 GeV e- entering the
detector in the centre of a tower, as a function of the angle 0

between the particle direction and the fiber axis.
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Fig . 13 . The average position of the centre of gravity with
respect to the impact point, as a function of the angle 0.
between the particle direction and the fiber axis (a) . The
average longitudinal centre of gravity as a function of 0 (b).

Data for 80 GeV electrons.

we did observe another effect . In these measurements,
the detector was always positioned in such a way that
the beam hit the detector surface at the same spot,
regardless of the angle 0, Since the shower develops in
depth, this will lead to a shift in the reconstructed
centre of gravity with respect to the impact point. Fig.
13a shows this shift (Ox) as a function of 0.. From this
figure, one may determine the average longitudinal
centre of gravity (z) of the showers, since (z) and Ox
are related as Ax = (z) sin(6z ) . Fig. 13b shows (z) as a
function of B. For angles larger than 1°, the average
depth at which the light is produced by these 80 GeV
electrons showers is almost constant : (z) - 6.5 cm
(- 9X0).For 0. < 1 ° this depth increases, probably as a
consequence of the fact that the incoming electrons may
travel a considerable distance inside one fiber (Xo - 40
cm for polystyrene), so that the shower develops deeper
inside the detector [2] .

This example shows how a good lateral position
resolution translates into longitudinal sensitivity when
the particles enter the detector at a nonzero angle with
the fiber axis . This feature will be further exploited in
section 6.
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4. The position resolution for hadronic showers

4.1 . Experimental data

4.2 . Methods

Io
00

D. Acosta et al. / Localizing particles showering in a Spaghetti Calorimeter

The experimental data used for the determination of
the hadronic position resolution were similar to the data
described in the previous section :
- a 7 x 7 matrix scan with 80 GeV iT -, covering an area

of 24 x 24 cm2 in the central region of the detector,
at B. = 2°;

- an angular scan with 40 GeV iT
- in the centre of a

tower;
- an energy scan at 0 = 3 ° in the centre of a tower.

The method used to determine the hadronic position
resolution was similar to the one described for e.m .
showers. Although hadronic showers are much wider
than e.m. ones, the displacement effects shown in fig . 7,
which are caused by the fact that the lateral shower
dimensions are small compared to the granularity, were
also observed here, be it less pronounced .

This is illustrated in fig . 14, which shows the relation
between the coordinates (again x' or y', see fig. 6)
measured with the beam chambers and the coordinates
determined from the centre of gravity of the energy
deposit profiles . The displacement effects were also here
cancelled with an arctan correction function, be it that
the coefficients were chosen slightly different from those
in eq. (2) in order to achieve optimal reconstruction of
the shower position,

xeorr = 29.7 arctan(0 .084 x') mm,

	

(3a)

Ycorr
= 17 .0 arctan(0 .147 y') mm .

	

(3b)

These displacement effects are probably due to the e.m.
component in the shower, which accounts on average
for about half of the energy deposit at 80 GeV.

us4--A CA
Fig . 15 . Display of a typical hadronic event in SPACAL. The numbers correspond to the energy deposited in the individual towers .
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Fig. 14. Scatter plots for 80 GeV m-. The relation between the
x' values measured with the beam chambers (horizontal) and
the x' values derived from the calorimeter data with the centre

of gravity method (a) . The same for the y' values (b).

Fig. 15 shows a typical hadronic event in the SPA-
CAL calorimeter . The numbers correspond to the en-
ergy deposited in the individual towers. For this event,
more than half of the energy was deposited in one



tower, the rest was distributed over essentially all the
other towers . The question arises how far away from the
shower axis should one go in order to calculate the
centre of gravity, since many small energy deposits with
large weight factors might deteriorate the accuracy of
the position determination.
We studied the question of which towers should be

used for the calculation of the centre of gravity in two
ways :

a) The position resolution was determined as a func-
tion of the number of rings around the tower with the
largest energy deposit that were taken into account - in
other words, as a function of the radius of the cylinder
that was assumed to contain the event for this purpose.
The best resolution was found when two hexagonal
rings around the shower axis were used (19 towers).

b) The position resolution was determined by con-
sidering only towers containing a certain minimum frac-
tion of the total energy . Optimal resolution was found
when only towers containing at least 5`%0 of the total
energy were used for calculating the centre of gravity .
This method uses in practice a much smaller number of
towers than 19, required by the first method.

In general, the position resolution obtained with the
first method was slightly better. Only for events in
which there is not a single tower that absorbs a major
fraction of the pion energy, the results are comparable.
For such events, the position resolution also tends to be
somewhat better than for the events of the type shown
in fig. 15 . This is illustrated in fig. 16, where the
hadronic position resolution is given for both methods,
as a function of the maximum energy fraction deposited
in one single tower.

In practice, we used method a), with 19 towers, for
determining the centre of gravity. The displacement
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Fig . 16 . The position resolution as a function of the maximum
energy fraction deposited in one single tower. The open circles
show the results obtained when 19 towers around the shower
axis were used for calculating the centre of gravity, the squares
consider only towers containing at least 5% of the total energy .
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'CAL -XBC

Fig. 17 . Distribution of the differences between the impact
point measured with the beam chambers and the centre of
gravity of the 80 GeV ir - showers. Results for the x (a) and y

(b) coordinates .

effects (fig. 14) were corrected for with the same proce-
dure as for the e.m . showers (section 3.2) .

A pion penetrating the calorimeter will undergo its
first nuclear interaction at a depth z, of which the
probability is distributed as exp(-z/X,) . Also, depend-
ing on the type of interaction, the longitudinal develop-
ment of the shower may differ strongly from event to
event. Therefore, large variations occur in the longitudi-
nal distribution of the light production in pion showers.
If the beam enters the detector at an angle 0. with
respect to the fiber axis, these differences will translate
into fluctuations of the reconstructed lateral centre of
gravity which respect to the impact point.

The beam entered the detector in the x-z plane at
an angle 0. with respect to the z-axis (see figs . 3 and 6) .
This means that the effect dust mentioned should only
be measurable in the position resolution for the x
coordinate, and not for the y coordinate . Fig. 17 shows
the distribution of the calculated centre of gravity with
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Fig . 18 . The energy dependence of the hadronic position reso
lution, for pions entering the central region of a tower at

0 =3°.

respect to the impact point for the x coordinate (fig .
17a) and for y (fig . 17b), for 80 GeV pions at 0. = 2°,
whose impact points were uniformly distributed over
the tower surface . The x distribution exhibits a clear
exponential tail on the right hand side, reflecting the
fluctuations in the starting points of the showers. The x
distribution is well described by a convolution of a
Gaussian and an exponential distribution (fig . 17a) in
which the width of the Gaussian part is (almost) equal
to the one for the y distribution, and the slope of the
exponential part equals 11 mm. From this one can infer
the interaction length for pions X,, in this detector as
11/sin(2 ° ) = 315 mm. This measurement therefore con-
firms that the interaction length for pions is 50% larger
than for protons [5] .

D. Acosta et al. / Localizing particles showering in a Spaghetti Calorimeter
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Fig. 19 . The angular dependence of the hadronic position
resolution, for 40 GeV m- entering the central region of a

tower.
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Fig. 20 . The average shift of the centre of gravity m the x
direction, with respect to the impact point measured with the
beam chambers, as a function of 0. . Data for 40 GeV m-

entering the central region of a tower.

The position resolution for pions depends on the
impact point, in the same way as for electrons (see fig.
9), be it that the effects are less pronounced . At 80 GeV,
the average value of ay amounts to 5.1 mm, whereas in
the center of a tower ay= 5.8 mm was found. In fig . 18,
the energy dependence of the hadronic position resolu-
tion is given for pions entering the central region of a
tower at BZ = 3° . The experimental data can be parame-
trized as ay(E) = 2.4 + 31.4/ [mm], with E in GeV.
The constant term may be caused by the large non-
Gaussian event-to-event fluctuations m the magnitude
of the e.m . component of the showers.

The angular dependence is shown in fig . 19 . The
resolution in y is more or less independent of B., but
the exponential tail on the right hand side of the x
distribution becomes of course more and more pro-
nounced at increasing angles, causing ax to increase .
Fig. 20 shows the average shift of the centre of gravity
as a function of Bz . As for e.m . showers (fig . 13), this
effect allows one to determine the average depth at
which the energy is deposited. We found that this
occurs at z - 55 cm (- 2.5X,).

5. Particle-particle separation

One tends to think of hadronic showers as phenom-
ena that require quite a large detector volume to be
detected in . This is certainly true if one wants to (al-
most) contain the showers or if one wants to do an
accurate measurement of the energy of the showering
particle . The SPACAL detector was designed for this
purpose and needed an instrumented mass of more than
13 tons to achieve this goal .

However, when it comes to localizing the showering
particle, the situation is quite different. Fig. 15 shows

30

0 ay
0

x
ARMS

20 0

E
E O

n

10 0
0

L-L 1
-1 0 1 2 3 4 5



K = ErJE, -f(r,)lz >

D . Acosta et al. / Locahzmgparticles showering in a Spaghetti Calorimeter

that in a typical hadronic event at 80 GeV more than
half of the shower energy is deposited in one tower, and
the other half is distributed over the rest of the detector .
This means that two particles hitting the detector and
developing showers in it might be recognized as two
separate particles even if they enter the detector at a
relatively small distance from each other . The short
radiation and interaction length of the detector are a
favourable feature in this respect .

In this paper, we report only about the iT/-Tr sep-
aration capability of this detector . The electron-pion
separation, very relevant for the identification of elec-
trons (e.g . from heavy flavour decay) inside jets, will be
dealt with in a separate paper . We note that, because
the electron showers are narrow, they can be better
identified at a given distance from a showering pion
and, therefore, the e/,ir separation works well down to
shorter distances than for iT/ir .

The iT/sr separation was investigated in the follow-
ing way . We merged the showers from two pions hitting
the detector at a relative distance d. The resulting
energy deposit profile was compared to the average
shower profile for one pion hitting the detector at an
intermediate position . We mainly used 80 GeV rr - data
from the matrix scan for this purpose, since this data
allowed for a systematic study of the results as a func-
tion of d .
We found that the fractional energy deposit, f(r), in

a given cell whose centre is located at a distance r from
the centre of gravity of the shower, could be fairly
accurately parametrized with the sum of a Gaussian and
an exponential function,

f(r) = C exp(-ar') +D exp(-br),

	

(4)

with a = 0.070 cm -z , b = 0.230 cm-t , C = 0.548 and
C = 0.192, for the region O'< r < 17 cm . It should be
emphasized that f(r) is not the lateral shower profile,
since the effects of the finite cell size, which are very
important close to the shower axis, were not unfolded .

Next, a criterion K was defined in order to study
how well individual showers are described by f(r ) .
Good results were obtained with a criterion of the
following type :

where E, is the fraction of the total energy that is
deposited in tower i and r, the distance from the centre
of tower i to the (uncorrected) centre of gravity of the
energy deposit profile, as calculated with eq . (1) . In
practice, only the towers in the first two hexagonal rings
surrounding the tower containing the centre of gravity
were used for calculating K. Including more distant
towers did not improve the results .

In fig . 21, K distributions are given for single pions
and for 80 + 80 GeV pions at a relative distance d of 9
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Fig. 23. The distance d at which 95% m/m separation is
achieved, as a function of the pion energy E (for 80+ E GeV

pion pairs) .

Tr - combinations peaks at much higher values, indicat-
ing that the energy deposit profile of these events is in
general poorly described by the typical one for a single
pion at approximately twice the energy.

In order to identify pion pairs, a cut on K was
applied. All the events with K < Kc� , were considered
to be single pions, all the other events were considered
to be pion pairs. We chose K~� , in such a way that 95%
of the single pions came out as single pions, and de-
termined the probability of recognizing a pion pair as a
function of d . The result is given in fig . 22 . One sees
that the Tr/Tr separation is better than 95% for d >_ 8 cm .

The energy dependence of the Tr/Tr separation capa-
bility was studied by merging pions of E GeV hitting
the centre of the detector and 80 GeV pions entering at
a distance d from the centre . As a reference profile,
pion data at 80 and 150 GeV were used . Since the

average pion profiles at these energies are not very
different, the results were almost independent of the
reference profile used . In fig. 23 the results of this
analysis are given . The distance at which 95% Tr/Tr

separation is achieved (do .95 ) is shown as a function of
the energy . The error bars represent the fluctuations
that were observed when pions at a distance d from the
centre were merged with different pions of E GeV
(hitting the centre) . As can be expected, the separation
works best for two particles of equal energy.

From the matrix scan data, it was found that the K
distribution for single pions at 80 GeV was almost
independent of the impact point of the pions . Also, the
Tr/Tr separation capability d,.95 and the variations in it
were not significantly different from the values shown
in fig . 23 when 80 GeV pions were merged with 80 GeV
pions entering at positions other than the centre of the
detector . This indicates that the Tr/Tr separation is rela-
tively insensitive to the impact point of the particles .

These results are encouraging, since they open a
window to analysis of jet structures in 4Tr experiments
at colliders . Fig . 24 displays a multiparticle event, ob-
tained with an interaction trigger. The pions were re-
quired to interact in an upstream target and the reaction
products were detected with the calorimeter. Several
particles produced in this interaction can be clearly
recognized from the hit pattern in the calorimeter .

6 . Applications

In sections 3 and 4 we have already shown how the
good lateral position resolution may yield information
on the longitudinal shower development, when the par-
ticles enter the detector under a small angle with the
fiber axis . In particular, it was possible to determine the

Fig . 24. Event display of a pion interacting in an upstream target, the reaction products being detected by the calorimeter.



average depth at which the scintillation light was pro-
duced.

In this section, we will show how this information
may be used on an event-by-event basis, and how it
then mayimprove the detector performance. Twoexam-
ples will be given of this .

6.1 . Improvement of the hadronic energy resolution

The first example concerns the hadronic signal distri-
bution . Hadronic showers exhibit large fluctuations in
their longitudinal energy deposit profile (see section
4.3) . In addition, the response of the scintillating fibers
is not uniform in depth, because of light attenuation .
Therefore, light attenuation in the fibers will lead to a
systematic, instrumental effect contributing to the en-
ergy resolution for hadronic shower detection [10] . This
effect is in first approximation independent of the
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Fig. 25 . Scatter plot showing the calorimeter signal (vertical)
versus the displacement of the shower centre of gravity with
respect to the particle's impact point (horizontal) . Data for 150
GeV m- (a) and 150 GeV e - (b), at 0 = 3° . The effective
depth (z) of the light production (see text) is shown on the top
horizontal axis . The coordinates XCAL - xBc have an offset

(see ref. [111) .
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Fig. 26 . The signal distribution for 150 GeV rr- before (a) and
after (b) correcting for the effects of light attenuation in the
fibers . The smooth curves are the results of Gaussian fits to the

data .

hadron energy and will therefore give rise to a constant
term in the energy resolution.

In the development of this detector, much emphasis
was given to improving the light attenuation character-
istics of the fibers [2]. Nevertheless, the remaining ef-
fects are still significant, particularly at very high en-
ergies, where the effect of a constant term in the energy
resolution is of course relatively largest .

Knowledge of the average depth of the light produc-
tion event-by-event makes it possible to considerably
reduce the effects of light attenuation and, therefore,
improves the hadronic energy resolution . This is il-
lustrated with 150 GeV ir - data, taken at 0. = 3° .

In fig. 25a, the signal distribution for individual
events is shown versus the displacement of the centre of
gravity with respect to the impact point of the pions.
For comparison, the same plot is given for electrons
(fig . 25b). The displacement "x (= XCAL - XBO and
the average depth (z) at which the light is produced are
related as Ax = (z) sin(3°) [111 . And since the position
resolution in the lateral plane amounts to - 4 mm, the
accuracy of the (z) values given in this plot amounts to
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6.2. Improvement of the el7r separation
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about 8 cm. Therefore, fig . 25a is a fairly accurate
representation of the distribution of the longitudinal
centres of gravity for the 150 GeV u showers .

Fig. 25 illustrates the difference in longitudinal
shower development between e.m . and hadronic
showers . The effect of light attenuation is clearly visible
in that the average pion signal rises at increasing depth.

The energy resolution, obtained by projecting the
distribution on the vertical axis, is therefore much worse
than the width of the band in fig . 25a, which is de-
termined by the fluctuations in the shower development
itself. Moreover, the signal distribution is non-Gaussian
as a consequence of the non-Gaussian event distribu-
tion in depth (see fig . 26a) .

Using-the attenuation curve of the fibers and the
effective depth of the light production for each event,
one can very simply eliminate this effect . This is shown
in fig . 26b. To obtain this figure, the signals were
weighted with a factor corresponding to an attenuation
length of 7 m . As a result of this procedure, the energy
resolution a/E improved from 4.8% to 3.7% and the
signal shape became almost Gaussian .

It should be emphasized that this example concerns
the detection of single pions . The applicability of this
method forjets is very questionable . However, jet detec-
tion is much less sensitive to the effects of light attenua-
tion in the fibers, since a jet consists of many particles
that develop showers simultaneously, and therefore the
fluctuations in the longitudinal light production profile
are much less important [10] . In this respect, a jet may
be considered a hadronic shower with a fixed starting
point, i.e . the interaction vertex .

Electron identification is a major task of calorime-
ters in modem experiments . The Spaghetti Calorimeter
offers excellent possibilities in this respect . We have
developed several methods that allow e/m separation at
the 10-3-10-4 level, including one that might be ap-
plied at the first trigger level [6] .

Usually, the methods exploit the fine lateral granu-
larity of the detector, which makes it possible to dis-
tinguish electrons and pions through the differences in
the lateral shower development . Fig. 27 shows an exam-
ple of the quality of the separation that can be achieved
in this way. We defined a quantity R P as

Y r E,04

6)

where E, is the energy deposited in an individual tower
i and r, is the distance between the centre of tower i
and the (uncorrected) centre of gravity of the energy
deposit profile as in eq . (1). All 155 towers were used

Fig. 27. Distribution of the effective width R P (see text) for
electron and pion showers at 80 GeV and 8 = 2' .

for calculating R P . Electron and pion showers are very
cleanly separated using this parameter, which is a mea-
sure of the effective shower width .

However, a small fraction (order 10-3 ) of the pion
events cannot be separated from electrons with such a
criterion . These are presumably events where (almost)
all the pion energy is transferred to m0 's in the first
interaction, and therefore the showers look laterally
very much like e.m . ones.

The starting point of such showers occurs at a cer-
tain depth z inside the calorimeter, with a probability

-40 -30 -20 -10 0 10 20 30
XCAL-Xec (MM)

Fig . 28 . Distribution of the displacement of the shower centre
of gravity with respect to the particle impact point for elec-
trons and for pions that produce showers that are laterally
indistinguishable from electrons . Data for 80 GeV particles at
B = 2 ° . The coordinates XCAL - x c have an offset (see ref.

[11]).



distributed as exp(-z/X,), so that one may distinguish
them from genuine electron showers using the shift
between the lateral centre of gravity and the impact
point (cf. figs . 25a and 25b) . This works very well .
We selected the pion events from fig. 27 that could

not be distinguished on the basis of their lateral shower
profile, i .e . at R P < 80 mm. The distribution of their
centre of gravity displacement with respect to the pion
impact point is given in fig . 28 . For comparison, the
distribution for electrons is given as well . Thanks to the
good position resolution, all the pions interacting be-
yond a few centimetres in depth can be distinguished
from electrons in this way . The final e/ir separation
achieved by combining both the lateral and longitudinal
shower characteristics amounted to 1 .5 x 10 -° at 80
GeV, for 98% electron efficiency .

7 . Summary and conclusions
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We have studied the performance of a full-size
lead/scintillating-fiber calorimeter, and in particular its
capability of localizing the particles that develop showers
in it . The calorimeter consisted of longitudinally unseg-
mented hexagonal towers with an effective radius of 39
mm (= 1 .6RM or 0.19X,) .

For e.m . showers we found that the position resolu-
tion significantly depends on the region of a tower
where the particle entered . The best resolutions were
found in the regions where three modules join, a - 1.0
mm at 80 GeV . In the central region a resolution of - 2
mm was obtained at this energy . Averaged over the
tower surface we measured 1.7 mm. For other energies,
we found that these numbers scale as 1/FE . The posi-
tion resolution does not depend on the angle 0. between
the particle's trajectory and the fiber axis, for 0, < 6° .

For hadronic showers, the position resolution is less
sensitive to the impact point . At 80 GeV, we obtained
5 .1 mm accuracy . Also here, the 1/FE scaling law
applies, be it with an offset of - 2 mm. When the
detector is tilted at a small angle, the position resolution
in the coordinate that runs in the tilted plane de-
teriorates because of the fluctuations in the starting
point of the shower . We observed a 50% increase for 40
GeV pions at 0. = 2° . The resolution in the coordinate
orthogonal to the tilted plane is unaffected.

Due to the very high effective density of the detec-
tor, the lateral shower dimensions are small . Because of
this and because of the fine detector granularity, we
were able to separate two particles hitting the detector
at relatively close positions in space by analyzing the
energy deposit pattern . Two 80 GeV pions could be
separated in more than 95`,1; of the cases down to a
distance of 8 cm . This distance increased to 11 cm for a
20 GeV/80 GeV pion pair.
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In order to avoid the effects of anomalous sampling
of e.m. showers in the early stage [2], this detector has
to be placed in such a way that the particles to be
detected enter it at a small angle (a few degrees) with
respect to the fiber axis . This has turned out to have
major beneficial effects for the localization of particles,
since the good lateral position resolution translates in
this way into sensitivity to details of the longitudinal
shower development. Hence, a 2 mm lateral position
resolution at 6, = 3 ° gives a. - 4 cm . We demonstrated
that this feature could be used to eliminate the effects of
light attenuation on the energy resolution for single-pion
detection and to improve the e/,n separation capability
considerably .

The SPACAL calorimeter was designed as an in-
tegrated detector for both e.m . and hadronic particle
showers . Its lateral granularity, which in principle can
be arbitrarily fine, was chosen as a compromise between
what was believed to be needed for e.m . showers (fine
granularity) and hadronic showers (crude granularity
sufficient) . In projective structures, needed for 4v ex-
periments at colliders, these different requirements
would be automatically better matched . Our analysis
shows, however, that a fine granularity is also very
beneficial for hadronic shower detection . The fact that
the position of the centre of gravity of the shower with
respect to the impact point of the particle depends on
the region of the tower where the particle entered,
which is a typical sign of a granularity that is too crude,
was even observed for hadronic showers (fig . 14) . There-
fore, all the results described in this paper would further
improve with finer granularity .
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